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USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

MH24F6. 

Lab Name: A4 Scientific, Inc. Contract-: EPW06057 

Lab Code: A4 Case No. : 36948 NRAS No.: SDG NO.: MH24F6 

Matrix (soil/water) : SOIL Lab Sample ID: 0008723-01 

Level (low/med) : LOW Date Received: 11/16/2007 

% Solids: 90.1 

Concentration Units (ug/L or mg/kg dry weight): MG/KG 

CAS No. Analyte Concentration C Q M 

7429-90-5 Aluminum 12800 E P 

7440-36-0 Antimony 38.8 P 

7440-38-2 Arsenic 67.1 P 

7440-39-3 Barium 183 P 

7440-41-7 Beryllium 0.26 J P 

7440-43-9 1 Cadmium 9,7 P 

7440-70-2 Calcium 6800 P 

7440-47-3 Chromium 17.6 P 

7440-48-4 Cobalt 9.9 P 

7440-50-8 Copper 103 E P 

7439-89-6 Iron 15200 E P 

7439-92-1 Lead 986 P 

7439-95-4 Magnesium 3740 P 

7439-96-5 Manganese 799 E P 

7440-02-0 Nickel 13.8 P 

7440-09-7 Potassium 3230 , P 

7782-49-2 Selenium 1.3 J P 

7440-22-4 Silver 10.6 N P 

7440-23-5 Sodium 500 U P 

7440-28-0 Thallium 2.5 U P 

7440-62-2 Vanadium 28.0 P 

7440-66-6 Zinc 2690 P 

Color Before: BLACK Clarity Before: CLOUDY Texture: MEDIUM 

Color After:- YELLOW Clarity After; CLEAR Artifacts: 

Comments: 177 
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Form IA-IN ILM05.4 



USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

MH24F7 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No.: 36948 NRAS No.: SDG NO.: MH24F6 

Matrix (soil/water) : SOIL Lab Sample ID: 0008723-02 

Level (low/med) :• LOW Date Received: 11/16/2007 

% Solids': 83 . 9 

Concentration Units (ug/L or mg/kg dry weight): MG/KG 

iCAS No. Analyte Concentration C Q M 

7429-90-5 Aluminum 19400 E P 

7440-36-0 Antimony 7.0 U P 

7440-38-2 Arsenic 6.3 P 

7440-39-3 Barium 227 P 

7440-41-7 Beryllium 0.27 J P 

7440-43-9 Cadmium 0.64 p ; 

7440-70-2 Calcium 4240 p 

7440-47-3 Chromium 23.3 p 

7440-48-4 Cobalt 13.8 p 

7440-50-8 Copper 23.0 E p 

7439-89-6 Iron 21600 E p 

7439-92-1 Lead 18.1 p 

7439-95-4 Magnesium 3570 p 

7439-96-5 Manganese 699 E p 

7440-02-0 Nickel 16.7 p 

7440-09-7 Potassium 3500 p 

7782-49-2 Selenium 4.1 U p 

7440-22-4 Silver 1.2 U N p 

7440-23-5 Sodium 584 U p 

7440-28-0 Thallium 2.9 U p 

7440-62-2 Vanadium 52.4 p 

7440-66-6 Zinc 86.5 p 

Color Before: BLACK Clarity Before: CLOUDY Texture: MEDIUM 

Color After: YELLOW Clarity After: CLEAR Artifacts; 

Comments: 181 

SI M i l 

Form I A-IN ILM05.4 



USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

MH24F8 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No.: 36948 NBAS No.: SD6 NO.: MH24F6 

Matrix (soil/water) : SOIL Lab Sample ID: 0008723-03 

Level (low/med) : LOW Date Received: 11/16/2007 

% Solids: 82. 6 

Concentration Units (ug/L or mg/kg dry weight): MG/KG 

CAS No. Analyte Concentration C Q M 

7429-90-5 Aluminum 20900 E P 

7440-36-0 Antimony 7.1 U P 

7440-38-2 Arsenic 5.7. P 

7440-39-3 Barium 208 P 

7440-41-7 Beryllium 0.29 J P 

7440-43-9 Cadmium 0.61 P 

7440-70-2 Calcium 5180 P 

7440-47-3 Chromium 23.9 P 

7440-48-4 Coibalt 13.1 P 

7440-50-8 Copper 22.5 E P 

7439-89-6 Iron 20900 E P 

7439-92-1 Lead 22.3 P 

7439-95-4 Magnesium 4000 P 

7439-96-5 Manganese 591 E P 

7440-02-0 Nickel 18.8 P 

7440-09-7 Potassium 4010 P 

7782-49-2 Selenium 4.1 U P 

7440-22-4 Silver 1.2 U N P 

7440-23-5 Sodium 588 U P 

7440-28-0 Thallium 2.9 U P 

7440-62-2 Vanadium 50.4 P 

7440-66-6 Zinc 77.0 P 

Color Before: BLACK Clarity Before: CLOUDY Texture: MEDIUM' 

Color After': YELLOW Clarity After: CLEAR Artifacts: 

Comments: 182 

Form XA-IN ELM05.4 



USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

MH24F9 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No. : 36948 NRAS No.: SDG NO. : MH24F6 

Matrix (soil/water) : SOIL Lab Sample ID : 0008723-04 

Level (low/med) : LOW Date Received: 11/16/2007 

% Solids: 72.6 

Concentration Units (ug/L or mg/kg dry weight): MG/KG 

CAS No. Analyte Concentration C Q M 

7429-90-5 Aluminum 14800 E P 

7440-36-0 Antimony 23.0 P 

7440-38-2 Arsenic 12.1 P 

7440-39-3 Barium 274 1 P 

7440-41-7 Beryllium 0.52 J P 

7440-43-9 Cadmium 

o
 

o
 

H
 P 

7440-70-2 Calcium 9390 P 

7440-47-3 Chromium 19.8 P 
7440-48-4 Cobalt 6.3 J P 

7440-50-8 Copper 95.8 E : p 

7439-89-6 Iron 15500 E p 

7439-92-1 Lead 799 : p : 

7439-95-4 Magnesium 5770 p 

7439-96-5 Manganese 120 E p 

7440-02-0 Nickel 14.3 P 
7440-09-7 Potassium 3720 P : 

7782-49-2 Selenium 

00 

U P 

7440-22-4 Silver 3.1 N P 

7440-23-5 Sodium 668 J P 

7440-28-0 Thallium 3.4 U P 

7440-62-2 Vanadium 

rH 00 CM P 

!7440-66—6 Zinc 861 P ; 

Color Before: BLACK Clarity Before: CLOUDY Texture: MEDIUM 

Color After: YELLOW Clarity After: CLEAR Artifacts: 

Comments: 129 

Form IA-IN JLM05.4 



USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

MH24G0 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 t_ 

Lab Code: A4 Case No. : 36948 NRAS No. : SDS NO. : MH24F6 

Matrix (soil/water) : SOIL Lab Sample ID: 0008723-05 

Level (low/med) : LOW Date Received: 11/16/2007 

% Solids: 85.7 

Concentration Units (ug/L or mg/kg dry weight) : MG/KG 

CAS No. Analyte Concentration C Q M 

7429-90-5 Aluminum 15800 E P 

7440-36-0 Antimony 7.0 P 

7440-38-2 Arsenic 12.8 P 

7440-39-3 Barium 223 P 

7440-41-7 Beryllium 0.54 U P 

7440-43-9 Cadmium 3.4 P 

[7440-7Q-2' Calcium 5210 P 

17440-47-3 Chromium 24.4 P 

7440-48-4 Cobalt 11.9 P 

7440-50-8 Copper 43.1 E P 

7439-89-6 Iron 17900 E P 

7439-92-1 Lead 188 P 

7439-95-4 Magnesium 3770 P 

7439-96-5 Manganese 885 E P 

7440-02-0 Nickel 18.5 P 

7440-09-7 Potassium 4300 P 

7782-49-2 Selenium 3.7 U P 

7440-22-4 Silver 0.95 J N P 

7440-23-5 Sodium i 535 U P 

7440-28-0 Thallium 2.7 u P 

7440-62-2 Vanadium 42.1 P 

7440-66-6 Zinc ; 857 P 

Color Before: BLACK Clarity Before: CLOUDY Texture: MEDIUM 

Color After: YELLOW Clarity After: CLEAR Artifacts: 

Comments: 130 

Form I A-IN ILM05.4 



USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 
EPA SAMPLE HO. 

MH24G1 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No. : 36948 NBAS No. : SDG NO. : MH24E6 

Matrix (soil/water) : SOIL Lab Sample ID: 0008723-06 

Level (low/med) : LOW Date Received: 11/16/2007 

% Solids: 84.2 

Concentration Units (ug/L or mg/kg dry weight): MG/KG 

CAS No.. Analyte Concentration C Q M 

7429-90-5 Aluminum 16400 E P 

7440-36-0 Antimony 6.5 : U P 

7440-38-2 Arsenic 7.0 P 

7440-39-3 Barium 252 P 

7440-41-7 Beryllium 0.54 U P 

7440-43-9 Cadmium 1.1 P 

7440-70-2 Calcium 6840 P 

7440-47-3 Chromium 26.7 P 

7440-48-4 Cobalt 11.3 P 

7440-50-8 Copper 29.1 E P 

7439-89-6 Iron 17300 E P 

7439-92-1 Lead 80.0 P 

7439-95-4 Magnesium 4440 P 

7439-96-5 Manganese 525 E P 

7440-02-0 Nickel 22.4 P 

7440-09-7 Potassium 3930 P 

7782-49-2 Selenium 3.8 U P 

7440-22-4 Silver 1.1 U N P 

7440-23-5 Sodium 384 J P 

7440-28-0 Thallium 2.7 U P 

7440-62-2 Vanadium 44.5 P 

7440-66-6 Zinc 139 P 

Color Before: BLACK Clarity Before: CLODDY Texture: MEDIUM 

Color After: YELLOW Clarity After: CLEAR Artifacts: 

Comments: 131 
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Form IA-IN ILM05.4 



USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 
EPA SAMPLE NO . 

MH24G2 

Lab Name: A4 Scientific/ Inc. Contract: EPW06057 

Lab Code: A4 Case No. : 36948 NRASNo.: SDG NO.: MH24F6 

Matrix (soil/water) : SOIL Lab Sample ID: 0008723-07 

Level (low/med) : LOW Date Received: 11/16/2007 

% Solids: 79.0 

Concentration Units (ug/L or mg/kg dry weight): MG/KG 

CAS No. Analyte Concentration C Q M 

7429-90-5 Aluminum 18500 E P 

7440-36-0 Antimony 7.4 U P 

7440-38-2 Arsenic 6.2 P 

7440-39-3 Barium 233 P 

7440-41-7 Beryllium 0.61 U P 

7440-43-9 Cadmium 0.97 P 

7440-70-2 Calcium 8920 P 

7440-47-3 Chromium 25.3 P 

7440-48-4 Cobalt 12.9 P 

7440-50-8 Copper 29.9 E P 

7439-89-6 Iron 20100 E P 

7439-92-1 Lead 71.5 P 

7439-95-4 Magnesium 4990 P 

7439-96-5 Manganese 585 E P 

7440-02-0 Nickel 22.1 P 

7440-09-7 Potassium 4290 P 

7782-49-2 Selenium 4.3 U P 

7440-22-4 Silver 1.2 U N P 

7440-23-5 Sodium 614 U P 

7440-28-0 Thallium 3.1 U P 

7440-62-2 Vanadium 52.8 P 

7440-66-6 Zinc 128 P 

Color Before: BLACK Clarity Before: CLOUDY Texture: MEDIUM 

Color After: YELLOW Clarity After: CLEAR Artifacts: 

Comments: 132 
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USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 
EPA SAMPLE NO, 

MH24G3 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No.: 36948 NRAS No.: SDS NO.: MH24F6 

Matrix (soil/water) : SOIL Lab Sample XD: 0008723-08 

Level (low/med) : LOW Date Received: 11/16/2007 

% Solids: 87.2 

Concentration Units (ug/L or mg/kg dry weight): MG/KG 

CAS No. Analyte Concentration C Q M 

7429-90-5 Aluminum 15300 E P 

7440-36-0 Antimony 3.7 J P 

7440-38-2 Arsenic 11.2 P 

7440-39-3 Barium 207 P 

7440-41-7 Beryllium 0.37 J P 

7440-43-9 Cadmium 1.8 P 

7440-70-2 Calcium 5630 P 

7440-47-3 Chromium 18.5 P 

;7440-48-4 Cobalt 10.5 P 

17440-50-8 Copper 40.3 E P 

7439-89-6 Iron 17500 E P 

7439-92-1 Lead 170 P 

7439-95-4 Magnesium 3910 P 

7439-96-5 Manganese 705 E P 

7440-02-0 Nickel 14 ,3 P 

7440-09-7 Potassium 4320 P 

7782-49-^2 Selenium 3.9 U P 

7440-22-4 Silver 0.93 J N P 

7440-23-5 Sodium 562 U P 

7440-28-0 Thallium 2.8 U P 

7440-62-2 Vanadium ! 36.3 P 

7440-66-6 Zinc 271 P 

Color Before: BLACK Clarity Before: CLOUDY Texture: MEDIUM 

Color After: YELLOW Clarity After: CLEAR Artifacts: 

Comments: 133 
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USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

MH24G4 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No.: 36948 NBAS No.: SD6 NO.: MH24F6 

Matrix (soil/water) : SOIL Lab Sample ID: 0008:723-09 

Level (low/med) : LOW Date Received: 11/16/2007 

% Solids: 88.4 

Concentration Units (ug/L or mg/kg dry weight): MG/KG 

CAS No. Analyte Concentration c Q M 

7429-90-5 Aluminum 16200 E P 

7440-36-0 Antimony 6.6 u P 

7440-38-2 Arsenic 6.0 P 

7440-39-3 Barium 254 P 

7440-41-7 Beryllium 0.55 U P 

7440-43-9 Cadmium 0.65 P 

7440-70-2 Calcium 4720 P 

7440-47-3 Chromium 32.0 P 

7440-48-4 Cobalt 13.4 P 

7440-50-8 Copper 21.2 E P 

7439-89-6 Iron 21400 E P 

7439-92-1 Lead 35.1 P 

7439-95-4 Magnesium 3850 P 

7439-96-5 Manganese 538 E P 

7440-02-0 Nickel 23.2 P 

7440-09-7 Potassium 3580 P 

7782-49-2 Selenium 3.8 u P 

7440-22-4 Silver 1.1 u N P 

7440-23-5 Sodium 304 J P 

7440-28-0 Thallium 2.7 u P 

7440-62-2 Vanadium 64.0 P 

7440-66-6 Zinc 96.0 P 

Color Before: BLACK Clarity Before: CLOUDY Texture: MEDIUM 

Color After: YELLOW Clarity After: CLEAR Artifacts: 

Comments: 134 

aria ••as is as; i iSl 23 

Form I A-IN ILM05.4 



USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

MH24G5 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No. : 36948 NRAS No.: SDG NO.: MH24F6 

Matrix (soil/water) : SOIL Lab Sample ID: 0008723-10 

Level (low/med) : LOW Date Received: 11/16/2007 

% Solids: 88.3 

Concentration Units (ug/L or mg/kg dry weight): MG/KG 

CAS No. Analyte Concentration C Q M 

7429-90-5 Aluminum 16800 E P 

7440-36-0 Antimony 6.7 U P 

7440-38-2 Arsenic 7.0 P 

7440-39-3 Barium 203 P 

7440-41-7 Beryllium 0.56 U P 

7440-43-9 Cadmium 0.86 P 

7440-70-2 Calcium 4920 P 

7440-47-3 Chromium 24.8 P 

7440-48-4 Cobalt 13.2 P 

7440-50-8 Copper 24.6 K: ; P 

7439-89-6 Iron 27800 ED P 

7439-92-1 Lead 49.3 P 

7439-95-4 Magnesium 3670 P 

7439-96-5 Manganese 607 E P 

7440-02-0 Nickel 15.1 P 

7440-09-7 Potassium 4050 P 

7782-49-2 Selenium 3.9 U P 

7440-22-4 Silver 1.1 U N P 

7440-23-5 Sodium 561 U P 

7440-28-0 Thallium 2.8 U P 

7440-62-2 Vanadium 71.0 P 

7440-66-6 Zinc 114 P 

Color Before: BLACK Clarity Before: CLOUDY Texture: MEDIUM 

Color After: YELLOW Clarity After: CLEAR Artifacts: 

Comments: >FE 

Form I A-IN ILM05.4 



USEPA-CLP 
1A-IN: 

INORGANIC ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

MH2466 

Lab Name: A4 Scientific, Inc• Contract: EPW06057 

Lab Code: A4 Case No.: 36948 NRAS No.: SDG NO.: MH24F6 

Matrix (soil/water) : SOIL Lads Sample ID: 0008723-11 

Level (low/med) : LOW Date Received: 11/16/2007 

% Solids: 88.8 

Concentration Units (ug/L or mg/kg dry weight): MG/KG 

CAS No. Analyte Concentration C Q M 

7429-90-5 Aluminum 19600 E P 

7440-36-0 Antimony 6.3 U P 

7440-38-2 Arsenic 5.7 P 

7440-39-3 Barium 315 P 

7440-41-7 Beryllium 0.52 U P 

7440-43-9 Cadmium i 0.61 P 

7440-70-2 Calcium 5670 P 

7440-47-3 Chromium 31.7 P 

7440-48-4 Cobalt 13.4 P 

7440-50-8 Copper 19.1 E P 

7439-89-6 Iron 21700 ED P 

7439-92-1 Lead 22.2 P 

7439-95-4 Magnesium 5030 P 

7439-96-5 Manganese 566 E P 

7440-02-0 Nickel 26.8 P 

7440-09-7 Potassium 4740 P 

7782-49-2 Selenium 3.6 U P 

7440-22-4 Silver :1.0 U N P 

'7440-23-5 Sodium 363 J P 

7440-28-0 Thallium 2.6 U P 

17440-62-2 Vanadium 50.0 P 

7440-66-6 Zinc 79.8 P 

Color Before: BLACK Clarity Before; CLOUDY Texture: MEDIUM 

Color After: YELLOW Clarity After: CLEAR. Artifacts: 

Comments: 184 

Form IA-IN ILM0S.4 



USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No. : 36948 NRAS No. : SDG NO.: MH24F6 

Matrix (soil/water) : SOIL; Lab Sample ID: 0008723-12 

Level (low/med) : LOW Date Received: 11/16/2007 

% Solids: 85.8 

Concentration Units (ug/L or mg/kg dry weight): MG/KG 

GAS No. Analyte Concentration C Q M 

7429-90-5 Aluminum 15900 E P 

7440-36-0 Antimony 6.6 U : P 

7440-38-2 Arsenic 5.2 : P 

7440-39-3 Barium 185 p 

7440-41-7 Beryllium 0.55 U p 

7440-43-9 PaHminm 0.59 p 

7440-70-2 Calcium 4890 p 

7440-47-3 Chromium 20.5 p 

7440-48-4 Cobalt 11.5 p 

7440-50-8 Copper 18.7 E p 

7439-89-6 Iron 20600 E p 

7439-92-1 Lead 24.7 p 

7439-95-4 Magnesium 3730 p 

7439-96-5 Manganese 499 E p 

7440-02-0 Nickel 14.7 p 

7440-09-7 Potassium 3740 p 

7782-49-2 Selenium 3.8 U p 

7440-22-4 Silver 1.1 U N p 

7440-23-5 Sodium 550 U p 

7440-28-0 Thallium 2.7 U p 

7440-62-2 Vanadium 54.8 p 

'7440-66-6 Zinc 78.3 p 

Color Before: BLACK Clarity Before: CLOUDY Texture: MEDIUM 

Color After: YELLOW Clarity After: CLEAR Artifacts: 

Comments: 185 

EPA SAMPLE NO. 

MH24G7 

Form IA-IN ILM05.4 



USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

MH24G8 

tab Name: A4 Scientific, Ina. Contract: EPW06057 

Lab Code: A4 Case No.: 36948 NRAS No.: SDG NO.: MH24F6 

Matrix (soil/water) : SOIL Lab Sample ID: 0008723-13 

Level (low/med) : LOW Date Received: 11/16/2007 

% Solids: 89.2 

Concentration Units (ug/L or mg/kg dry weight): MG/KG 

CAS No. Analyte Concentration C Q M 

7429-90-5 Aluminum 9170 E P 

7440-36-0 Antimony 62.6 P 

7440-38-2 Arsenic 110 P 

7440-39-3 Barium 211 P 

7440-41-7 Beryllium 0.54 U P 

7440-43-9 Cadmium 64.0 P 

7440-70-2 Calcium 24500 P 

7440-47-3 Chromium 20.8 P 

7440-48-4 Cobalt 8.7 P 

7440-50-8 Copper 170 E P 

7439-89-6 Iron 24900 ED P 

7439-92-1 Lead 2340 P 

7439-95-4 Magnesium 10300 P 

7439-96-5 Manganese 1050 E P 

7440-02-0 Nickel 16.4 P 

7440-09-7 Potassium 1800 P 

17782-49-2 Selenium 4.9 P 

17440-22-4 Silver to
 

to
 

N P 

7440-23-5 Sodium 338 J P 

7440-28-0 Thallium 2.6 J P 

7440-62-2 Vanadium 26.3 P 

7440-66-6 Zinc 11100 D P 

Color Before: BLACK Clarity Before: CLOUDY Texture: MEDIUM 

Color After: YELLOW Clarity After': CLEAR Artifacts: 

Comments: 

Form IA-IN ILM05.4 



USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

: HH24G9 

Lab Name; A4 Scientific, Inc. Contract: EPW06057 . 

Lab Code: A4 Case No.: 36948 NRAS No.: ' SDG NO,.: MH24F6 

Matrix (soil/water).': SOIL Lab Sample ID: 0008723-14 

Level (low/med) : LOW Date Received: 11/16/2007 

% Solids: 80.7 

Concentration Units (ug/L or mg/kg dry weight): MS/KG 

CAS No. Analyte Concentration C Q M 

7429-90-5 Aluminum 23000 E P 

7440-36-0 Antimony 6.8 U P 

7440-38-2 Arsenic 7.4 P 

7440-39-3 Barium 403 P 

7440-41-7 Beryllium 0.56 U P 

7440-43-9 Cadmium 0.87 P 

7440-70-2 Calcium 6450 P 

7440-47-3 Chromium 41.5 P 

7440-48-4 Cobalt 14.9 P 

7440-50-8 Copper 25.5 E P 

7439-89-6 Iron 22000 E P 

7439-92-1 Lead 49.0 P 

7439-95-4 Magnesium 5120 P 

7439-96-5 Manganese 423 E P 

7440-02-0 Nickel 36.8 P 

7440-09-7 Potassium 4600 P 

7782-49-2 Selenium 3.9 U P 

7440-22-4 Silver 1.1 U N P 

7440-23-5 Sodium 563 U P 

7440-28-0 Thallium 2.8 u P 

7440-62-2 Vanadium 47.1 P 

7440-66-6 Zinc 138 P 

Color Before: BLACK Clarity Before: CLOUDY Texture: MEDIUM 

Color After: YELLOW Clarity After: CLEAR Artifacts: 

Comments: 187 

Form IA-IN ILM05.4 



USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

MH24H0 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No.: 36948 NRAS No.: SD6 NO. : MH24F6 

Matrix (soil/water) : SOIL Lab Sample ID: 0008723-15 

Level (low/med) : LOW Date Received': 11/16/2007 

% Solids: 87.6 

Concentration Units (ug/L or mg/kg dry weight): MG/KG 

CAS No. Analyte Concentration C Q M 

7429-90-5 Aluminum 16800 E P 

7440-36-0 Antimony 6.2 U P 

7440-38-2 Armenia 5.7 P 

7440-39-3 Barium 206 P 

7440-41-7 Beryllium 0.51 U P 

7440-43-9 Cadmium 0.65 P 

7440-70-2 Calcium 4490 : P 

7440-47-3 Chromium 23,2 P 

7440-48-4 Cobalt 12.1 P 

7440-50-8 Copper 19.2 E P 

7439-89-6 Iron 25200 ED P 

7439-92-1 Lead 29.8 P 

7439-95-4 Magnesium 3680 P 

7439-96-5 Manganese 573 E P 

7440-02-0 Nickel 14.2 P 

7440-09-7 Potassium 3450 P 

7782-49-2 Selenium 3.6 U P 

7440-22-4 Silver 1.0 U N P 

7440-23-5 Sodium 514 U P 

7440-28-0 Thallium 2.6 U P 

7440-62-2 Vanadium 60.5 P 

7440-66-6 Zinc 82.3 P 

Color Before: BLACK Clarity Before: CLOUDY Texture;: MEDIUM 

Color After: YELLOW Clarity After: CLEAR Artifacts: 

Comments; 188 

Form IA-IN ILM05.4 



USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

MH24H1 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No. : 36948 NRAS No. : SDG NO.: MH24F6 

Matrix (soil/water) : SOIL Lab Sample ID: 0008723-16 

Level (low/med) : LOW Date Received: 11/16/2007 

% Solids : 81. 4 

Concentration Units (ug/L or mg/kg dry weight): MG/KG 

CAS No. Analyte Concentration C Q M 

7429-90-5 Aluminum 22500 E P 

7440-36-0 Antimony 6.8 U P 

7440-38-2 Arsenic 8.0 P 

7440-39-3 Barium 454 P 

7440-41-7 Beryllium 0.56 U P 

7440-43-9 Cadmium 0.88 P 

7440-70-2 Calcium 6270 P 

7440-47-3 Chromium 45.6 •P 

'7440-48-4 Cobalt 18.1 P 

7440-50-8 Copper 26.1 E P 

7439-89-6 Iron 21400 E P 

7439-92-1 Lead 49.8 P 

7439-95-4 Magnesium 4980 P 

7439-96-5 Manganese 760 E P 

7440-02-0 Nickel 42.7 P 

7440-09-7 Potassium 5120 P 

7782-49-2 Selenium 3.9 U P 

7440-22-4 Silver 1.1 U N P 

7440-23-5 Sodium 415 J P 

7440-28-0 Thallium 2.8 U P 

7440-62-2 Vanadium 52.8 P 

7440-66-6 Zinc 108 P 

Color Before: BLACK Clarity Before: CLOUDY Texture: MEDIUM 

Color After: YELLOW Clarity After: CLEAR Artifacts: 

Comments: 189 

Form IA-IN ILM05.4 



USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

MH24H2 

Lab Name: A4 Scientific, Inc. Contract: BPW06057 

Lab Code: A4 Case No.: 36948 NRAS No.: SDG NO,: MH24F6 

Matrix (soil/water) : SOIL Lab Sample ID: 0008723-17 

Level (low/med) : LOW Date Received: 11/16/2007 

% Solids: 90.3 

Concentration Units (ug/L or mg/kg dry weight): MG/KG 

CAS No, Analyte . Concentration C Q M 

7429-90-5 Aluminum 14000 E P 

7440-36-0 Antimony 6.2 U P 

7440-38-2 Arsenic 5.7 P 

7440-39-3 Barium 184 P 

7440-41-7 Beryllium 0.52 U P 

[7440-43-9 Cadmium 0.67 P 

7440-70-2 Calcium 4260 P 

7440-47-3 Chromium 18.3 P . 

7440-48-4 Cobalt 10.4 P 

7440-50-8 Copper 20.1 E P 

7439-89-6 Iron 20000 E P 

7439-92-1 Lead 42.7 P 

7439-95-4 Magnesium 3480 P 

7439-96-5 Manganese 464 E P 

7440-02-0 Nickel 12.6 P 

7440-09-7 Potassium 3570 P 

7782-49-2 Selenium 3.6 U P 

7440-22-4 Silver 1.0 U N P 

7440-23-5 Sodium 517 U P 

7440-28-0 Thallium 2-6 U P | 

7440-62-2 Vanadium 49.9 : p | 

7440-66-6 Zinc 90.8 p 

Color Before: BLACK Clarity Before: CLOUDY Texture:: MEDIUM; 

Color After: YELLOW Clarity After: CLEAR Artifacts: 

Comments: 190 
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USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

MH24H3 

Lab Name: A4 Scientific, Inc. Contract: EFW06057 

Lab Code: A4 Case No.: 36948 NRAS No.: SDG NO.: MH24F6 

Matrix (soil/water) : SOIL Lab Sample ID: 0008723-18 

Level (low/med) : LOW Date Received: 11/16/2007 

% Solids: 89.1 

Concentration Units (ug/L or mg/kg dry weight): MG/KG 

CAS No. Analyte Concentration C Q M 

7429-90-5 Aluminum 15500 E P 

7440-36-0 Antimony 6.0 U P 

7440-38-2 Arsenic 5.9 P 

7440-39-3 Barium 182 , 1 ; p ' 

7440-41-7 Beryllium 0,50 U p 

7440-43-9 Cadmium 0,66 p 

7440-70-2 Calcium 4470 p 

7440-47-3 Chromium 20.2 ; p 

7440-48-4 Cobalt 10.9 p 

7440-50-8 Copper 17.3 E ; p 

7439-89-6 Iron 21500 ED ; .P : 

7439-92-1 Lead 34.3 i P 

7439-95-4 Magnesium 3670 p 

7439-96-5 Manganese 472 E p 

7440-02-0 Nickel 14.1 p 

7440-09-7 Potassium 3230 , P 

7782-49-2 Selenium 3.5 U p 

;7440-22—4 Silver 0.99 U N i p ! 

7440-23-5 Sodium 497 U p 

7440-28-0 Thallium 2.5 U p 

7440-62-2 Vanadium 55.3 p 

7440-66-6 Zinc 80.5 ; p 

Color Before: BLACK Clarity Before: CLOUDY^ Texture: MEDIUM 

Color After: YELLOW Clarity After: CLEAR Artifacts: 

Comments: 191 
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USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

MH24H4 

Lab Name: A4 Scientific, Inc. Contract: EFW06057 

Lab Code: A4 Case No. : 36948 NRAS No. : SD6 NO. : MH24F6 

Matrix (soil/water) : SOIL Lab Sample ID: 0008723-19 

Level (low/med) : LOW Date Received: 11/16/2007 

% Solids: @8.1 

Concentration Units (ug/L or mg/kg dry weight)-: MG/KG 

CAS No. Analyte Concentration C Q ; M 

17429-90-5 Aluminum 15800 E : P 

7440-36-0 Antimony 5.8 U P 

7440-38-2 Arsenic 6.1 P 

7440-39-3 Barium 199 P 

7440-41-7 Beryllium 0.23 J P 

7440-43-9 Cadmium 0.58 P 

7440-70-2 Calcium 6330 P 

,7440-47-3 Chromium 20.2 P 

7440-48-4 Cobalt 10.6 P 

7440-50-8 Copper 17.2 , E P 

7439-89-6 Iron 22100 ED P 

7439-92-1 Lead 24.9 P 

7439-95-4 Magnesium 4540 P 

7439-96-5 Manganese 476 E P 

7440-02-0 Nickel 15.1 P 

7440-09-7 Potassium 3670 P 

7782-49-2 Selenium 3.4 U P 

7440-22-4 Silver 0.96 U N P 

7440-23-5 Sodium 481 U P 

7440-28-0 Thallium 2.4 U P 

7440-62-2 Vanadium 50.5 P 

7440-66-6 Zinc 73.0 P 

Color Before: BLACK Clarity Before: CLOUDY Texture: MEDIUM 

Color After: YELLOW Clarity After: CLEAR Artifacts; 

Comments: 192 

Form IA-IN ILM05.4 



USEPA-CLP 
1A-IN 

INORGANIC ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

MH24H5 

Lab Name:: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No. : 36948 NBAS No. : SDG NO. : MH24F6 

Matrix (soil/water) : SOIL Lab Sample ID: 0008723-20 

Level (low/med) : LOW Date Received: 11/16/2007 

% Solids: 91.2 

Concentration Units (ug/L or mg/kg dry weight): MG/KG 

CAS No. Analyte Concentration C Q M 

7429-90-5 Aluminum 13800 E P 

7440-36-0 Antimony 6.0 U P 

7440-38-2 Arsenic 5.4 P 

7440-39-3 Barium 159 P 

7440-41-7 Beryllium 0.50 U P 

7440-43-9 Cadmium 0.54 P 

7440-70-2 Calcium 3660 P 

7440-47-3 Chromium 21.3 P 

7440-48-4 Cobalt O
 

00
 

P 

7440-50-8 Copper GO
 

O
 

E P 

7439-89-6 Iron 19300 E P 

7439-92-1 Lead 28.5 P 

7439-95-4 Magnesium 3280 P 

7439-96-5 Manganese 476 E P 

7440-02-0 Nickel 13.4 P 

7440-09-7 Potassium 3590 P 

7782-49-2 Selenium 3.5 U P 

7440-22-4 Silver 1.0 U N P 

7440-23-5 Sodium 498 U P 

7440-28-0 Thallium 

in CM U P 

7440-62-2 Vanadium 48.4 P 

7440-66-6 Zinc 80.2 P 

Color Before: BLACK Clarity Before: CLOUDY Texture: MEDIUM 

Color After: YELLOW Clarity After: CLEAR Artifacts: 

Comments: 193 

SSSSSSS3W 

Form IA-IN ILM05.4 



USEPA-CLP 

2A-IN 
INITIAL AND CONTINUING CALIBRATION VERIFICATION 

Lab Name: A4 Scientific, Inc. 

Lab Code: A4 Case No. : 36948 

Initial Calibration Verification Source: 

Continuing Calibration Verification Source: 

Concentration Units: ug/L 

Contract: EFW06057 

NRAS No . : SD6 NO . : MH24F6 

QATS-ICV 

HP-CCV 

Initial Calibration 
Verification 

Continuing/Calibration Verification 
M 

Analyte True Found %R(1) True Found %R(1) | Found %R<1) 
M 

Aluminum^ 2482.0 2569.70 104 5000.0 4929.85 99 4913.20 98 P 

Antimony 992.0 1015.10 ,102 1250.0 1250.60 100J 1232.65 99 P 

Arsenic 996.0 942,08 95, 250.0 250.92 100! 247.97 99 P 

Barium 502 .0 524.00 104 5000.0 4978.90 100 4926.85 99 P 

Beryllium 4 93.0 491.38 100 125.0 122.30 98 120.34 96 P 

Cadmium 494.0 480.98 97 125.0 126.35 101 125.36 100 , P 

Calcium 10180.0 10200.00 100 12500.0 12461.50 1001 12310.50 98 P 

Chromium 4 90.0 514,84 105 500.0 500.26 100! 497.42 99 P 

Cobalt 496.0 514.31 104 1250.0 1247.85 100 1238.20 99! P 

Copper 490.0 497.90 102 625.0 615.07 98 606.03 97 P 

Iron 5107.0 5123.90 100 2500.0 2455.10 98 2410.30 96! P 

Lead 996, 0 958.47 96 250.0 249.78 100, 250.15 100 P 

Magnesium 6003,0 6121.35 102 12500.0 12376.00 99 12169.50 97 P 

Manganese 495.0 524.22 106 1250.0 1266.35 101: 1255.40 100 P 

Nickel 492.0 511.82 104 1250.0 1258.95 101 1251.60 100 P 

Potassium 10008,0 10141.00 101 12500.0 12174.00 97 12189.50 98 P 

Selenium 1005.0 953.33 95 250.0 250.45 100 246.50 99! , P 

Silver 495.0 509.28 103 625.0 622.51 100 619.67 99 P 

Sodium 10039.0 10107.50 101 12500.0 12346.50 99 12207.50 98 i : p 

Thallium 1027.0i 979.49 | 95 250.0 252.65 101 250.33 100 ; p 

Vanadium i 501.01 515.29 103 1250.0 1246.85 100 1233.25 99 P 

Zinc ! 1000.0 1031.85 ! 103 1200.0 1259.55 105 1256.95 105 P 

(1) Control Limits: Mercury 80-120; Other Metals 90-110; Cyanide 85-115 

Form IIA-IN ILM05.4 



USEPA-CLP 

2A-IN 
INITIAL AND CONTINUING CALIBRATION VERIFICATION 

Lab Name: A4 Scientific, Inc. 

Lab Code: A4 Case No. : 36948 

initial Calibration Verification Source: 

Continuing Calibration Verification Source: 

Concentration Units: ug/L 

Contract: EPW06057 

NRAS No. : SDG NO. : MH24F6 

QATS-ICV 

HP-CCV 

Initial Calibration 
Verification 

Continuing Calibration Verification 
M 

Analyte True Found %R(1) True Found %R<1) Found %R(1) 
M 

Alnmi num 5000.0 4907.75 98 5038.90 101 P 

Antimony 1250.0 1239.55 99 1235.85 99 P 

Arsenic 250.0 248.17 99 248.73 99 P 

Barium 5000.0 4912.85 98 5043.15 101 P 

Beryllium 125.0 120.02 96 122.39 98 P 

Cadmium 125. o; 125.11 100 125.46 100 P 

Calcium 12500.0 12151.00 97 12577.00 101 P 

Chromium 500.0 496.71 99 497.23 99 P 

Cobalt 1250.0 1234.05 99 1238.70 99 P 

Copper 625.0 603.21 97 618.46 99 P 

Iron 2500.0 2394.10 96 2435.70 9? P 

'Lead 250.0 247.77 99 248.20 99 P 

Magnesium 12500.0 11928.50 95 12543.00 100 P 

Manganese 1250.0 1245.20 100 1267.00 101 P 

Nickel 1250.0 1247.50 100 1246.75 100 P 

Potassium 12500.0 12094.50 97 12397.50 99 P 

Selenium 250.0 248.67 99 249.03 100 P 

Silver 625.0 618.80 99 622.11 100 P 

Sodium 12500.0 12081.00 97 12647.00 101 P 

Thallium 250.0 250.25 100 251.17 100 P 

Vanadium 1250.0 1222.05 98 1254.65 100 P 

Zinc 1200.0 1244.25 104 1243.20 104 P 

(1) Control Limits; Mercury 80-120; Other Metals 90-110; Cyanide 85-115 

Form IIA-IN IIM05.4 



USEPA-CLP 

2A-IN 
INITIAL AND CONTINUING CALIBRATION VERIFICATION 

Lab Name: A4 Scientific, Inc. 

Lab Code.: A4 Case No. : 36:948 

Initial Calibration Verification Source: 

Continuing Calibration Verification Source: 

Concentration Units-: ug/L 

Contract: EPW06057 

NBAS No. : SDG NO. : MH24F6 

QATS-ICV 

HP-CCV 

Initial Calibration 
Verification 

Continuing Calibration Verification 
M 

Analyte True Found %R(1) True Found %R(1) Found %R(1) 
M 

Aluminum 5000.0 5113.90 102 4920.15 98 p 

Antimony 1250.0 1244.80 100 1221.30 98 p 

Arsenic 250.0 248.14 99 245.07 98 p 

Barium 5000.0 5125.80 103 4842.65 97 p 

Beryllium 125.0 123.71 99 118.64 95 p 

Cadmium 125.0 125.71 101 124.10 99 p 

Calcium 12500.0 12665.00 101 12171.00 97 p 

Chromium 500.0 492.77 99 495.07 99 p 

Cobalt 1250.0 1235,50 99 1222,75 98 p 

Copper 625.0 621,04 99 598.92 96 p 

Iron 2500.0 2475.55 99 2397.50 96 p 

Lead 250.0 247.24 99 245.42 98 p 

Magnesium 12500.0 12558.00 100 12096.50 97 p 

Manganese 1250.0 1262.85 101 1245.45 100 p 

Nickel 1250.0 1245.40 100 1232,80 ) 99 p 

Potassium 12500.0 12494.00 100 11959.00 96 p 

Selenium 250.0 249.46 100 244.96 98 p 

Silver 625.0 621.07 99 614.35 98 p 

Sodium 12500.0 12804.00 102 12072.00 97 p 

Thallium 250.0 250.55 100 247.26 99 p 

Vanadium 1250.0 1250.05 100 1227.20 98 p 

Zinc 1200.0 1239.25 103 1231.50 103 p 

jQ 15 35 
(1) Control Limits: Mercury 80-120; Other Metals 90-110; Cyanide 85-115 -3 

Form IIA-IN ILM05.4 



USEPA-CLP 

2A-IN 
INITIAL AND CONTINUING CALIBRATION VERIFICATION 

Lab Name: A4 Scientific, Inc. 

Lab Code: A4 Case No. : 36948 

Initial Calibration Verification Source: 

Continuing Calibration Verification Source: 

Concentration Units: ug/L 

Contract: EPW06057 

NBAS No. : SDG NO. : MH24F6 

QATS-ICV 

HP-CCV 

Initial Calibration 
Verification 

Continuing Calibration Verification 
M 

Analyte True Found %R(1) True Found %R(1) ! Found %R(1) 
M 

Aluminum 5000.0 5066.50 101 P 

Antimony 1250.0 1234.05 99 P 

Arsenic 250.0 246.45 99 P 

Barium 5000.0 5003.70 100; P 

Beryllium 125.0 121.63 97 P 

Cadmium 125.0 124.34 99 P 

Calcium 12500.0 12320.50 99 P 

Chromium 500.0 494.22 99 P 

Cobalt 1250.0 1220.25 98; P 

Copper 625.0 595.74 95 P 

Iron 2500.0 2438.85 98 P 

Lead 250.0 246.34 99| P 

Magnesium 12500.0 12045.50 96 P 

Manganese 1250.0 1236.35 99 P 

Nickel 1250.0 1230.75 98 P 

Potassium 12500.0 12322.50 99 P 

Selenium 250.0 247.97 99 P 

Silver 625.0 610.77 98: P 

Sodium 12500.0 12265.00 98 P 

Thallium 250.0 246.30 99: P 

Vanadium 1250.0 1215.05 97 P 

Zinc 1200.0 1222.25 102 P 

i 

(1) Control Limits: Mercury 80-120; Other Metals 90-110; Cyanide 85-115 

Form IIA-IN ILM05.4 



USEPA-CLP 

2A-IN 
INITIAL AND CONTINUING CALIBRATION VERIFICATION 

Lab Name: A4 Scientific, Inc. 

Lab Code: A4 Case No. : 36948 

Initial Calibration Verification Source: 

Continuing Calibration Verification Source: 

Concentration Units: ug/L 

Contract:: EPW06057 

NBAS No . : SDG NO . : MH24F6 

QATS-ICV 

HP-CCV 

Initial Calibration 
Verification 

Continuing Calibration Verification 
M 

Analyta True Found %R(1) True Found %R(1) Found %R(1) 
M 

Aluminum 2482.0 2589.70 104 5000.0 4876.75 98 5217.30 104 P 

Antimony 992.0 987.48 100 1250.0 1239.65 99 1241.05 99 P 

Arsenic 996.0 931.62 94 250.0 245.93 98 245.96 98 P 

Barium 502.0 520.41 104 5000.0 4960.60 99 5295.85 106 P 

Beryllium 493.0 482.85 98 125.0 121.38 97 128.70 103 P 

Cadmium 494.0 475.73 96 125.0 124.33 99 124.51 100 P 

Calcium 10180.0 10057.65 99 12500.0 12105.50 97 12993.00 104 P 

Chromium 490.0 500.24 102 500.0 498.Q5 100 493.66 99 P 

Cobalt 496.0 498.25 100 1250.0 1222.30, 98 1224.40 98 P 

Copper 490.0 484.71 99 625.0 599.70 96: 607.05 97 P 

Iron 5107.0 5052.50 99 2500.0 2437.30 97 2598.35 104 P 

Lead 996.0 941.41 95 250.0 243.57 97 245.44 98 P 

Magnesium 6003.0 6077.85 101 12500.0 11938.00 96 12955.00 104 P 

Manganese 4 95.0 510.80 103 1250.0 1240.65 99 1246.05 100 P 

Nickel 492.0 494.72 101 1250.0 1231.35 99 1228.40 98 P 

Potassium 10008.0 10024.20 100 12500.0 12185.50 97 13049.00 104 P 

Selenium 1005.0 944.86 94 250.0 246.76 991 246.58 99 P 

Silver 495.0 497.14 100 625.0 621,17 99 619.58 99 P 

Sodium 10039.0 9967.60 99 12500.0 12025.50 96 12978.00; 104 P 

Thallium 1027.0 972.70 95 250.0 248.16 99 248.01 99 P 

Vanadium 501.0 503.98 101 1250.0 1219.80 98, 1229.55 98 P 

Zinc 1000.0 992.16 99 1200.0 1221.90; 102: 1214.50 101 P 

(1) Control Limits: Mercury 80-120; Other Metals 90-110; Cyanide 85-115 BSiiSBS S35 

Form 11 A-IN IIM05.4 



USEPA-CLP 

2A-IN 
INITIAL AND CONTINUING CALIBRATION VERIFICATION 

Lab Name: A4 Scientific, Inc. 

Lab Code: A4 Case No.: 36948 

Initial Calibration Verification Source: 

Continuing Calibration Verification Source: 
\ 

Concentration Units: ug/L 

Contract: EFW06057 

NBAS No.: SDG NO. : MH24F6 

QATS-ICV 

HP-CCV 

Initial Calibration 
Verification 

Continuing Calibration Verification 
M 

Analyte True Found %R(1) True Found %R(1) Found %R(D 
M 

Aluminum 5000.0 5023.10 101 4875.20 98 ~5~ 

Antimony 1250.0 1242.20 99 1230.50 98 p 

Arsenic 250.0 246.20 98 244.50 98 p 

Barium 5000.0 5141.65 103 4940.85 99 p 

Beryllium 125.0 123.82 99 119.84 96 p 

nm 125.0 124.70 100 123.43 99 p 

Calcium 12500.0 12503.00 100 12029.00 96 p 

Chromium 500.0 492.63 99 496.06 99 p 

Cobalt 1250.0 1229.20 98 1213.50 97 p 

Copper 625.0 613.78 98 602.17 96 p 

Iron 2500.0 2478.55 99 2414.80 97 p 

Lead 250.0 245.52 98 242.52 97 p 

Magnesium 12500.0 12366.50 99 11843.50 95 p 

Manganese 1250.0 1253.90 100 1241.55 99 p 

Nickel 1250.0 1235.05 99 1221.00 98 p 

Potassium 12500.0 12562.50 100 12223.00 98 p 

Selenium 250.0 247.28 99 244.32 98 p 

Silver 625.0 619.32 99 621.06 99 p 

Sodium 12500.0 12683.5Q 101 12126.00 97 p 

Thallium 250.0 250.41 100 246.50 99 p 

Vanadium 1250.0 1240.75 99 1225.45 98 p 

Zinc 1200.0 1221.55 102 1208.65 101 p 

(1) Control Limits: Mercury 80-120; Other Metals 90-110; Cyanide 85-115 

Form 11 A-IN IIM05.4 



USEPA-CLP 

2A-IN 
INITIAL AND CONTINUING CALIBRATION VERIFICATION 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No.: 36948 NBAS No. : : SDG NO. : MH24F6 

Initial Calibration Verification Source:: QATS-ICV 

Continuing Calibration Verification Source: HP-CCV 

Concentration Units: ug/L 

Initial Calibration 
Verification 

Continuing Calibration Verification 
M 

Analyte True Found %R(1) True Found %R(1) Found %R(1) 
M 

Aluminum 5000.0 5298.00 106 5082.90 102 P 

Antimony 1250.0 1239.65 99 1228.80 98 P 

Arsenic 250.0 247.50 99 248.89 100 P 

Barium 5000.0 5357.30 107 5085.60 102 P 

Beryllium 125.0 129.40 104 123.40 99 P 

Cadmium 125.0 124.27 99 124.19 99 P 

Calcium 12500.0 12966.50 104 12343.00 99 P 

Chromium 500.0 496.44 99 477.89 96 P 

Cobalt 1250.0 1222.15 98 1231.50 99 P 

Copper 625.0, 602.15 96 564.78 90 P 

Iron 2500.0 2598.85 104 2525.15 101 1 P 

Lead 250.0 243.98 98 248.03 99 P 

Magnesium 12500.0: 12700.00 102 11983,50 96 P 

Manganese 1250.0 1240.60 99 1177.15 94 P 

Nickel 1250.0 1232.55 99 1249.50 100 P 

Potassium 12500.0; 13159.00 105 12578.00 101 P 

Selenium 250.0, 245.73 98 245.01 98 P 

Silver 625.0 620.30 99 589.56 94 P 

Sodium 12500.0 13030.50 104 12315.50 99 P 

;Thallium 250.0 248.98 100! 249.63 100 i P 

(Vanadium 1250.0 1223.50 98 1151.05 92: P 

Zinc 1200.0 1218.00 102 1245.00 104 P 

(1) Control Limits: Mercury 80-120<; Other Metals 90-110; Cyanide 85-115 

Form IIA-IN IIM05. 4 



USEPA-CLP 

2A-IN 
INITIAL AND CONTINUING CALIBRATION VERIFICATION 

Lab Name: A4 Scientific, Inc. Contract: BPW06057 

Lab Code: A4 Case No.: 36948 NRAS No. : SDG NO.: MH24F6 

Initial Calibration Verification Source,: QATS-ICV 
\ 

Continuing Calibration Verification Source: HP-CCV 

Concentration Units: ug/L 

Initial Calibration 
Verification 

Continuing Calibration Verification 
M 

Analyte True Found %R(1) True Found %R(1) Found %R(1) 
M 

Aluminum 5000.0 5207.20 104 5370.40 107 P 

Antimony 1250.0 1232.50 99 1263.55 101 P 

Arsenic 250.0 246.39 99 255.57 102 P 

Barium 5000.0 5280.75 106 5320.25 106 . P 

Beryllium 125.0 126.12 101 129.21 103 P 

Cadmium 125.0 123.73 99 128.81 103 P 

Calcium 12500.0 12595.00 101 13298.50 106 P 

Chromium 500.0 490.32 98 518.28 104 P 

Cobalt 1250.0 1215.90 97 1273.40 102 P 

Copper 625.0 609.92 98 636,10 102 P 

Iron 2500.0 2521.50 101 2605.75 104 P 

Lead 250.0 242.39 97 264.15 106 P 

Magnesium 12500.0 12183.50 97 13025.50 104 P 

Manganese 1250.0 1218.00 97 1290.75 103 P 

Nickel 1250.0 1233.50 99 1292.50 103 P 

Potassium 12500.0 12959.00 104 13123.50 105 P 

Selenium 250.0 245.46 98 250.00 100 P 

Silver 625.0 611.21 98 635.63 102 P 

Sodium 12500.0 12761.00 102 13109.50 105 P 

Thallium 250.0 248.26 99 259.57 104 P 

Vanadium 1250.0 1197.25 96 1264.75 101 P 

Zinc 1200.0 1218.75 102 1294.10 108 P 

(1) Control Limits: Mercury 80-120; Other Metals 90-110; Cyanide 85-115 

Form IXA-IN ILM05.4 



USEPA-CLP 

2A-IN 
INITIAL AND CONTINUING CALIBRATION VERIFICATION 

Lab Name: A4 Scientific, Inc. 

Lab Code: A4 Case No.: 36948 

Initial Calibration Verification Source,: 

Continuing Calibration Verification Source: 

Concentration Units: ug/L 

Contract: EPW06057 

NBAS No.: SDGNO. : MH24F6 

QATS-ICV 

HP-CCV 

Initial Calibration 
Verification 

Continuing Calibration Verification 
M 

Analyte True Found i %R(1) True Found %R(1) Found %R(1) 
M 

Aluminum 5000.0 5035.60 101 5366.20 107 P 

Antimony 1250.0 1211.70 97 1195.65 96 P 

Arsenic 250.0 242.98 97 242.63 97 P 

Barium 5000.0 5101.25 102 5335.90' 107 P 

Beryllium 125.0 120.77 97 125.10; 100 P 

Cadmium 125.0 121.53 97 121.13, 97 P 

Calcium 12500.0 12125.50 97 12687.50 102 P 

Chromium 500.0 476.60 95 468.88 94 P 

Cobalt 1250.0 1192.25 95 1190.10 95 P 

Copper 625.0 595.26 95 596.95 96 P 

Iron 2500.0 2414.10 97 2641.90 106 P 

Lead 250.0 238.72 95 237.18 95 P 

Magnesium 12500.0 11584.50 93 12231.50 98 P 

Manganese 1250.0 1183.45 95 1178.20 94 P 

Nickel 1250.0 1212.80 97 1212.60! 97 P 

Potassium 12500.0 12465.50 100 12909.50! 103 P 

Selenium 250.0 238.69 95 237.92 95 P 

Silver 625.0 595.76 95 587.86 94 P 

Sodium 12500.0 12295.00 98 13004.00 104 P 

Thallium 250.0 243.89 98 244.39! 98 P 

Vanadium 1250.0 1162.65 93 1158.10 93 P 

Zinc 1200.0 1194.35 100 1194.50 100 P 

(1) Control Limits: Mercury 80-120; Other Metals 90-110; Cyanide 85-115 

Form IIA-IN ILM05.4 



USEPA-CLP 

2A-IN 
INITIAL AND CONTINUING CALIBRATION VERIFICATION 

Lab Name: A4 Scientific, Inc. 

Lab Code: A4 Case No. : 36948 

Initial Calibration Verification Source: 

Continuing Calibration Verification Source: 

Concentration Units: ug/L 

Contract: EFW06057 

NBAS No. : SD6 NO. : MH24F6 

QATS-ICV 

HP-CCV 

Initial Calibration 
Verification 

Continuing Calibration Verification , 
M 

Analyte True Found %R(D True Found %R(1) Found %R(1) 
M 

Aluminum 5000.0 5081.25 102 5325.45 107 P 

Antimony 1250.0 1216.50 97 1216,30 97 P 

Arsenic 250.0 243.06 97 245.00 98 P 

Barium 5000.0 5160.25 103 5362.65 10? P 

Beryllium 125.0 121.36 97 127.06 102 P 

Cadmium 125.0 121.82 97 122.44 98 P 

Calcium 12500.0 12118.50 97 12771.50 102 P 

Chromium 500.0 475.02 95 500.66 100 P 

Cobalt 1250.0 1188.05 95 1197.35 96 P 

Copper 625.0 595.24 95 609.15 97 P 

Iron 2500.0 2432.25 97 2565.20 103 P 

Lead 250.0 237.23 95 239.85 96 P 

Magnesium 12500.0 11574.50 93 12242.00 98 P 

Manganese 1250.0 1179.60 94 1225.45 98 P 

Nickel 1250.0 1204.90 96 1218.55 97 P 

Potassium 12500.0 12579.50 101 13254.00 106 P 

Selenium 250.0 241.37 97 242.62 97 P 

Silver 625.0 596.17 95 618.45 99 P 

Sodium 12500.0 12436.00 99 12912.50 103 P 

Thallium 250.0 242.71 97 245.93 98 P 

Vanadium 1250.0 1164.05 93 1202.10 96 P 

Zinc 1200.0 1178.85 98 1197.70 100 P 

(1) Control Limits: Mercury 80-120; Other Metals 90-110; Cyanide 85-115 

Form IIA-IN IIM05.4 



USEPA-CLP 

2A-IN 
INITIAL AND CONTINUING CALIBRATION VERIFICATION 

Lab Name: A4 Scientific, Inc. 

Lab Code: A4 Case No.: 36948 

Initial Calibration Verification Source: 

Continuing calibration Verification Source: 

Concentration Units: ug/L 

Contract: EPW06057 

NRAS No.; SDG NO.: MH24F6 

QATS-ICV 

HP-CCV 

Initial Calibration 
Verification 

Continuing Calibration Verification 
M 

Analyte True Found %R(1) True Found %R<1) Found %R(1) 
M 

Aluminum 5000.0 5051.95 101 P 

Antimony 1250.0 1220.70 98 P 

Arsenic 250.0 242.80 97 P 

Barium 5000.0 5157.45 103 P 

Beryllium 125.0 119.20 95 P 

Cadmium 125.0 122.29 98 P 

Calcium 12500.0 11941.00 96 P 

Chromium 500.0 480.19 96 P 

Cobalt 1250.0 1183.50 95 P 

Copper 625.0 610.52 98 P 

Iron 2500.0 2397.00 96 P 

Lead 250.0 236.93 95 P 

Magnesium 12500.0 11497.50 92 P 

Manganese 1250.0 1201.65 96 P 

Nickel 1250.0 1200.15 96 P 

Potassium 12500.0 12481.50 100 ! P 

Selenium 250.0 242.90 97 P 

Silver 625.0 604.28 97 | P 

Sodium 12500.0 12528.00 100 P 

Thallium 250.0 241.93 97 P 

Vanadium 1250.0 1191.30 95 P 

Zinc 1200.0 1166.05 97 P 

(1) Control Limits: Mercury 80-120; Other Metals 90-110; Cyanide 85-115 

Form IIA-IN ILM05.4 



USEPA-CLP 
2B-IN 

CRQL CHECK STANDARD 

Lab Name: A4 Scientific, Inc. Contract: EPVTO6057 

Lab Code: A4 Case No. : 36948 NRAS No.: SDG No. : HH24F6 

CRQL. Check Standard Source: HP-CRDL 

Concentration Units: ug/L 

CRQL Check Standard 

Ahalyte 
Initial Final 

Ahalyte 
True | Found* %R (1) Found* %R (1) 

Aluminum | 200.00 U 0 200.00U 0 

Antimony 60.0 | 60.74 101 59 .36 J 99 

Arsenic 10.0 | 9.50 J 95 9.46 J 95 

Barium | 200.00 U 0 200.00 U 0 

Beryllium 5.0 | 5.12 102 5.08 ! 102 

Cadmium 5.0 | 4.99 J 100 4.93 J 99 

Calcium | 5000.00 U 0 5000.00U 0 

Chromium 10.0 | 10.81 108 10.27 103 

Cobalt 50.0 | 52.21 104 51.73 103 

Copper 25.0 j 26.62 106 26.08 104 

Iron | 48.43 J 0 48.07 J 0 

Lead 10.0 | 12.02 120 11. 70 117 

Magnesium | 5000.00 U 0 5000.00 U 0' 

Manganese 15.0 | 18.56 , 124 18.23 122 

Nickel 40.0 | 42.12 105 42.06 105 

Potassium 1 5000.00 U 0 5000.00 U 0 

Selenium 35.0 | 33.38 J 95 32.24 J 92 

Silver 10.0 | 10.33 103 10.32 103 

Sodium , | 5000.00 U 0 5000.00U 01 

Thallium 25.0 | 27.14 109 25.58 102; 

Vanadium 50.0 | 52.96 106 51.98 104 i 

Zinc 60.0 | 61.19 102 61.04 102 i 

(1) Control Limits: 70-130 with the following exceptions: 
ICP-AES - Antimony, Lead, and Thallium: 50-150 
ICP-MS - Cobalt, Manganese, and Zinc: 50-150 

* if applicable, enter the concentration qualifier "IT" or "U" after the 
concentration in these columns (e.g., 0.20U for Mercury) 0HBfitfl'B11 a 2 

Form IIB-ZN ILM05.4 



USEPA-CLP 
2B-IN 

CRQL CHECK STANDARD 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No.: 36948 NBAS No.: SD6 No.: MH24F6 

CRQL Check Standard Source: HP-CRDL 

Concentration Units: ug/L 

Analyte 

CRQL Cheek Standard 

Initial Final 
Analyte 

True Found* %R (1) Found* %R (1) 

Aluminum 1 200.00U 0 

Antimony 60.0 | 58.80 J 98 

Arsenic 10.0 | 9.44 J 94 

Barium 1 200.00 U 0 

Beryllium 5.0 | 5.05 101 

Cadmium 5.0 | 4.92 J 96 

Calcium i 1 5000.00U 0 

Chromium 10.0 I 10.37 108 

Cobalt 50.0 | 51.84 104 

Copper 25.0 | 26.86 107 

Iron 1 51.35 J 0 

Lead 10.0 | 12.25 122 

Magnesium 1 5000.00U 0 

Manganese 15.0 | 18 i, 64 124 

Nickel 40.0 | 42.09 105 

Potassium 5000.00 U 0 

Selenium 35.0 | 31.55 J 90 

Silver 10.0 | 10.34 103 

Sodium 1 5000.00U 0 
Thallium v 25.0 | 26.09 104 

Vanadium 50.0 | 52.61 105 

i Zinc 60.0 | 1 62.67 104 

(1) Control Limits: 70-130 with the following exceptions: 
ZCP-AES - Antimony, Lead, and Thallium: 50-150 
ICE-MS - Cobalt, Manganese, and Zinc: 50-150 

* if applicable, enter the concentration qualifier "J" or "U" after the 
concentration in these columns (e.g., 0.20U for Mercury) flM0BBSfiji3 

Form IIB-IN ZLM05.4 



USEPA-CLP 
2B-IN 

CRQL CHECK STANDARD 

Contract: EFW06057 

NBAS No. : SDG No. : MH24F6 

Analyte 

CRQL Check Standard 

Initial Final 
Analyte 

True | Found* %R (1) i Found* %R (1) 

Aluminum S 200.00U o 

i Antimony 60.0 | | 59.53 J 99 

Arsenic 10. 0 | i 8.91 J 89 

:Barium 200.00U 0 

; Beryllium 5.0 | 5.00 100 

Cadmium 5.0 | : 4.90 J 98 

Calcium 5000.00U 0! 

Chromium 10.0 | 10.36 104! 

Cobalt 50.0 | 51.22 102 : 

: Copper 25.0 | | 25.70 103 

; Iron | 53.52 J 0 

Lead 10.0 | 12 .10 1211 
Magnesium 1 5000.00U 0; 

IManganese 15.0 | 18.38 123! 

Nickel 40.0 | ! 41.72 104; 

iPotassium 5000.00U 0: 

i Selenium 3-5.0 | • 32.70'J 93 

Silver 10.0 | I 10.13 101 

1 Sodium 1 i 5000.00U 0-i 

'Thalliumt 25.0 | ! 26.61 106 

Vanadium 50.0 | | 51.38 103! 

Zinc 60.0 | ! 60.99 102 j 

(1) Control Limits: 70-130 with the following exceptions::: 
ICP-AES - Antimony., Lead1, and Thallium: 50-150 
ICP-MS - Cobalt, Manganese, and Zinc: 5.0-150 

* if applicable, enter the concentration qualifier "j" or "U" after the 
concentration in these columns (e.g., 0.20U for Mercury) S B B S S S I M £  

Lab Name: A4 Scientific, Inc. 

Lab Code: A4 Case No. : 36948 

CRQL Check Standard source; HF-CRDL 

Concentration Units: ug/L 

Form IIB-IN IEM05.4 



USEPA-CLP 
2B-BV 

CRQL CHECK STANDARD 

Lab Name:: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No. : 36948 NRAS No.: SDG No. : MH24F6 

CRQL Check Standard Source: HP-CRDL 

Concentration Units: ug/L 

CRQL Check Standard 

Analyte 
initial Final 

Analyte 
True | Found* %R (1) i Found* %R (1) 

Aluminum | 200.00 U 0 200.00U 0 

Antimony 60.0 | 61.11 102 59.19 J 99 

Arsenic 10.0 | 9.72 J 97 10.52 105 

Barium | 200.00 U 0 200.00U 0 

Beryllium 5.0 | 5.37 107 ; 4.79 J 96 

Cadmium 5.0 | 4.93 J 99 ; 4.90 J 98 

Calcium | 5000.00 U 0 | 5000.00U 0 

Chromium 10.0 | 10.71 107 10.37 104 

Cobalt 50.0 | 51,08 102 51.26 103 

Copper 25.0 | 25.69 103 ; 25.63 103 

Iron I 100.00 u 0 100.00u 0 

Lead 10.0 I 12.59 126 13.20 132 

Magnesium I 5000.00 U 0 5000.00 U 0 

Manganese 15.0 | 16.31 109 16.36 109 

Nickel 40.0 | 40.96 102 41.37 103 

Potassium | 5000.00 U 0 v 5000.00U 0 

,Selenium 35.0 | 33.03 J 94 35.25 101 

|Silver 10.0 | 10.52 105 10.77 108 

1 Sodium I 5000.00 U 0 5000.00U 0 

Thallium 25.0 | 26.87 107 27.31 109 

;Vanadium 50.0 | 52.27 105 51.37 103 

Zinc 60.0 | 56.43 J 94 58.14 J 97 

(1) Control Limits: 70-130 with the following exceptions: 
ICP-AES - Antimony, Lead, and Thallium: 50-150 
ICP-MS - Cobalt, Manganese, and Zinc: 50-150 

* if applicable, enter the concentration qualifier "J" or "U" after the 
concentration in these columns (e.g., 0.20U for Mercury) fflfflBflOHBiS 

Form I IB-IN 112405. 4 



USEPA-CLP 
2B-IN 

CRQL CHECK STANDARD 

Lab Name: A4 Scientific, Inc, Contract: EFW06057 ' 

Lab Code: A4 Case No.: 36948 NBAS No. : SDG No.: MH24F6 

CRQL Check Standard Source: HP-CRDL 

Concentration Units: ug/L 

Analyte 

CRQL Check Standard 

initial Final 
Analyte 

True | Found* %R (1) Found* ! %R (1) 

Aluminum 1 200.00 U i 0 

Antimony 60.0 | 60.24 100 

Arsenic 10.0 | 9.93 J 99 

Barium 1 200.00 U 0 

Beryllium 5.0 j 5.70 114 

Cadmium 5.0 | 4.91 J 98 

Calcium 5000.00U 0 

Chromium 10.0 | 10.58 106 

Cobalt 50.0 | 51.93 104 

Copper 25.0 | 24 . 79 J 99 

Iron 100.00 U 0 

Lead 10.0 I 12.07 121 

Magnesium 1 5000.00U 0 

Manganese 15. 0 | 16.41 109 

Nickel 40.0 | 42.04 105 

Potassium 5000.00 U 0 

Selenium , 35.0 | 31.97 J 93. 

Silver 10.0 | 11.05 110 

Sodium 1 5000.00U 0 

Thallium 25.0 | 28.40 114 

Vanadium 50.0 | 50.37 101 

Zinc 60.0 | 59.52 J 99 

(1) Control Limits: 70-130 with the following exceptions:: 
ICP-AES - Antimony, Lead, and Thallium: 50-150 
ICP-MS - Cobalt, Manganese, and Zinc: 50-150 

* if applicable, enter the concentration qualifier "J" or "U" after the 
concentration in these aolumns (e.g., 0.20U for Mercury) ;Sflflfl-88BSB 

Form IIB-IN ZLM05.4 



USEPA-CLP 
2B-IN 

CRQL CHECK STANDARD 

Lab Name:: A4 Scientific, Inc. ' Contract: EPW06057 

Lab Code;: A4 Case No.: 36948 NRAS No.: SDG No. : MH24F6 

CRQL Check Standard Source:: HP-CRDL 

Concentration Units: ug/L 

Analyte 

CRQL Check Standard 

Initial Final 
Analyte 

True Found* %R (1) Found* %R (1) 

Aluminum' 200.00 U 0 

Antimony 60.0 58 . 94 J 98 

Arsenic 10.0 10.07 101 

Barium 200.00U 0 

Beryllium 5.0 5.59 112 

Cadmium 5.0 4.84 J 97 

Calcium 5000.00 U 0 

Chromium 10.0 10.77 108 

Cobalt 50.0 50.54 101 

Copper 25.0 25.58 102 

Iron 100.00U 0 

Lead 10.0 14.30 143 

Magnesium - 5000.00 U 0 

Manganese 15.0 17.32 115 

Nickel 40.0 41.26 103 

Potassium 5000.00U 0 

Selenium 35. 0 32.62 J 93 

Silver 10.0 11.24 112 

Sodium 5000.00U 0 

Thallium 25.0 26.67 107 

Vanadium 50.0 51.94 104 

Zinc 60.0 59.02 J 98 

(1) Control Limits: 70-130 with the following exceptions: 
ICP-AES - Antimony, Lead, and Thallium: 50-150 
ICP-MS - Cobalt, Manganese, and Zinc: 50-150 

* if applicable, enter the concentration qualifier "J" or "U" after the 
concentration in these columns (e.g., 0.20U for Mercury) -jf'7 

Form IIB-IN ILM05.4 



USEPA-CLP 
2B-IN 

CRQL CHECK STANDARD 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No.: 36948 NRAS No.: SDG No.: MH24F6 

CRQL Check Standard Source: HP-CRDL 

Concentration Units: ug/L 

Analyte 

CRQL Check Standard 

Initial Final 
Analyte 

True | Found* %R (1) Found* %R (1) 

Aluminum 1 200.00U 0 

Antimony 60.0 | 58 . 80 J 98 

Arsenic 10.0 | 9.42 J 94 

Barium 200.00U 0 

Beryllium 5.0 | 5.35 107 

Cadmium 5.0 | 4.83 J 97, 

Calcium 5000.00 U 0 

Chromium 10.0 I 10.30 103 

Cobalt 50.0 | 50.33 101 

Copper 25.0 | 24.63 J 99 

Iron 100.00U 0 

Lead 10.0 | 12.86 129 

Magnesium 5000.00 U 0 

Manganese 15.0 I 16.17 108 

Nickel 40.0 | 41,14 103! 

Potassium 5000.00U o 

Selenium 35.0 | 33.10 J 95 

Silver 10.0 I 11.04 110 

Sodium 1 5000.00U 0 

Thallium 25.0 | 27.46 110 

Vanadium 50.0 | 50.97 102 

Zinc 60.0 | 57.48 J 96 

(1) Control Limits: 70-130 with the following exceptions: 
ICP-AES - Antimony, Lead, and Thallium: 50-150 
ICP-MS - Cobalt, Manganese, and Zinc: 50-150 

* if applicable, enter the concentration qualifier "J" or "U" after the 
concentration in these columns (e.g. , 0.20U for Mercury) 8J9S:S-fiSl9iiS 

Form XXB-XN IIM05.4 



USEPA-CLP 
2B-IN 

CRQL CHECK STANDARD 

Lab Name: A4 Scientific, Inc. Contract: EFW06057 

Lab Code: A4 Case No.: 36948 NBAS No. : SDG No. : MH24F6 

CRQL Check Standard Source: HP-CRDL 

Concentration Units: ug/L 

Analyte 

CRQL Check Standard 

Initial Final 
Analyte 

True | Found* %R (1) Found* %R (1) 

Aluminum 1 200 .00 U 0 

Antimony 60.0 | 59.51 J 99 

Arsenic 10.0 | 10.46 105 

Barium 1 200.00U 0 

Beryllium 5.0 | 5. 68 114 

Cadmium 5.0 | 4.78 J 96 

Calcium 1 5000.00 U 0 

Chromium 10.0 | 9 .76 J 98 

Cobalt 50.0 | 50.38 101 

Copper 25.0 | 25.20 101 

Iron 1 100.00 U 0 

Lead 10.0 | 11.90 119 
Magnesium 1 5000.00U 0 

Manganese 15.0 | 16.02 107 

Nickel 40.0 | 41.02 103 

Potassium 1 5000.00U 0 

Selenium 35.0 | 33 .86 J 97 

Silver 10.0 | 11.11 111 

Sodium 1 5000.00U | 0 

Thallium 25.0 | 27.45 110 

Vanadium 50 .0 | 49.74 J 99 

; Zinc 60.0 | 57 .00 J 95 

(1) Control Limits: 70-130 with the following exceptions: 
ICP-AES - Antimony, Lead, and Thallium: 50-150 
ICP-MS - Cobalt, Manganese, and Zinc: 50-150 

* if applicable, enter the concentration qualifier "J" or "U" after the 
concentration in these columns (e.g., 0.20U for Mercury) SflflBflfiflA 9 

Form IIB-IN IIM05.4 



USEPA-CLP 
2B-IN 

CRQL CHECK STANDARD 

Lab Name: A4 Scientific, Inc. 

Lab Code: A4 Case No.: 36946 

CRQL Cheak Standard Source: HP-CRDL 

Concentration Units: ug/L 

Analyte 

CRQL Check Standard 

Initial Final 
Analyte 

True | Found* %R (1) Found* %R (1) 

Aluminum 1 200.00U 0 
Antimony 60.0 | 59.42 J 99 
Arsenic 10.0 | 9.37 J 1 94 
Barium 1 

200.00 U1 0 
Beryllium 5.0 | 4.85 J 97 
Cadmium 5.0 | 4 . 92 J 98 
Calcium 5000.00U 0 
Chromium 10.0 | 10.23 102 
Cobalt 50.0 | 50.22 100 
Copper 25.0 | 25.34 101 
Iron 100.00 U 0 
Lead 10.0 I 12.40 124 
Magnesium 1 5000,00U 0 
Manganese 15.0 | 16.27 108 
Nickel 40.0 | 40.82 102 
Potassium 1 5000.00 U 0 
Selenium 35.0 j 34.67 J 99 
Silver 10.0 | 11.52 115 
Sodium 5000,00U 0 
Thallium 25.0 | 27.81 111 
Vanadium 50.0| 51.45 103 
Zinc 60.0 | 56.59 J 94 

i 

(X) Control Limits: 70-130 with the following exceptions: 
ICP-AES - Antimony, Lead, and Thallium: 50-150 
ICP-MS - Cobalt, Manganese, and Zinc: 50-150 

* if applicable, enter the concentration qualifier "J" or "Un after the 
concentration in these columns (e.g., 0.20U for Mercury) gjgjjjgajg:js.g-g 

Contract: EPW06057 

NBAS No,: SDG No.: MH24F6 

Form IIB-IN 112405.4 



USEPA-CLP 

3-IN 
BLANKS 

tab Maine: A4 Scientific, Inc. 

Lab Code: A4 Case No.: 36948' 

Preparation Blank Matrix (soil/water) 

Contract: 

NBAS No.: 

WATER 

Preparation Blank Concentration Units (ug/L or mg/kg): 

EPW06057 

SDG NO. MH24F6 

UG/L 

Analyte 

initial 
Calibration 
Blank(ug/L) 

Continuing Calibration 
Blank (ug/L) 

Preparation 
Blank 

Analyte C 1 C I 2 C 3 ' C C 1 M 

Aluminum 200.0 U; 200.0 U 200.0 U 200.0 U 1 p 

Antimony 60,0 i Uj 60.0 u 60.0 U 60.0 U 1 p 

Arsenic 10.0 Ui 10.0 u , , 10.0 u 10.0 U I1 p 

Barium 200.0 ' u 200.0 u ! 200.0 U 200.0 U 1 p 

Beryllium 5.0 ! U 5.0 ! U 5.0 u ; 5.0 U | P 

Cadmium 5.0 U 5.0 1 u 5.0 ;U i 5,0 U 1 p 

Calcium 5000.0 U 5000.0 u 5000.0 u 5000.0 U 1 p 

;Chromium 10. 0 U 10.0 u 10.0 u 10 ,0 U 1 p 

Cobalt 50. 0 U 50,0 u 50.0 u 50.0 u 1 P 

'Copper 25. o; U 25.0 u 25.0 u 25.0 U ; 1 p 

Iron 100.0 U 100.0 u : 100, 0 u 100.0 u 1 p 

Lead | 10.0 u 10.0 U j 10.0 u 10.0 U ' 1 p 

Magnesium i 5000.0 u 5000.0; U ! 5000.0 u 5000.0 U ; 1 p 

Manganese 15.0 u 15.0i u 15.0 u •15, 0 u 1 p 

Nickel 40.0 u 40.0: u 40.0: u 40.0 u 1 p 

Potassium 5000.0 u 5000.0 u 5000.0 u 5000.0 u | P 
Selenium 35.0 u i 35.0 u 35.0 u 35.0 u 1 p 

Silver 10,0 u 10.0 u 10.0 u 10.0 u 1 p 

Sodium j 5000.0 u 5000.0 u 5000.0 u i 5000.0 u 1 p 

Thallium 25.0 u 25.0 u 25.0 u 25.0 J U 1 p 

Vanadium 50,0 u 50,0 u 50.0 u ! 50.0 u 1 p 

Zinc 60.0 u 60.0 u 60.0 u 60,0 u 1 p 

Form III-IN 

iiwsaaasi 

ILM05.4 



USEPA-CLP 

3-IN 
BLANKS 

Lab Name: A4 Scientific, Inc. 

Lab Code: A4 Case No.: 36948 

Contract: 

NRAS No.: 

Preparation Blank Matrix (soil/water): HATER 

Preparation Blank Concentration Units (ug/L or sag/kg): 

EPW06057 

SDG NO. MH24F6 

UG/L 

Analyte 

Initial 
Calibration 
Blank(ug/L) 

Continuing Calibration 
Blank (ug/L) 

Preparation II 
' Blank II 

Analyte c 1 C 2 C i 3 C | C || M 

Aluminum 200.0 U 200.0 u 200.0 U 1! p 

Antimony 60.0 U 60,0 u 60.0 U II p 

Arsenic 

o
 

o
 U i 10.0 u 10.0 U II p 

Barium 200.0; U j 200,0 u 200.0 U II p 

Beryllium 5.0: U | 5,0 u 5.0 U : II p 

:Cadmium 5.0 U ; 5,0 u 5.0 u ; II p 

Calcium 5000.0 U ! 5000.0 u 5000.0 U 1 II p 

Chromium 10.0; U ; 10.0 u 10,0 u ; II p 

;Cobalt 50.0 U I 50.0 u 50.0 U II p 

i Copper 25.0 U 1 25.0 u 25, 0 U j| p 

* Iron 100.0 u 100.0 u 100.0 U II p 

Lead 10.0 u io.o; u 10,0 U II p 

Magnesium 5000.0 u 5000.0 u 5000.0 U II p ! 
Manganese 15.0 u 15.0 u 15, 0 U II p 

Nickel 40.0 u 40.0 u 40.0 , u II p 

Potassium ! 5000.0 u 5000.0 u 5000.0 U II p ! 
Selenium I 35,0 u 35.0 u 35.0 U II p 

Silver | 10.0 u 10.0 u 10.0 ; U II P : 
Sodium 5000.0 u 5000.0 u 5000.0 U II p 
Thallium 2 5 . 0  u 25. Q u 2 5 . 0  : U II p 

Vanadium 5 0 . 0  u 5 0 . 0  u 5 0 . 0  i u II p 
Zinc 60.0 u 60.0 u 60.0 ! u II p 

Form III-IN ILM05.4 



USEPA-CLP 

3-IN 
BLANKS 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No.: 36948 NRAS No.: SDG NO. : MH24F6 

Preparation Blank Matrix (soil/water): WATER 

Preparation Blank Concentration Units (ug/L or mg/kg): UG/L 

Analyte 

, Initial 
Calibration 
Blank(ug/L) 

Continuing Calibration 
Blank (ug/L) 

Preparation j 
Blank j 

Analyte C 1 C 2 c 3 c c M 

Aluminum 200.0 U 1 P 
Antimony 60.0 U II P 

Arsenic 

o
 

o
 

H
 U II P 

Barium 200.0 u II p 

Beryllium 5.0 u II p 

Cadmium 5.0 u II P 

Calcium 5000.0 u II p 

Chromium 
O

 
o
 

I—1 

u II P 

Cobalt 50.0 u | l  p 

Copper 25.0 u II P 

Iron 100.0 u II p 

Lead 

O
 

o
 

rH u II p 

Magnesium 5000.0 u ; II P 

Manganese 15.0! u II P 

Nickel 

o
 

o
 u II p 

Potassium 5000.0 u II p 

Selenium •35.. 0 u M p 

Silver 

O
 

o
 

rl 

u II p 

Sodium 5000.0 u II p 
Thallium 25.0 u II p 
Vanadium 50.0 u II P 
Zinc 60.0 u II p 

Form III-IN ILM05.4 



USEPA-CLP 

3-IN 
BLANKS 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No. : 36948' NRAS No. : SDG NO.: MH24F6 

Preparation Blank Matrix (soil/water): SOIL 

Preparation Blank Concentration Units (ug/L or mg/kg): MG/KG 

Initial 
Calibration 
Blank(ug/L) 

Continuing Calibration 
Blank (ug/L) 

Preparation II 
Blank II 

Analyte C 1 C 2 C 3 C c || M 

Aluminum 200.0 U 200.0 U 200.0 U 200.0 U 20.000 u l l  p 

Antimony 60.0 U 60.0 U 60.0 U 60.0 U 6.000 u ! l  p 

Arsenic 10.0 U 10.0 U 10.0 U 10.0 U 1.000 u II p 

Barium 200.0 u; 200.0 U 200.0 U 200.0 U 20.000 u i i  p 

Beryllium 5.0 U 5.0 U 5.0 u 5.0 U 0.500 u l l  p 

Cadmium 5.0 U 5.0 U 5.0 u 5.0 U 0.500 u l l  p 

Calcium 5000.0 U 5000.0 U 5000.0 u 5000.0 U 500.000  ̂II p 

Chromium 

O
 

o
 

r*l 

U 1.0.0 U 10.0 u 10.0 U 1.000 "II  p 

Cobalt 50.0 U 50.0 U 50.0 u 50.0 U 5.000 "II  p 

Copper 25.0 U 25.0 U 25.0 u 25.0 U 2.500 "II  p 

: Iron 100.0 U 100.0 u 100.0 u 100.0 U , 10.000 "II  p 

Lead 10.0 U 10.0 u 10.0 u 10.0 u 1 . 0 0 0  " II p 

! Magnesium 5000.0! U 5000.0 u 5000.0 u 5000.0 u 500.000 "II  p 

Manganese 15.0 U 15.0 u 15.0 u 15.0 u 1.500 "II  p 

Nickel 40.0 u 40.0 u 40.0 u 40.0 u 4.000 "II  p 

Potassium 5000.0 u 5000.0 u 5000.0 u 5000.0 u 500.000 "II  p 

Selenium 35.0 u 35.0 u 35.0 u 35,0 u 3.500 "II  p 

Silver 10.0 u 10.0 u 10.0 u 10.0 u 1 . 0 0 0  "II  p 

Sodium 5000.0 u 5000.0 u 5000.0 u 5000.0 u 500.000 "II  p 

Thallium 25.0 u 25.0 u 25.0 u 25.0 u 2.500 "II  p 

Vanadium 50.0 u 50.0 u 50.0 u 50.0 u 5.000 "II  p 

Zinc 60.0 u 60.0 u 60.0 u 60.0 u 6,000 "II  p 

Form IIX-IN XLM05.4 



USEPA-GLP 

3-IN 
BLANKS 

Lab Mama: A4 Scientific, Inc. 

Lab Code: A4 Case No. : 36948 

Preparation Blank Matrix (soil/water) 

Contract: 

NBAS No.: 

WATER 

Preparation Blank Concentration Units (ug/L or mg/kg): 

EPW06057 

SDG NO. MH24F6 

UG/L 

Analyte 

Xnitial 
Calibration 
Blank(ug/L) 

Continuing Calibration 
Blank (ug/L) 

Preparation II 
Blank || 

Analyte C 1 c ; 2 : C 3 C C II M i 
Aluminum 2 0 0 . 0  U ; 2 0 0 . 0  U 2 0 0 . 0  U II P 

Antimony 6 0 . 0  U 6 0 . 0  U 6 0 . 0  U II p 

Arsenic 1 0 . 0  u 1 0 . 0  U 1 0 . 0  u II p 

Barium 2 0 0 . 0  u 2 0 0 . 0  U 2 0 0 . 0  U II P 

;Beryllium 5 . 0  u 5 . 0  U 5 . 0  U n r p  

Cadmium 5 . 0  u 5 . 0  U 5 . 0  U ii p 

:Calcium 5 0 0 0 . 0  u 5 0 0 0 . 0  u 5 0 0 0 . 0  U ii p 

:Chromium' 1 0 . 0  u 1 0 , 0  u 1 0 , 0  U ii p 

Cobalt 5 0 . 0  u 5 0 . 0  u 5 0 . 0  U ii p 

Copper 2 5 . 0  u 2 5 . 0  u 2 5 . 0  U ii p 

Iron 1 0 0 . 0  u 1 0 0 . 0  u 1 0 0 . 0  U ii p 

Lead 1 0 . 0  u O
 

O
 

u 1 0 . 0  U ii p 

Magnesium 5 0 0 0 . 0  u 5 0 0 0 . 0  u 5 0 0 0 . 0  U ii p 

Manganese 1 5 . 0  u 1 5 . 0  u 1 5 . 0  U ii p 

Nickel 4 0 . 0  u 4 0 . 0  u 4 0 . 0 1  U ii p 

Potassium 5 0 0 0 . 0  u 5 0 0 0 . 0  u 5 0 0 0 . 0 i  U ii p 

Selenium 3 5 . 0  u 3 5 . 0  u 3 5 . 0 1  u ii p 

Silver 1 0 . 0  u 1 0 . 0  u 1 0 . 0  u i ii p 

Sodium 5 0 0 0 . 0  1 u 5000.0 u 5 0 0 0 . 0  u ii p 

Thallium 2 5 . 0  u 2 5 . 0  u 2 5 . 0  u ii p 
Vanadium 5 0 . 0  u 5 0 . 0  u 5 0 . 0  u ii p 

Zinc 6 0 . 0  u 6 0 . 0  u 6 0 . 0  u ; ii p 

Form XII-IN 

fl'S8flfl-S855 

ILM05.4 



USEPA-CLP 

3-1N 
BLANKS 

Lab Name: A4 Scientific-, Inc. 

Lab Code: A4 Case No. : 36948 

Preparation Blank Matrix (soil/water): 

Contract: 

NBAS No.: 

EPW06057 

SDG NO. MH24F6 

WATER 

Preparation Blank Concentration Units (ug/L or mg/kg): UG/L 

Analyte 

Initial 
Calibration 
Blank (ug/L) 

Continuing Calibration 
Blank (ug/L) 

Preparation 
Blank 

Analyte C 1 C 2 C 3 C C M 

Aluminum 2 0 0 . 0  u ; 2 0 0 . 0 !  U 2 0 0 . 0  U P 
Antimony 6 0 . 0  U i 6 0 . 0  U 6 0 . 0  U P ! 

!Arsenic 1 0 . 0  u 1 0 . 0  U 1 0 . 0  U P i 
Barium 2 0 0 . 0  u 2 0 0 , 0  U 2 0 0 , 0  U P 
Beryllium 5 . 0  u 5 . 0  U 5 . 0  U II * 
Cadmium 5 . 0  u 5 , 0  U 5 . 0  U 1 p 

Calcium 5 0 0 0 . 0  u 5 0 0 0 . 0  U 5 0 0 0 , 0  U 1 p 

Chromium 1 0 . 0  u 1 0 . 0  u 1 0 . 0  U 1 p 

Cobalt 5 0 . 0  u 5 0 . 0  u 5 0 . 0  U 1 p 

Copper 25 .0 u 2 5 . 0  u 2 5 . 0  u 1 p 

Iron 1 0 0 . 0  u 1 0 0 . 0  u 1 0 0 . 0  V 1 p 

Lead 1 0 . 0  u 1 0 . 0  u 1 0 . 0  u 1 p 

Magnesium 5 0 0 0 . 0  , u 5 0 0 0 . 0  v 5 0 0 0 . 0  u 1 p 

Manganese 1 5 . 0  u 1 5 . 0  u , 1 5 . 0  u 1 p 

Nickel 4 0 . 0  : u 4 0 . 0  u 4 0 . 0  u 1 p 

Potassium 5 0 0 0 . 0  u 5 0 0 0 . 0  u SOOO.Oi u 1 p 

Selenium 3 5 . 0  u 3 5 . 0  u 3 5 . 0  u 1 p 

Silver 1 0 . 0  u 1 0 . 0  u 1 0 . 0  V 1 p 

Sodium 5 0 0 0 . 0  u 5 0 0 0 , 0  u 5000.0 u 1 p 

Thallium 2 5 . 0  u 2 5 . 0  u 2 5 . 0  u 1 p 

, Vanadium 5 0 . 0  u 5 0 . 0 ;  u 5 0 . 0  u 1 p 

Zinc i  6 0 . 0  u 6 0 . 0  u 6 0 . 0  u 1 p 

Form III-IN 

fliaaiaasB 

ILMQ5.4 



USEPA-CLP 

3-IN 
BLANKS 

Lab Name :: 

Lab Code: 

A4 Scientific, Inc. 

A4 Case Ho,: 36948 

Contract: 

NRAS Ho.: 

Preparation Blank Matrix (soil/water): WATER 

Preparation Blank Concentration Units (ug/L or mg/kg): 

EPW06057 

SDG HO. MH24F6 

UG/L 

Analyte 

Initial 
Calibration 
Blank(ug/L) 

Continuing Calibration 
Blank (ug/L) 

Preparation II 
Blank II 

Analyte C 1 C 2 C 3 C C || M 

Aluminum 200.0 U 200.0 U 200.0 U II p 

Antimony 60.0 U 60.0 U 60.0 U II P 

Arsenic 10.0 U 10.0 U 10.0 U II P 

Barium 200.0 U 200.0 U 200.0 U II p 

Beryllium 5.0 U 5.0 U 5.0 U II p 

Cadmium 5>. 0 U 5.0 U 5.0 U II p 

Calcium 5000.0 U 5000.0 U 5000.0 U II p 

Chromium 10.0 U 10.0 U 10.0 U IF p 

Cobalt 50.0 U 50.0 U 50.0 U II p 

Copper 25.0 U 25.0 U 25.0 U II p 

Iron 100.0 U 100.0 U 100.0 U II p 

Lead 10.0 U 10.0 U b* O
 

O
 

U II p 

Magnesium 5000.0 u 5000.0 U 5000.0 U II p 

Manganese 15.0 u 15.0 U , 15.0 u || p 

Nickel 40.0 u 40.0 u 40.0: u II p 

Potassium 5000.0 u 5000.0 u 5000.0 u II p 

Selenium 35.0 u ; 35.0 u 35.0 u II P 

Silver 10.0 u O
 

O
 

u 10.0 u II P 

Sodium 5000.0 u 5000.0 u 5000.0 u II p 

• Thallium 25.0 u 25.0 u 25.0 U i II p 

;Vanadium 50.0 u 50.0 u 50.0 U | II p 

: Zinc 60.0 u 60.0 u 60.0 u II p 

Form XII-IH 

a«S:filfli57 

ILM05.4 



USEPA-CLP 

3-IN 
BLANKS 

Lab Name: A4 Scientific, Inc. 

Lab Code: A4 Case No. : 36948 

Preparation Blank Matrix (soil/water): 

Contract: 

NRAS No.: 

WATER 

Preparation Blank Concentration Units (ug/L or mg/kg): 

EFW06057 

SDG NO. MH24F6 

UG/L 

Analyte 

Initial 
Calibration 
Blank(ug/L) 

Continuing Calibration 
Blank (ug/L) 

Preparation II 
Blank 

Analyte C 1 C 2 ! C 3 C C || M 

Aluminum 200.0 U II P 

Antimony 60.0 U II P 

Arsenic 10.0 U II p 

Barium 200.0 U II P 

Beryllium 5.0 U II P 

Cadmium 5.0 U II P 

Calcium 5000.0 U II P 

Chromium 10.0 U II P 

Cobalt 50.0 U II P 

Copper 25.0 U II p 

Iron 100.0 U II p 

Lead 10.0 U II P 

Magnesium 5000.0 U II P 

Manganese 15.0 u II P 

Nickel 40.0 u II P 

Potassium 5000.0 u II P 

Selenium 35.0 u II P 

.Silver 10.0 u II P 

Sodium 5000.0 u , II P 

Thallium 25.0 u II P 

I Vanadium 50.0 u ill p 

i Z inc 60. 0| u ill p 

Form III-IN 

B SB SfflflSSS 

ILM05.4 



USEPA-CLP 

4A-IN 

ICP-AES INTERFERENCE CHECK SAMPLE 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No. : 36948 NRAS No.: SDG NO. : MH24F6 

ICP-AES Instrument ID: B-IGAP6500 ICS Source: A(1206) & B(Q203) 

Concentration Units: ug/L 

True Initial Found Final Found 

Analyte Sol. A SOl AB Sol. A %R Sol AB %R Sol. A %R Sol.AB %R 

Aluminum 244100 1 241100; 237000 97 I 243000 101 234000 
1 96 

242000, 100 

Antimony 0 | 58:9i - 0 . 2 1  | 597 101 - 0 . 4 7 |  5 8 9 ,  100 

Arsenic 0 1 101 - 0 . 8 4  1 94 -1 93 i - 1 . 0 ,  93 . 8 , 93 

Barium 2.0 1 495; - 2 . 2  -11,0 1 505 102 - 2 . 3  1 -115 505 , 102 

Beryllium 0 1 475 1 . 4  1 477 100 1 . 3 1  470 , 99 

Cadmium 0 I 940: 1 . 8  1 950 101 1'71 944 , 100 

Calcium 234900 1 231100 228000 97 1 233000 101 225000 
1 96 

232000 , 100 

Chromium 4 3 . 0  1  511 4 3 . 0  100 1 529 104, 4 2 . 6  1' 99 522 , 102 

Cobalt 4 . 0  1  461 3 . 1  78 1 505 110 3 . 0  
1 75 

502 , 109 

Copper 2 3 . 0  |  548 2 2 . 8  99 1 530 97 2 2 . 0  1: 96 529 , 97 

Iron 95600 1 94800 90800 95 1 92500 98; 87000 1 91 90100 , 95 

Lead 1 0 . 0  |  61=. 0 5 . 4  54 1  5 3 . 0  87 j 5 . 3  
1 53 

5 0 . 1  ,  82 

Magnesium 247500 1 251500: 239000 97 1 243000 97 232000 | 94 241000 , 96 

Manganese 1 9 . 0  |  502 1 5 . 8  83 1 516 103 1 5 . 8  |, 83 511, 102 

Nickel 2 1 . 0  |  984 1 8 . 0  86 1 1030 105 1 7 . 6  I: 84 1030 , 105 

Potassium 0 1 0 -119 1  - 9 8 . 7  - 9 4 . 2 1  - 7 2 . 2  ,  

Selenium 0 1 5 3 . 0  - 4 . 7  1  5 0 . 3  95 - 3 . 1 ,  4 9 . 7  ,  94 

Silver 0 | 206 - 0 . 7 8  I 210 102 - 0 . 4 9 ,  208 | 101 

Sodium 0 1 0 729 1 761 7 2 4 , !  7 6 9 ,  

Thallium 0 1 103 - 1 . 0  1  9 3 . 8  ; ,91: - 0 . 4 8 ,  9 2 . 4  ,  90 

Vanadium 0 1 494 - 1 . 0  1 495 100 - 0 . 7 7 ,  491 1 99 

Zinc 2 8 . 0  I  1028 2 4 . 2  86 I 1030 100 2 4 . 0  1 86 1020 , 99 

Form IVA-IN 

aiiaaiasa 

ILM05.4 



USEPA-CLP 

4A-EM 
ICP-AES INTERFERENCE CHECK SAMPLE 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No. : 36948 NRAS No. : SD6 NO. : MH24F6 

ICP-AES Instrument ID: B-ICAP6500 ICS Source: A(1206) & B(0203) 

Concentration Units; ug/L 

Analyte 

True 

; Sol.A Sol AB 

Initial Found 

Sol. A %R Sol AB %R 

Final 

Sol.A %R 

Pound 

Sol.AB %R 

Aluminum 244100 | 241100 1 2320001 95 251000 | 104 

Antimony 0 | 589 1 7| 588] 100 

Arsenic 0 1 1 1 H 1 
Barium 2.0 | 495 1 -3.31 -165 526] 106 

Beryllium 0 | 475 1" 31 485] 102 

Cadmium 0 | 940 1 1" 7 1 931| 99 

Calcium 234900 | 231100 1 223000] 95 240000 | 104 

Chromium 43.0 j 511 44.0] 102 517 ] 101 

Cobalt 4.0 | 461 2.9| 72 498] 108 

Copper 23.0 | 548 23. 91 104 532| 97 

Iron 95600 | 94800 1 85500] 89 92300 | 97 

Lead 10.0 | 61.0 1 7.2] 72 59.7] 98 

Magnesium 247500 | 251500 1 232000| 94 251000] 100 

Manganese 19.0 | 502 1 16.4] 86 511 , 102 

Nickel 21.0 | 984 1 17.8| 85 1030] 105 

Potassium 0 | 0 1 -63.0| •-61.8] 

Selenium 0 1 1 —5.31 1 
Silver 0 | 206 1 

-0.36, 206] 100 

Sodium 0 | 0 1 729 j 823 | 

Thallium 0 | 103 1 -1.2, 91.0] 88 

Vanadium 0 | 494 1 -0.85, 490] 99 

Zinc 28.0 | 1028 f 23.61 84 1030] 100 

Form IVA-IN 

fl fifl S SMS S 

ILM05.4 



USEPA-CLP 

4A-IN 

ICP-AES INTERFERENCE CHECK SAMPLE 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No. : 36948 NRAS No.: SDG NO. : MH24F6 

ICP-AES Instrument ID: B-ICAP6500 ICS Source: A(1206) & B(0203) 

Concentration Units: ug/L 

True initial Found Final Found 

Analyte Sol. A Sol AB Sol.A %R Sol AB %R Sol.A %R Sol.AB %R 

Aluminum 244100 | 241100 1 254000 | 104 246000| 102 

Antimony 0  1 589 1 °l 584 | 99 

Arsenic 0 | 101 -0.93| 92.1 | 91 

Barium 2.0 I 495 1 -3.5 I -175 513 | 104 

Beryllium 0  1 475 1 1 * 41 475 I 100 

Cadmium 0  1 940 1 * 91 935 | 99 

Calcium 234900 | 231100 242000 | 103 235000 I 102 

Chromium 43.0 | 511 1 43:2 1 100 517 | 101 

Cobalt 4.0 1 461 
1  

3.0 
75 

498 | 108 

Copper 

o
 

e
i CM 

548 
1  

23.4 I 102 524 I 96 

Iron 95600 | 94800 92800 | 97 90200 I 95 

Lead iO.O | 61.0 
1  

4.3 
43 

58.2 | 95 

Magnesium 247500 | 251500 254000 | 103 242000| 96 

Manganese 19.0 | 502 
1  

15.4 
81 

506 | 101 

Nickel 21.0 | 984 18.2 I 87 1020 I 104 

Potassium 0  1  0 
1  

-114 | -43.8 I 

Selenium 0 , 53.0 
1  

-5 . 6| 49.9 | 94 

Silver 0  |  206 -0.29| 206 1 100 

Sodium 0 1 0 
I  7921 783 | 

Thallium 0 1  103 
1  "I * 71  93.8 | 91 

Vanadium 0 | 494 
1  " I  * 4  1  487 | 99 

Zinc 

o
 

00 M
 1028 

1  
23.5 | 84 1020 I 99 

Form IVA-IN 

.aaaaasasi 

IIM05.4 



USEPA-CLP 

4A-IN 

IGP-AES INTERFERENCE CHECK SAMPLE 

tab Name: A4 Scientific, Inc. Contract: EFW06057 

Lab Code: A4 Case No.: 36948 NRAS No. : SDG NO.: MH24F6 

ICP-AES Instrument ID: B-ICAP6500 ICS Source: A(1206) & B(0203) 

Concentration Units: ug/L 

True Initial Found Final Found 

Analyte Sol .A Sol AB Sol. A %R Sol AB %R Sol. A %R Sol.AB %R 

Aluminum 244100 1 241100 247000 101 1 250000 104 253000 [ 104 253000, 105 

Antimony 0 I 589 0.28 1 586; 99 0.016", 584 , 99 

Arsenic ; 0 1 101 -o.38; 1 94.4 93 0.54 | 93.1, 92 

Barium 2.0 1 495 -1.6 -80 1 524 106 -1.6 j -80 530 , 107 

Beryllium 0 1 475 2.4 1 491 103 2.51 494 , 104 

Cadmium 0 1 940 3.7 1 955 102 3.71 953, 101 

Calcium 234900 1 231100 235000; 100 I 239000 103 241000 103 233000, 101 

Chromium 43.0 I 511 44.1 103 1 517, 101 45.0 105 515 , 101 

Cobalt 4.0 1 461 4.0 100 1 494 107 3.7 | 92 492 , 107 

Copper 23.0 1 548 24.2 105 1 521 95 24.6 107 524 1 96 

Iron 95600 1 94800 93600 98 1 95100 100 95700 100 95200 1 100 

Lead 10.0 1 61.0 7.0 70 1 49.7. 81 4.8 48 59.1, 97 

Magnesium 247500 1 251500 250000 101 1 2510001 100 251000 101 252000 , 100 

Manganese 19.0 1 502 16.8 88 1 504 100 16.8 | 88 504 , 100 

Nickel 21.0 1 984 20.1 96 1 1010 103 20.0 95 1010 I 103 

Potassium 0 1 0 -105 1 -114, -1141 -64.2, 

Selenium 0 1 53.0 -6.0 1 52.0 98 -6.51 51.9, 98 

Silver 0 1 206 0.47 1 209' 101 0.171 209 , 101 

Sodium 0 1 0 761, 1 767 778, 789 , 

Thallium 0 I 103 -1.5 1 93 -8 91 -0.96, 92.6, 90 

Vanadium 0 I 494 -0.11 1 484 98 -0.16, 485 , 98 

Zinc 28.0 1 1028 24.5 88 I 1000 97 24.1 86 1000 , 97 

Form IVA-IN 

IMS® BSliB 2 

ILM05.4 



USEPA-CLP 

4A-IN 

ICP-AES INTERFERENCE CHECK SAMPLE 

Lab Name: A4 Scientific, Inc. Contract: EFW06057 

Lab Code: A4 Case No.: 36948 NBAS No.: SDG NO.: MH24F6 

ICP-AES Instrument ID: B-ICAP6500 ICS Source: A(1206) & B(0203) 

Concentration Units: ug/L 

True Initial Found Final Found 

Analyte Sol .A Sol AB Sol. A %R Sol AB %R Sol. A %R Sol.AB %R 

Aluminum 244100 1 241100 1 267000 | 109 259000 , 107 

Antimony 0 1 589 1 - 1 . 4 ,  5 8 6 ,  99 

Arsenic 0 1 101 1 "I 1| 9 5  . 3  ,  94 

Barium 2 . 0  1  495 - 1 . 6  | -80 544 , 110 

Beryllium 0 1 475 2-6| 5 0 5 ,  106 

Cadmium 0 1 940 1 3 . 8 ,  953 , 101 

{Calcium 234900 | 231100 1 248000 | 106 2 4 3 0 0 0 ,  105 

Chromium 4 3 . 0  |  511 1 4 5 . 1  105 517 , 101 

Cobalt 4 . 0  |  461 3 . 8  95 491 , 107 

Copper 2 3 . 0  |  548 1 2 4 . 0  104 515 , 94 

Iron 95600 j 94800 1 99800 104 97000 , 102 

Lead 1 0 . 0  |  6 1 . 0  3 . 9  39 5 7 . 5  ,  94 

Magnesium 247500 | 251500 1 259000 105 252000 , 100 

Manganese 1 9 . 0  |  502 1 1 6 , 4  86 498 , 99 

Nickel 21.0 |, 984 1 1 9 . 8  94 1010 , 103 

Potassium 0 |, 0 1 -118, - 5 5 . 3 ,  

Selenium 0 , 5 3 . 0  - 5 . 1 ,  5 3 . 6 ,  101 

Silver 0 , 206 1 0 . 1 8 ,  210 , 102 

Sodium 01 0 8 0 9 ,  785 , 

Thallium 01 103 1 0 . 9 1 ,  9 3 . 0 ,  90 

Vanadium 01 494 1 - 0 . 2 2 ,  478 , 97 

Zinc 2 8 . 0  1  1028 1 2 4 . 5  88 1000 , 97 

Form IVA-IN ILM05.4 



USEPA-CLP 

4A-IN 

ICP-AES INTERFERENCE CHECK SAMPLE 

Lab Name: A4 Scientific, Inc. Contract: EFW06057 

Lab Code: A4 Case No. : 36948 NRAS No, : SDG NO. : MH24F6 

ICP-AES Instrument ID: B-ICAB6500 ICS Source: A(1206) & B(0203) 

Concentration Units: ug/L 

True Initial Found Final Found 

Analyte Sol. A Sol AB Sol. A % R  Sol AB % R  Sol . A % R  Sol.AB % R  

Aluminum 244100 1 241100 1 263000 1 108 270000 , 112 

Antimony 0  1 589 - 0 . 4 8 |  575 , 98 

Arsenic 0  1 101 1 1 . 0 ,  9 3 . 7  ,  93 

Barium 2 - 0  1  495 1 - 1 . 5  -75 567 , 115 

Beryllium 0  1 4 7 5  2 . 5 ,  520 , 109 

Cadmium 0  1 940 1 3 . 7 ,  944 , 100 

Calcium 234900 | 231100 1 246000 |  1 0 5 ;  2 4 8 0 0 0 ,  107 

Chromium 4 3 . 0  |  511. 1 4 3 . 9  | 102 5 0 9 ,  100 

Cobalt 4 . 0  |  461, 1 4 . 1  I 102 487 , 106 

Copper 2 3 . 0  j  548 1 2 4 . 0  I 104 518 , 95 

Iron 95600 | 94800 96500 I 101; 9 9 0 0 0 ,  104 

Lead 1 0 . 0  |  6 1 . 0  1 3 . 0  I 30 5 5 . 9 ,  92 

Magnesium | 247500 | 251500 1 253000 | 102 2 6 1 0 0 0 ,  104 

Manganese 1 9 . 0  |  502 1 1 6 . 2  |  a s ;  494 , 98 

Nickel 2 1 . 0  1  984 2 0 . 3  1 97 • 1010 , 103 

Potassium ° 1 0: 1 - 5 9 . 6 ,  - 6 6 . 2  ,  

Selenium °l 5 3 . 0  1 - 6 . 0 ,  5 0 . 0  ,  94 

Silver 0  1 206 1 0 . 7 5 ,  207 , 100 

Sodium 0  1 0 814, 839 , 

Thallium 0  1 103 - 1 . 3 ,  9 2 . 7  ,  90 

Vanadium 0  1 494 1 - 0 . 1 1 ,  4 7 5 1  96 

Zinc 

o
 

00 CM 1028 2 5 . 3  1 90 1000 , 97 

Form IVA-IN ILM05.4 



USEPA-CLP 

4A-IN 

ICP-AES INTERFERENCE CHECK SAMPLE 

Lab Name: A4 Scientific, Inc. Contract: EFW06057 

Lab Code: A4 Case No.: 36948 NBAS No.: SDG NO.: MH24F6 

ICP-AES Instrument ID: B-IGAP650Q ICS Source,: A(1206) & B(0203) 

Concentration Units-: ug/L 

True Initial Found Final Found 

Analyte Sol. A Sol AB Sol .A %R Sol AB %R Sol .A %R Sol.AB %R 

Aluminum 244100 1 241100 1 260000 | 107 253000 | 105 

Antimony 0 1 589 1 -0.100| 569 | 97 

Arsenic 0 1 101 1 1 • 51 92.8 | 92 

Barium 2.0 | 495 1 -1.5 
i "75 

536 | 108 

Beryllium 0 1 475 1 2 * 51 485 | 102 

Cadmium 0 1 940 1 3,. 81 932 | 99 

Calcium 234900 | 231100 1 242000 | 103 2260001 98 

Chromium 43.0 | 511 1 43.7 1 102 498 | 97 

Cobalt 4.0 | 461 1 4.0 | 100 479 I 104 

Copper 23.0 | 548 1 23.0 | 100 508 | 93 

Iron 95600 | 94800 1 95100 | 99 92200 1 97 

Lead 10.0 j 61.0 1 3.1 
1 31 

56.3 1 92 

Magnesium 247500 | 251500 1 247000 1 100 241000 | 96 

Manganese 19.0 | 502 1 15.9 
1 84 

484 | 96 

Nickel 21.0 | 984 1 20.3 |_ 97 990 | 101 

Potassium 0 | 0 1 _111l -123 1 

Selenium 0 1 53.0 -4-3| 50.0 | 94 

Silver 
° \  

206 1 0.611 204 1 99 

Sodium 0 , 0 1 7981 788 1 

Thallium 01 103 1 -1.21 92.3 | 90 

Vanadium 0 | 494: -0.0671 4 65 | 94 

Zinc 28.0 I 1028 1 24.4 1 871 981 | 95 

Form IVA-IN 

i-ifflfflffliflss 

ILM05.4 



USEPA-CLP 

4A-IN 

ICP-AES INTERFERENCE CHECK SAMPLE 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No.: 36948 NRAS No. : SDG NO.: MH24F6 

ICP-AES Instrument ID: B-ICAP6500 ICS Source: A(1206) & B(0203) 

Concentration Onits: ug/L 

True Initial Fpund Final Found 

Analyte ; Sol.A Sol AB Sol, A %R Sol AB %R Sol. A «R Sol.AB %R 

Aluminum 244100 1 241100 1 253000 104 247000, 102 

Antimony 0 1 589 1 572 , 97 

Arsenic 0 1 101 1 -0.89, 93 . 3 , 92 

Barium 2.0 1 495 1 -1.3 -65 524 , 106 

Beryllium 0 | 475 1 2.4, 472 , 99 

Cadmium' 0 1 940 1 3.7, 934, 99 

Calcium 234900 | 231100 234000 100 227000 , 98 

Chromium 43.0 | 511 43.3 101 499 , 98 

Cobalt 4.0 | 461 1 4.0 100 480 , 104 

Copper 23.0 | 548 1 24.1 105 508 , 93 

Iron 95600 | 94800 1 91700 96 89400 , 94 

Lead 10.0 | 61.0 3.2. 32 56. 6 , 93 

Magnesium .247500 j 251500 1 241000 97 233000, 93 

Manganese 19.0 | 502 16.5 87 484 , 96 

Nickel to
 

o
 

984 1 20.0 95 991 , 101 

Potassium 01 0 1 -76.0, -75 .3 , 

Selenium 01 53.0 1 -5.1, 50.4, 95 

Silver , 01 206 1 0.40, 204 , 99 

Sodium 1 01 0 1' 799', 768, 

Thallium o , 103 1 -0.98, 92.4, 90 

Vanadium 0 1 494 1 0.079, 465 , 94 

Zinc 28.0 1 1028 1 23.9 85 979 , 95 

Form IVA-IN 

-81 flflfflflSfiB 

ILM05.4 



USEPA-CLP 

4A-IN 

ICP-AES INTERFERENCE CHECK SAMPLE 

Lab Name: A4 Scientific, Inc. Contract: EFW06057 

Lab Code: A4 Case No. : 36948 NRAS No.: SD6 NO. : MH24F6 

ICP-AES Instrument ID: B-ICAP6500 ICS1 Source: A(1206) & B(0203) 

Concentration Units: ug/L 

True Initial Found Final Found 

Analyte Sol . A SOl AB Sol. A %R Sol AB %R i Sol. A %R Sol. AB %R 

Aluminum 244100 1 241100 1 256000 | 105 256000 1 106 

Antimony 0 1 589 1 -0.56| 581 1 99 

Arsenic 0 1 101 1 0.0521 93.3 1 92 

Barium 2.0 | 495 1 -1.4 1 -70 545 | 110 

Beryllium 0 1 475 1 2' 41 487 1 103 

Cadmium 0 1 940 1 3.71 945 1 101 

Calcium 234900 | 231100 1 232000 1 99 233000 | 101 

Chromium 43.0 | 511 44.2 1 103 511 | 100 

Cobalt 4.0 | 461 1 3.9 1 98 481 | 104 

Copper 23.0 | 548 1 23.3 1 101 514 | 94 

Iron 95600 | 94800 1 92400 1 97 92200 | 97 

Lead 10.0 | 61.0 2.5 
1 25 

55.3 | 91 

Magnesium 247500 | 251500 1 237000 
1 96 

2370001 94 

Manganese 19.0 | 502 1 16.1 
1 85 

491 1 98 

Nickel 21.0 | 984 1 20.3 1 97 992 I 101 

Potassium 0 1 0 1 -90.7| -107 , 

Selenium 0 1 53.0 1 -2.71 51.0 | 96 

Silver 0 1 206 1 0.521 209 1 101 

Sodium 0 1 0 1 7991 793 1 

Thallium 0 1 103 1 -0.33| 91.4 1 89 

Vanadium 0 1 494 1 0.171 473 1 96 

Zinc 28.0 1 1028 1 24.1 1 86 971 1 94 

Form IVA-IN 

M&9S8 Sifi7 

ILM05.4 



USEPA-CLP 
5A-IN 

MATRIX SPIKE SAMPLE RECOVERY EPA SAMPLE no . 

MH24F6S 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No. : 36948 NRAS No.: SD6 NO. : MH24F6 

Matrix (soil/water) : SOIL Level < Wmed) : lqW 

% Solids for Sample: 90.1 

Concentration Units (ug/L or mg/kg dry weight): MG/K6 

Analyte Control 
Limit %R 

Spiked Sample 

Result (SSR) c 

Sample 

Result (SR) c 
Spike 

Added (SA) %R Q M 

Aluminum 14416.7600 12768.1000 0.00 0 P 

Antimony 75 - 125 57.5078 38.8362 22.20 84 P 

Arsenic 69.4490 67.0761 8.88 27 P 

Barium 75 - 125 605.9102 182.6599 443.95 95 P 

Beryllium 75 - 125 9.4755 0.2623 J 11.10 83 P 

Cadmium 75 - 125 18.1249 9.6538 11.10 76 P 

Calcium 7251.9430 6802.6520 0.00 0 P 

Chromium 75 - 125 55.1809 17.5651 44.40 85 P 

Cobalt 75 - 125 109.8613 9.8571 110.99 90 P 

Copper 75 - 125 159.5172 103.4436 55.49 101 P 

Iron 17144,2900 15157.8300 0.00 0 P 

Lead 967.0700 985.7866 4.44 -422 P 

Magnesium 4069.5340 3736.0390 0.00 0 P 

Manganese 844.8114 798.8821 110.99 41 P 

Nickel 75 - 125 114.4173 13.8195 110.99 91 P 

Potassium 3612,2090 3234.6440 0.00 0 P 

Selenium 75 - 125 11.3568 1.3496 J 11.10 90 P 

Silver 75 - 125 16.6787 10.5938 11.10 55 N P 

Sodium 554.9390 U 554,9390 U 0.00 0 P 

Thallium 75 - 125; 9.6746 2.7747 U 11,10 87 P 

Vanadium 75 - 125 119.0677 28.0189 110,99 82 P 

Zinc 2329.1350 2690.6540 110.99 -326 P 

Comments: 

Form VA-IN ILM05.4 



USEPA-CLP 

6-IN 

DUPLICATES 
EPA SAMPLE NO. 

MH24F6D 

Lab Name: A4 Scientific, Ino. Contract: EPW06Q57 

Lab Code: A4 Case No.: 36948 NRAS No. : SDG MH24F6 
NO.: 

Matrix (soil/water) : SOIL Level (low/med) : LOW 

% Solids for Sample: 90.1 % Solids for Duplicate: 89.5 

Concentration Units:(ug/L or mg/kg dry weight): MG/KG 

Analyte 
Control 
Limit 1 

Sample (S) 
C | Duplicate (D) 

C RPD Q M 

Aluminum || 12768.1000] II 12786. 7200| 0 P 
Antimony N 38.8362| || 36.2070] 7 P 

Arsenic II 67.0761| II 62.8080] 7 P 

Barium n 182.6599] II 182.5472] P 
Beryllium N 0.2623| J || 0.2656| J 1 P 
Cadmium II 9.6538| II 9.0089| 7 P 
Calcium N 6802.6520| II 6835.6920] P 

Chromium II 17.5651| II 16.8137] 4 P 

Cobalt 4.9995 N 9.8571| II 9.234 6| P 
Copper II 103.4436] II 98.5340| 5 P 
Iron n 15157.83001 N 14989.8300| 1 P 

Lead II 985.7866| II 924.2648| 6 P 
Magnesium N 3736.03901 n 3747.4570| 0 P 

Manganese II 798.8821| II 769.9224] 4 P 
Nickel 3.9996 n 13.8195] n 13.0702| 6 P 

Potassium II 3234.6440| II 3221.09701 0 P 

Selenium n 1.3496| J n 1.3376] J 1 P 
Silver II 10.5938| n 10.0236]^ 6 •P ; 
Sodium n 499.9450| U N 499.9450| U P .; 

Thallium II 2.4997| U II 2.4997| U P 
Vanadium II 28.01891 II 26.6255| 5 P 
Zinc N 2690.6540| II 2549.6670] 5 P 

Form VI-IN ILM05.4 



USEPA-CLP 

7 - IN 
LABORATORY CONTROL SAMPLE 

Lab Name:- A4 Scientific, Inc. Contract:: EFW06057 

Lab Coda: A4 Case No. : 36948 NBAS No: SDG NO.: MH24F6 

Solid LCS Source: QATS-LCS 

Aqueous LCS Source: 

Aqueous (ug/L) Solid (mg/kg) 

Analyte True Found %R True Found C Limits %R 

Aluminum 1 1 115.0 114.9 54,7| 175.0 | 100 

Antimony 1 1 66.0 64.1 27. 6| 104.0 | 97 

Arsenic 1 1 253.0 240.7 154. 0| 352.0 | 95 

Barium 1.6 8.7 U 1.0| 2.2 | 0 

Beryllium 1 1 4.9 4.4; 3. 0| 6.8 | 90 

Cadmium 1 1 10.9 11.4 7 • ?| 14.0 | 105 

Calcium 1 1 44200.0 36797.5 30300.0| 58200.0| S3 

Chromium 1 1 27.1 25.4 18.5| 35.7 | 94 

Cobalt 1 1 37.4 37.1 24. 2| 50.6 | 99 
Copper 1 1 1770.0 1673.0 20. 0| 2230.0 | 95 

Iron 1 1 6470.0 5445.5 4280. 0| 8660.0 | 84 

Lead 1 1 56.9 52.6 41.4| 72.4 | 92 

Magnesium 1 1 29200.0 22831.0 20500. 0| 37900.0| 78 

Manganese 1 1 61.0 53.8 41. 6| 80.5 | 88 

Nickel 16.3 15.3 9. 0| 23.7 | 94 

Potassium 1 1 39.7 227.0 U o.o |  85.3 | 0 

Selenium 1 1 10.0 9.7 4.1| 15.9 | 97 

Silver 5.9 8.1 2.7| 9.1 | 137 

Sodium 1 1 72.5 220.0 U o.o |  216.0 | P 
Thallium 1 1 9.5 8.2 2.9l 16.1 | 86 

Vanadium 17.6 15.9 11. 6| 23.7 | 90 

Zinc 1 1 47.5 43.9 20.5| 74.4 | 92 

Form VII - IN ILM05.4 



USEPA-CLP 

8-IN 
ICP-AES and ICP-MS SERIAL DILUTIONS 

EPA SAMPLE NO. 

MH24F6L 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No.: 36948 NRAS No.: SDG NO. : MH24F6 

Matrix (soil/water): SOIL Level (low/med): LOW 

Concentration Units: ug/L 

Analyte 

Initial Sample 
Result (1) 

C 

Serial Dilution 
Result (S) 

C 

% " 
Difference 

Q M 

Aluminum | 127695.0 I 169212.5 33 1 E P 

Antimony | 388.4 I 442.2 14 1 P 

Arsenic | 670.84 I 740.18 10 1 P 

Barium | 1826.8 I 2481.1 36 1 P 

Beryllium | 2.62 J | 5.00 u 100 1 P 

Cadmium | 96.55 I 110.21 14 1 P 

Calcium | 68034 1 92965 37 | P 

Chromium | 175.67 I 220.63 26 1 P 

Cobalt | 98.6 I 127.0 J 29 1 P 

Copper | 1034.6 1 1191.2 15 1 E P 

Iron | 151595.0 I 210165.0 39 1 E P 

Lead | 9858.95 | 10580.25 7 1 P 

Magnesium | 37365 I 51315 37 1 P 

Manganese | 7989.70 | 10296.25 29! 1 E P : 

Nickel | 138.2 I 171.0 3 1 24| 1 P 

Potassium | 32350 | 42886 33: 1 
P 1 

Selenium | 13.5 J | 35,0 1 ;u 100 | P 

Silver j 105.95 I 129.60 22! 1 P ' 
Sodium | 5000 u I 5000 U 1 P 

Thallium J 25.0 u |  25.0 U I P 

Vanadium | 280.2 1 353.2 26 1 P 

Zinc | 26909.5 II 29680.5 10 | P 

Form VIII-IN 

!:S#afi!l:7I 

ILM05.4 



USEPA-CLP 

9-BV 

METHOD DETECTION LIMITS (ANNUALLY) 

Lab Name: A4 Scientific, Inc. Contract: EFW06057 

Lab Code: A4 Case No.: 36948 NRAS No.: SDG NO.: MH24F6 

Instrument Type: g Instrument ID: B-ICAP6500 Date: 07/27/2007 

Preparation Method: NP1 

Concentration Units (ug/L or mg/kg): UG/L 

Analyte 
Wave-Length 

/Mass CRQL MDL 

Aluminum 396.15 200.0 84.9 

Antimony 206.83 60.0 22.2 

Arsenic 189.04 10.0 3.90 

Barium 455.40 200.0 80.7 

Beryllium 313.04 5.0 1.90 

Cadmium 228.80 5.0 1.80 

Calcium 317.93 5000.0 2050 

Chromium 267.72 10.0 3.80 

Cobalt 228.62 

O
 

o
 

in 18.2 

Copper 324.75 25.0 9.8 

Iron 259.94 100.0 37.5 

Lead ; 220.35 10.0 4.30 

Magnesium ' 279.07 5000.0 2060 

Manganese 257.61 15.0 5.70 

Nickel 231.60 40.0 14.6 

Potassium 766.49 5000.0 1860 

Selenium 196.09 35,0 12,5 

Silver 328,07 10.0 4.40 

Sodium 589.59 5000.0 2020 

Thallium 190.86 25.0 10.5 

Vanadium 292.40 50.0 18.8 

Zinc 206.20 60.0 23.2 

Comments: 

tkllikii MMm'I 

Form IX-IN ILM05.4 



USEPA-CLP 

9-IN 

METHOD DETECTION LIMITS (ANNUALLY) 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No.: 36948 NR&S No.: SDG NO.: MH24F6 

Instrument Type: P Instrument ID: B-ICAP6500 Date: 07/27/2007 

Preparation Methods: HS2 

Concentration Units (ug/L or mg/kg): MG/KG 

Analyte 
Wave-Length 

/Mass CRQL MDL 

Aluminum 396.15 20.00 9.60 

Antimony 206.83 6.00 2.60 

Arsenic 189.04 1.00 0,49 

Barium 455.40 20.00 8.70 

Beryllium 313.04 0.50 0.23 

Cadmium 228.80 0.50 0 ; 20 

Calcium 317,93 500.00 216.00 

Chromium 267.72 1.00 0.49 

Cobalt 228.62 5.00 2.20 

Copper 324,75 2.50 1,20 

Iron 259.94 10.00 4.50 

Lead 220.35 1.00 0,49 

Magnesium 279.07 500.00 224.00 

Manganese 257.61 1.50 0.69 

Nickel 231.60 4.00 1.70 

Potassium 766,49 500.00 227.00 

Selenium 196.09 3,50 1.20 

Silver 328.07 1.00 0.42 

Sodium 589.59 500.00 220.00 

Thallium 190,86 2.50 1.10 

Vanadium 292,40 5.00 2.30 

Zinc 206.20 6.00 2.60 

Comments:: 

Form IX-IN ILM05. 



USEPA-CLP 

9-IN 

METHOD DETECTION LIMITS (ANNUALLY) 

Lab Name: A4 Scientific, Inc. Contract: EPW06Q57 

Lab Code: A4 Case No.: 36948 NBAS No.: SDG NO.: MH24F6 

Instrument Type: P Instrument ID: B-IGAP6500 Date: 07/27/2007 

Preparation Method: HS2 --

Concentration Units (ug/L or mg/kg): UG/L 

Analyte 
Wave-Length 

/Mass CRQL MDL 

Aluminum 396,15 200.0 96.3 

Antimony 206.83 60.0 26.0 

Arsenic 189.04 10.0 4.90 

Barium 455.40 200.0 86.7 

Beryllium 313.04 5.0 2.30 

Cadmium 228.80 5.0 2.00 

Calcium 317.93 5000,0 2160 

Chromium 267.72 10.0 4.90 

Cobalt 228.62 50.0 21.7 

Copper 324.75 25.0 .11.9 

Iron 259.94 100.0 45.2 

Lead 220.35 10.0 4.90 

Magnesium 279,07 5000.0 2240 

Manganese 257.61 15.0 6.90 

Nickel 231.60 40.0 17.3 

Potassium 766,49 5000.0 2270 

Selenium 196.09 35.0 12.4 

Silver 328.07 O
 

o
 

4.20 

Sodium 589.59 5000.0 2230 

Thallium 190.86 25.0 11.5 

Vanadium 292.40 50.0 23.4 

Zinc 206.20 60.0 25.8 

Comments: 

'WWWmWWTK 

Form IX-IN IIM05.4 



USEPA-CLP 
10A-IN 

ICP-AES 1NTERELEMENT CORRECTION FACTORS (QUARTERLY) 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No.: 36948 NRAS No,: SDG NO. : MH24F6 

ICP-AES Instrument ID: B-ICAP6500 Date: 10/14/2007 

1 Analyte 

Wave
length 

(nm) Al 

Interelement Correction Factors 

Ca Fe 

for: 

Mg Rh 

; Aluminum 396.15 6.6666666 0.0002330 0,0002300 | 6.6666666 I 6.6666666 

: Antimony 206.83 0.0000480 0.0000070 0,0000310 | 0.0000000 I 0.0000000 

; Arsenic 189.04 0.0000100 0.0000040 -0.0000050 | 0.0000030 ||> 0.0000000 

Barium 455.40 0.0000040 0.0000030 0.0000000 I 0.0000020 I 0.0000000 

Beryllium 313.04 0.0000000 0.0000000 0.0000000 I 0.0000000 ;| 0.0000000 

Cadmium 228.80 0.0000000 0 ,0000000 0.0000030 I 0.0000000 \ 0.0000000 

Calcium 317.93 0.0000280 0.0000000 0.0006750 | 0.0001990 I 0.0000000 

Chromium 267.71 0.0000010 0.0000030 0.0000070 | 0.0000000 0.0000000 

Cobalt 228.61 0.0000020 0.0000010 0.0000180 | 0.0000000 I 0.0000000 

Copper 324.75 0.0000010 -0.0000010 0.0000070 o.0000000 I 0.0000000 

Iron 259.94 0.0000060 0.0000070 0.0000000 I 0.0001640 I 0.0000000 

Lead 220.35 0,0001330 0.0000000 0.0000420 | 0.0000100 | 0.0000000 

Magnesium 279.07 -0,0000110 0.0000100 0.0000010 I 0.0000000 | 0.0000000 

Manganese 257.61 0,0000010 0.0000030 0.0000120 | 0.0000250 I 0.0000000 

Nickel 231.60 0.0000030 0.0000030 -0,0000200 | 0.0000030 I 0.0000000 

Potassium 766.49 0.0000600 0.0001800 -0,0001130 | 0.0001910 I 0.0000000 

Selenium 196.09 0.0000080 -0,0000030 -0.0000200 | 0.0000010 I 0.0000000 

Silver 328.06 0.0000000 0,0002700 0,0057060 | 0.0000070 | 0.0000000 

Sodium 589.59 0.0000400 0,0001630 0,0000240 | 0.0000490 I 0.0000000 

Thallium 190.85 0.0000070 0,0000020 0.0000130 | 0.0000030 I 0.0000000 

Vanadium 292.40 0.0000010 0.0000020 0.0000440 -0.0000010 I 0.0000000 

Zinc 206.20 0.0000010 0,0000040 -0.0000190 | 0.0000300 | 0.0000000 

Comments: 

Form XA-IN 

jjaiiani?!? 

ILM05.4 



USEPA-CLP 
10B-IN 

ICP-AESINTERELEMENT CORRECTION FACTORS (QUARTERLY) 

Lab Name: A4 Scientific, Inc. Contract: EFW06057 

Lab Code: A4 Case No. : 36948 NRAS No.: SDG NO.: MH24F6 

ICP-AES Instrument ID: B-ICAP6500 Date: 10/14/2007 

Wave
length 

(rim) 

Interelement Correction Factors for: 
Analyte 

Wave
length 

(rim) 

Aluminum 396.15 

Antimony 206.83 

Arsenic 189.04 

Barium 455.40 

Beryllium 313.04 

Cadmium 228.80 1 1 
Calcium 317.93 1 1 
Chromium 267.71 1 [ 
Cobalt 228.61 1 f 
Copper 324.75 i r 
Iron 259.94 i i 
Lead 220.35 

Magnesium 279.07 

Manganese 257.61 i i 
Nickel 231.60 i i: 
Potassium 766.49 1 1 
Selenium 196.09 

Silver 328.06 

Sodium 589.59 

Thallium 190.85 1 1 
Vanadium 292.40 

Zinc 206.20 

/ 

Comments: 

fl lliflifl lI'Tla 

Form XB-IN IIM05.4 



USEPA-CLP 

11-BV 

ICP-AES AND ICP-MS LINEAR RANGES (QUARTERLY) 

Lab Name: A4 Scientific. Inc. Contraat: EPWO6057 

Lab Code: A4 Case No. : 36948 NRAS No. : SDG NO. : MH9AF6 

XCP Instrument ID: B-ICAP6500 Date: 10/15/2007 

Analyte 

Integ. 
Time 

(Sec.) 

Concentration 
(ug/L) M 

Aluminum 15.00 500000.0 P 

Antimony 15.00 50000.0 P 

Arsenic 15.00 50000.0 P 

Barium 15.00 50000.0 P 

Beryllium 15.00 50000.0 P 
Cadmium 15.00 50000,0 P 
Calcium 15.00 500000,0 P 
Chromium 15.00 50000.0 P 

Cobalt 15.00 50000.0 P 

Copper 15.00 50000.0 P 

Iron 15.00 200000,0 P 

Lead 15.00 50000.0 P 

Magnesium 15.00 500000.0 P 

Manganese 15.00 50000.0 P 
Nickel 15.00 50000,0 P 

Potassium 15.00 500000.0 P 

Selenium 15.00 50000.0 P 

Silver 15.00 50000.0 P 

Sodium 15.00 500000.0 P 
Thallium 15 . 00 50000.0 P 
Vanadium 15.00 50000.0 vP 

Zinc 15.00 50000.0 p 

Comments: 

i.iaagi!77 
11*10 5. 

Form XI-IN 



USEPA-CLP 
12-IN 

PREPARATION LOG 

Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No. : 36948 NRAS No. : SDG NO.: MH24F6 

Preparation Method: HS2 

EPA Sample No. Preparation Date Weight (gram) Volume (mL) 

MH24F9 11/24/2007 1.01 100 
MH2460 11/24/2007 1.09 100 
MH24G1 11/24/2007 1.10 100 
MH24G2 11/24/2007 1.03 ! 100 
MH24G3 11/24/2007 1.02 100 
MH24G4 11/24/2007 1.03 100 
MH24H0 11/24/2007 1.11 100 
MH24H3 11/24/2007 1.13 100 
MH24H4 11/24/2007 1.18 100 
MH24F6 11/24/2007 1.11 100 
MH24F6D 11/24/2007 1.20 100 
MH24F6S 11/24/2007 1.00 100 
MH24F7 11/24/2007 1.02 100 
MH24F8 11/24/2007 1.03 100 
MH24G5 11/24/2007 1.01 100 
MH24G6 11/24/2007 1.08 100 
MH24G7 11/24/2007 1.06 100 
MH24G8 11/24/2007 1.03 100 
MH24G9 11/24/2007 1.10 100 
MH24H1 11/24/2007 1.09 100 
MH24H2 11/24/2007 1. 07 100 
MH24H5 11/24/2007 1.10 100 
PBSQ8 11/24/2007 1.00 100 
LCSSQ8 11/24/2007 1.00 100 

Form XII-IN IIM05.4 



USEPA-CLP 

13-IN 

ANALYSIS RUN LOG 
Lab Haute: A4 Scientific, Inc. Contract: EFW06057 

Lab Code: A4 Case No. : 36948 NRAS No. : SDG No.; MH24F6 

Instrument ID: B-ICAP6500 Analysis Method: P 

Start Date: 11/29/2007 End Date;: 11/29/2007 

EPA 
Sample 

NO. 
D/F Time 

Analytes EPA 
Sample 

NO. 
D/F Time A 

L 
s 
B 

A 
s 

B 
A 

B 
E 

c 
D 

c 
A 

c 
R 

c 
o 

O
 D

 

j F j 
•*j 

:p; 
•»; 

M 
G 

M 
N 

H 
G 

N 
I 

K! s 
;E 

A 
G 

N 
A 

T 
L 

V z 
;N 

c 
N 

SO 1.0 1455 X X X X X X X x ;x :x X1 XI x X X X X x x X IX j x 
js 1.0 1458 X X X X X X X X X X X X X x X X X X X X iX. X 
ICV 1.0 1501 X X X X X X X X |X j X X X X X X X X X X !X :X X 
ICB 1.0 1503 X X X X X X X X X X X X X X XI X X X X X X, X 
CRI 1.0 1506 X X X X X X X X X X X X X x X X X X X X X X 
ICSA 1.0 1509 X X X X X X X X X X X X X X X X X X X X X X 
ICSAB 1.0 1511 X X X X X X X X X X X X X X X X X X X X X X 
CCV 1.0 1514 X X X X X X X X X X X X X x X X X X X X X X 
CCB 1.0 1517 X X X X X X X X X X X X X X X X X X X X X X 
zzzzzz 1.0 1519 
zzzzzz 1.0 1522 
ZZZZZZ 1.0 1525 
ZZZZZZ 5.0 1528 
zzzzzz 1.0 1531 
zzzzzz 1.0 1534 
ZZZZZZ 1,0 1536 
zzzzzz 1.0 1539 
MH24F9 1.0 1542 X X X X X X X X X X X X X X X X X X X X X X 
ZZZZZZ 1.0 1545 
CCV 1.0 1547 X X X X X X X X X X X X X X X X X X X X X X 
CCB 1.0 1550 xj X X ;X X X X X X X X X X X X X X X X X X X 
MH24G0 1.0 1553 X X X X X X X X X X X X X X X X x X X X X X 
MH24G1 1.0 1556 X X X X X X X X X X X X X X X X X X X X X X 
MH24G2 1.0 , 1559 X X X X X X X X X X X X x X X X X X X X X X 
MH24G3 1.0 1602 X X X X X X X X X x ;x !x jx X X X X X X X X !x. 
MB24G4 1.0 1 1604 X X X X X X X X X X X; X !x X X •X' :x X x X X X 
ZZZZZZ 1.0 1607 

{ZZZZZZ 1.0 1610 
CRI 1.0 1613 iX X X X X X X X 'Xi !X X !'x, X X x; x x X lx x X X 
ICSA 1.0 1615 ; X X X X X X X X X X X X X X X x x !x: X X X X 
ICSAB 1.0 1618 X X X X X X X X X ,x X X X X X X X jx X X X X 
CCV 1.0 1621 x X X X X X X X X X X X X X x X X X X X X X 
CCB 1.0 1623 X X X X X X X X X X X X x X X X X X X X X X 
ZZZZZZ i.o 1626 
ZZZZZZ 1.0 1629 
ZZZZZZ 1.0 1632 
ZZZZZZ 1-0 1635 

11 m m ni 17 3 
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13-EV 

ANALYSIS RUN LOG 
Lab Name: A4 Scientific, Inc. Contract: EEW06057 

Lab Code: A4 Case No.: 36948 NRAS No.: SDGNo. : MH24F6 

Instrument ID: B-ICAP6500 Analysis Method: P 

Start Date: 11/29/2007 End Date: 11/29/2007 

EPA 
Sample 

NO. 
D/F Time 

Analytes EPA 
Sample 

NO. 
D/F Time A 

L 
s 
B 

A 
s 

B 
A 

B 
E 

U
 Q

 

c 
A 

c 
R 

c 
o 

c 
u 

F 
E 

p 
B 

M 
G 

M 
N 

H 
G 

N 
I 

K s 
E 

A 
G 

N 
A 

T 
L 

V z 
N 

c 
N 

ZZZZZZ ; 1.0 1638 

ZZZZZZ 1.0 1640 
ZZZZZZ 1.0 1643 
ZZZZZZ 1.0 1646 

ZZZZZZ 1.0 1649 
ZZZZZZ 1.0 1652 
ccv 1.0 1655 X X X X X X X X X X X X X X X X x X X X X X 
CCB 1.0 1657 X X X X X X X X X X X X X X X X X X X X X X 
ZZZZZZ 1.0 1700 
ZZZZZZ 1.0 17.03 
ZZZZZZ 1.0 1706 
ZZZZZZ 1.0 1708 
ZZZZZZ 1.0 1711 
ZZZZZZ 1.0 1714 ; 
ZZZZZZ 1.0 ! 1717 , 
CRI 1.0 1719 X X X X X X X IX; X X :X X X X X X X X X X x! X 
ICSA 1.0 1722 X X X X X X X x; X X X X X X X X X X X X X x 
ICSAB 1.0 1725 X X X X X X X; X X X X X X X X X X X X X 
CCV 1.0 1728 X X X X X X :X X x, X X X X X X X X X X x X X 
CCB 1.0 1730 X X X X X X X X X X X X X X X X X X X X X X 
ZZZZZZ 5.0 1733 

ZZZZZZ 1.0 1736 
ZZZZZZ 1.0 1738 
ZZZZZZ 1.0 1741 
ZZZZZZ 1.0 1744 
ZZZZZZ 1.0 1747 
ZZZZZZ 1.0 1750 
ZZZZZZ 1.0 1753 
ccv 1.0 1755 X X X X X X X X X X X X X X X X X X X X X X 
CCB 1.0 1758 X X X X X X X X X X X X X X x: !-x X X X X X X 
;zzzzzz 1.0 1801 
ZZZZZZ 1.0 1804 
MH24H0 1.3 , 1807 , X 
MH24H3 1.3 1809 ,x; 
MH24H4 1.3 1812 X , 
ZZZZZZ 1.0 1815 
ZZZZZZ 1.0 1818 

II m 11 ai 18 a 
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13-IN 

ANALYSIS RUN LOG 
Lab Name: A4 Scientific, Inc. Contract: EFW06057 

Lab Code: A4 Case No.: 36948 NBAS'No...: SPG No.: MH24F6 

Instrument ID,: B-IGAP6500 Analysis Method: P 

Start Date: 11/29/2007 End Date: 11/29/2007 

EPA 
Sample 

NO. 
D/F Time 

Analytes EPA 
Sample 

NO. 
D/F Time A 

L 
s 
B 

A 
s 

B 
A 

B 
E 

c 
D 

c 
A 

c 
R 

c 
o 

c 
u 

F 
E 

p 
B 

M 
6 

M 
N 

H 
6 

N 
I 

K s 
E 

A 
G 

N 
A 

T 
L 

V z 
N 

c 
N 

CRI 1.0 1821 X X X X X X X X X X X X X X X X X X X X X X 
ICSA 1.0 1823 X X X X X X X X X X X X X X X X X X X X X X 
ICSAB 1.0 1826 X X X X X X X X X X X X X X X X X X X X X X 
CCV 1.0 1829 X X X X X X X X X X X X X X X X X X X X X X 
CCB 1.0 1831 X X X X x X X X X X X X X X X X X X X X X X 
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USEPA-CLP 

13-IN 

ANALYSIS RUN LOG 
Lab Name: A4 Scientific, Inc. • Contract: EPW06057 

Lab Code: A4 Case No.: 36948 NRAS No. : SPG No.: MH24F6 

Instrument ID: B-ICAP6500 Analysis Method: p 

Start Datei: 11/30/2007 End Date: 11/30/2007 

EPA 
Sample 

NO. 
D/F Time 

Analytes EPA 
Sample 

NO. 
D/F Time A 

L 
s 
B 

A 
s 

B 
A 

B 
E 

c 
D 

c 
A 

c 
R 

c 
o 

c 
u 

F 
E 

p 
B 

M 
G 

M 
N 

H 
G 

N 
I 

K s 
E 

A 
G 

N 
A 

T 
L 

V z 
N 

c 
N 

SO 1.0 0959 X X X X X X X X X X X X X X X :x, ;x X X X X X 
S 1.0 1002 X X X X X X X X X X X X X X X X X X X X X, x 
ICV 1.0 1004 X X X X X X X X X X X X X X X X X X X X X ;x 
ICB 1.0 1007 X X X X X X X X X X X X X X X X X X X X X X 
CRI 1.0 1010 X X X X X X X X X X X X X X x X X X X X X X 
ICSA 1.0 1012 X X X X X X X X X X X X X X X X X ;x' X X X X 
ICSAB 1.0 1015 X X X X X X X X X X X X X :x X X X X X X X X 
CCV 1.0 1018 X X X X X X X X X X X X X X X X X ,x X X X X 
CCB 1.0 1020 X X X X X X X jX X X X X X X X X Xi X X X X X 
ZZZZZZ 1.0 1023 
ZZZZZZ 1.0 1026 

Z2ZZZZ 1.0 1029 
ZZZZZZ 1.0 1031 

ZZZZZZ 1.0 1034 
ZZZZZZ 5.0 1037 
ZZZZZZ 1.0 1040 
ZZZZZZ ;  i . o  1043 
ZZZZZZ 1.0 1046 
ZZZZZZ 1.0 1048 
CCV 1.0 1051 X X X X X X X X X X X X X X X X X X X X X X 
CCB 1.0 1054 X X X X X X X X X X X X X X X X X X X x X X 
ZZZZZZ 1.0 1056 
ZZZZZZ 1.0 i 1059 
ZZZZZZ 1.0 : 1102 
ZZZZZZ 1.0 1105 
ZZZZZZ 1,0 1108 1 

ZZZZZZ 1,0 1111 
ZZZZZZ 1,0 1113 
CRI 1.0 1116 X X X X X X X X x X, X X X X X X X X X x x X 
ICSA 1.0 1119 X X X X X X X X X X X X X X X X X X X X X X 
ICSAB 1.0 1121 X X X X X X X !X; X X X X X X X X X Ix: X X X X 
CCV 1.0 1124 X X X X X X X X X X X X X X X X X X X X X X 
CCB 1.0 1127 X X X X X X X X X X X X X X X X X X X X X X 
ZZZZZZ : 1.0 1130 
ZZZZZZ i 1.0 1132 
ZZZZZZ 1.0 1135 
ZZZZZZ 1.0 1138 

19 11 m 11 is 2 
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13JN 

ANALYSIS RUN LOG 

Lab Name: A4 Scientific, Inc. Contract: EEW06057 

Lab Code: A4 Case No.: 36948 NRAS No. : SDG No. : MH24F6 

Instrument ID: B-ICAP6500 Analysis Method: P 

Start Date: 11/30/2007 End Date: 11/30/2007 

EPA 
Sample 

NO. 
D/F Time 

Analytes EPA 
Sample 

NO. 
D/F Time A 

L 
s 
B 

A 
s 

B 
A 

B 
E 

c 
D 

:c 
A 

c 
R 

c 
0 

c 
0 

F 
E 

p 
B 

M 
G IN! 

H 
G 

N 
I 

K s 
E 

A 
G 

N 
A 

T 
L 

v z 
N 

G 
N 

ZZZZZZ '  1 - 7  1141 
ZZZZZZ | ! 1.7 1144 
ZZZZZZ ! 1.4 1147 
ZZZZZZ | .8,5 1149 
ZZZZZZ 1.8' 1152 
ZZZZZZ : 1.0 1155 
ccv i 1,0 1158 X X X X !x: jXi X X X X X X X X X X X X X X X X 
CCB 1 ; 1.0 1200 X X X X X; X X X X X X X X X X X X X x X X X 
ZZZZZZ , l . o  1203 
ZZZZZZ 1.0 1206 
ZZZZZZ 1.0 1208 
ZZZZZZ 1.0 1211 
ZZZZZZ 1.0 1214 
ZZZZZZ 1.0 . 1217 
ZZZZZZ 1.0 1219 
CRI 1,0 1222 X fx: X iX' X X X X X X X X X X X X X X X X X X 
ICSA 1.0 1225 X ;x. X X, X X X X X X X X X X X X X X X X X X 
ICSAB 1.0 1228 X Xi X |X; X X X X X X X X X X X X X X X X X X 
ccv 1.0 1230 X i X ;  x; X X X X X X X X X X X X X X X X X X X 
CCB 1.0 1233 X Sx| X X X X X X X X X X X X X X X X X X X X 
ZZZZZZ 5.0 1236 
ZZZZZZ 1.0 1238 
ZZZZZZ 1.0 1241 
'zzzzzz 1.0 1244 

ZZZZZZ 1 . 0  1247 
ZZZZZZ 1.0 ; 1250 
jzzzzzz 1.0 : I 1253 
ZZZZZZ 1.0 | ! 1255 
ZZZZZZ 1.0 i ; 1258 
ZZZZZZ 1.0 1301 
ccv 1.0 1304 ; sx X X X X X X X X X X X X X X| !X'! :x X X X ;x; 
CCB 1.0 1306 X X X X X X X X X X X X ;x X x; ix! |x X1 X X x tx: 
ZZZZZZ 1.0 1309 
ZZZZZZ 1.0 1312 | 
ZZZZZZ 1.0 1315 : 
ZZZZZZ 1.0 1318 ; ' i 
ZZZZZZ 1.0 1320 

IX ii Si gs J, 
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USEPA-CLP 

13-IN 

ANALYSIS RUN LOG 
Lab Name: A4 Scientific/ Inc. Contract: EPWO6057 

Lab Code: A4 Case No.: 36948 

Instrument ID: B-ICAP6500 

NBAS No.; SDG No. : MH24F6 

Analysis Method: 

Start Date; 11/30/2007 End Date: 11/30/2007 

EPA 
Sample 
NO. 

D/F i Talme 
^ Analytes ^ EPA 

Sample 
NO. 

D/F i Talme A 
L 

s 
B 

A 
s 

B 
A 

B 
E 

c 
D 

c 
A 

,o 
:R 

,c 
O 

Cj 
D'J 

IF I iP: 
B 

M| 
5 

M 
IN 

H 
5 

N 
I: 

K s 
E 

A 
G 

N: 
:A 

T 
L 

V Z 
IN' 

c 
N 

zzzzzz 1.0 1323 
ZZZZZZ 1.0 1326 
CRI 1.0 1329 X X X X X X X X ;x :X X X x X X X X X x xi X X 
ICSA 1.0 1331 X X x X X X x X X X X X X x x X X X x X: X X 
ICSAB 1.0 1334 X X x X x X X |x; Ix \ X X X X X X X X X X X| ix' X 
CCV 1.0 1337 X X ;x X X X X | X X X X X X X X X X X X X X X 
CCB , .1-0 1339 X X !*' ;X ix X X X X X X X X X X X X X X XI X X 
ZZZZZZ 1 0  1342 . 1 

ZZZZZZ ; 1.0 1345 
zzzzZz ;  l . o  1348 
ZZZZZZ ! 1.0 1351 
ZZZZZZ : 1.0 1353 
ZZZZZZ I I 1.0 1356 
ZZZZZZ 1 ; 1.3 ' 1359 
ZZZZZZ ; 1.9 1402 
zzzzzz: ! ; 3.5 1404 
ZZZZZZ 1,0 1407 
CCV 1,0 1410 x X X X x ;x X X x X X X X X X X X X X X X X 
CCB 1.0 1413 X !X X X ,x| X X X X X X X X X X X X X X X X X 
ZZZZZZ 1.9 1415 
ZZZZZZ 1,3 1418 -

ZZZZZZ 18, 1421 
ZZZZZZ 3.3 1424 1 

zzzzzz 1.0 1426 
ZZZZZZ 1.0 : 1429 
ZZZZZZ 1.0 1432 
CRI 1.0 i 1435 ix; X X X X X X X X X X X x X X X ;x' X x X x X 
ICSA 1.0 ; 1437 : IX X X X X X X x X X X X X X X ;X| X X X x X X 
ICSAB 1.0 ! 1440 ; X X X X X X X X X X X X IX X X X jx X X X X X 
ccy 1.0 ; 1443 Ix X X X X X X X X X X X IX X X X |X X X X X X 
CCB 1.0 1445 ; IX X X X X X X X X X X X ix X X IX: IX x X X X x 
MH24F6 1.0 1448 X X X X X X X X X X X X X X X ;X I ix X x x X X 
MH24F6D 1,0 1451 ; X X X X X X X X X X X X |x x X X ;x X X X X X 
MH24F6S 1,0 1454 x X X X X X X X X X X x! X X; i-XJ X X X IX X X X 
MH24F6L 5.0 11456 X X X X X X X X X X X fX: |x X IX X X X X X X X 
MH24F7 1,0 1459 X X X X X X X :x X X X IX' x iX; fx; X X •;xi ;x X X ;X| 
MH24F8 1.0 1502 X X X X X X X x X X ix 'Xi x jX' X X X ix 

: 
X 
11 

X 
,8; 

X 
I-S 

'x: 
ifl 111 
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USEPA-CLP 

13-IN 

ANALYSIS RUN LOG 
Lab Name: A4 Scientific, Inc. Contract: EFW06057 

Lab Code: A4 Case No.: 36948 NBAS No.: SDG No.: MH24F6 

Instrument ID: B-ICAP6500 Analysis Method: P 

Start Date: 11/30/2007 End Date: 11/30/2007 

EPA 
Sample 

NO. 
D/E Time 

Analytes EPA 
Sample 

NO. 
D/E Time A 

L 
s 
B 

A 
s 

B 
A 

B 
E 

c 
D 

c 
A 

c 
R 

c 
o 

c 
o 

F 
E 

p 
B 

M 
G 

M 
N 

H 
G 

N 
I 

K s 
E 

A 
G 

N 
A 

T f 
L 

;v z 
N 

c 
N 

MH2465 1.0 1505 X X X X X X X X X X X X x X X x; x Xi X X X 
MH24G6 1.0 1508 X X X X X X X X X X X X; X X X x ix X X x X 
MH24G7 1.0 1511 X X X X X X X X X X X X x X X X X X X x! x X 
ZZZZZZ 1.0 1514 
CCV 1.0 1516 X X x X X X X X X X X X X X X X X X X X X X 
CCB 1.0 1519 X X X X X X X X X X X X X X X X X X X X X X 
MH24G8 1.0 1522 X X X X X x X X X X X X X X X x X X X X 
MH24G9 1.0 1525 X X X X X X X X X X X X X X X X X X X X X X 
MH24H0 1.0 1528 X X ix X X X X X X X X X X X X X X X X X X 
MH24H1 i.o 1530 X X X X ;x X X X X X X X X X X X X X X X X X 
MH24H2 : i.o 1533 X X! X ix X x X X X X X X X X X X X X X X X X 
ZZZZZZ 1.0 1536 
ZZZZZZ 1.0 1539 
CRI 1.0 1542 X IX X X X X X X X X X X X X X X X X X X X X 
ICSA 1.0 1544 X X X X X X X X X X X x X X X X X X X X X X 
ICSAB 1.0 1547 X X X X X X X X X X X X X X X X X X X X X X 
CCV 1.0 1550 X x X X X X X X X X X X X X X X X X X X X X 
CCB 1.0 1552 X X X X X X X X X X X X X X X X X X X X X X 
MH24H3 1.0 1555 X X X X X X X X X X X X X X X X X X X X X 
MH24H4 1.0 1558 X X X X X X X X X X X X X X X X X X X X X 
MH24H5 1 . 0  , 1601 [X X X X X X X X X X X X X X X X X X X X X X 
MH24G5 1.5 1604 x 
MH24G8 1.4 1607 X 
ZZZZZZ 1.0 1610 
ZZZZZZ 1.0 1613 
PBSQ8 1.0 1615 X X X X X X X X X x X| X jX X X X X X X X X X 
LCSSQ8 1.0 1618 X X X X X X X X X X x; X X X X X X X x ix X X 
ZZZZZZ 1,0 1621 
CCV 1.0 1624 X X X X X X X x X ix; X X X X; X X X X ;X: Ix X x 
CCB 1-0 1626 X X X X X X x ix; ;x; ix x X X X; X X X X ix! ;X X X 
MH24G6 1.3 1629 X 
MH24G8 2,3 1632 X 
ZZZZZZ 1.0 1635 
ZZZZZZ 1.0 1638 
ZZZZZZ 1.0 1640 
CRI 1.0 1643 X X X X X X X X X X X x X x X X X X X X X X 
ICSA 1.0 1646 X X X X X X X X X X X X X X X X X X X 

11 
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X 
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13-IN 

ANALYSIS RUN LOG 
Lab Name: A4 Scientific, Inc. Contract: EPW06057 

Lab Code: A4 Case No.: 36948 NRAS No.: SDG No.: MH24F6 

Instrument ID:: B-ICAP6500 Analysis Method: P 

Start Date: 11/30/2007 End Date: 11/30/2007 

EPA 
D/F Time 

Analytes 
Sample D/F Time A s A B B Ci c c c c F p M M H N K s A N T V z c 

NO. L B S A E D A R o u E B G N G I E G A L N N 

XCSAB 1.0 1648 X IX X X X X X X X X X X X X X X X X X X X X 
CCV 1.0 1651 X X X X X X X X X X X X X X X X X X X X X X 
CCB 1,0 1654 X X X X X X X X X X X X X X X X X X X X X X 

Form XIII-IN 

amaaaassB 

ILM05.4 
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KKEftSS" Instrument Run Log 
SS«,«,W Instrument ID: B-ICAP6500 

Runlog,Logbook (RCN#/Page#) : Analyst/Date: \\\rko\°'"y 

Method: ILM05 4 SOP: && Reviewer/Date: 

Sequence: TAL20071129B1 Analysis Start : 11/29/07 14: 55:48 

Data File: TAL20071129Bl.txt Analysis End: 11/29/07 18: 31:48 

No Lab Sample Client: Sample Date Time D/F Zn2306Y 2243 Y_3600 Y _3710 Comments 

0 SO SO 11/29/07 14:55:48 1 100 100 100 100 

0 S S 11/29/07 14:58:33 1 92 97 96 96 

0 ICV1 ICV 11/29/07 15:01:12 1 96 99 97 100 

0 ICB1 ICB 11/29/07 15:03:45 1 100 99 100 101 

0 CRDL1 CRI 11/29/07 15:06:30 1 100 99 99 100 

0 ICS-A1 ICSA 11/29/07 15:09:11 1 82 91 89 97 

0 ICS-AB1 ICSAB 11/29/07 15:11:57 > 1 81 90 90 98 

0 CCV1 CCV 11/29/07 15:14:38 1 -94 98 97 100 

0 CCB1 CCB 11/29/07 15:17:14 1 99 100 99 101 onk ^Ot pb 

0 0008712-01 MH23Y1 11/29/07 15:19:59 T"" 84 99 98 107 

0 0008712-01D MH23Y1D 11/29/07 15:22:50 1 85 101 99 109 

0 0008712-01S MH23Y1S 11/29/07 15:25:42 1 84 101 100 110 

0 0008712-0,1 L MH23Y1L 11/29/07 15:28:31 5 96 102 101 105 

0 0008712-03 MH23Z7 11/29/07 16:31:14 1 85 100 98 109 

0 0008712-06 MH24A0 11-/29/07 15:34:07 1 86 103 101 109 4 & 1 

0 77777 77777 11/29/07 15:36:58 1, 102 103 103 103 

0 77777 7.7777 11/29/07 16:39:43 1 77 * 85 86 96 

0 0008723-04 MH24F9 11/29/07 15:42:32 1 85 99 99 105 

0 BLANK BLANK 11/29/07 15:45:10 1 98 99 99 102 

0 CCV2 CCV 11/29/07 15:47:53 1 97 101 101 104 

0 CCB2 CCB 11/29/07 16:50:29 1 101 101 102 100 

0 0008723-05 MH24G0 11/29/07 15:53:30 1 84 99 98 108 

0 0008723-06 MH2461 11/29/07 15:56:21 1 84 99 99 108 

0 0008723-07 MH24G2 11/29/07 15:59:12 1 85 100 100 112 

0 0008723-08 MH24G3 11/29/07 16:02:04 1 86 101 102 108 

0 0008723-09 MH24G4 11/29/07 16:04:53 1 86 102 101 109 

0 BLANK BLANK 11/29/07 16:07:44 1 98 100 101 105 

0 ZCRI ZCRI 11/29/07 16:10:29 1 102 103 103 102 

0 CRDL2 CRI 11/29/07 16:13:10 1 102 102 102 102 

0 ICS-A2 ICSA 11/29/07 16:15:51 1 83 92 92 101 

Bsa m 'BUBS? 
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-.SB Scientific 
1544Ssw6*tlto«t, Suite 5Q5 
THe Woodlands, 7X 773BO 
{S61> 292-5277 
<MM.MsmriSa.cam 

Instrument Run Log 
Instrument ID: B-ICRP6500 

Runlog,Logbook (RCN#/Page#): Analyst/Date: U V L O V ^  . 

Method: ILM05 .4 SOP: Reviewer/Date: 

U V L O V ^  . 

Sequence: TAL20071129B1 Analysis Start ,•11/29/07 14:55:48 

Data File: TAL20071129B1.txt Analysis End: 11/29/07 18:31:48 

No Lab Sample Client Sample Date Time D/F In2306 Y 2243 Y 3600 Y 3710 Comments 

0 ICS-AB2 ICSAB 11/29/07 16:18:38 1 82 92 91 99 

0 CCV3 CCV 11/29/07 16:21:18 1 96 100 100 104 

0 CCB3 CCB 11/29/07 16:23:55 1 99 100 101 102 

0 0008710-20 MH23Z5 11729/07 16:26:41 1 82 103 102 11° 
pb 

0 0008712-02 MH23Z6 11/29/07 16:29:31 1 85 104 102 111 ^ 

0 0008712-04 MH23Z8 11/29/07 16:32:22 1 84 103 102 111 

0 0008712-05 MH23Z9 11/29/07 16:35:13 1 85 105 104 112 J / 

0 0008723-14 MH24G9 11/29/07 16:38:05 1 85 101 100 109 

0 0008723-15 MH24H0 11/29/07 16:40:56 1 86 103 102 111 > p e  

0 0008723-16 MH24H1 11/29/07 16:43:47 1 85 102 101 109 

0 0008723-17 MH24H2 11/29/07 16:46:37 1 86 102 101 111 

0 0008723-18 MH24H3 11/29/07 16:49:28 1 86 103 102 no >pe. 

0 BLANK BLANK 11/29/07 16:52:18 1 99 100 101 99 

0 CCV4 CCV 11/29/07 16:55:02 1 98 102 101 102 

0 CCB4 CCB 11/29/07 16:57:38 1 101 102 102 97 

0 0008723-19 MH24H4 11/29/07 17:00:24 1 84 101 101 

V
 

-
n
 

C=
> 

0 0008723-20 MH24H5 11/29/07 17:03:16 1 86 102 101 105 

0 0008723-01 MH24F6 11/29/07 17:06;09 1 86 100 100 110 

0 0008723-01:0 MH24F6D 11/29/07 17:08:57 1 85 100 100 110 

0 0008723-01S MH24F6S 11/29/07 17:11:46 1 86 100 101 99 

0 BLANK BLANK 11/29/07 17:14;28 1 96 97 99 101 

0 ZCRI ZCRI 11/29/07 17:17:12 1 104 105 105 108 

0 CRDL3 CRI 11/29/07 17:19:54 1 102 103 101 100 

0 ICS-A3 ICSA 11/29/07 17:22:33 1 83 92 91 108 

0 ICS-AB3 ICSAB 11/29/07 17:25:19 1 77 * 87 91 

0 CCV5 CCV 11/29/07 17:28:00 1 97 100 99 98 

0 CCB5 CCB 11/29/07 17:30:35 1 100 101 101 97 

0 0008723-01L MH24F6L 11/29/07 17:33:21 5 95 101 103 99 

0 0008723-02 MH24F7 11/29/07 17:36:03 1 85 101 100 106 

Q 0008723-03 MH24F8 11/29/07 17:38:55 1 86 103 102 111; 
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00 Scientific 
1544 Sawdust R«*J, Suite 505 
TheWoodHrda, TX773BO 
(261) 292-5277 
*ww,a4scserit i5c.com 

Instrument Run Log 
Instrument ID: B-ICAP6500 

Runlog,Logbook (RCN#/Page#): Analyst/Date: 

Method: IIA405 4 SOP: 2^L*rq<&(o Reviewer/Date: « 

Sequence: TAL20071129B1 Analysis Start .•11/29/07 14:55:48 

Data File: TAL20071129Bl.txt Analysis End: 11/29/07 18:31:48 

No Lab Sample Client Sample Date Time D/F In2306 Y 2243 Y_3600 Y_3710 Comments 

0 ICPBLKQ8 PBSQ8 11/29/07 17:41:47 1 103 103 104 103 

0 ICPLCSQ8 LCSSQ8 11/29/07 17:44:34 1 79 ' 87 88 96 

0 0008723-10 MH24G5 11/29/07 17:47:22 1 86 102 101 111 > 

0 0008723-11 MH24G6 11/29/07 17:50:14 1 65 103 101 113 

0 BLANK BLANK 11/29/07 17:53:04 1 97 97 98 98 

0 CCV6 CCV 11/29/07 17:55:48 1 100 104 103 105 

0 CCB6 CCB 11729/07 17:58:23 1 102 102 102 106 

0 0008723-12 MH24G7 11/29/07 18:01:09 1 85 101 100 106 

0 0008723-13 MH24G8 11/29/07 18:04:01 1 83 97 97 107 

0 0008723-15 MH24H0 11/29/07 18:07:02 1.3 88 103 103 107 -f Of pg. 

0 0008723-18 MH24H3 11/29/07 18:09:54 1.3 89 103 102 109 

0 0008723-19 MH24H4 11/29/07 18:12:46 1.25 87 103 102 109 
N / 

0 BLANK BLANK 11/29/07 1:8:15:36 1 97 98 98 97 

0 ZCRI ZCRI 11/29/07 18:18:21 1 105 106 106 103 

0 CRDL4 CRI 11/29/07 18:21:02 1 103 104 104 104 

0 ICS-A4 ICSA 11/29/07 18:23:43 1 83 93 92 94 

0 ICS-AB4 ICSAB 11/29/07 18:26:30 1 84 93 93 98 

o CCV7 CCV 11/29/07 18:29:12 1 98 101 100 101 

0 CCB7 CCB 11/29/07 18:31:48 1 101 101 101 98 

•mmmmmm 
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Sample Name: SO Acquired: 11/29/2007 14:55:48 Type: Cal 
Method: TAL20071129B Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID: SO Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y 3600) (Y 3710) (Y 2243) (Y 3710) (Y 3710) (Y 3710) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg -.00218 .00020 .00000 .00179 .00036 .00515 
Stddev .00001 .00006 .00002 .00003 .00003 .00004 
%RSD .51515 29.662 1347.8 1.6026 7.8553 .75055 

#1 -.00217 .00016 .00002 .00181 .00038 .00518 
#2 -.00219 .00024 -.00002 .00177 .00034 .00512 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940(130} 766.490 {44} 
IS Ref (Y 2243) (In2306) (Y 3600) (Y_3600) (Y 3710) (Y 3710) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg .00009 .00015 .00001 .00146 .00011 -.00160 
Stddev .00002 .00007 .00000 .00005 .00008 .00031 
%RSD 18.177 48.337 37.523 3.3189 76.115 19.357 

#1 .00011 .00020 .00001 .00143 .00005 -.00182 
#2 .00008 .00010 .00001 .00149 .00017 -.00138 
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Sample Name: SO Acquired: 11/29/2007 14:55:48 Type: Cal 
Method: TAL20071129B Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID: SO Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206833 {463} 
IS Ref (Y 3710) (Y 3600) (Y 3710) (In2306) (In2306) (Y 2243) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg .00003 .00017 -.00199 -.00022 .00007 .00011 
Stddev .00007 .00001 .00016 .00018 .00009 .00005 
%RSD 257.72 7.7913 8.0808 81.109 128.34 49.234 

#1 -.00002 .00016 -.00210 -.00010 .00001 .00007 
#2 .00008 .00018 -.00187 -.00035 .00014 .00015 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y 2243) (In2306) (Y 3600) (In2306) 
Units Cts/S Cts/S Cts/S Cts/S 
Avg .00001 -.00009 -.00004 .00016 
Stddev .00008 .00005 .00003 .00001 
%RSD 1256.1 56.350 63.962 3.0673 

#1 .00006 -.00013 -.00006 .00017 
#2 -.00005 -.00005 -.00002 .00016 
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Sample Name: SO Acquired: 11/29/2007 14:55:48 Type: Cal 
Method: TAL20071129B Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID: SO Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224 .306(450} 360.073 ( 94} 371.030 ( 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8738.1 10096. 132670. 20916. 
Stddev 10.6 18. 707. 60. 
%RSD .12076 .17593 .53266 .28717 

#1 8745.6 10109. 133170. 20873. 
#2 8730.6 10084. 132170. 20958. 



Sample Name: S Acquired: 11/29/2007 14:58:33 Type: Cal 
Method: TAL20071129B Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID: S Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152(85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y 3600) (Y_3710) (Y 2243) (Y 3710) (Y 3710) (Y 3710) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg .22990 .38018 .03727 22.265 .76176 2.3813 
Stddev .00030 .01428 .00012 .569 .02851 .0943 
%RSD .13176 3.7550 .32732 2.5566 3.7424 3.9590 

#1 .22969 .39027 .03736 22.668 .78192 2.4480 
#2 .23011 .37008 .03718 21.863 .74160 2.3146 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y 2243) (In2306) (Y 3600) (Y 3600) (Y 3710) (Y 3710) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg .38872 2.4259 .09270 .33917 .36106 .40279 
Stddev .00016 .0001 .00030 .00044 .01407 .01625 
%RSD .04056 .00542 .32241 .12955 3.8955 4.0354 

#1 .38861 2.4260 .09249 .33886 .37101 .41428 
#2 .38883 2.4258 .09291 .33948 .35112 .39129 
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Sample Name: S Acquired: 11/29/2007 14:58:33 Type: Cal 
Method: TAL20071129B Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID: S Dilution: 1 Operator; SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y 3710) (Y 3600) (Y 3710) (In2306) (In2306) (Y 2243) 
Units cts/s Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg .23306 1.4161 1.7267 1.4223 .11138 .24144 
Stddev .00948 .0035 .0649 .0005 .00050 .00017 
%RSD 4.0688 .24950 3.7567 .03216 .44637 .06926 

#1 .23976 1.4136 1.7726 1.4227 .11173 .24132 
#2 .22635 1.4186 1.6809 1.4220 .11103 .24156 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y 2243) (In2306) (Y 3600) (In2306) 
Units Cts/S Cts/S Cts/S Cts/S 
Avg .03014 ,06208 .38646 1.9662 
Stddev .00014 .00002 .00069 .0019 
%RSD .46826 .03258 .17804 .09566 

#1 .03005 .06206 .38598 1.9675 
#2 .03024 .06209 .38695 1.9648 

aaaaassaj 



Sample Name: S Acquired: 11/29/2007 14:58:33 Type: Cal 
Method: TAL20071129B Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID: S Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8047.3 9822.3 127560. 20470. 
Stddev 3.1 11.3 530. 682. 
%RSD .03827 .11524 .41533 3.3316 

#1 , 8049.5 9830.3 127930. 19987. 
#2 8045.1 9814.3 127180. 20952. 



Sample Name: ICV Acquired: 11/29/2007 15:01:12 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICV Dilution: 1 Operator: SRV 
Comment: 1 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (YJ3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 509.28 2569.7 942.07 524.00 491.38 10200. 
Stddev .37 3.5 1.69 1.85 1.44 31. 
%RSD .07199 .13686 .17944 .35362 .29393 .30832 

#1 509.54 2567.2 940.88 522.69 490.36 10178. 
#2 509.02 2572.2 943.27 525.31 492.40 10222. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228 .616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L Ug/L ug/L 
Avg 480.98 514.31 514.84 497.90 5123.9 10141. 
Stddev 1.11 .68 .91 .78 15.2 50. 
%RSD .23042 .13236 .17698 .15705 .29597 .48896 

#1 480.19 514.79 514.19 497.35 5113.2 10106. 
#2 481.76 513.83 515.48 498.45 5134.6 10176. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 
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Sample Name: ICV Acquired: 11 /29/2007 15:01:12 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICV Dilution: 1 Operator: SRV 
Comment: 1 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610(131} 589.592 {57} 231.604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6121.3 524.21 10108. 511.82 958.47 1015.1 
Stddev 6.6 .37 56. .07 .93 3.5 
%RSD .10778 .07134 .55297 .01350 .09692 .34472 

#1 6126.0 523.95 10068. 511.77 957.81 1012.6 
#2 6116.7 524.48 10147. 511.87 959.13 1017.6 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 953.33 979.49 515.29 1031.8 
Stddev .38 2.03 .44 1.5 
%RSD .03983 .20738 .08460 .14661 

#1 953.06 978.05 515.60 1032.9 
#2 953.60 980.92 514.98 1030.8 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 
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Sample Name: ICV Acquired: 11/29/2007 15:01:12 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICV Dilution: 1 Operator: SRV 
Comment: 1 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8365.3 9945.7 129490. 21003. 
Stddev 4.5 21.1 253. 50. 
%RSD .05361 .21220 .19530 .23901 

#1 8368.5 9960.6 129670. 20968. 
#2 8362.2 9930.7 129310. 21039. 



Sample Name: ICB Acquired: 11/29/2007 15:03:45 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICB Dilution: ! Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 Asl890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.19938 17.615 .42750 .25013 .04962 17.134 
Stddev .12946 4.574 .29963 .04612 .01139 1.920 
%RSD 64.934 25.967 70.089 18.439 22.958 11.208 

#1 -.29092 20.850 .63937 .21751 .04156 15.776 
#2 -.10783 14.381 .21563 .28274 .05767 18.492 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.03293 .13256 -.30134 .58385 17.685 38.742 
Stddev .01942 .02301 .58358 .10388 1.303 40.082 
%RSD 58.969 17.361 193.67 17.791 7.3668 103.46 

#1 -.04666 .11628 .11132 .65730 18.606 10.399 
#2 -.01920 .14883 -.71399 .51040 16.764 67.084 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 
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Sample Name: ICB Acquired: 11/29/2007 15:03:45 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279,079 {121 >257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y 3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.49960 .93465 19.219 .45888 .52185 2.0221 
Stddev 6.3602 .05144 3.426 .02350 .88890 .6502 
%RSD 1273.1 5.5036 17.827 5.1212 170,34 32.154 

#1 -4.9969 .89828 16.796 .47549 1.1504 2.4818 
#2 3.9977 .97102 21.642 .44226 -.10670 1.5623 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.1897 .73310 -.05520 2.0775 
Stddev 1.8553 .48344 .28750 .0502 
%RSD 155.96 65.944 520.83 2.4180 

#1 2.5016 1.0749 .14809 2.1131 
#2 -.12227 .39126 -.25849 2.0420 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICB Acquired: 11/29/2007 15:03:45 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8704.0 10052. 132170. 21118. 
Stddev 12.7 1. 570. 5. 
%RSD .14632 .00774 .43123 .02547 

#1 8713.0 10052. 132570. 21114. 
#2 8695.0 10051. 131760. 21122. 
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Sample Name: CRI Acquired: 11/29/2007 15:06:30 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y 2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 10.327 47.844 9.4966 .45065 5.1220 38.055 
Stddev .238 11.189 .1738 .08469 .0430 1.264 
%RSD 2.3005 23.386 1.8305 18.793 .83945 3.3226 

#1 10.159 55.755 9.3737 .51054 5.1525 38.949 
#2 10.495 39.932 9.6196 .39077 5.0916 37.161 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (YJ2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L Ug/L ug/L ug/L ug/L 
Avg 4.9882 52.213 10.807 26.622 48.430 -4.3062 
Stddev .0289 .021 .117 .055 .222 33.216 
%RSD .58020 .04030 1.0779 .20577 .45850 771.35 

#1 5.0087 52.198 10.890 26.584 48.273 -27.793 
#2 4.9678 52.228 10.725 26.661 48.587 19.181 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 
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Sample Name: CRI Acquired: 11/29/2007 15:06:30 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079(121} 257.610(131} 589.592 {57} 231.604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y 2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 32.326 18.558 18.285 42.116 12.020 60.742 
Stddev 1.921 .020 1.170 .050 .519 .602 
%RSD 5.9435 .10510 6.3993 .11859 4.3157 .99068 

#1 30.967 18.572 19.112 42.081 11.653 60.316 
#2 33.684 18.545 17.457 42.152 12.387 61.167 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

* 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 33.381 27.140 52.960 61.194 
Stddev 1.857 .026 .102 .098 
%RSD 5.5628 .09525 .19307 .15989 

#1 34.694 27.121 52.888 61.125 
#2 32.068 27.158 53.032 61.264 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 
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Sample Name: CRI Acquired: 11/29/2007 15:06:30 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224 .306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8698.4 10051. 131670. 20958. 
Stddev 7.4 11. 136. 132. 
%RSD .08554 .10691 .10306 .62977 

#1 8703.6 10043. 131770. 20864. 
#2 8693.1 10058. 131570. 21051. 



Sample Name: ICSA Acquired: 11/29/2007 15:09:11 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 (103} 396.152(85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y 3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.78080 237470. -.84217 -2.2444 1.4279 227760. 
Stddev .19368 1813. .79294 .0021 .0434 586. 
%RSD 24.806 .76325 94.155 .09316 3.0380 .25730 

#1 -.64384 238750. -1.4029 -2.2429 1.4586 228180. 
#2 -.91775 236190. -.28147 -2.2459 1.3973 227350. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716(126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.7917 3.1139 42.994 22.821 90836. -118.93 
Stddev .0270 .1229 .464 .045 685. 18.52 
%RSD 1.5089 3.9461 1.0793 .19793 .75378 15.576 

#1 1.8108 3.0270 42.666 22.853 91320. -132.03 
#2 1.7726 3.2007 43.323 22.789 90352. -105.83 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 
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Sample Name: ICSA Acquired: 11/29/2007 15:09; 11 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Mg279Q Mn2576 Na'5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220. 353 {453} 206 .833 {463} 
ISiRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 239500. 15.807 728.51 17.987 5.4190 -.21480 
Stddev 1872. .035 2.60 .354 1.2612 .29441 
%RSD .78168 .21992 .35736 1.9689 23.274 137.06 

#1 240820. 15.831 730.35 17.736 6.3108 -.42299 
#2 238170. 15.782 726.67 18.237 4.5272 -.00662 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292,402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -4.7058 -1.0148 -.99664 24.217 
Stddev 2.4264 1.7590 .23354 .085 
%RSD 51.563 173.34 23.433 .35055 

#1 -2.9900 .22903 -.83150 24.277 
#2 -6.4215 -2.2586 -1.1618 24.157 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 
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Sample Name: ICSA Acquired; 11/29/2007 15:09:11 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224,306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7137.1 9149.8 118690. 20404. 
Stddev 7.2 6.7 81. 105. 
%RSD .10067 .07329 .06825 .51629 

#1 7142.2 9154.6 118750. 20330. 
#2 7132.0 9145,1 118630. 20479. 



, Sample Name; ICSAB Acquired: 11/29/2007 15:11:57 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313 .042 {108} 317.933 {106} 
I S Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 210.05 243040. 94.057 505.46 477.09 233220. 
Stddev .29 960. .082 1.86 1.36 668. 
%RSD .13791 .39510 .08684 .36829 .28528 .28651 

#1 209.84 243720. 93.999 506.77 478.05 233690. 
#2 210.25 242360. 94.115 504.14 476.13 232740. 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit -

Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 ,940 {130} 766.490 {44} 
IS Ref (Y__2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 950.39 505.15 529.47 530.28 92492. -98.651 
Stddev .27 .20 1.24 .55 389. 22.566 
%RSD .02853 .03861 .23446 .10432 .42034 22.875 

#1 950.58 505.28 528.59 529.89 92767. -114.61 
#2 950.19 505.01 530.35 530.67 92217. -82.694 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 
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Sample Name: ICSAB Acquired: 11/29/2007 15:11:57 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 243470. 515,93 760.81 1032.3 52.987 597.08 
Stddev 1393. .85 2.70 .1 1.642 .97 
%RSD .57193 .16417 .35539 .00650 3.0991 .16197 

#1 244450. 515.33 762.72 1032.2 51.826 597.77 
#2 242480. 516.53 758.90 1032.3 54.148 596.40 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} ' 

IS Ref (Y_2243) (In2306) (Y 3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 50.312 93.756 495.10 1027.6 
Stddev 1.708 .550 .54 .9 
%RSD 3.3950 .58657 .10833 .08646 

• 

#1 51.520 93.367 494.73 1027.0 
#2 49.104 94.144 495.48 1028.3 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 
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Sample Name: ICSAB Acquired: 11/29/2007 15:11:57 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units . Cts/S Cts/S Cts/S Cts/S 
Avg 7122.5 9135.8 119110. 20554. 
Stddev 2.4 4.6 206. 124. 
%RSD .03337 .05000 .17304 .60144 

#1 7124.2 9139.1 119250. 20467. 
#2 7120,8 9132.6 118960. 20642. 
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Sample Name: CCV Acquired: 11/29/2007 15:14:38 Type: QC 
Method: TAL20071129B Mode: CO'NC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 622.51 4929.8 250.92 4978.9 122.30 12462. 
Stddev .82 25.7 1.08 25.2 .41 24. 
%RSD .13159 .52039 .43045 .50642 .33333 .19481 

#1 621.93 4911.7 250.15 4961.1 122.01 12444. 
#2 623.09 4948.0 251.68 4996.7 122.59 12479. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 KJ7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 126.35 1247.9 500.25 615.07 2455.1 12174. 
Stddev .01 2.6 .26 .45 13.6 42. 
%RSD .01021 .20790 .05267 .07381 .55359 .34606 

#1 126.36 1249.7 500.07 614.75 2445.5 12144. 
#2 126.34 1246.0 500.44 615.39 2464.7 12204. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

I • 

i 
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i Sample Name: CCV Acquired: 11/29/2007 15:14:38 Type: QC 
! Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 

User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 12376. 1266.3 12346. 1259.0 249.78 1250.6 
Stddev 4. .4 35. 2.9 .95 .6 
%RSD .03247 .02876 .28174 .23105 .37987 .04563 

#1 12373. 1266.6 12322. 1261.0 . 250.45 1250.2 
#2 12379. 1266.1 12371. 1256.9 249.11 1251.0 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090(472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 250.44 252.65 1246.8 1259.5 
Stddev 1.60 1.06 .8 2.1 
%RSD .63711 .41794 .06186 .16288 

#1 251.57 253.40 1246.3 1261.0 
#2 249.32 251.90 1247.4 1258.1 -

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/29/2007 15:14:38 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8248.9 9911.4 129580. 20878. 
Stddev 9.7 2.4 42. 5. 
%RSD .11778 .02392 .03257 .02271 

#1 8242.1 9909.7 129550. 20875. 
#2 8255.8 9913.0 129610. 20882. 



Sample Name: CCB Acquired: 11/29/2007 15:17:14 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .21694 32.901 -.91826 1.3334 .04701 45.888 
Stddev .36916 12.509 .29739 .4831 .00255 14.177 
%RSD 170.17 38.020 32.386 36.231 5.4219 30.896 

#1 -.04409 24.056 -.70797 .99180 .04882 35.863 
#2 .47798 41.746 -1.1285 1.6750 .04521 55.913 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228 .616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (YJ37T0) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .20826 .58475 .28910 .38728 28.576 29.148 
Stddev .02119 .03771 .21387 .19567 5.824 16.472 
%RSD 10.177 6.4491 73.979 50.523 20.379 56.512 

#1 .19328 .55808 .44033 .24892 24.459 17.500 
#2 .22325 ,61142 .13787 .52564 32.694 40.795 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

lliilllii 



Sample Name: CCB Acquired: 11/29/2007 15:17:14 Type: QC 
Method: TAL20071129B Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Unite ug/L ug/L Ug/L ug/L ug/L ug/L 
Avg 45.167 1.1856 21.360 1.0959 -.00299 2.5686 
Stddev 4.805 .0418 1.494 .0273 .78467 .3432 
%RSD 10.639 3.5235 6.9963 2.4949 26247. 13.361 

#1 41.769 1.1561 22.417 1.1152 -.55784 2.3260 
#2 48.565 1.2152 20.303 1.0765 .55186 2.8113 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
ISRef (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Ayg .90399 .38554 .27886 2.6553 
Stddev .67059 .45907 .08223 .0770 
%RSD 74.181 119.07 29.487 2.8983 

#1 .42981 .71015 .33700 2.6008 
#2 1.3782 .06093 .22072 2.7097 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 
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Sample Name: CCB Acquired: 11/29/2007 15:17:14 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 330.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8677.1 10057. 132160. 21091. 
Stddev 14.3 8. 151. 120. 
%RSD .16526 .07711 .11433 .56729 

#1 8687.2 10062. 132270. 21176. 
#2 8666.9 10051. 132060. 21006. 



Sample Name: 0008712-01 Acquired: 11/29/2007 15:19:59 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y1 Dilution: 1 Operator: SRV 
Comment: 121 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189 ,042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Ayg -.01418 136690. 56.492 1580.0 1.6033 35299. 
Stddev .21962 3399. .082 32.8 .0985 923. 
%RSD 1548.5 2.4864 .14570 2.0758 6.1443 2.6159 

#1 .14111 134290. 56.433 1556.8 1.5336 34646. 
#2 -.16948 139090. 56.550 1603.2 1.6730 35952. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.7447 96.339 164.27 200.53 164360. 29983. 
Stddev .1076 .149 1.33 .09 6125. 667. 
%RSD 1,8724 .15433 .80692 .04537 3.7269 2.2240 

#1 5.6687 96.234 163.33 200.60 160030. 29512. 
#2 5.8208 96.444 165.21 200.47 168690. 30455. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008712-01 Acquired: 11/29/2007 15:19:59 Type: Unk 
Method: TAL20071129B Mode: CONC Corn Factor: 1,000000 
User: admin Client sample ID: MH23Y1 Dilution: 1 Operator: SRV 
Comment: 121 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589,592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 27606. 5193.0 1506.5 118.50 280.76 7.7866 
Stddev 798. 34.2 25.8 .00 .34 .2341 
%RSD 2.8905 .65939 1.7103 .00156 .11979 3.0062 

#1 27042. 5168.8 1488.2 118.50 280.52 7.9522 
#2 28170. 5217.2 1524.7 118.50 280.99 7.6211 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2D62 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.3971 -7.4592 374.72 750.33 
Stddev .2646 1.1996 1.13 2.83 
%RSD 18.943 16.082 .30171 .37665 

#1 1.2099 -8.3075 373.92 748.33 
#2 1.5842 -6.6110 375,52 752.33 

Check ? None None Ndne None 
Value 
Range 
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Sample Name: 0008712-01 Acquired: 11/29/200715:19:59 Type: Unk 
Method: TAL20071129B Mode: CONIC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y1 Dilution: 1 Operator: SRV 
Comment: 121 

Int. Std. !n2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7406.0 10094. 131430. 22196. 
Stddev 43.3 82. 409. 254. 
%RSD .58402 .81039 .31118 1.1442 

#1 7375.4 10036. 131140. 22375. 
#2 7436.6 10152. 131720. 22016. 



Sample Name: 0008712-01D Acquired: 11/29/2007 15:22:50 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y1D Dilution: 1 Operator: SRV 
Comment: 122 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313 .042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y 3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.11847 137470. 55.027 1575.2 1.6728 35593. 
Stddev .26744 3714. .757 37.7 .1018 994. 
%RSD 225.75 2.7020 1.3759 2.3910 6.0863 2.7921 

#1 .07064 134840. 54,492 1548.6 1.6008 . 34890. 
#2 -.30758 140090. 55.563 1601.9 1.7448 36296. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267. 716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.8589 96.752 166.33 198.69 165330. 30095. 
Stddev .0326 .239 .18 .23 5579. 703. 
%RSD .55624 .24732 .10542 .11670 3.3742 2.3371 

#1 5.8820 96.583 166.46 198.85 161390. 29597. 
#2 5.8359 96.921 166.21 198.52 169280. 30592. 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008712-01D Acquired: 11/29/2007 15:22:50 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID; MH23Y1D Dilution: 1 Operator: SRV 
Comment: 122 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279,079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 27875. 5272.3 1502.8 119.43 282.96 5.1679 
Stddev 846. 21.3 45.1 .64 .18 .0648 
%RSD 3.0336 .40460 3.0035 .53596 .06529 1.2529 

#1 27277. 5287.4 1470.9 118.98 282.83 5.1221 
#2 28472. 5257.2 1534.8 119.89 283.09 5.2137 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.8894 -8.2075 374.76 761.62 
Stddev .0207 .0340 .11 2.36 
%RSD 1.0931 .41371 .02987 .30939 

#1 1.8748 -8.1835 374.84 759.96 
#2 1.9040 -8.2315 374.68 763.29 

Check ? None None None None 
Value 
Range 



Sample Name: 0008712-01D Acquired: 11/29/2007 15:22:50 Type: Link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admjn Client sample ID: MH23Y1D Dilution; 1 Operator: SRV 
Comment: 122 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7488.6 10262. 132660. 22493. 
Stddev 1:9.3 24. 972. 264. 
%RSD .25819 .23018 .73269 1.1737 

#1 7474.9 10245. 131970. 22679. 
#2 7502.2 10278. 133350. 22306. 

111111122 



Sample Name: 0008712-01S Acquired: 11/29/2007 15:25:42 Type: link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y1S Dilution: 1 Operator: SRV 
Comment: 123 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 3" 17.933 {106} 
IS Ref (Y 3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 84.951 159220. 128.81 5404.6 87.545 40518. 
Stddev .254 4179. .39 120.5 1.992 1107. 
%RSD .29848 2.6248 .29990 2.2297 2.2754 2.7310 

#1 85.131 156260. 129.08 5319.4 86.136 39735. 
#2 84.772 162170. 128.54 5489.9 88.953 41300. 

Check? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 86.794 1110.6 547.10 674.32 183150. 34100. 
Stddev .003 .0 .86 .27 4622. 865. 
%RSD .00303 .00020 .15699 .04067 2.5237 2.5368 

#1 86.792 1110.6 546.50 674.51 179880. 33488. 
#2 86.796 1110.6 547.71 674.12 186410. 34711. 

Check? None None None None None None 
Value 
Range 

fiSSS Mil23 



Sample Name: 0008712-01S Acquired: 11/29/2007 15:25:42 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y1S Dilution: 1 Operator: SRV 
Comment: 123 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 31082. 6529.8 1853.3 1131.0 366.24 174.64 
Stddev 914. 12.6 41.9 .9 .49 1.18 
%RSD 2.9421 .19317 2.2604 .08334 .13344 .67819 

#1 30435. 6520.9 1823.7 1131.7 366.59 175.48 
#2 31728. 6538.7 1883.0 1130.4 365.90 173.80 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 81.578 79.799 1310.7 1838.0 
Stddev 2.039 .783 1.9 2.7 
%RSD 2.5000 .98124 .14785 .14581 

#1 83.020 80.353 1309.3 1839.9 
#2 80.136 79.245 1312.0 1836.1 

Check ? None None None None 
Value 
Range 

IS I B I S 12.4 



Sample Name; 0008712-01S Acquired: 11/29/2007 15:25:42 Type: Unk 
Method: TAL2Q071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y1S Dilution: 1 Operator: SRV 
Comment: 123 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360 .073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7387.6 10278. 133220. 22809. 
Stddev 22.5 26. 442. 291. 
%RSD .30520 .24812 .33169 1.2775 

#1 7371.6 10260. 132910. 23015. 
#2 7403.5 10296. 133540. 22603. 

SiSliil25 



Sample Name: 0008712-01L Acquired: 11/29/2007 15:28:31 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y1L Dilution: 1 Operator: SRV 
Comment: 124 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3l79 
Line 328.068 {103} 396 . 152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_37l0) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.07486 30429. 11.880 346.32 .43724 7980.9 
Stddev .02400 10. .022 .71 .02283 1..1 
%RSD 32.060 .03407 .18148 .20513 5.2218 .01329 

#1 -.05789 30436. 11.895 345.82 .42109 7980.2 
#2 -.09183 30421. 11.865 346.82 .45338 7981.7 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (YJ3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.3428 19.711 36.964 42.469 38239. 6714.5 
Stddev .0095 .098 .087 .032 2. 31.9 
%RSD .71006 .49725 .23428 .07474 .00494 .47466 

#1 1.3361 19.780 37.025 42.491 38240. 6692.0 
#2 1.3495 19.642 36.903 42.446 38238. 6737.1 

Check ? None None None None None None 
Value 
Range 

fflaaaaaiafi 



Sample Name: 0008712-01L Acquired: 11/29/2007 15:28:31 Type: link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y1L Dilution: 1 Operator: SRV 
Comment: 124 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6314.6 1205.0 337.51 24.206 57.369 .45232 
Stddev 25.5 1.2 .36 .044 1.306 .59097 
%RSD .40310 .09553 .10783 .18089 2.2768 130.65 

#1 6332.6 1205.8 337.26 24.237 58.292 .87020 
#2 6296.6 1204.2 337.77 24.175 56.445 .03444 

Check? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .89791 -1.4522 81.668 155.22 
Stddev 1.2379 1.0597 .581 .30 
%RSD 137.86 72.973 .71089 .19105 

#1 1.7732 -.70285 81.258 155.43 
#2 .02260 -2.2015 82.079 155.01 

Check ? None None None None 
Value 
Range 

9aSflS'S127 



Sample Name: 0008712-01L Acquired: 11/29/2007 15:28:31 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Y1L Dilution: 1 Operator: SRV 
Comment: 124 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8383.9 10294. 134340. 21859. 
Stddev 20.8 25. 36. 37. 
%RSD .24800 .24082 .02668 .16752 

#1 8398.6 10312. 134310. 21833. 
#2 8369.2 10277. 134360. 21885. 

laiiiai2S 



Sample Name: 0008712-03 Acquired: 11/29/2007 15:31:14 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z7 Dilution: 1 Operator: SRV 
Comment: 125 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 1* J9.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.3232 134290. 57.375 1774.6 3,4352 34844. 
Stddev .1604 3551. .776 39.4 .1079 1029. 
%'RSD 12.123 2.6446 1.3518 2.2180 3.1416 2.9533 

#1 1,4367 131770. 57.923 1746.8 3.3589 34116. 
#2 1.2098 136800, 56.826 1802,4 3.5115 35572. 

Check ? None None None None None None 
Value -

Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228,616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.6763 102.38 208.65 195.00 171160. 30100. 
Stddev .0964 .38 .01 .22 5753. 802. 
%RSD 1.6990 .37454 .00494 .11404 3.3615 2.6642 

#1 5.6081 102.65 208.64 195.16 167090. 29533. 
#2 5.7445 102.11 208.66 194.85 175220, 30667. 

Check ? None None None None None None 
Value 
Range 

mmsmm 



Sample Name: 0008712-03 Acquired: 11/29/2007 15:31:14 Type: link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z7 Dilution: 1 Operator: SRV 
Comment: 125 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079(121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y 3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L Ug/L 
Avg 27731. 6140.1 1465.3 146.16 328.13 6.8249 
Stddev 872. 22.7 37.1 .45 1.54 .2037 
%RSD 3.1459 .37012 2:5340 .30466 .46909 2.9844 

#1 27114. 6156.2 1439.1 146.47 327.05 6.9689 
#2 28348. 6124.1 1491.6 145.84 329.22 6.6808 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
ISRef (Y 2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .11475 -4.0315 388.50 704.45 
Stddev 1.9530 .8396 1.23 1.74 
%RSD 1702.0 20.825 .31630 .24765 

#1 1.4957 -3.4378 387.63 703.22 
#2 -1.2662 -4.6251 389.37 705.68 

Check ? None None None None 
Value -

Range -

i 3.1! 



Sample Name: 0008712-03 Acquired: 11/29/2007 15:31:14 Type: link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z7 Dilution: 1 Operator: SRV 
Comment: 125 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S cts/s Cts/S Cts/S 
Avg 7434.9 10147. 131120. 22566. 
Stddev 29.0 53. 974. 354. 
%RSD .38952 .52703 .74269 1.5682 

#1 7414.4 10109. 130430. 22816. 
#2 7455.4 10185. 131810. 22315. 



Sample Name: 0008712-06 Acquired: 11/29/2007 15:34:07 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24A0 Dilution: 1 Operator: SRV 
Comment: 126 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 (103} 396.152 {85} 189.042 {478} 455.403 {74} 31 13.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.76466 147520. 48.119 2314.1 1.9211 40921. 
Stddev .08547 509. .698 7.6 .0249 192. 
%RSD 11.178 .34502 1.4510 .32945 1.2934 .46833 

#1 -.70422 147160. 47.626 2308.7 1.9387 40785. 
#2 -.82510 147880. 48.613 2319.5 1.9035 41056. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324. .754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.9339 116.37 244.80 205.77 184770. 32285. 
Stddev .0482 .06 .49 .64 2521. 149. 
%RSD .97767 .05339 .20130 .31083 1.3643 .46288 

#1 4.8998 116.42 245.14 206.22 182990. 32179. 
#2 4.9680 116.33 244.45 205.32 186560. 32390. 

Check ? None None None None None None 
Value 
Range 

aa&asfli32 



Sample Name: 0008712-06 Acquired: 11/29/2007 15:34:07 Type: Unk 
Method: TAL20071129B Mode: CONC , Corr. Factor: 1.000000 
User: admin Client sample ID: MH24A0 Dilution: 1 Operator: SRV 
Comment: 126 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279,079 {121} 257.610 {131} 589.592 {57} 231,604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 34680. 6537.8 1768.8 172.43 220.99 3.4709 
Stddev 194. 1,2 .2 .16 .13 .9310 
%RSD .55839 .01815 .01144 .09361 .05912 26.824 

#1 34543. 6537.0 1768.9 172.55 221.08 4.1292 
#2 34817. 6538.6 1768.6 172.32 220.89 2.8126 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.37147 -7.3498 430.69 679.65 
Stddev .01202 .8406 1.10 1.39 
%RSD 3.2368 11.437 .25597 .20497 

#1 -.36297 -7.9442 431.47 678.67 
#2 -.37997 -6.7555 429.91 680.64 

Check ? None None None None 
Value 
Range 

«&aassi33 



Sample Name: 0008712-06 Acquired: 11/29/2007 15:34:07 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24A0 Dilution: 1 Operator: SRV 
Comment: 126 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7482.7 10455. 135430. 22733. 
Stddev 5.8 24. 735. 67. 
%RSD .07745 .22575 .54271 .29446 

#1 7478.6 10438. 134910. 22686. 
#2 7486.8 10472. 135950. 22781. 



Sample Name: ZZZZZ Acquired: 11/29/2007 15:36:58 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: 77777 Dilution: 1 Operator: SRV 
Comment: 127 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y 3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .01578 200.90 -.43235 2.7902 -.03762 63.313 
Stddev .04209 7.42 .24911 .1626 .01725 1.189 
%RSD 266.73 3.6940 57.619 5.8272 45.850 1.8783 

#1 .04554 206.15 -.25620 2.9052 -.04981 64.154 
#2 -.01398 195.66 -.60850 2.6752 -.02542 62.473 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.06815 .00618 .05813 .08775 262.28 84.200 
Stddev .04068 .08634 .04102 .03182 6.07 42.431 
%RSD 59.692 1397.3 70.572 36.266 2.3128 50.394 

#1 -.09692 .06723 .08714 .06525 266.57 54.196 
#2 -.03939 -.05487 .02912 .11025 257.99 114.20 

Check ? None None None None None None 
Value 
Range 



Sample Name: ZZZZZ Acquired: 11/29/2007 15:36:58 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: 77777 Dilution: 1 Operator: SRV 
Comment: 127 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079(121} 257.610 {131} 589.592 { 57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units Ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 44.203 11.858 12.209 .56665 -.05859 -.79837 
Stddev .690 1.110 5.669 .29171 .16010 .39579 
%RSD 1.5612 9.3585 46.435 51.479 273.26 49.575 

#1 43.715 11.073 8.2006 .77292 -.17180 -.51850 
#2 44.691 12.642 16.218 .36038 .05462 -1.0782 

Check ? None None None None None None 
Value 
Range 

' 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090(472} 190. 856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .70264 -.06223 .58433 2.7321 
Stddev 2.3250 .44498 .04474 .3153 
%RSD 330.90 715.05 7.6568 11.540 

#1 -.94140 -.37688 .61596 2.9550 
#2 2.3467 .25242 .55269 2.5091 

Check ? None None None None 
Value 
Range 

0IflflSll3E 



Sample Name: 77777 Acquired: 11/29/2007 15:36:58 Type: link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: 77777 Dilution: 1 Operator: SRV 
Comment: 127 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8897.2 10357. 137300. 21511. 
Stddev 29.9 52. 11. 118. 
%RSD .33633 .50490 .00767 .54870 

#1 8918.3 10394. 137300. 21428. 
#2 8876.0 10320. 137310. 21595. 



Sample Name: ZZZZZ Acquired: 11/29/200715:39:43 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: 77777 Dilution: 1 Operator: SRV 
Comment: 128 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396 .152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L Ug/L ug/L 
Avg 81.700 1108.9 2359.2 11.017 47.131 411700. 
Stddev 1.073 37.7 3.1 .091 1.499 17537. 
%RSD 1.3131 3.3967 .13010 .82344 3.1813 4.2595 

#1 80.941 1082.2 2361.4 10.952 46.071 399300. 
#2 82.458 1135.5 2357.0 11.081 48.192 424100. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 112.52 383.56 261.19 17608. 59057. 177.83 
Stddev .26 .27 .66 91. 2016. 7.85 
%RSD .23101 .07045 .25160 .51490 3.4139 4.4120 

#1 112.70 383.37 261.65 17544. 57631. 172.28 
#2 112.33 383.75 260.72 17672. 60482. 183.38 

Check ? None None None None None None 
Value 
Range 

BB'SSB.S 1:3S 



Sample Name: 77777 Acquired: 11/29/2007 15:39:43 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: 77777 Dilution: 1 Operator: SRV 
Comment: 128 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 261690. 573.05 90.031 156.74 537.62 636.19 
Stddev 10507. .50 .830 .31 .13 2.98 
%RSD 4,0152 .08795 .92176 .19823 .02357 .46792 

#1 254260. 572.70 89.444 156.96 537.53 638.30 
#2 269120. 573.41 90.618 156.52 537.71 634.09 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 96.421 81.402 169.79 453.88 
Stddev .765 .563 1.06 1.57 
%RSD .79290 .69152 .62406 .34634 

#1 96.962 81.004 169.04 452.77 
#2 95.880 81.800 170.54 454.99 

Check ? None None None None 
Value 
Range 
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Sample Name: ZZZZZ Acquired: 11/29/2007 15:39:43 Type: Link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID; ZZZZZ Dilution:! Operator: SRV 
Comment: 128 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 6774.6 8649.6 115040. 19725. 
Stddev 37.6 66.7 575. 469. 
%RSD .55561 .77156 .50019 2.3792 

#1 6748.0 8602.4 114640. 20056. 
#2 6801.2 8696.8 115450. 19393. 



Sample Name: 0008723-04 Acquired: 11/29/2007 15:42:32 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F9 Dilution: 1 Operator: SRV 
Comment: 129 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189,042 {478} 455.403 {74} 313.042 {108} 317 .933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y 3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 22.719 108780. 88.992 2011.5 3.8220 68850. 
Stddev .633 1855. .172 38.3 .0526 1210. 
%RSD 2.7849 1.7050 .19286 1.9035 1.3769 1.7572 

#1 23.167 110090. 89.113 2038.5 3.8592 69705. 
#2 22.272 107470. 88.870 1984.4 3.7848 67994. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 73.138 46.391 145.40 702.65 113700. 27294. 
Stddev .057 .137 .26 .70 1890. 435. 
%RSD .07756 .29579 .17842 .09933 1,6624 1.5934 

#1 73.098 46.293 145.21 702.15 115030. 27602. 
#2 73.178 46.488 145.58 703.14 112360. 26987. 

Check ? None None None None None None 
Value 
Range 

itiiasiJi 



Sample Name: 0008723-04 Acquired: 11/29/2007 15:42:32 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: MH24F9 Dilution: 1 Operator: SRV 
Comment: 129 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 SP2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 2C >6.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y 3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 42281. 876.37 4896.8 104.67 5858.1 168.39 
Stddev 624. 2.41 84.4 .04 .3 .28 
%RSD 1.4756 .27474 1.7244 .04192 .00573 .16356 

#1 42722. 874.67 4956.5 104.64 5858.3 168.58 
#2 41840. 878.07 4837.1 104.71 5857.8 168.19 

Check? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 10.914 -1.2135 205.70 6314.7 
Stddev .980 1.4870 .87 6.7 
%RSD 8.9817 122.54 .42065 .10559 

#1 10.221 -.16202 205.08 6309.9 
#2 11.607 -2.2649 206.31 6319.4 

Check? None None None None 
Value 
Range 



Sample Name: 0008723-04 Acquired: 11/29/200715:42:32 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID; MH24F9 Dilution: 1 Operator: SRV 
Comment: 129 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line' 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7493.0 10062. 132420. 22140. 
Stddev 35.0 54. 37. 410. 
%'RSD .46717 .53772 .02776 1.8526 

#1 7468.3 10023. 132440. 21850. 
#2 7517.8 10100. 132390. 22431. 



Sample Name: BLANK Acquired: 11/29/2007 15:45:10 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152(85} 189.042(478} 455.403 {74} 313.042 {108)317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y 2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.16975 34.020 -.70571 -.09406 -.03112 22.151 
Stddev .12098 18.631 .49963 .25305 .05159 13.995 
%RSD 71.268 54.765 70.799 269.01 165.75 63.179 

#1 -.25530 47.194 -.35241 .08487 .00536 32.048 
#2 -.08421 20.846 -1.0590 -.27300 -.06760 12.255 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267. .716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (Jn2306) (Y_3600) (Y_3600) (Y_3710) (Y3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .07080 -.37081 -.27185 -.52045 38.082 1.0929 
Stddev .05706 .02946 .14816 .09611 20.834 9.1741 
%RSD 80.598 7.9440 54.501 18.466 54.707 839.45 

m .11114 -.39164 -.16709 -.58841 52.814 7.5800 
#2 .03045 -.34998 -.37662 -.45249 23.350 -5.3942 

Check ? None None None None None None 
Value 
Range 

/ 
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Sample Name: BLANK Acquired: 11/29/2007 15:45:10 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 N12316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 14.454 -.16391 7.1283 -.33705 .60652 -.04658 
Stddev 18.472 .00519 1.0024 .29216 .70526 1.4161 
%RSD 127.80 3.1684 14.062 86.680 116.28 3039.9 

#1 27.516 -.16024 6.4195 -.54364 .10783 -1.0479 
#2 1.3921 -.16758 7.8371 -.13047 1.1052 .95474 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.6706 -1.5435 -.26037 .25234 
Stddev .2130 .2215 .32004 .06377 
%RSD 12.750 14.352 122.92 25.272 

#1 1.8212 -1.3868 -.03407 .29743 
#2 1.5199 -1.7001 -.48667 .20724 

Check ? None None None None 
Value 
Range 
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Sample Name: BLANK Acquired: 11/29/2007 15:45:10 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8535.1 10034. 132680. 21058. 
Stddev 2.0 13. 391. 207. 
%RSD .02325 .13439 .29463 .98239 

#1 8533.7 10025. 132400. 21204. 
#2 8536.5 10044. 132960. 20912. 



Sample Name: CCV Acquired: 11/29/2007 15:47:53 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID; CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (YJ3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 619.66 4913.2 247.97 4926.8 120.34 12311. 
Stddev .18 67.0 .09 58.1 1.35 132. 
%RSD .02882 1.3643 .03509 1.1789 1.1253 1.0739 

#1 619.79 4865.8 248.03 4885.8 119.38 12217. 
#2 619.54 4960.6 247.91 4967.9 121.30 12404. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg: 125.36 1238.2 497.41 606.02 2410.3 12189. 
Stddev .08 .4 .87 2.12 23.9 146. 
%RSD .06085 .03582 .17581 .35061 .99100 1.1961 

#1 125.41 1238.5 496.80 604.52 2393.4 12086. 
#2 125.30 1237.9 498.03 607.53 2427.2 12293. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 
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Sample Name: CCV Acquired: 11/29/2007 i 5:47:53 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220 .353 {453} 206.833 {463} 
IS Ret (Y_3710) (Y_3600) (Y_3710) (In2306) (Ih2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 12170. 1255.4 12208. 1251.6 250.15 1232.6 
Stddev 141. 1.1 135. .4 .47 1.3 
%RSD 1.1565 .08991 1.1056 .03556 .18713 .10797 

#1 12070. 1256.2 12112. 1251.9 249.82 1231.7 
#2 12269. 1254.6 12303. 1251.3 250.48 1233.6 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 246.50 250.33 1233.3 1257.0 
Stddev .10 .93 •5 .8 
%RSD .03856 .37300 .03912 .06419 

#1 246.43 249.67 1233.6 1257.5 
#2 246.57 250.99 1232.9 1256.4 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 
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Sample Name: CCV Acquired: 11/29/2007 15:47:53 Type: QC 
Method: TAL200711:29B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8456.2 10196. 133850. 21529. 
Stddev 16.6 16. 194. 214. 
%RSD .19633 .15684 .14489 .99523 

#1 8468.0 10207. 133990. 21681. 
#2 8444.5 10185. 133710. 21378. 



Sample Name: CCB Acquired: 11/29/2007 15:50:29 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 

: Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .92155 26.456 .12574 3.4218 .08247 42.560 
Stddev .77834 3.002 .06940 .9460 .00866 5.930 
%RSD 84.460 11.346 55.197 27.646 10.505 13.934 

#1 .37118 24.333 .17481 4.0907 .07635 46.753 
#2 1.4719 28.578 .07666 2.7529 .08860 38.367 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .10099 1.0187 .35929 .94840 26.389 53.431 
Stddev .00911 .1525 .14970 .50046 2.718 28.302 
%RSD 9.0240 14.968 41.666 52.769 10.299 52.969 

#1 .10744 1.1265 .25344 .59452 28.311 73.444 
#2 .09455 .91085 .46515 1.3023 24.467 33.419 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 
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Sample Name: CGB Acquired: 11/29/2007 15:50:29 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y__3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 38.831 2.0083 29.915 1.4546 1.0305 2.8629 
Stddev 1.245 .7857 1.387 .0493 .0712 1.2789 
%RSD 3.2072 39.121 4.6370 3.3869 6.9114 44.671 

#1 39.711 1.4528 28.934 1.4895 .98015 3.7672 
#2 37.950 2.5639 30.896 1.4198 1.0809 1.9586 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Sel960 Til 908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y__2243) (ln2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.2856 .55959 1.1836 3.3350 
Stddev .0456 .23894 .7264 ,0840 
%RSD 3.5455 42.698 61.374 2.5191 

#1 1.2533 .39064 .66993 3.3944 
#2 1.3178 .72854 1.6972 3.2756 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 
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Sample Name: CCB Acquired: 11/29/2007 15:50:29 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306(450} 360.073 ( 94} 371 .030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8807.3 10249. 135080. 21172. 
Stddev .9 3. 224. 409. 
%RSD .01028 .03106 .16565 1.9307 

#1 8806.7 10251. 135240. 20883. 
#2 8807.9 10247. 134920. 21461. 



Sample Name: 0008723-05 Acquired: 11/29/2007 i 5:53:30 Type: Link 
Method: TAL20071129B Mode: CONC Corr. Factor 1.000000 
User: admin Client sample ID: MH24G0 Dilution: 1 Operator: SRV 
Comment: 130 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 31 17.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 8.8685 147330. 119.56 2086.7 2.0533 48696. 
Stddev .1356 2411. .97 28.5 .1152 892. 
%RSD 1.5289 1.6367 .80791 1.3657 5.6108 1.8313 

#1 8.9644 145620. 118.88 2066.5 1.9718 48066. 
#2 8.7726 149030. 120.25 2106.8 2.1348 49327. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 C02286 Cr2677 CU3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 31.791 111.09 227.63 402,30 167260. 40145. 
Stddev .158 .40 1.24 3.12 4920. 732. 
%RSD .49686 .35974 .54547 .77447 2.9416 1.8227 

#1 31.679 110.81 228.51 404.50 163780. 39628. 
#2 31.903 111.37 226.76 400.10 170740. 40663. 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008723-05 Acquired: 11/29/2007 15:53:30 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G0 Dilution: 1 Operator: SRV 
Comment: 130 

Elem . Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206. 833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 35260. 8262.4 1636.7 172.96 1754.5 65.057 
Stddev 696. 52.4 27.7 .22 4.3 .534 
%RSD 1.9727 .63464 1.6947 .12643 .24408 .82020 

#1 34768. 8299.5 1617.1 172.80 1751.5 64.680 
#2 35752. 8225.3 1656.3 173.11 1757.6 65.435 

Check? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 4.5425 -2.7247 393.41 8003.8 
Stddev .0255 1.5874 2.05 31.0 
%RSD .56032 58.259 .52228 .38673 

#1 4.5605 -3.8471 394.86 7981.9 
#2 4.5245 -1.6022 391.96 8025.6 

Check ? None None None None 
Value 
Range 
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Sample Name: 0008723-05 Acquired: 11/29/2007 15:53:30 Type: link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G0 Dilution: 1 Operator: SRV 
Comment: 130 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360. 073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7337.5 10002. 131120. 22403. 
Stddev 34.1 45. 1740. 232. 
%RSD .46454 .44807 1.3267 1.0336 

#1 7313.4 9970.2 129890. 22566. 
#2 7361.6 10034. 132350. 22239. 



Sample Name: 0008723-06 Acquired: 11/29/2007 15:56:21 Type: Unk 
Method: TAL20071129B Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G1 Dilution: 1 Operator: SRV 
Comment: 131 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152(85} 189.042(478} 455.403 ( 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L Ug/L ug/L ug/L ug/L ug/L 
Avg 3.5261 151780. 64.714 2335.7 1.3899 63352. 
Stddev .1305 2134. .046 24.7 .0755 999. 
%RSD 3.7014 1.4060 .07059 1.0558 5.4326 1.5767 

#1 3.6184 150270. 64.682 2318.3 1.4433 62645. 
#2 3.4338 153290. 64.746 2353,2 1.3365 64058. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L Ug/L ug/L ug/L ug/L ug/L 
Avg 9.7758 104.99 247.59 269.36 160620. 36425. 
Stddev .0355 .01 1.55 .12 2854. 434. 
%RSD .36345 .00705 .62749 .04508 1.7768 1.1923 

#1 9.8009 104.99 246.49 269.45 158600. 36118. 
#2 9.7507 105.00 248.69 269.28 162640. 36732. 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008723-06 Acquired: 11/29/2007 15:56:21 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G1 Dilution: 1 Operator: SRV 
Comment: 131 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (!n2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 41162. 4860.0 3555.2 207.30 740.80 16.876 
Stddev 649. 5.4 47.8 .06 1.54 .598 
%RSD 1.5777 .11209 1.3456 .02721 .20822 3.5462 

#1 40703. 4863.8 3521.3 207.34 741.89 16.453 
#2 41622. 4856.1 3589.0 207.26 739.71 17.300 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .15501 -9.0290 411.83 1291.6 
Stddev 2.6667 .0584 1.35 .9 
%RSD 1720.3 .64632 .32823 .07281 

#1 2.0406 -8.9878 410.87 1292.2 
#2 -1.7306 -9.0703 412.79 1290.9 

Check ? None None None None 
Value 
Range 

<8998991 5*7 



Sample Name: 00087234)6 Acquired: 11/29/2007 15:56:21 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G1 Dilution: 1 Operator: SRV 
Comment: 131 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360,073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7410.1 10087. 132010. 22528. 
Stddev 31.8 52. 524. 114. 
%RSD .42889 .52023 .39688 .50419 

#1 7387.7 10050. 131630. 22608. 
#2 7432.6 10124, 132380. 22447. 

msassisB 



Sample Name: 0008723-07 Acquired: 11/29/2007 15:59:12 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G2 Dilution: 1 Operator: SRV 
Comment: 132 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933(106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.2153 150710. 50.490 1895.7 1.8362 72605. 
Stddev .1324 6088. .122 73.0 .0275 2973. 
%RSD 4.1188 4.0397 .24197 3.8488 1.4971 4.0941 

#1 3.1216 146410. 50.576 1844.1 1.8168 70503. 
#2 3.3089 155020. 50.404 1947.3 1.8556 74706. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324, ,754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 7.9161 105.12 205.95 243.27 163940. 34892. 
Stddev .0244 .00 .69 .15 6615. 1367. 
%RSD .30843 .00147 .33565 .06224 4.0350 3.9181 

#1 7.8989 105.12 205.46 243.38 159270. 33925. 
#2 7.9334 105.12 206.44 243.16 168620. 35859. 

Check ? None None None None None None 
Value 
Range 

1111114111111-59 



Sample Name: 0008723-07 Acquired: 11/29/2007 15:59:12 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G2 Dilution: 1 Operator: SRV 
Comment: 132 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231. 604 {445} 220.353 {453} 206.1 *33 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) i (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 40599. 4763.8 2062.8 179.98 581.40 11.615 
Stddev 1750. .3 68.7 .57 .18 .506 
%RSD 4.3102 .00646 3.3306 .31462 .03010 4.3602 

#1 39362. 4764.0 2014.3 179.58 581.27 11.974 
#2 41837. 4763.6 2111.4 180,38 581.52 11.257 

Check? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1,2621 -8.9130 429,70 1037.7 
Stddev 3.6098 .4265 .13 3.5 
%RSD 286.02 4.7849 .03134 .34163 

#1 3.8146 -9.2146 429.79 1035.2 
#2 -1.2905 -8.6115 429.60 1040.2 

Check ? None None None None 
Value < 

Range 

ifiJl 



Sample Name: 0008723-07 Acquired: 11/29/2007 15:59:12 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G2 Dilution: 1 Operator: SRV 
Comment: 132 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306{450} 360.073{94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7435,0 10161. 133700. 22876. 
Stddev 11.2 20. 304. 602. 
%RSD .15045 .20157 .22711 2.6324 

#1 7427.1 10146. 133490. 23302. 
#2 7442.9 10175. 133920. 22450. 

Sifiiiffl'JUGI 



Sample Name: 0008723-08 Acquired: 11/29/2007 16:02:04 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G3 Dilution: 1 Operator: SRV 
Comment: 133 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3l30 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 8.2528 136330. 99.992 1841.4 3.2920 50036. 
Stddev .0874 1469. .474 12.0 .0438 597. 
%RSD 1.0589 1.0778 .47412 .65278 1.3315 1,1940 

#1 8.3146 135290. 100.33 1832.9 3.2610 49614. 
#2 8.1910 137370. 99.657 1849.9 3.3230 50459. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 16.221 93.181 164.57 358.38 155390. 38465. 
Stddev .037 .025 1.04 .70 186. 303. 
%RSD .22846 .02698 ,63479 .19661 .11988 ,78892 

#1 16.195 93.199 163.83 357,88 155520. 38251. 
#2 16.248 93.163 165.31 358.87 155250. 38680. 

Check ? None None None None None None 
Value 
Range 

Q B f l B f i'S 1 E2  



Sample Name: 0008723-08 Acquired: 11/29/200716:02:04 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G3 Dilution: 1 Operator: SRV 
Comment: 133 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 34734. 6271.4 1314.7 127.08 1512.7 32.833 
Stddev 609. 33.5 14.2 .49 2.1 .867 
%RSD 1.7543 .53350 1.0793 .38483 .13634 2.6413 

#1 34304. 6247.7 1304.7 126.73 1511.3 33.446 
#2 35165. 6295.1 1324.7 127.42 1514.2 32.220 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 4.2477 -3.8050 322.67 2409.7 
Stddev .4166 .1801 1.07 5.9 
%RSD 9.8075 4.7328 .33243 .24420 

#1 3.9531 -3.9324 321.91 2405.6 
#2 4.5423 -3.6777 323.42 2413.9 

Check ? None None None None 
Value 
Range 

i • . 



Sample Name: 0008723-08 Acquired: 11/29/2007 16:02:04 Type: Link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G3 Dilution: 1 Operator: SRV 
Comment: 133 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7514.2 10235. 135080. 22576. 
Stddev 21.8 30. 225. 71. 
%RSD .29057 .29381 .16663 .31639 

#1 7498.8 10214. 135240. 22525. 
#2 7529.6 10257. 134920. 22626. 

fflitfflfilllfij 



Sample Name: 0008723-09 Acquired: 11/29/2007 16:04:53 Type: link 
Method: TAL20071129B Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G4 Dilution: 1 Operator: SRV 
Comment: 134 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y 3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .95305 147320. 55.010 2310.7 -.16072 42994. 
Stddev .34358 1914. .159 25.4 .01025 666. 
%RSD 36.051 1.2991 .28847 1.0974 6.3757 1.5480 

#1 1.1960 145970. 54.897 2292.8 -.15347 42523. 
#2 .71010 148680. 55.122 2328.7 -.16796 43465. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259. 940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.9515 121.71 291.43 193.37 195060. 32584. 
Stddev .1262 .17 .08 .04 4810. 421. 
%RSD 2.1199 .13960 .02854 .02053 2.4661 1.2920 

#1 5.8623 121.59 291.37 193.39 191660. 32287. 
#2 6.0407 121.83 291.49 193.34 198460. 32882. 

Cheek? None None None None None None 
Value . 

Range 

Mill 111 1111:1. B5 
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Sample Name: 0008723-09 Acquired; 11/29/2007 16:04:53 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G4 Dilution: 1 Operator: SRV 
Comment: 134 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {1:21} 257.610 {131} 589.592 { 57} 2x J1.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 35077. 4901.2 2770.0 211.47 319.88 7.3548 
Stddev 710. 2.6 39.4 .29 1.74 .0364 
%RSD 2.0253 .05205 1.4242 .13765 .54324 .49487 

#1 34575. 4899.4 2742.1 211.27 321.11 7.3291 
#2 35580. 4903.0 2797.9 211,68 318.65 7.3805 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (in2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .92133 -10.162 582.85 873.65 
Stddev 1.7688 .052 .38 4.77 
%RSD 191.98 .51568 .06594 .54551 

#1 2.1721 -10.125 583.12 877.02 
#2 -.32941 -10.199 582.58 870.28 

Check ? None None None None 
Value 
Range 

Bilfllfl 1 fiti 



Sample Name: 0008723-09 Acquired: 11/29/2007 16:04:53 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G4 Dilution: 1 Operator: SRV 
Comment: 134 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7525.2 10331. 134320. 22711. 
Stddev 12.5 3. 86. 114. 
%RSD .16639 .02625 .06385 .50115 

#1 7516.3 10329. 134260. 22791. 
#2 7534.0 10333. 134380. 22630. 



Sample Name: BLANK Acquired: 11/29/2007 16:07:44 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 

; User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 3 13.042 {108} 317.933 {106} 
IS Ref (Y_3600) (YJ3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .12285 56.781 -1.3283 -.09547 -.03536 15.994 
Stddev .26580 35.959 .2590 .60183 .01811 8.281 
%RSD 216.36 63.329 19.496 630.38 51.224 51.772 

#1 .31080 82.209 -1.5114 .33009 -.04817 21.849 
#2 -.06510 31.354 -11.1452 -.52103 -.02255 10.139 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .11909 -.38449 -.15598 -.65912 75.557 -12.926 
Stddev .03574 .01192 .17024 .16449 41.914 5.090 
%RSD 30.013 3.1003 109.14 24.956 55.473 39.373 

#1 .14436 -.37606 -.27636 -.54281 105.19 -16.525 
#2 .09381 -.39292 -.03560 -.77543 45.920 -9.3275 

Check ? None None None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/29/2007 16:07:44 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (YJ3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 25.095 .08061 10.947 -.52626 -.09995 .43147 
Stddev 22.143 .13084 5.124 .20760 .45398 .18382 
%RSD 88.236 *162.32 46.810 39.448 454.22 42.603 

#1 40.752 .17313 14.571 -.67305 -.42096 .56145 
#2 9.4378 -.01191 7.3238 -.37947 .22107 .30149 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 2.1043 -1.4768 -.38736 .17612 
Stddev .5509 1.1304 .14136 .00324 
%RSD 26.181 76.543 36.493 1.8423 

#1 1.7147 -.67749 -.48731 .17383 
#2 2.4938 -2.2761 -.28740 17842 

Check ? None None None None 
Value 
Range 

laiiaaisa 



Sample Name: BLANK Acquired: 11/29/2007 16:07:44 Type: Link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8584.4 10123. 134700. 21490. 
Stddev 3.4 23. 195. 461. 
%RSD .03961 .22801 .14501 2.1452 

#1 8582.0 10107. 134560. 21816. 
#2 8586.8 10139. 134840. 21164. 



Sample Name: ZCRI Acquired: 11/29/2007 16:10:29 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: ! Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 10.210 48.886 9.1606 .49769 5.1405 34.532 
Stddev .228 .338 .2290 .05118 .0290 .778 
%RSD 2.2327 .69068 2.5000 10.284 .56495 2.2529 

#1 10.049 49.125 8.9987 .53388 5.1611 33.982 
#2 10.372 48.648 9.3226 .46150 5.1200 35.082 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range i 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.8251 51.682 10.607 25.591 53.426 -2.0491 
Stddev .0086 .000 .270 .179 .029 28.998 
%RSD .17865 .00037 2.5421 .70049 .05390 1415.2 

#1 4.8312 51.682 10.416 25.464 53.406 -22.553 
#2 4.8190 51.682 10.798 25.718 53.447 18.455 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 

11111:0171 
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Sample Name: ZCRI Acquired: 11/29/2007 16:10:29 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elern Mg2790 Mn2576 Na5895 Ni23l6 Pb2203 S52068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 23.903 18.393 16.831 42.216 12.519 57.072 
Stddev 8.116 .108 2.176 .135 .125 .817 
%RSD 33.953 .58617 12.928 .31920 .99536 1.4316 

#1 29.641 18.316 15.292 42.121 12.607 56.494 
#2 18.164 18.469 18.369 42.311 12.431 57.650 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 33.073 26.560 51.738 61.636 
Stddev .186 .026 .542 .283 
%RSD .56387 .09917 1.0481 .45920 

#1 33.205 26,579 51.355 61.836 
#2 32.941 26.542 52.122 61.436 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

smMmmnz 



Sample Name: ZCRI Acquired: 11/29/2007 16:10:29 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8915.0 10389. 137370. 21443. 
Stddev 22.2 34. 616. 114. 
%RSD .24871 .32465 .44847 .53199 

#1 8930.7 10413. 137810. 21363. 
#2 8899.3 10366. 136940. 21524. 



Sample Name; CRI Acquired: 11/29/2007 16:13:10 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152(85} 189.042 {478} 455.403 { 74} 313 .042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 10.315 38.634 9.4644 .35494 5.0819 36.364 
Stddev .324 2.860 .1005 .00945 .0007 .886 
%RSD 3.1397 7.4020 1.0618 2.6630 .01300 2.4359 

#1 10.544 40.656 9.3934 .36162 5.0824 36.991 
#2 10.086 36.612 9.5355 .34826 5.0815 35.738 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716(126} 324.754 {104} 259 .940(130} 766.490(44} 
IS Ref (YJ2243) (!n2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.9323 51.733 10.274 26.075 48.065 19.578 
Stddev .0365 .119 .192 .106 1.227 1.556 
%RSD .74046 .23082 1.8693 .40549 2.5519 7.9478 

#1 4.9065 51.649 10.138 26.150 48.933 20.679 
#2 4.9581 51.818 10.410 26.000 47.198 18.478 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 
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Sample Name: CRI Acquired: 11 /29/2007 16:13:10 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y__3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 24.225 18.232 11.273 42.055 11.696 59.364 
Stddev 5.686 .099 9.081 .103 .284 .569 
%RSD 23.469 .54263 80.559 .24609 2.4306 .95814 

#1 20.205 18.162 17.694 42.128 11.494 58.962 
#2 28.246 18.302 4.8514 41.982 11.897 59.766 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 111908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 32.242 25.581 51.984 61.039 
Stddev .408 .346 .130 .032 
%RSD 1.2659 1.3529 .25087 .05314 

#1 32.531 25.337 52.077 61.016 
#2 31.954 25.826 51.892 61.062 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 
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Sample Name; CRI Acquired: 11/29/2007 16:13:10 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units cts/s Cts/S Cts/S Cts/S 
Avg 8871.9 10309. 135280. 21385. 
Stddev 25.9 19. 71. 137. 
%RSD .29201 .18359 .05266 .64102 

#1 8890.2 10323. 135340. 21288. 
#2 8853.5 10296. 135230. 21482. 



Sample Name; ICSA Acquired; 11/29/200716:15:51 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y 3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.48596 233670. -1.0488 -2.3074 1,3361 224880. 
Stddev .14567 941. .3852 .0738 .0058 904. 
%RSD 29.976 .40287 36.727 3.2002 .43250 .40197 

#1 -.38295 233010. -.77645 -2.2552 1.3321 224240. 
#2 -.58896 234340. -1.3212 -2.3596 1.3402 225520. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.7044 3.0442 42.574 21.988 87008. -94.244 
Stddev .0180 .0329 .562 .488 325. 1.378 
%RSD 1.0580 1.0813 1.3199 2.2200 .37306 1.4625 

#1 1.6916 3.0210 42.971 22.333 86779. -95.219 
#2 1.7171 3.0675 42.176 21.643 87238. -93.269 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSA Acquired: 11/29/2007 16:15:51 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 231700. 15.759 723.66 17.595 5.2758 -.46722 
Stddev 951. .168 2.32 .061 2.6637 1.4294 
%RSD .41042 1.0654 .32107 .34780 50.489 305.93 

#1 231020. 15.878 722.02 17.551 7.1594 .54349 
#2 232370, 15.640 725.30 17.638 3.3923 -1.4779 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -3.0632 -.48116 -.77298 23.991 
Stddev .0108 1.2540 .09590 .218 
%RSD .35131 260.61 12.406 .90982 

#1 -3.0556 .40553 -.70517 24.146 
#2 -3.0708 -1.3679 -.84080 23.837 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 
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Sample Name: ICSA Acquired: 11/29/2007 16:15:51 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7258.0 9322.3 121740. 20989. 
Stddev 5.1 1.8 376. 46. 
%RSD .07078 .01938 .30856 .21748 

#1 7261.6 9321.0 122010. 21022. 
#2 7254.4 9323.6 121480. 20957. 



Sample Name; ICSAB Acquired: 11/29/2007 16:18:38 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: ! Operator: SRV 
Comment: 23 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 207.61 242210. 93.773 505.00 470.36 231970. 
Stddev 1.19 611. 1.926 .71 .95 161. 
%RSD .57536 .25237 2.0533 .13991 .20192 .06923 

#1 208.46 242640. 95.134 505.50 471.03 232080. 
#2 206.77 241770. 92.411 504.50 469.69 231860. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 943.68 502.37 522.01 529.22 90089. -72.201 
Stddev 1.12 .48 .36 .42 234. 25.375 
%RSD .11820 .09577 .06992 .07989 .25984 35.144 

#1 944.46 502.03 522.27 528.92 90255. -90.144 
#2 942.89 502.71 521.75 529.52 89924. -54.259 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

assswiss 



Sample Name: ICSAB Acquired: 11/29/2007 16:18:38 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elern Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220 .353 {453} 206.833(463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 240940. 511.34 768.87 1028.1 50.065 588.95 
Stddev 1028. .28 3.50 .5 .581 .96 
%RSD .42667 .05566 .45476 .04692 1.1597 .16338 

#1 241660. 511.54 766.40 1027.7 50.476 588.27 
#2 240210. 511.14 771.34 1028.4 49.655 589.63 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090(472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 49.729 92.411 491.10 1024.5 
Stddev 1.677 .510 .77 3.1 
%RSD 3.3719 .55224 .15629 .30186 

#1 50.915 92.050 491.64 1022.3 
#2 , 48.544 92.772 490.56 1026.7 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 
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Sample Name: ICSAB Acquired: 11/29/2007 16:18:38 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360 073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7206.6 9266.8 121320. 20804. 
Stddev 10.4 .3 90. 90. 
%RSD .14453 .00370 .07443 .43114 

#1 7213.9 9267.1 121260. 20740. 
#2 7199.2 9266.6 121390. 20867. 



Sample Name: CCV Acquired: 11/29/2007 16:21:18 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y 3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 618.80 4907.8 248.16 4912.9 120.02 12151. 
Stddev 1.57 20.4 .14 19.5 .46 60. 
%RSD .25352 .41603 .05471 .39603 .38580 .49066 

#1 617.69 4893.3 248.07 4899.1 119.69 12109. 
#2 619.91 4922.2 248.26 4926.6 120.35 12193. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y 3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 125.10 1234.0 496.71 603.20 2394.1 12095. 
Stddev .33 1.6 1.66 2.27 2.7 58. 
%RSD .26590 .12922 .33355 .37680 .11151 .47693 

#1 124.87 1235.2 495.53 601.60 2392.2 12054. 
#2 125.34 1232.9 497.88 604.81 2396.0 12135. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 
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Sample Name: CCV Acquired: 11/29/2007 16:21:18 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution:! Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079(121} 257.610(131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11928. 1245.2 12081. 1247.5 247.77 1239.6 
Stddev 57. 3.9 74. 3.1 2.46 6.0 
%RSD .47602 .31536 .60889 .25125 .99149 .48366 

#1 11888. 1242.4 12029. 1249.7 249.50 1235.3 
#2 11969. 1248.0 12133. 1245.3 246.03 1243.8 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402(115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 248.67 250.25 1222.0 1244.3 
Stddev 1.03 .07 3.3 4.1 
%RSD .41474 .02985 .27249 .33350 

#1 249.40 250.30 1219.7 1247.2 
#2 247.94 250.19 1224.4 1241.3 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 
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Sample Name: CCV Acquired: 11/29/2007 16:21:18 Type: QC 
i Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 

User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224 .306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8384.4 10087. 132500. 21634. 
Stddev 9.6 19. 524. 108. 
%RSD .11488 .18926 .39562 .49953 

#1 8377.5 10100. 132870. 21711. 
#2 8391.2 10073. 132130. 21558. 



Sample Name: CCB Acquired: 11/29/2007 16:23:55 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elern Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3l79 
Line 328.068 {103} 396.152 { 85} 189 .042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .01507 6.6292 -1.3089 -.14688 .02040 12.620 
Stddev .10638 2.3088 .5192 .45152 .06386 5.618 
%RSD 706.16 34.827 39,664 307.42 313.09 44.517 

#1 .09029 8.2617 -1,6760 .17240 .06555 16.593 
#2 -.06016 4,9966 -.94177 -.46615 -.02476 8.6474 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elern Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.03129 -.34041 -.51605 -.44326 3.1060 -7.6519 
Stddev .01146 .08545 .04453 .10563 1.9369 20.080 
%RSD 36.614 25.102 8.6292 23.830 62.360 262.42 

#1 -.02319 -.27998 -.48456 -.51795 4.4756 6.5468 
#2 -,03939 -.40083 -.54754 -.36857 1.7364 -21.850 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 
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Sample Name: CCB Acquired: 11/29/2007 16:23:55 Type: QC 
Method: TAL2007i129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220 .353 {453} 206.833 {463} 
ISRef (Y_3710) (Y 3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 12.736 -.16590 7.9730 -.32226 -.41616 2.8801 
Stddev 13.932 .05883 1.8960 .11862 .23110 1.0443 
%RSD 109.39 35.461 23.780 36.807 55.531 36.261 

#1 22.588 -.12430 6.6323 -.40613 -.25275 3.6185 
#2 2.8847 -.20750 9.3137 -.23839 -.57958 2.1416 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.4337 -.92104 -.07473 -.17399 
Stddev .8843 1.1830 .00966 .16533 
%RSD 61.679 128.44 12.926 95.022 

#1 • 2.0590 -.08457 -.06790 -.05709 
#2 .80841 -1.7575 -.08156 -.29090 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

187 



Sample Name: CCB Acquired: 11/29/2007 16:23:55 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y_2243 Y 3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360 .073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8708.3 10160. 134490. 21476. 
Stddev 10.7 7. 60. 323. 
%RSD .12236 .06584 .04497 1.5047 

#1 8700.8 10155. 134450. 21248. 
#2. 8715.9 10164. 134540. 21705. 



Sample Name: 0008710-20 Acquired: 11/29/2007 16:26:41 Type: Link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z5 Dilution: 1 Operator: SRV 
Comment: 135 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.17400 202120. 65.967 2358.2 7.4225 58549. 
Stddev .15836 1863. .000 27.0 .0475 261. 
%RSD 91.014 .92193 .00011 1.1449 .64030 .44530 

#1 -.06202 203430. 65.967 2377.3 7.4561 58734. 
#2 -.28598 200800. 65.967 2339.1 7.3889 58365. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.8752 141.78 242.54 201.38 244910. 25535. 
Stddev .0241 .28 1.23 .81 1925. 232. 
%RSD .40993 .19566 .50678 .40126 .78607 .90972 

#1 5.8922 141.98 241.67 201.95 246270. 25699. 
#2 5.8581 141.59 243.40 200.81 243540. 25371. 

Check? None None None None None None 
Value 
Range 
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Sample Name: 0008710-20 Acquired: 11/29/2007 16:26:41 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z5 Dilution: 1 Operator: SRV 
Comment: 135 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 41113. 7808.0 1976.5 190.85 248.90 6.2165 
Stddev 183. 20.4 26.9 .23 .59 1.4347 
%RSD .44489 .26078 1.3620 .12144 .23827 23.079 

#1 41242. 7822.4 1995.5 191.01 249.32 7.2310 
#2 40983. 7793.6 1957.5 190.69 248,48 5.2020 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 Til 908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .90704 -6.3094 587.23 808.72 
Stddev 2.2038 .5664 1.76 2.59 
%RSD 242.97 8.9771 .29931 .31999 

#1 2.4654 -5.9089 585.99 810.55 
#2 -.65128 -6.7099 588.47 806.89 

Check ? None None None None 
Value 
Range 
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Sample Name: 0008710-20 Acquired: 11/29/2007 16:26:41 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z5 Dilution: 1 Operator: SRV 
Comment: 135 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230,606 {446} 224.306 {450} 360 .073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7224.2 10453. 136580. 23254. 
Stddev 65.0 81. 366. 305. 
%RSD .90024 .77518 .26779 1.3102 

#1 7178.2 10395. 136320. 23039. 
#2 7270.2 10510. 136840. 23470. 
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Sample Name: 0008712-02 Acquired: 11/29/2007 16:29:31 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z6 Dilution: 1 Operator: SRV 
Comment: 136 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 { 85} 189. 042 {478} 455.403 {74} 313 .042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) , (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.41733 201940. 64.025 2119.1 5.7998 43449. 
Stddev .23200 2703. 1.421 30.0 .0823 602. 
%RSD 55.593 1.3383 2.2189 1,4157 1.4189 1.3850 

#1 -.25327 200020. 63.020 2097.9 5.7416 43023. 
#2 -.58138 203850. 65.029 2140.3 5.8579 43874. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228 .616 {447} 267.716 {126} 324.754 {104} 259 .940(130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.7688 152.66 227.65 170.29 203350. 20177. 
Stddev .0064 .06 .67 .22 3647. 265. 
%RSD .11108 .03769 .29525 .13087 1.7935 1.3111 

#1 5.7733 152.70 227.18 170.45 200770. 19990. 
#2 5.7642 152.62 228.13 170.13 205920. 20364. 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008712-02 Acquired: 11/29/2007 16:29:31 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admjn Client sample ID: MH23Z6 Dilution: 1 Operator: SRV 
Comment: 136 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 44650. 7830.6 1323.3 196.55 357.44 7.6642 
Stddev 600. 3.7 31.4 .24 4.59 1.4316 
%RSD 1.3439 .04685 2.3724 .12166 1.2834 18.679 

#1 44226. 7833.2 1301.1 196.38 354.20 8.6765 
#2 45075. 7828.0 1345.5 196.72 360.68 6.6519 

Check? None None None None None None 
Value 
Range 

Elem Se1960 Til 908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.37108 -3.6104 478.61 866.44 
Stddev 1.8985 .5788 .90 2.77 
%RSD 511.63 16.032 .18804 .31931 

#1 -1.7135 -3.2011 477.97 864.49 
#2 .97138 -4.0197 479.25 868.40 

Check ? None None None None 
Value 
Range 
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Sample Name: 0008712-02 Acquired: 11/29/2007 16:29:31 Type: link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z6 Dilution: 1 Operator: SRV 
Comment: 136 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units as/s Cts/S Cts/S Cts/S 
Avg 7429.3 10495. 135930. 23107. 
Stddev 16.5 20. 384. 47. 
%RSD .22171 .19153 .28225 .20445 

#1 7417.6 10480. 135650. 23074. 
#2 7440.9 10509. 136200. 23141. 
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Sample Name: 0008712-04 Acquired: 11/29/2007 16:32:22 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z8 Dilution: 1 Operator: SRV 
Comment: 137 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313 .042 {108} 317.933 {106} 
IS Ref (Y_3600) (YJ3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .00306 191420. 87.862 2474.6 5.6208 89555. 
Stddev .05880 4189. .447 51.7 .1334 1958. 
%RSD 1922.6 2.1883 .50860 2.0878 2.3741 2.1866 

#1 .04464 188460. 88.178 2438.0 5.5264 88170. 
#2 -.03852 194380. 87.546 2511.1 5.7152 90940. 

Check ? None None None None None None 
Value • 

Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.6741 175.99 227.52 183.03 202430. 28852. 
Stddev .0178 .55 .39 .13 3684. 629. 
%RSD .31432 .31294 .17174 .07105 1.8198 2.1809 

#1 5.6615 175.60 227.79 182.94 199830. 28407. 
#2 5.6867 176.38 227.24 183.12 205040. 29297. 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008712-04 Acquired: 11/29/2007 16:32:22 Type: link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: MH23Z8 Dilution: 1 Operator: SRV 
Comment: 137 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_37T0) (Y_3600) (Y_3710) (In2306) (In2306) (Y 2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 48850. 10401. 1544.0 209.22 250.95 7.0091 
Stddev 1086. 25. 20.6 .10 1.64 .7454 
%RSD 2.2232 .24254 1.3314 .04737 .65285 10.636 

#1 48082. 10419. 1529.5 209.15 252.11; 7.5362 
#2 49618. 10383. 1558.6 209.29 249.80 6.4820 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 Til 908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 2.4117 -4.5099 523.30 711.39 
Stddev 1.0906 .5834 .35 .30 
%RSD 45.219 12.936 .06779 .04155 

#1 3.1829 -4.0974 523.05 711.60 
#2 1.6406 -4.9224 523.55 711.18 

Check ? None None None None 
Value 
Range 
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Sample Name: 0008712-04 Acquired: 11/29/2007 16:32:22 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: MH23Z8 Dilution: 1 Operator: SRV 
Comment: 137 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073{94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7320.6 10423. 135620. 23066. 
Stddev 18.2 22. 362. 85. 
%RSD .24874 .21227 .26700 .37036 

#1 7307.7 10407. 135360. 23126. 
#2 7333.5 10438. 135870. 23005. 



Sample Name: 0008712-05 Acquired: 11/29/2007 16:35:13 Type: Unk 
Method: TAL20071129B Mode: CONC Corn. Factor: 1.000000 
User: admin Client sample ID: MH23Z9 Dilution: 1 Operator: SRV 
Comment: 138 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.55516 167660. 49.495 1668.1 2.2931 79891. 
Stddev .02247 3298. .730 32.2 .0099 1733. 
%RSD 4.0482 1.9671 1.4755 1.9315 .43078 2.1689 

#1 -.53926 165330. 50.011 1645.3 2.2861 78666. 
#2 -.57105 169990. 48.978 1690.9 2.3001 81116. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267 .716(126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y 3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.3078 126.54 198.75 199.75 221950. 18904. 
Stddev .0383 .75 .26 .33 6783. 399. 
%RSD .88978 .58950 .12898 .16551 3.0563 2.1092 

#1 4,2807 127.06 198.57 199.99 217150. 18622. 
#2 4.3349 126.01 198.93 199.52 226750. 19186. 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008712-05 Acquired: 11/29/2007 16:35:13 Type: Unk 
Method: TAL20071129B Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z9 Dilution: 1 Operator: SRV 
Comment: 138 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
I S Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 34738. 4780.2 2161.3 176.40 210.49 .42307 
Stddev 742. 20.2 40.4 .52 .23 .56918 
%RSD 2.1350 .42215 1.8671 .29340 .11003 134.54 

#1 34214. 4765.9 2132.7 176.03 210.65 .02060 
#2 35263. 

( 

4794.5 2189.8 176.76 210.33 .82554 

Check? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -1.7997 -14.438 572.79 685.57 
Stddev .8282 .295 1.05 1.09 
%RSD 46.017 2.0442 .18305 .15829 

#1 -1.2141 -14.230 572.05 684.80 
#2 -2.3853 -14.647 573.53 686.33 

Check ? None None None None 
Value 
Range 
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Sample Name: 0008712-05 Acquired: 11/29/2007 16:35:13 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH23Z9 Dilution: 1 Operator: SRV 
Comment: 138 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224,306 {450} 360 .073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7409.0 10599. 138110. 23249. 
Stddev 15.5 23. 485. 184. 
%RSD .20854 .22144 .35087 .79111 

#1 7398.1 10582. 138450. 23379. 
#2 7420.0 10615. 137770. 23118. 



Sample Name: 0008723-14 Acquired: 11/29/2007 16:38:05 Type: Link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G9 Dilution: 1 Operator: SRV 
Comment: 139 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152(85} 189.042 {478} 455.403 {74} 313.042 {108} 317,933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.0388 199800. 61.974 3445.1 1.7132 56052. 
Stddev .3543 2618. 1.283 46.5 .0411 833. 
%RSD 34.107 1.3102 2.0697 1.3491 2.3985 1.4856 

#1 1.2893 197950. 62.881 3412.2 1.6842 55463. 
#2 .78827 201650. 61.067 3477.9 1.7423 56641. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766.490 { 44} 
IS Ref (YJ2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6.1398 136.00 382.61 226.95 189130. 39303. 
Stddev .0688 .41 .48 .41 2523. 628. 
%RSD 1.1203 .29871 .12631 .18270 1.3339 1.5970 

#1 6.0912 135.71 382.27 226.66 187350. 38859. 
#2 6.1885 136.29 382.96 227.25 190920. 39747. 

Check? None None None None None None 
Value 
Range 



Sample Name: 0008723-14 Acquired: 11/29/2007 16:38:05 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G9 Dilution: 1 Operator: SRV 
Comment: 139 

Elem Mg2790 Mn2576 Na5895 Ni23l6 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 46322. 3879.7 1674.0 336.20 382.49 9.5066 
Stddev 664. 2.1 26.6 .28 .08 1.0290 
%RSD 1.4338 .05409 1.5895 .08234 .02059 10.825 

#1 45852. 3881.2 1655.2 336.01 382.43 8.7790 
#2 46792. 3878.2 1692.9 336.40 382.54 10.234 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.38657 -14.392 445.55 902.70 
Stddev .12587 .654 .50 .45 
%RSD 32.561 4.5409 .11318 .04970 

#1 -.29757 -13,929 445.19 903.02 
#2 -.47557 -14.854 445.90 902.39 

Check ? None None None None 
Value 
Range 



Sample Name: 0008723-14 Acquired: 11/29/2007 16:38:05 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G9 Dilution: 1 Operator: SRV 
Comment: 139 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230,606 {446} 224.306 {450} 360.073{ 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7411.3 10273. 133950. 22729. 
Stddev 20.5 25. 619. 21. 
%RSD .27700 .24451 .46188 .09427 

#1 7396.8 10255. 133510. 22714. 
#2 7425.8 10290. 134380. 22744. 



Sample Name: 0008723-15 Acquired: 11/29/2007 16:40:56 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1 000000 
User: admin Client sample ID: MH24H0 Dilution: 1 Operator: SRV 
Comment: >FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .08515 156920. 54.955 1895.6 1.0716 43463. 
Stddev .54032 3222. .231 35.2 .0650 1020. 
%RSD 634.51 2.0530 .42078 1.8551 6.0673 2.3476 

#1 .46722 154650. 54.792 1870.7 1.0256 42741. 
#2 -.29691 159200. 55.119 1920.4 1.1176 44184. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y 2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6.2494 120.55 227.79 197.39 213360. 31779. 
Stddev .0390 .26 .96 .18 7067. 643. 
%RSD .62420 .21895 .42179 .09231 3.3120 2.0242 

#1 6.2218 120.73 228.47 197.52 208360. 31324. 
#2 6.2769 120.36 227.11 197.26 218360. 32234. 

Check? None None None None None None 
Value 
Range 
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Sample Name: 0008723-15 Acquired: 11/29/2007 16:40:56 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H0 Dilution: 1 Operator: SRV 
Comment: >FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 36750. 5893.6 1808.6 140.22 291.88 6.6347 
Stddev 997. 5.8 41.4 .18 2.99 .4098 
%RSD 2.7120 .09854 2.2899 .12831 1.0248 6.1772 

#1 36045. 5889.5 1779.4 140.09 293.99 6.9245 
#2 37455. 5897.7 1837.9 140.35 289.76 6.3449 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .99000 -7.5025 625.45 795.56 
Stddev 2.3747 1.5120 1.54 1.82 
%RSD 239.87 20.153 .24686 .22932 

#1 2.6692 -6.4334 626.54 794.27 
#2 -.68917 -8.5716 624.36 796.85 

Check ? None None None None 
Value 
Range 



Sample Name: 0008723-15 Acquired: 11/29/200716:40:56 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H0 Dilution: 1 Operator: SRV 
Comment: >FE 

Int. Std. In2306 Y 2243 Y_3600 Y_371Q 
Line 230.606 {446} 224.306(450} 360, .073(94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7516.7 10437. 136390. 22930. 
Stddev 19.0 33. 773. 239. 
%RSD .25284 .32071 .56683 1.0407 

#1 7503.3 10414. 135840. 23099. 
#2 7530.1 10461. 136930. 22762. 
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Sample Name: 0008723-16 Acquired: 11/29/2007 16:43:47 Type: Unk 
Method: TAL20071129B Mode: CONC Com Factor: 1.000000 
User: admin Client sample ID: MH24H1 Dilution: 1 Operator: SRV 
Comment: 141 

Elern Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 {85} 189.042 {478} 455.403 { 74} 313 .042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.2261 197820. 68.842 3979.3 .91236 57865. 
Stddev .2990 2301. 1.893 32.8 .05599 851. 
%RSD 24.390 1.1633 2.7490 .82452 6.1368 1.4706 

#1 14376 196190. 67,504 3956.1 .95195 57263. 
#2 1.0147 199440. 70.180 4002.5 .87277 58466. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324. 754 {104} 259 .940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 7.7974 165.46 408.71 249.49 189320. 44153. 
Stddev .0100 .32 .91 .34 4837. 575. 
%RSD .12771 .19230 .22180 .13430 2.5546 1.3021 

#1 7.8044 165.69 408.07 249.26 185900. 43746. 
#2 7.7903 165.24 409.35 249.73 192740. 44559. 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008723-16 Acquired: 11/29/2007 16:43:47 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H1 Dilution: 1 Operator: SRV 
Comment: 141 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279,079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 47715. 7140.9 3807.6 385.06 447.73 8.5452 
Stddev 824. 3.0 34.3 .17 2.99 .3234 
%RSD 1.7265 .04190 .90018 .04417 .66797 3.7847 

#1 47133. 7138.8 3783.4 385.18 449.85 8.7739 
#2 48298. 7143.0 3831.8 384.94 445.62 8.3165 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .13197 -14.907 501.40 970.75 
Stddev 2.6916 1.036 1.33 2.70 
%RSD 2039.5 6.9498 .26545 .27767 

#1 2.0352 -15.640 502.35 968.85 
#2 -1.7713 -14.175 500.46 972.66 

Check? None None None None 
Value 
Range 
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Sample Name: 0008723-16 Acquired: 11/29/2007 16:43:47 Type: link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H1 Dilution: 1 Operator: SRV 
Comment: 141 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7414.0 10344. 134730. 22588. 
Stddev 19.8 14. 682. 232. 
%RSD .26673 .13204 .50655 1.0261 

#1 7400,0 10334. 134250. 22751. 
#2 7428.0 10354. 135210. 22424. 



Sample Name: 0008723-17 Acquired: 11/29/2007 16:46:37 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H2 Dilution: 1 Operator: SRV 
Comment: 142 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189 .042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (YJ3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L Ug/L ug/L ug/L ug/L 
Avg 1.5407 130620. 53.201 1692.6 -.14312 41462. 
Stddev .0479 4244. .156 52.1 .00744 1320. 
%RSD 3.1066 3.2493 .29348 3.0775 5.2013 3.1842 

#1 1.5068 127620. 53.311 1655.8 -.14839 40529. 
#2 1.5745 133620. 53.091 1729.5 -.13786 42396. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6.5423 104.17 185.45 211.64 191330. 33134. 
Stddev .0640 .24 .67 1.28 6385. 1032. 
%RSD .97765 .22935 .36087 .60563 3.3373 3.1155 

#1 6.4971 104.34 185.92 212.55 186820. 32404. 
#2 6.5875 104.00 184.98 210.74 195850. 33864. 

Check ? None None None None None None 
Value 
Range 

wmmmmzim 



Sample Name: 0008723-17 Acquired: 11/29/2007 16:46:37 Type: link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H2 Dilution: 1 Operator: SRV 
Comment: 142 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 34762. 4872.1 1811.8 124.00 424.67 9.3077 
Stddev 1104. 5.2 61.1 .73 .31 1,4542 
%RSD 3.1770 .10609 3.3724 .59134 .07188 15.624 

#1 33981. 4868.5 1768.6 123.48 424.89 10.336 
#2 35543. 4875.8 1855.1 124.52 424.46 8.2794 

Check? None None None None None None 
Value >• 

Range 

E|em Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .43401 -8.6170 530.57 907.22 
Stddev 1.0034 .3466 .11 .20 
%RSD 231.20 4.0220 .02165 .02167 

#1 -.27551 -8.3720 530.49 907.36 
#2 1.1435 -8.8621 530.65 907.08 

Check ? None None None None 
Value 
Range 

laiMiin 



Sample Name: 0008723-17 Acquired: 11/29/2007 16:46:37 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: MH24H2 Dilution: 1 Operator: SRV 
Comment: 142 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7545.6 10319. 134890. 22903. 
Stddev 19.8 27. 355. 320. 
%RSD .26245 .26640 .26310 1.3988 

#1 7531.6 10300. 134640. 23130. 
#2 7559.6 10339. 135140. 22677. 



Sample Name: 0008723-18 Acquired: 11/29/2007 16:49:28 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H3 Dilution: 1 Operator: SRV 
Comment: >FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189 .042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units Ug/L ug/L ug/L ug/L ug/L •g/L 
Avg 1.0139 156930. 59.456 1805.8 1.5510 47020. 
Stddev .1862 1957. .149 17.3 .0196 723. 
%RSD 18.365 1.2471 .25088 .95569 1.2651 1.5372 

#1 1.1456 155540. 59.561 1793.5 1.5649 46509. 
#2 .88227 158310. 59.350 1818.0 1.5371 47532. 

Check? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324 .754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L. ug/L ug/L 
Avg 6.4623 113.26 212.28 184.21 210090. 32219. 
Stddev .0226 .22 .55 .26 3055. 429. 
%RSD .34910 .19454 .25811 .14255 1.4541 1.3310 

#1 6.4464 113.41 211.89 184.40 207930. 31915. 
#2 6.4783 113.10 212.67 184.03 212250. 32522. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008723-18 Acquired: 11/29/2007 16:49:28 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H3 Dilution: 1 Operator: SRV 
Comment: >FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 39621. 5070.4 1528.4 145.81 353.65 7.9699 
Stddev 694. 36.0 12.1 .05 1.37 .0726 
%RSD 1.7526 .70995 .79302 .03657 .38680 .91071 

#1 39130. 5044.9 1519.9 145.85 352.68 7.9186 
#2 40112. 5095.8 1537.0 145.77 354.62 8.0212 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.0589 -7.6883 593.30 839.39 
Stddev .9198 .8697 .82 .26 
%RSD 86.859 11.312 .13902 .03140 

#1 1.7093 -8.3033 592.71 839.58 
#2 .40855 -7.0733 593.88 839.21 

Check ? None None None None 
Value 
Range 



Sample Name; 0008723-18 Acquired: 11/29/2007 16:49:28 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H3 Dilution: 1 Operator: SRV 
Comment: >FE 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7523.8 10388. 135940. 22887. 
Stddev 25.3 29. 430. 138. 
%RSD .33655 .28326 .31651 .60133 

#1 7505.9 10367. 135640. 22984. 
#2 7541.7 10409. 136240. 22789. 



Sample Name: BLANK Acquired: 11/29/2007 16:52:18 Type: Unk 
Method: TAL20071129B Mode: CQNC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .11682 62.043 -.27911 -.00355 -.00662 14.932 
Stddev .12783 27.249 .16375 .42846 .02259 9.538 
%RSD 109.42 43.920 58.668 12079. 341.05 63.879 

#1 .20721 81.311 -.39490 .29942 .00935 21.677 
#2 .02643 42.775 -.16332 -.30651 -.02259 8.1873 

Check ? None None None None None. None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .04081 -.42628 -.15945 -.58417 80.651 33.574 
Stddev .08625 .07703 .36146 .04326 49.477 10.076 
%RSD 211.32 18.070 226.69 7.4046 61.348 30.010 

#1 -.02017 -.37181 -.41504 -.61476 115.64 26.450 
#2 .10180 -.48074 .09614 -.55359 45.665 40.699 

Check ? None None None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/29/2007 16:52:18 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231 .604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 9.4040 -.00716 13.530 -.50263 -.60739 J09445 
Stddev 2.9367 .15117 2.121 .05449 .16691 .50456 
%RSD 31.228 2111.0 15.679 10.841 27.480 534.20 

#1 11.481 .09973 12.030 -.46410 -.48936 .45123 
#2 7.3275 -.11405 15.030 -.54116 -.72541 -.26233 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.3572 -2.0173 -.32490 .22728 
Stddev .2892 .1176 .07025 .00864 
%RSD 21.311 5.8271 21.622 3.8029 

#1 1.1527 -1.9342 -.37458 .23339 
#2 1.5617 -2.1004 -.27523 .22116 

Check ? None None None None 
Value 
Range 

-SMB*S217 



Sample Name: BLANK Acquired: 11/29/2007 16:52:18 Type: Link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360. .073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8658.6 10135. 133850. 20896. 
Stddev 14.3 10. 362. 418. 
%RSD .16525 .09607 .27061 1.9984 

#1 8648.5 10128. 134110. 20601. 
#2 8668.7 10142. 133590. 21191. 

fflsaaaazis 



Sample Name: CCV Acquired: 11/29/2007 16:55:02 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 622.11 5038.9 248.73 5043.1 122.39 12577. 
Stddev 2.68 85.3 .76 74.5 1.75 159. 
%RSD .43092 1.6923 .30506 1.4764 1.4261 1.2677 

#1 624.01 4978.6 248.19 4990.5 1:21.15 12464. 
#2 620.21 5099.2 249.27 5095.8 123.62 12690. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324 .754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 125.46 1238.7 497.23 618.46 2435.7 12397. 
Stddev .12 1.6 .51 2.81 38.4 171. 
%RSD .09292 .12533 .10206 .45507 1.5749 1.3772 

#1 125.37 1239.8 497.58 620.45 2408.6 12277. 
#2 125.54 1237.6 496.87 616.47 2462.8 12518. 

Check ? 
/ 

Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

WS«iai2i:9 



Sample Name: CCV Acquired: 11/29/2007 16:55:02 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 
Line 279.079 {121} 257.610(131} 589.592 { 57} 
IS Ref (Y_3710) (Y_3600) (Y_3710) 
Units ug/L ug/L ug/L 
Avg 12543. 1267.0 12647. 
Stddev 153. 2.7 168. 
%RSD 1.2198 .21246 1.3285 

#1 12435. 
c 

1268.9 12528. 
#2 12651. 1265.1 12766. 

Check ? Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 
Line 196.090 {472} 190.856 {477} 292.402 {115} 
IS Ref (Y_2243) (In2306) (Y_3600) 
Units ug/L ug/L ug/L 
Avg 249.02 251.17 1254.7 
Stddev .34 1.12 4.7 
%RSD .113659 .44667 .37580 

#1 249.27 251.96 1258.0 
#2 248.78 250.37 1251.3 

Check ? Chk Pass Chk Pass Chk Pass 
Value 
Range 

Ni2316 
.604 {445} 

(In2306) 
ug/L 

1246.8 
2.5 

.19874 

1248.5 
1245.0 

Chk Pass 

Zn2062 
.200(464} 

(In2306) 
ug/L 

1243.2 
3.4 

.27414 

1245.6 
1240.8 

Chk Pass 

Pb2203 Sb2068 
220.353 {453} 206.833 {463} 

(In2306) (Y_2243) 
ug/L ug/L 

248.20 1235.9 
1.09 5.9 

.43867 .47884 

248.97 1231.7 
247.43 1240.0 

Chk Pass Chk Pass 



Sample Name: CCV Acquired: 11/29/200716:55:02 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8549.9 10268. 134430. 21237. 
Stddev 12.1 30. 161. 154. 
%RSD .14203 .29512 .11973 .72723 

#1 8558.5 10289. 134320. 21346. 
#2 8541.3 10246. 134540. 21128. 



Sample Name: CCB Acquired: 11/29/2007 16:57:38 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.11436 4.4957 -.45874 -.15804 .02231 6.1347 
Stddev .18027 .3538 .32770 .20161 .02012 .9563 
%RSD 157.64 7.8696 71.434 127.57 90.186 15.588 

#1 .01311 4.2455 -.69045 -.01548 .03654 5.4585 
#2 -.24183 4.7458 -.22702 -.30060 .00808 6.8109 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .00577 .06780 .05381 -.12177 4.1528 21.741 
Stddev .00841 .03094 .17180 .24686 1.1720 18.224 
%RSD 145.80 45.631 319.27 202.73 28.221 83.822 

#1 .01171 .08968 -.06767 -.29633 4.9815 8.8550 
#2 -.00018 .04593 .17529 .05279 3.3241 34.627 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

asim 222 



Sample Name: CCB Acquired: 11/29/2007 16:57:38 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elern Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 24.980 .06802 5.4463 -.03893 -.69611 2.0687 
Stddev 5.604 .13017 3.3613 .06204 .58424 .2315 
%RSD 22.433 191.38 61.717 159.34 83.928 11.193 

#1 21.017 -.02403 7.8231 .00493 -.28300 2.2324 
#2 28.942 .16006 3.0695 -.08280 -1.1092 1.9049 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 11 30.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.0408 .00199 -.11095 .02905 
Stddev 1.1873 .49884 .01744 .01782 
%RSD 114.08 25036. 15.719 61.330 

#1 1.8803 -.35074 -.09862 .04165 
#2 .20124 .35473 • -.12329 .01645 

Check ? 
Uifiri 1 imit 

Chk Pass Chk Pass Chk Pass Chk Pass 
nign Limit 
Low Limit 



Sample Name: CCB Acquired: 11/29/2007 16:57:38 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360 .073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8820.3 10272. 136250. 20949. 
Stddev 11.6 4. 285. 906. 
%RSD .13187 .04357 .20889 4.3251 

#1 8828.5 10275. 136450. 20308. 
#2 8812.1 10269. 136050. 21589. 



Sample Name: 0008723-19 Acquired: 11/29/2007 17:00:24 Type: Unk 
Method: TAL200711.29.B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H4 Dilution: 1 Operator: SRV 
Comment: 144 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y 3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.10062 162830. 60.672 2041.3 2.5278 67756. 
Stddev .07142 2949. .080 32.5 .1088 1471. 
%RSD 70,978 1.8111 .13224 1.5912 4.3059 2.1708 

#1 -.05012 160740. 60.615 2018.3 2.4508 66716. 
#2 -.15112 164910. 60.728 2064.3 2.6048 68796. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.9937 112.71 213.54 185.64 201130. 37390. 
Stddev .0630 .25 .75 .50 4109. 703. 
%RSD 1.0508 .21942 .35249 .26852 2.0429 1.8802 

#1 6.0382 112.89 213.01 185.99 198220. 36893. 
#2 5.9491 112.54 214.07 185.28 204030. 37887. 

Check ? None None None None None None 
Value 
Range 

a® S f i f f l . S 2 2 5  



Sample Name: 0008723-19 Acquired: 11/29/2007 17:00:24 Type: link 
Method: TAL20071129B Mode: CONC Corr. Factor; 1,000000 
User: admin Client sample ID: MH24H4 Dilution: 1 Operator: SRV 
Comment: 144 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 49482. 5155.6 2111.4 159.25 261.87 6.2189 
Stddev 1129. 15.6 29.5 .79 1.57 .7510 
%RSD 2.2824 .30201 1.3948 .49470 .60062 12.076 

#1 48683. 5166.6 2090.6 159.81 260.75 6.7500 
#2 50281. 5144.6 2132.2 158.69 262.98 5.6879 

Check? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.3053 -6.9090 546.62 772.77 
Stddev .5556 .3744 .75 .71 
%RSD 42.563 5.4194 .13690 .09250 

#1 .91245 -7.1738 547.15 773.28 
#2 1.6982 -6.6443 546.09 772.26 

Check ? None None None None 
Value 
Range 

wmmmzm 



Sample Name: 0008723-19 Acquired: 11/29/2007 17:00:24 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H4 Dilution: 1 Operator: SRV 
Comment: 144 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371,030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7343.3 10273. 134150. 23018. 
Stddev 53.6 67. 315. 150. 
%RSD .72991 .65323 ,23506 .65003 

#1 7305.4 10225. 133930. 23123. 
#2 7381.2 10320. 134380. 22912. 



Sample Name: 0008723-20 Acquired: 11 /29/2007 17:03:16 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H5 Dilution: 1 Operator: SRV 
Comment: 145 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 {85} 189.042(478} 455.403 {74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.20600 139650. 53.301 1572.6 1.3168 37859. 
Stddev .03923 3633. .127 39.6 .0360 960. 
%RSD 19.043 2.6016 .23807 2.5209 2.7325 2.5348 

#1 -.23374 142220. 53.391 1600.7 1.3423 38537. 
#2 -.17826 137080. 53.212 1544.6 1.2914 37180. 

Check? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.5735 110.52 221.13 189.57 199540. 35921. 
Stddev .0203 .07 1.30 .16 3600. 880. 
%RSD .36396 .05996 .58905 .08694 1.8042 2.4510 

#1 5.5878 .110.56 220.21 189.46 202090. 36544. 
#2 5.5591 110.47 222.05 189.69 196990. 35299. 

Check ? None None None None None None 
Value 
Range 



I 

Sample Name: 0008723-20 Acquired: 11/29/2007 17:03:16 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H5 Dilution: 1 Operator: SRV 
Comment: 145 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 35044, 5038.3 1375.7 136.52 290.20 6,4841 
Stddev 762. 16.2 46.5 .11 .89 .4757 
%RSD 2.1745 .32176 3.3772 .08274 .30566 7.3365 

#1 35583. 5026.8 1408.5 136.44 289.58 6.8204 
#2 34505. 5049,8 1342.8 136.60 290.83 6.1477 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.1598 -6.8216 514.99 815.38 
Stddev 1.1973 1.0211 2.36 3.01 
%RSD 103.23 14.969 .45919 .36871 

#1 .31317 -6.0996 513.32 813.26 
#2 2.0064 -7.5437 516.66 817.51 

Check ? None None None None 
Value 
Range 

mmmms 



Sample Name: 0008723-20 Acquired: 11/29/2007 17:03:16 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H5 Dilution: 1 Operator: SRV 
Comment: 145 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7587.8 10358. 135100. 22372. 
Stddev 39.9 69. 112. 647. 
%RSD .52553 .66208 .08287 2.8918 

#1 7559.6 10309. 135020. 21915. 
#2 7616.0 10406. 135180. 22830. 



Sample Name: 0008723-01 Acquired: 11/29/2007 17:06:09 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6 Dilution: 1 Operator: SRV 
Comment: 146 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L . ug/L ug/L ug/L 
Avg 109.61 135400. 636.32 1916.9 2.8020 74842. 
Stddev .59 2706. 11.19 36.5 .0236 1377. 
%RSD .53451 1.9982 1.7588 1.9054 .84100 1.8391 

#1 110.03 133490. 644.23 1891.0 2.8187 73869. 
#2 109.20 137310. 628.40 1942.7 2.7854 75816. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324. .754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y 3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 92.765 97.431 185.06 1119.4 159390. 33851. 
Stddev 1.479 1.349 1.07 5.6 3707. 648. 
%RSD 1.5944 1.3849 .57965 .49590 2.3260 1.9135 

#1 93.811 98.385 185.82 1123.3 156760. 33393. 
#2 91.719 96.477 184.30 1115.5 162010. 34309. 

Check ? None None None None None None 
Value 
Range 

Sfi fiSH:H2'31 



Sample Name: 0008723-01 Acquired: 11/29/2007 17:06:09 Type: Unk 
Method: TAL20071129B Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6 Dilution: 1 Operator: SRV 
Comment: 146 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257. 610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (iln2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 42513. 8764.5 1665.4 134.93 9687.7 378.91 
Stddev 903. 6.4 23.1 1.65 126.9 8.05 
%RSD 2.1249 .07327 1.3892 1.2253 1.3097 2.1248 

#1 41874. 8769.0 1649.0 136.10 9777.4 384.60 
#2 43152. 8759.9 1681.7 133.76 9598.0 373.22 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 14.182 5,8593 307.05 26333. 
Stddev .152 .7935 1.10 286. 
%RSD 1.0705 13.542 .35794 1.0859 

#1 14.290 6.4203 307.82 26535. 
#2 14.075 5.2982 306.27 26131. 

Check ? None None None None 
Value 
Range 

Sifi#8992.32 



Sample Name: 0008723-01 Acquired: 11/29/2007 17:06:09 Type: link 
Method: TAL20071129B Mode: CQNC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6 Dilution: 1 Operator: SRV 
Comment: 146 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7577.2 10190. 133700. 22868. 
Stddev 37.4 54. 49. 230. 
%RSD .49406 .53036 .03672 1.0076 

#1 7550.7 10152. 133730. 23031. 
#2 7603.7 10228. 133660. 22705. 



Sample Name: 0008723-01D Acquired: 11/29/2007 17:08:57 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6D Dilution: 1 Operator: SRV 
Comment: 147 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328,068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 110.83 137280. 664.29 1937.4 2.8777 75899. 
Stddev .07 3297. 3.64 41.0 .0103 1951. 
%RSD .06167 2.4019 .54854 2.1169 .35716 2.5703 

#1 110.78 134950. 666.87 1908.4 2.8850 74519. 
#2 110.88 139610. 661.72 1966.4 2.8705 77278. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y 3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 96.093 102.23 189.55 1132.1 161530. 34246. 
Stddev .339 .40 .64 2.6 6483. 778. 
%RSD .35245 .39030 .33571 .23019 4.0135 2.2732 

#1 96.332 102.51 189.10 1133.9 156950. 33696. 
#2 95.853 101.95 190.00 1130.3 166120. 34797. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008723-01D Acquired: 11/29/2007 17:08:57 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6D Dilution: 1 Operator: SRV 
Comment: 147 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 42761. 8850.9 1670.9 141.96 10118. 390.46 
Stddev 1240. 57.1 31.2 .19 65. 2.82 
%RSD 2.9000 .64473 1.8661 .13509 .64709 .72227 

#1 41884. 8810.5 1648.8 141.83 10165. 392.45 
#2 43638. 8891.3 1692.9 142.10 10072. 388.46 

Check ? None None None None None None 
Value 
Range 

Elem SeT-960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190 ,856 {477}; 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 13.838 6.8886 309.67 27801. 
Stddev 1.113 .7670 .38 158. 
%RSD 8.0448 11.135 .12224 .56927 

#1 13.051 6.3462 309.40 27913. 
#2 14.626 7.4310 309.93 27690. 

Check ? None None None None 
Value 
Range 

lllffl82i^i 



Sample Name: 0008723-01D Acquired: 11/29/2007 17:08:57 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6D Dilution: 1 Operator: SRV 
Comment: 147 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360 .073 { 94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7474.4 10160. 133530. 22680. 
Stddev 28.8 33. 8. 304. 
%RSD .38574 .32903 .00592 1.3407 

#1 7454.0 10136. 133530. 22895. 
#2 7494.8 10184, 133520. 22465. 



Sample Name; 0008723-01S Acquired: 11 /29/2007 17:11:46 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6S Dilution: 1 Operator: SRV 
Comment: 148 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313,042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y 3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 153.24 131630. 614.66 5484.5 87.834 68423. 
Stddev .21 9676. 3.35 416.6 6.765 5044. 
%RSD .13993 7.3506 ,54493 7.5959 7.7015 7.3711 

#1 153.09 138470. 617.03 5779.1 92.617 71990. 
#2 153.40 124790. 612.29 5189.9 83.051 64857. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 162.07 1023.9 513.67 1518.2 158550. 32573. 
Stddev .34 1.2 1.25 2.7 11627. 2401. 
%RSD .20836 .11455 .24421 .18006 7.3332 7.3712 

#1 162.31 1024.7 512.78 1516.2 166770. 34271. 
#2 161.83 1023.0 514.56 1520.1 150330. 30876. 

Check ? None None None None None None 
Value 
Range 

•AS SI!®® 23^ 



Sample Name: 0008723-01S Acquired: 11/29/2007 17:11:46 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6S Dilution: 1 Operator: SRV 
Comment: 148 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279,079 {121} 257.610 {131} 589 592 {57} 231.604 {445} 220.: 353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (Irt2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 39451. 8047.0 1892.1 1056.5 8878.8 525.91 
Stddev 2789. 24.6 134.0 2.2 16.4 .79 
%RSD 7.0687 .30542 7.0809 .21156 .18442 .14947 

#1 41423. 8029.6 1986.8 1058.1 8890.4 526.46 
#2 37479. 8064.4 1797.3 1054.9 8867.2 525.35 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 101.41 85.647 1146.6 21338. 
Stddev .93 .479 2.1 34. 
%RSD .91698 .55946 .18329 .16044 

#1 102.07 85.986 1145.1 21362. 
#2 100.75 85.308 1148.1 21314. 

Check ? None None None None 
Value 
Range 

msmmmzm 



Sample Name: 0008723-01S Acquired: 11/29/2007 17:11:46 Type: Unk 
Method: TAL20071129B Mode: CQNC Corr. Factor: 1.000000 
User admin Client sample ID: MH24F6S Dilution: 1 Operator: SRV 
Comment: 148 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360. .073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7560.0 10157. 134160. 21713. 
Stddev 25.5 22. 199. 1544. 
%RSD .33671 .22026 .14805 7.1124 

#1 7542.0 10142. 134020. 20621. 
#2 7578.0 10173. 134300. 22805. 



Sample Name: BLANK Acquired: 11/29/2007 17:14:28 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution:! Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152(85} 189.042(478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L Ug/L ug/L 
Avg -.04631 43.258 -1.2153 .19456 -.01163 26.955 
Stddev .14679 16.459 .4777 .58121 .04392 5.886 
%RSD 316.97 38.048 39.307 298.74 377.75 21.836 

#1 .05749 54.896 -1.5531 .60554 -.04268 31.117 
#2 -.15010 31.620 -.8775! -.21642 .01943 22.793 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 (447} 228.616 {447} 267.716 (126} 324.754 (104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_37!0) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .19016 -.39068 .05202 .22499 50,262 13.032 
Stddev .07408 .02339 .13112 .17625 17.217 32.780 
%'RSD 38.960 5.9879 252.06 78.337 34.255 251.53 

#1 .24254 -.40723 .14473 .34962 62.437 36.212 
#2 .13777 -.37414 -.04070 .10036 38.088 -10.147 

Check ? None None None None None None 
Value 
Range 

smmmsm 



Sample Name: BLANK Acquired: 11/29/2007 17:14:28 Type: Link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079(121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
I S Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 21.084 .50292 12.347 -.68466 1.0203 1.1309 
Stddev 1.402 .06863 1.109 .17009 .0617 .1882 
%RSD 6.6476 13.646 8.9777 24.843 6.0444 16.645 

#1 22.075 .55145 13.131: -.56439 .97672 1.2640 
#2 20.093 .45439 11.563 -.80493 1.0639 .99779 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 4.0283 -3.2638 -.33106 .70925 
Stddev .7719 .7129 .06120 .07880 
%RSD 19.162 21.842 18.485 11.110 

#1 4.5741 -3.7679 -.28779 .76497 
#2 3.4825 -2.7597 -.37433 .65353 

Check ? None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/29/2007 17:14:28 Type: Unk 
Method: TAL20071129B Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8412.1 9813.3 131340. 20927. 
Stddev 66.3 77.4 1504. 94. 
%RSD .78817 .78868 1.1449 .45071 

#1 8365.3 9758.5 132410. 20994. 
#2 8459.0 9868.0 130280. 20860. 



Sample Name: ZCRI Acquired: 11/29/2007 17:17:12 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 9.9926 54.184 9.4710 .36976 4.9463 37.184 
Stddev .0786 .168 .6113 .05486 .0220 .136 
%RSD .78658 .31034 6.4548 14.838 .44524 .36645 

#1 9.9370 54.303 9.0387 .40855 4.9307 37.280 
#2 10.048 54.066 9.9033 .33096 4.9619 37.087 

Check? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 C02286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.9246 51.654 10.826 25.715 52.132 12.671 
Stddev .0192 .316 .029 .112 .331 6.352 
%RSD .39042 .61211 .26587 .43433 .63497 50.130 

#1 4.9382 51.430 10.847 25,794 52.366 8.1791 
#2 4.9110 51.877 10.806 25,637 51.898 17.162 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 



Sample Name: ZCRI Acquired: 11/29/2007 17:17:12 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution:! Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079(121} 257.610(131} 589.592(57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 29.684 19.186 17.818 42.286 13.441 56.684 
Stddev 8.505 .054 .877 .025 .451 1.832 
%RSD 28.651 .28389 4.9211 .05825 3.3566 3.2314 

#1 23.671 19.147 18.438 42.269 13.122 55.389 
#2 35.698 19.224 17.198 42.303 13.760 57.979 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Sel960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292 .402 (115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 31.598 26.518 51.893 64.380 
Stddev 1.802 .649 .457 .063 
%RSD 5.7028 2.4476 .88099 .09742 

#1 32.872 26.059 52.217 64.335 
#2 30.324 26.977 51.570 64.424 

Check? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

IM SI S lO i-1 SI .2 £ ̂  



Sample Name: ZCRI Acquired: 11/29/2007 17:17:12 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360 .073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9083.5 10574. 139510. 22519. 
Stddev 38.9 59. 247. 99. 
%RSD .42836 .55558 .17683 .44076 

#1 9111.0 10616. 139680. 22589. 
#2 9056.0 10532. 139340. 22449. 



Sample Name: CRI Acquired: 11/29/2007 17:19:54 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution:! Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 10.342 49.394 9.4420 .36831 5.0545 36.261 
Stddev .093 5.556 .0746 .02007 .2556 1.927 
%RSD .89983 11.249 .79034 5.4482 5.0568 5.3146 

#1 10.276 53.323 9.4947 .38250 5.2352 37.624 
#2 10.408 45.465 9.3892 .35412 4.8738 34.899 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324 .754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.9172 51.836 10.769 26.858 51.353 9.4692 
Stddev .0569 .189 .025 .201 .687 55.347 
%RSD 1.1574 .36488 .23048 .74889 1.3387 584.50 

#1 4.8769 51.702 10.751 27.000 51.840 -29.667 
#2 4.9574 51.970 10.786 26.716 50.867 48.606 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 

Msmmmm 



Sample Name: CRI Acquired: 11/29/2007 17:19:54 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 35.739 18.645 19.427 42.094 12.249 58.805 
Stddev 17.558 .058 .674 .076 .331 .821 
%RSD 49.127 .31340 3.4671 .18140 2.6999 1.3968 

#1 23.324 18.686 18.950 42.040 12.015 58.224 
#2 48.155 18.603 19.903 42.148 12.483 59.385 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Ejem Sel960 I11908 V 2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 31.549 26.087 52.605 62.665 
Stddev .448 .704 .536 .046 
%RSD 1.4209 2.6997 1.0186 .07323 

#1 31.866 25.589 52.984 62.633 
#2 31.232 26.585 52.227 62.697 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name; CRI Acquired: 11/29/2007 17:19:54 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units cts/s Cts/S Cts/S Cts/S 
Avg 8935.1 10396. 135380. 21556. 
Stddev 12.8 13. 727. 985. 
%RSD .14350 .12677 .53687 4.5687 

#1 8944.1 10405. 134870. 20860. 
#2 8926.0 10386. 135900. 22253. 



Sample Name: ICSA Acquired: 11/29/2007 17:22:33 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152(85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.36267 231770. -1.1105 -3.2648 1.2606 222710. 
Stddev .05418 16032. 1.1339 .1022 .1010 12661. 
%RSD 14.939 6.9173 102.11 3.1288 8.0094 5.6851 

#1 -.32436 220440. -.30870 -3.1926 1.1892 213760. 
#2 -.40098 243110. -1.9122 -3.3370 1.3319 231660. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 (447} 228.616(447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.6818 2.8754 44.033 23850 85528. -€3.028 
Stddev .0394 .0232 .134 .193 5961. 19.480 
%RSD 2.3397 .80835 .30403 .80969 6.9691 30.906 

#1 1.6540 2.8918 43.939 23.987 81313. -76.802 
#2 1.7096 2.8590 44.128 23.713 89743. -49.254 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 
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Sample Name: ICSA Acquired: 11/29/2007 17:22:33 Type: QC 
Method: TAL20071129B Mode: CONG Corr, Factor: 1,000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Mg2790 Mn2576 NS5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206 833 {463} 
IS Ref (Y_3710) (Y 3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units Ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 231540. 16.351 728.72 17.775 7.1517 -1.6728 
Stddev 16576. .421 38.44 .337 2.7153 1.6901 
%RSD 7.1591 2.5753 5.2753 1.8961 37.967 101.03 

#1 219820. 16.649 701.54 17.537 9.0717 -.47777 
#2 243260. 16.054 755.90 1.8.014 5.2317 -2.8679 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190 856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -5.2579 -1.2032 -.85499 23.631 
Stddev .9942 2.0382 .34104 .223 
%RSD 18.908 169.40 39.889 .94561 

#t -4.5549 .23807 -.61384 23.789 
#2 -5.9609 -2.6444 -1.0961 23.473 

Check? Chk Pass Chk Pass Chk Pass Chk Pass 
nign 'Liniiii 
Low Limit 
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Sample Name: ICSA Acquired: 11/29/2007 17:22:33 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371 .030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7245.8 9265.0 121420. 21709. 
Stddev 3.1 12.1 329. 1202. 
%RSD .04213 .13022 .27107 5.5354 

#1 7247.9 9273.5 121650. 22559. 
#2 7243.6 9256.4 121190. 20860. 



Sample Name: ICSAB Acquired: 11/29/2007 17:25:19 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: AS & SE FAILED 

Elem Ag3280 AI3961 As1890 Ba4554 Be313Q Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ' ug/L 
Avg 205.69 251490. F 70.550 526.31 485.43 240000. 
Stddev .09 13453. 15.424 27.27 24.79 11032. 
%RSD .04329 5.3493 21.862 5.1817 5.1064 4.5967 

#1 205.63 261010. 81.456 545.60 502.96 247800. 
#2 205.76 241980. 59.644 507.03 467.91 232200. 

Check ? Chk Pass Chk Pass Chk Fail Chk Pass Chk Pass Chk Pass 
High Limit 121.20 
Low Limit 80.800 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802(447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 931.34 497.79 517.27 531.82 92255. -61.825 
Stddev 3.97 2.47 1.72 3.02 4928. 6.023 
%RSD .42595 .49626 .33161 .56777 5.3413 9.7413 

#1 934.14 499.53 516.06 533.95 95740. -57.567 
#2 928.53 496.04 518.48 529.68 88771. -66.084 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

!'1«S8»252 



Sample Name: ICSAB Acquired: 11/29/2007 17:25:19 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: AS & SE FAILED 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y 3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 251130. 511.24 822.50 1033.5 59.732 587.58 
Stddev 13008. .93 36.77 3.2 4.872 9.02 
%RSD 5.1796 .18229 4.4699 .30981 8.1568 1.5355 

#1 260330. 510.58 848.50 1035.8 56.287 581.20 
#2 241940. 511.90 796.51 1031.2 63.178 593.96 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg F 80.495 90.962 490.26 1028.6 
Stddev 23.528 1.939 1.37 1.0 
%RSD 29.229 2.1314 .27974 .10026 

#1 63.858 89.591 491.23 1029.4 
#2 97.132 92.333 489.29 1027.9 

Check ? Chk Fail Chk Pass Chk Pass Chk Pass 
High Limit 63.600 
Low Limit 42.400 



Sample Name: ICSAB Acquired: 11/29/2007 17:25:19 Type: QC 
Method: TAL200711-29B Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: AS & SE FAILED 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 6636.1 8680.7 119390. 20366. 
Stddev 153.2 173.8 1642. 899. 
%RSD 2.3086 2.0020 1.3749 4.4147 

#1 6744.4 8803.5 120550. 19730. 
#2 6527.8 8557.8 118230. 21002. 



Sample Name: CCV Acquired: 11/29/2007 17:28:00 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_37l0) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 621.07 5113.9 248.13 5125.8 123.71 12665. 
Stddev .13 123.3 1.00 91.5 2.33 278. 
%RSD .02083 2.4108 .40219 1.7850 1.8855 2.1987 

#1 621.16 5201.1 248.84 5190.5 125.36 12862. 
#2 620.98 5026.7 247.43 5061.1 122.06 12468. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 125.71 1235.5 492.77 621.04 2475.5 12494, 
Stddev .44 4.0 1.48 .88 53.1 221, 
%RSD .34901 .32022 .30107 .14236 2.1458 1.7687 

#1 126.02 1238.3 493.82 621.66 2513.1 12650. 
#2 125.40 1232.7 491.72 620.41 2438.0 12338. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

SSffl ffl 25 5 



Sample Name: CCV Acquired: 11/29/2007 17:28:00 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 

i User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y 3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y 2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 12558. 1262.9 12804. 1245.4 247.24 1244.8 
Stddev 186. 4.7 231. 2.8 1.57 .9 
%RSD 1.4847 .37593 1.8010 .22781 .63313 .07113 

#1 12690. 1266.2 12967. 1247.4 248.35 1245.4 
#2 12426. 1259.5 12641. 1243.4 246.13 1244.2 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 249.46 250.55 1250.1 1239.3 
Stddev 2.02 .64 5.3 1.8 
%RSD .80774 .25460 .42718 .14257 

#1 250.88 251.00 1253.8 1240.5 
#2 248.04 250.10 1246.3 1238.0 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 
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Sample Name: CCV Acquired: 11/29/2007 17:28:00 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8440.0 10116. 131760. 20804. 
Stddev .4 m 483. 404. 
%RSD .00457 .00447 .36627 1.9416 

#1 8439.8 10115. 131420. 20518. 
#2 8440.3 10116. 132100. 21090. 



Sample Name: CCB Acquired: 11/29/2007 17:30:35 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution:! Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
ISRef (Y__3600) (Y_3710) (Y_2243) (Y_3710) (YJ3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .09110 18.649 .42942 .45304 .02999 12.932 
Stddev .25071 11.948 .17582 .28603 .06332 6.265 
%RSD 275.21 64.067 40.943 63.135 211.11 48.442 

#1 .26838 27.098 .55374 .65529 .07477 17.361 
#2 -.08618 10.201 .30509 .25079 -.01478 8.5021 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259,940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .03347 -.15669 .02578 -.26335 7.9467 -2.4705 
Stddev .05295 .10983 .79921 .05812 2.6723 29.030 
%RSD 158.17 70.094 3099.7 22.071 33.629 1175.0 

#1 .07091 -.23436 .59091 -.30445 9.8363 -22.998 
#2 -.00396 -.07903 -.53934 -.22225 6.0570 18.057 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: CCB Acquired: 11/29/2007 17:30:35 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610 {131} 589.592 {57} 2^ J1.604 {445} 220. 353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 13.234 .13741 12.736 -.09602 -.03427 2.7315 
Stddev 3.427 .03202 4,281 .06829 .44677 .8734 
%RSD 25.898 23.300 33.611 71.114 1303.8 31.975 

#1 15.658 .16005 9.7090 -.04774 -.35018 3.3491 
#2 10.811 .11477 15.763 -.14431 .28164 2.1139 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .56637 -.52886 .16825 .06881 
Stddev .41046 .76711 .17800 .06688 
%RSD 72.473 145.05 105.79 97.201 

#1' .27613 -1.0713 .29412 .02151 
#2 .85661 .01357 .04239 .11610 

Check? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 
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Sample Name: CCB Acquired: 11/29/2007 17:30:35 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8772.4 10185, 133800. 21334. 
Stddev 9.4 27. 639. 1403. 
%RSD .10666 .26743 .47750 6.5772 

#1 8779.0 10205. 134250. 20342. 
#2 8765.8 10166. 133350. 22326. 



Sample Name: 0008723-01L Acquired: 11/29/2007 17:33:21 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6L Dilution:! Operator: SRV 
Comment: 149 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313. 042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 23.962 30243. 146.13 427.09 .64479 17053. 
Stddev .392 1984. .85 28.03 .00848 1154. 
%RSD 1.6368 6.5611 .58030 6.5637 1.3149 6.7641 

#1 23.685 31646. 145.53 446.92 .65079 17869. 
#2 24.240 28840. 146.73 407.27 .63880 16237. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 21.294 20.573 40.406 233.81 37767. 7540.9 
Stddev .055 .072 .153 4.34 2463. 524.0 
%RSD .25642 .34809 .37877 1.8579 6.5213 6.9493 

#1 21.256 20.523 40.297 230.73 39508. 7911.5 
#2 21.333 20.624 40.514 236.88 36025. 7170.4 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008723-01L Acquired: 11/29/200717:33:21 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6L Dilution: 1 Operator: SRV 
Comment: 149 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 9655.7 2019.6 378.37 29.312 2105.6 87.495 
Stddev 647.6 33.0 6.66 .116 3.2 .600 
%RSD 6.7067 1.6355 1.7592 .39498 .15382 .68533 

#1 10114. 1996.3 383.07 29.394 2107.9 87.919 
#2 9197.8 2043.0 373.66 29.230 2103.4 87.071 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 Til 908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 5.1501 1,3668 66.084 5917.0 
Stddev 1.2153 .5722 .796 11.6 
%RSD 23.597 41.860 1.2047 .19584 

#1 6.0094 1.7714 65; 521 5925.2 
#2 4.2908 .96225 66.647 5908.8 

Check ? None None None None 
Value 
Range 



Sample Name: 0008723-01L Acquired: 11/29/2007 17:33:21 Type: link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6L Dilution: 1 Operator: SRV 
Comment: 149 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8310.2 10196. 135500. 21822. 
Stddev 8.2 20. 1816. 1525. 
%RSD .09829 .19511 1.3404 6.9858 

#1 8304.4 10182. 136790. 20744. 
#2 8316.0 10210. 134220. 22900. 



Sample Name: 0008723-02 Acquired: 11/29/2007 17:36:03 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F7 Dilution: 1 Operator: SRV 
Comment: 150 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317 .933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.88158 167090. 53:681 1944.4 2,3183 37908. 
Stddev .00118 1793. .161 25.4 .0199 319. 
%RSD .13417 1.0729 .30028 1.3084 .85789 .84055 

#1 -.88074 168360. 53.795 1962.4 2.3324 38134. 
#2 -.88241 165820. 53.568 1926.4 2.3042 37683. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.5000 121.86 208.65 215.15 187180. 29665. 
Stddev .0070 .02 .14 .89 546. 280. 
%RSD .12653 .01835 .06676 .41226 .29181 .94425 

#1 5.4951 121.87 208.75 215.77 186800. 29863. 
#2 5.5049 121.84 208.55 214.52 187570. 29467. 

Check ? None None None None None None 
Value 
Range 

SIS®M 



Sample Name: 0008723-02 Acquired: 11/29/2007 17:36:03 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F7 Dilution; 1 Operator: SRV 
Comment: 150 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 32990. 6483.5 1255.2 147.06 157.95 4.0999 
Stddev 257. 32.8 6.6 1.01 .62 .1048 
%RSD .77848 .50663 ,52828 .68785 ,39569 2.5554 

#1 33171. 6460.3 1259.9 147.78 157.51 4.1740 
#2 32808. 6506.7 1250.5 146.34 158.39 4.0259 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.0505 -6.8262 491.67 750.94 
Stddev 1.5554 .2682 .25 .53 
%RSD 148.07 3.9289 .05035 .07118 

#1 2.1503 -7.0158 491.50 750.56 
#2 -.04938 -6.6365 491.85 751.31 

Check? None iNone None None 
Value 
Range 



Sample Name: 0008723-02 Acquired: 11/29/2007 17:36:03 Type: UnK 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F7 Dilution: 1 Operator: SRV 
Comment: 150 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606(446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7508.3 10258. 133920. 22402. 
Stddev 57.1 84. 539. 317. 
%RSD .76103 .82371 .40261 1.4151 

#1 7467.9 10198. 133540. 22178. 
#2 7548.7 10317. 134310. 22626. 



Sample Name: 0008723-03 Acquired: 11/29/2007 17:38:55 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.00Q000 
User: admin Client sample ID: MH24F8 Dilution:! Operator: SRV 
Comment: 151 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 {85} 189,042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.70032 173490. 46.132 1701.9 2.5336 44247. 
Stddev .32433 4272. 1.215 38.9 .0418 1131. 
%RSD 46.311 2.4623 2.6342 2.2832 1.6519 2.5568 

#1 -.47099 170470. 46.991 1674.5 2.5040 43447. 
#2 -.92966 176510. 45.272 1729.4 2.5632 45047. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y 3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.1648 111.97 213.22 197.78 175820. 33261. 
Stddev .1388 2.28 .47 .21 5399, 870. 
%RSD 2.6875 2.0386 .22262 .10689 3.0709 2.6153 

#1 5.2630 113.58 212.88 197.63 172000. 32646. 
#2 5.0667 110.36 213.55 197.93 179640. 33876. 

Check ? None None None None None None 
Value -

Range 

aiitaaas'T 



Sample Name: 0008723-03 Acquired: 11/29/2007 17:38:55 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F8 Dilution: 1 Operator: SRV 
Comment: 151 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 34631. 5260.3 1644.0 158.73 189.35 4.6953 
Stddev 841. 34.2 29.2 2.70 4.30 1.2777 
%RSD 2.4299 .65020 1.7765 1.7021 2.2687 27.212 

#1 34036. 5236.1 1623.3 160.64 192.39 5.5988 
#2 35226. 5284,5 1664.6 156,82 186.31 3.7919 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 Til 908 V_2924 Zn2062 
Line 196.090 {472} 190. 856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .06352 -7.1555 451.56 651.07 
Stddev 2.4309 .0404 .09 9.19 
%RSD 3827.1 .56506 .02023 1,4111 

#1 -1.6554 -7.1269 451.49 657.56 
#2 1.7824 -7.1841 451.62 644.57 

Check ? None None None None 
Value 
Range 



Sample Name: 0008723-03 Acquired: 11/29/2007 17:38:55 Type: link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F8 Dilution: 1 Operator: SRV 
Comment: 151 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7535.2 10443. 136510. 23100. 
Stddev 25.1 26. 90. 177. 
%RSD .33356 .25218 .06576 .76515 

#1 7517.5 10424. 136450. 23225. 
#2 7553.0 10461. 136580. 22975. 



Sample Name: ICPBLKQ8 Acquired: 11/29/2007 17:41:47 Type: Link 
i Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
i User: admin Client sample ID: PBSQ8 Dilution: 1 Operator: SRV 

Comment: 152 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3l79 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.33709 39.784 -.96691 -.43497 -.00140 7.2689 
Stddev .09679 17.287 .11196 .08461 .05269 4.6132 
%'RSD 28.714 43.453 11.579 19.451 3776.8 63.464 

#1 -.40553 52.008 -.88774 -.37514 .03586 10.531 
#2 -.26864 27.560 -1.0461 -.49480 -.03865 4.0069 

Check ? None None None None None None 
Value -

Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.06904 -.22341 -.24286 -.35676 40.504 17.815 
Stddev .02970 .06038 .25361 .24547 16.499 29.220 
%RSD 43.025 27.028 104.43 68.807 40.733 164.02 

#1 -.04803 -.26611 -.42219 -.53033 52.170 38.477 
#2 -.09004 -.18071 -.06353 -.18318 28.838 -2.8467 

Check ? None None None None None None 
Value 
Range 



Sample Name: ICPBLKQ8 Acquired: 11/29/2007 17:41:47 Type: Link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PBSQ8 Dilution: 1 Operator: SRV 
Comment: 152 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 7.0349 2.8257 6.2638 -.08837 .64463 -.97388 
Stddev 10.733 .3945 6.3717 .07051 .72961 .57003 
%RSD 152.57 13.960 101.72 79.791 113.18 58.532 

#1 14.624 2.5467 1.7584 -.13822 1.1605 -.57081 
#2 -.55451 3.1046 10.769 -.03851 .12872 -1.3770 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.27743 -.19349 -.11889 • .36294 
Stddev .11786 .12783 .18732 .02710 
%RSD 42.482 66.066 157.55 7.4660 

#1 -.36077 -.28388 .01356 .34378 
#2 -.19409 -.10310 -.25135 .38210 

Check ? None None None None 
Value 
Range 

-©•01-23-13 M JL 



Sample Name: ICPBLKQ8 Acquired: 11/29/2007 17:41:47 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PBSQ8 Dilution: 1 Operator: SRV 
Comment: 152 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224 .306 {450} 360.073 {94} 371: .030 {91} 
Units '• Cts/S Cts/S Cts/S Cts/S 
Avg 8955.7 10406. 137650. 21782; 
Stddev 23.6 55. 759. 373. 
%RSD .26337 .52698 .55144 1.7125 

#1 8972.4 10445. 138180. 21518. 
#2 8939.0 10367. 137110. 22046. 



Sample Name: ICPLCSQ8 Acquired: 11/29/2007 17:44:34 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: LCSSQ8 Dilution:! Operator: SRV 
Comment: 153 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 81.163 1082.9 2333.5 10.986 46.561 403810. 
Stddev 1.510 13.7 3.6 .185 .822 12684. 
%RSD 1.8609 1.2671 .15469 1.6849 1.7647 3.1410 

#1 80.095 1073.2 2331.0 10.855 45.980 394840. 
#2 82.231 1092.6 2336.1 11.117 47.142 412780. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802(447} 228.616 {447} 267.716 (126} 324.754(104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 111.82 378.12 258.06 17390. 58039. 153.44 
Stddev .21 .86 3.63 203. 863. 10.94 
%RSD .18879 .22866 1,4074 1.1670 1.4868 7.1320 

#1 111.67 377.51 255.49 17246. 57429. 145.70 
#2 111,97 378.73 260.63 17533. 58649. 161.18 

Check ? None None None None None None 
Value 
Range 

f l  S B S f i  •  f l  2  ? 3  



Sample Name: ICPLCSQ8 Acquired: 11/29/2007 17:44:34 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: LCSSQ8 Dilution: 1 Operator: SRV 
Comment: 153 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231 .604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (IH2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 257370, 564.44 87.624 153.68 530.22 633.01 
Stddev 4428. 6.78 1.018 .17 1.10 2.74 
%RSD 1.7203 1.2009 1.1613 .11236 .20833 .43359 

#1 254240. 559.64 88.343 153.81 529.43 631.06 
#2 260500. 569.23 86.904 153.56 531.00 634.95 

Check ? None None None None None None 
Value • 

Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 96.055 79.699 167.34 442.22 
Stddev .017 .465 1.40 1.11 
%RSD .01817 .58314 .83397 .25193 

#1 96.043 80.027 166.35 441.43 
#2 96.068 79.370 168.33 443.01 

Check ? None None None None 
Value 
Range 

99999.927* 



Sample Name: ICPLCSQ8 Acquired: 11/29/2007 17:44:34 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: LCSSQ8 Dilution: 1 Operator: SRV 
Comment: 153 

Int. Std. In2306 Y 2243 Y_360Q Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 6920.3 8784.0 117130. 19935. 
Stddev 35.0 41.4 1022. 122. 
%RSD .50587 .47112 .87252 .61399 

#1 6895.6 8754.8 117850. 20021. 
#2 6945.1 8813.3 116400. 19848. 



Sample Name: 0008723-10 Acquired: 11/29/2007 17:47:22 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G5 Dilution: 1 Operator: SRV 
Comment: >FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189 .042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
I S Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .69731 146390. 61.086 1740.8 .07431 44063. 
Stddev .07795 3117. .638 33.0 .00847 1079. 
%RSD 11.179 2.1291 1.0445 1.8951 11.405 2.4476 

#1 .64219 144190. 61.538 1717.5 .08030 43300. 
#2 .75243 148600. 60.635 1764.1 .06832 44825. 

Check? None None. None None None None 
Value 
Range 

Elem Cd2288 C02286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228 .616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 7.7594 120.83 233.19 228.42 219750. 35370. 
Stddev .0785 .01 .75 .36 5927. 781. 
%RSD 1.0122 .00421 .32078 .15734 2.6970 2.2067 

#1 7.7038 120.83 232.66 228.17 215560. 34818. 
#2 7.8149 120.82 233.71 228.67 223940. 35922. 

Check ? None None None None None None 
Value 

; Range 

a'a?ais?afi2'7ii» 



Sample Name: 0008723-10 Acquired: 11/29/2007 17:47:22 Type: link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G5 Dilution: 1 Operator: SRV 
Comment: >FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 33570. 5736.7 1700.5 135.90 450.19 9.7421 
Stddev 937. 31.5 28.4 .29 .23 .1960 
%RSD 2.7923 .54912 1.6712 .21602 .05054 2.0120 

#1 32907. 5714.4 1680.4 136.11 450.03 9.8807 
#2 34233. 5758.9 1720.6 135.69 450.36 9.6035 

Check? None None None None None None 
Value 
Range 

Elem Se1960 Til 908 V 2924 Zn2062 
Line 196.090 {472} 11 30.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) 

ug/L 
(In2306) (Y_3600) (In2306) 

Units 
(Y_2243) 

ug/L ug/L ug/L ug/L 
Avg 1.9254 -8.4875 674.55 1030.1 
Stddev 1.0890 .2248 .28 1.9 
%RSD 56.559 2.6490 .04214 .18080 

#1 11554 -8.3285 674.35 1028.8 
#2 2.6954 -8.6465 674.75 1031.4 

Check ? None None None None 
Value 
Range 

fflB'SflflflS 77 



Sample Name: 0008723-10 Acquired: 11/29/2007 17:47:22 Type: Link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G5 Dilution: 1 Operator: SRV 
Comment: >FE 

Int. Std. In2306 Y 2243 Y_3600 Y 3710 
Line 230.606{446} 224.306{450} 360.073{94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7557.1 10341. 134810. 23015. 
Stddev 18.6 46. 392. 307. 
%RSD .24629 .44388 .29051 1.3319 

#1 7543.9 10309. 134530. 23232. 
#2 7570.2 10373. 135080. 22799. 



Sample Name: 0008723-11 Acquired: 1;1/29/2007 17:50:14 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G6 Dilution: 1 Operator: SRV 
Comment: 155 

Bern Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 { 85} 189 .042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .14704 176730. 53.940 2829.8 1.6783 53023. 
Stddev .09564 6355. 1.523 93.4 .1535 2061. 
%RSD 65.044 3.5959 2.8232 3.3008 9.1473 3.8861 

#1 .21467 172240. 55.017 2763.7 1.5698 51566. 
#2 .07941 181220. 52.863 2895.8 1.7869 54480. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267. .716 {126} 324.754 {104} 259 .940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.6453 131.43 315.69 196:07 191510. 42441. 
Stddev .1162 .27 .46 .02 7411. 1522. 
%RSD 2.0591 .20498 .14490 .01110 3.8696 3.5871 

#1 5.5631 131.62 315.37 196.09 186270. 41365. 
#2 5.7275 • 131.24 316.01 196.06 196750. 43518. 

Check ? None None None None None None 
Value 
Range 

mmmmrjB 



Sample Name: 0008723-11 Acquired: 11/29/2007 17:50:14 Type: link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G6 Dilution: 1 Operator: SRV 
Comment: 155 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279,079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220. .353 {453} 206.833 {463} 
IS Ref (YJ3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 48573. 5745.9 3393.9 260.58 218.18 4.6227 
Stddev 1908. 40.0 109.5 .27 ,42 .3074 
%RSD 3.9281 .69635 3.2248 .10483 .19309 6.6498 

#1 47224. 5717,7 3316.5 260.77 217.88 4.8400 
#2 49922. 5774.2 3471.3 260.38 218.48 4.4053 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 Til 908 V_2924 Zn2062 
Line 196,090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .87767 -10.488 513.40 776.50 
Stddev .10141 .320 .32 .88 
%RSD 11,555 3.0551 .06211 .11289 

-

#1 .80596 -10.714 513.17 777.12 
#2 .94938 -10.261 513.62 775.88 

Check ? None None None None 
Value 
Range 
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Sample Name: 0008723-11 Acquired: 11/29/2007 17:50:14 Type: Link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G6 Dilution:! Operator: SRV 
Comment: 155 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7456.2 10396. 134710. 23226. 
Stddev 22.0 27. 78. 546. 
%RSD .29493 .26152 .05804 2.3518 

#1 7440.7 10377. 134650. 23612. 
#2 7471.8 10415. 134760. 22840. 

! 

i 
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Sample Name: BLANK Acquired: 11/29/2007 17:53:04 Type: Unk 
Method: TAL20071129B Mode: GONC Corn Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .16484 68.778 -1.3086 .31650 .00339 29.897 
Stddev .04453 34.893 .7426 .71258 .02918 9.886 
%RSD 27.015 50.733 56.744 225.14 860.64 33.067 

#1 .13335 93.452 -.78354 .82037 .02403 36.887 
#2 .19633 44.105 -1.8337 -.18737 -.01724 22.906 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .13774 -.50216 -.33921 -.26029 74.495 43.078 
Stddev .02505 .04231 .54676 .10099 42.854 58.076 
%RSD 1:8.186 8.4249 161.18 38.798 57.526 134.81 

#1 .15546 -.53207 .04741 -.33171 104.80 84.144 
#2 .12003 -.47224 -.72583 -.18888 44.193 2.0124 

Check ? None None None None None None 
Value 
Range 

HS®8fiS'282 



Sample Name: BLANK Acquired: 11/29/2007 17:53:04 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220, .353 {453} 206.833 {463} 
ISRef (Y 3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 29.076 .43588 14.054 -.72629 .42992 .61937 
Stddev 19,746 .01303 2.275 .18393 .77850 .05389 
%RSD 67.912 2.9902 16.189 25.324 181.08 8.7010 

#1 43.039 .44509 12.446 -.85635 .98040 .58126 
#2 15.114 .42666 15.663 -.59624 -.12056 .65748 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090(472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 3.1864 -2.8401 -.27890 .43812 
Stddev 1.7062 1.0765 .01941 .11309 
%RSD 53.547 37.902 6.9582 25.813 

#1 1.9799 -2.0790 -.29262 .51809 
#2 4.3929 -3.6013 -.26518 .35815 

Check ? None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/29/2007 17:53:04 Type: link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. ln23Q6 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224 .306(450} 360 .073(94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8493.7 9891.1 130510. 20535. 
Stddev 62.5 55.3 374. 72. 
%RSD .73532 .55862 .28680 .34825 

#1 8449.6 9852.1 130250. 20485. 
#2 8537.9 9930.2 130770. 20586. 



Sample Name: CCV Acquired: 11/29/2007 17:55:48 Type: QC 
Method: TAL20071H29B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 451 >.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 614.35 4920.2 245.07 4842.7 118.63 12171. 
Stddev 2.36 65.4 .18 56.5 1.00 90. 
%RSD .38351 1.3294 .07356 1.1670 .84394 .74246 

#1 612.68 4873.9 244.94 4802.7 117.93 12107. 
#2 616.02 4966.4 245.20 4882.6 119.34 12235. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324 .754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 124.09 1222.8 495.07 598.92 2397.5 11959. 
Stddev .02 1.1 .39 3.14 30.4 137. 
%RSD .01960 .09321 .07917 .52439 1.2683 1.1491 

#1 124.11 1223.6 494.79 596.69 2376.0 11862. 
#2 124.08 1221.9 495.35 601.14 2419.0 12056. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/29/2007 17:55:48 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079(121} 257.610(131} 589.592 {57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 12097. 1245.5 12072. 1232.8 245.42 1221.3 
Stddev 41. 2.5 114. 2.0 .34 4.5 
%RSD .34130 .19746 .94606 .16078 .13932 .36862 

#1 12067. 1243.7 11991. 1234.2 245.17 1218.1 
#2 12126. 1247.2 12153. 1231.4 245.66 1224.5 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se196Q TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 244.96 247.25 1227.2 1231.5 
Stddev .46 .10 3.3 2.6 
%RSD .18965 .03883 .26806 .20906 

#1 244.63 247.19 1224.9 1233.3 
#2 245.29 247.32 1229.5 1229.7 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 
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Sample Name: CCV Acquired: 11/29/2007 17:55:48 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224 .306(450} 360, .073(94} 371.030 ( 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8693.1 10432. 137030. 21931. 
Stddev 26.8 48. 752. 73. 
%RSD .30871 .46329 .54851 .33471 

#1 8712.0 10467. 137560. 21983. 
#2 8674.1 10398. 136490. 21879. 



Sample Name: CCB Acquired: 11/29/2007 17:58:23 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152(85} 11 39.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .05044 16.105 -.14600 1.1777 .00782 17.191 
Stddev .14099 5.766 .44223 .1652 .02516 1.207 
%RSD 279.52 35.799 302.90 14.030 321.76 7.0229 

#1 -.04925 20,182 -.45870 1.2945 .02561 18.044 
#2 .15013 12.028 .16671 1.0608 -.00997 16.337 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .06475 .38024 -.27520 -.02741 10.390 -.79438 
Stddev .00276 .02678 .12041 .30023 .568 7.6860 
%RSD 4.2561 7.0426 43.755 1095.3 5.4658 967.55 

#1 .06280 .36131 -.36034 .18488 10.792 -6.2292 
#2 .06669 .39918 -.19005 -.23970 9.9886 4.6404 

Check ? 
Uinh 1 

Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
nign Limn 
Low Limit 
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Sample Name: CCB Acquired: 11/29/2007 17:58:23 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: I Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610(131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 33.872 .28749 7.4660 .24753 -.29167 2.3996 
Stddev 7.290 .00100 4.4725 .11144 .67841 1.6540 
%RSD 21.523 .34872 59.906 45.020 232.59 68.929 

#1 28.717 .28678 4.3034 .16873 -.77138 3.5691 
#2 39.027 .28820 10.629 .32632 .18804 1.2300 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090(472} 190.856 {477} 292.402 {115} 206.200(464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.1015 -.84704 .34817 .43506 
Stddev 1.2430 .02808 .01242 .26485 
%RSD •112.84 3.3151 3.5683 60.877 

#1 .22263 -.82719 .35696 .24778 
#2 1.9804 -.86690 .33939 .62234 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 
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Sample Name: CCB Acquired: 11/29/2007 17:58:23 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224 .306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8889.0 10340. 135880. 21999. 
Stddev 3.4 13. 88. 105. 
%RSD .03849 .12201 .06505 .47764 

#1 8886.5 10349. 135940. 22073. 
#2 8891.4 10331. 135810. 21924. 



Sample Name: 0008723-12 Acquired: 11/29/2007 18:01:09 Type: link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G7 Dilution: 1 Operator: SRV 
Comment: 156 

Elern Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396 .152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933(106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .32854 143870. 44.852 1641.0 .61972 45055. 
Stddev .16563 620. .781 10.7 .02712 185. 
%RSD 50.415 .43126 1.7416 .65382 4.3768 .41122 

#1 .44566 144300. 45.404 1648.6 .63889 45186. 
#2 .21142 143430. 44.300 1633.4 .60054 44924. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 ( 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.3789 106.06 191.80 178.01 187970. 33564. 
Stddev .0487 .06 .37 .23 708. 167. 
%RSD .90492 .05715 .19090 .13035 .37691 .49674 

#1 5.4134 106.01 191.54 178.18 188470. 33682. 
#2 5.3445 106.10 192.06 177.85 187470. 33446. 

Check ? None None None None None None 
Value 
Range 

9999fl9231 



Sample Name: 0008723-12 Acquired: 11/29/2007 18:01:09 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G7 Dilution: 1 Operator: SRV 
Comment: 156 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206. 833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 34751. 4740.2 1473.8 135.23 226.45 6.0396 
Stddev 37. .3 13.0 .05 .83 .1670 
%RSD .10668 .00560 .88128 .04045 .36688 2.7652 

#1 34778. 4740.4 1483.0 135.27 227.03 5.9215 
#2 34725. 4740.0 1464.6 135.19 225.86 6.1576 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.13328 -9.4798 524.43 718.79 
Stddev 1.0909 .4023 .88 2.14 
%RSD 818.48 4.2437 .16828 .29725 

#1 .63808 -9.1953 525.05 717.28 
#2 -.90464 -9.7642 523.80 720.30 

Check ? None None None None 
Value 
Range 

1M8M29 2 



Sample Name: 0008723-12 Acquired: 11/29/2007 18:01:09 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G7 Dilution: 1 Operator: SRV 
Comment: 156 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 22 >4.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7494.8 10268. 133380. 22523. 
Stddev 29.6 53. 644. 449. 
%RSD .39494 .52036 .48318 1.9950 

#1 7473.8 10230. 132930. 22206. 
#2 7515.7 10306. 133840. 22841. 



Sample Name: 0008723-13 Acquired: 11/29/2007 18:04:01 Type: link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G8 Dilution: 1 Operator: SRV 
Comment: >FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313 .042 {108} 317.933 {106} 
IS Ref (Y_3600) 

ug/L 
(Y_3710) (Y 2243) (Y_3710) (Y_3710) (Y_3710) 

Units 
(Y_3600) 

ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 208.08 84808. 990.48 1920.0 1.3144 235080. 
Stddev .10 1057. 4.52 23.5 .1132 6564. 
%RSD .04711 1.2466 .45618 1.2256 8.6121 2.7920 

#1 208.15 84061. 993.67 1903.3 1.2344 230440. 
#2 208.01 85556. 987.28 1936.6 1.3945 239730. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 579.43 83.019 200.84 1647.7 211100. 16487. 
Stddev 3.37 .473 .19 1.8 5499. 266. 
%RSD .58223 .56970 .09634 .10693 2.6052 1.6159 

#1 581.81 83.354 200.70 1648.9 207210. 16299. 
#2 577.04 82.685 200.97 1646.4 214980. 16675. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008723-13 Acquired: 11/29/2007 18:04:01 Type: Link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 

i User: admin Client sample ID: MH24G8 Dilution: 1 Operator: SRV 
Comment: >FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 100200. 10264. 3146.2 154.36 21974. 579.94 
Stddev 1249. 15. 35.3 .07 77. 1.04 
%RSD 1.2466 .14959 1.1211 .04316 .35202 .18005 

#1 99315. 10275. 3121.3 154.31 22029. 580.68 
#2 101080. 10254. 3171.2 154.41 21920. 579.21 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 45.583 24.319 259.10 84892. 
Stddev .121 .478 1.06 464. 
%RSD .26609 1.9648 .40917 .54696 

#1 45.497 24.657 259.85 85221. 
#2 45.669 23.981 258.36 84564. 

Check ? None None None None 
Value 
Range 



Sample Name: 0008723-13 Acquired: 11/29/2007 18:04:01 Type: UnK 
Method: TAL2Q071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G8 Dilution: 1 Operator: SRV 
Comment: >FE 

Int. Std. In2306 Y_2243 Y 3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7269.9 9831.4 129430. 22220. 
Stddev 34.2 50.7 597. 31:. 
%RSD .47080 .51540 .46139 .14001 

#1 7245.7 9795.6 129010. 22242. 
#2 7294.1 9867.3 129850. 22198. 



Sample Name: 0008723-15 Acquired: 11/29/2007 18:07:02 Type: link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H0 Dilution: 1,3 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 AS1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .06272 137180. 46.907 1656.6 .86640 38291. 
Stddev .34587 1710. .958 19.8 .06277 449. 
%RSD 551.43 1.2462 2,0425 1.1948 7.2449 1.1719 

#1 .30729 138390. 47.584 1670.6 .82201 38609. 
#2 -.18185 135980. 46.229 1642.6 .91078 37974. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (YJ3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5,4209 102.71 196.99 170.99 188160. 27802. 
Stddev .1550 .44 .61 .59 2344. 175. 
%RSD 2.8593 .42599 .30852 .34768 1.2458 .62974 

#1 5.5305 103.02 197.42 170.57 189820. 27926. 
#2 5.3113 102.40 196.56 171.41 186500. 27678. 

Check ? None None None None None None 
Value 
Range 

1111^11237 



Sample Name: 0008723-15 Acquired: 11/29/2007 18:07:02 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H0 Dilution: 1.3 Operator: SRV 
Comment: FE 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 32471. 5138.4 1614.6 118.43 248.65 4.4438 
Stddev 456. 8.5 23.2 .53 2.33 .2073 
%RSD 1.4053 .16582 1.4388 .44837 .93605 4.6659 

#1 32794. 5144.4 1631.0 118.81 250.29 4.5904 
#2 32148. 5132.4 1598.2 118.06 247.00 4.2972 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.14725 -7.3337 543.04 674.35 
Stddev .65417 1.9229 .25 1.00 
%RSD 444.26 26.220 .04565 .14810 

#1 .31532 -5.9740 542.86 675.06 
#2 -.60982 -8.6934 543.21 673.65 

Check ? None None None None 
Value 
Rahge 

mamm-m 



Sample Name; 0008723-15 Acquired: 11/29/2007 18:07:02 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H0 Dilution: 1.3 Operator: SRV 
Comment: FE 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7712.9 10479. 136770. 22695. 
Stddev 26.0 44. 225. 431. 
%RSD .33692 .41900 .16438 1.8990 

#1 7694.5 10448. 136610. 22390. 
#2 7731.2 10510. 136930. 22999. 

I 

•mwammmmB 



Sample Name: 0008723-18 Acquired: 11/29/2007 18:09:54 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H3 Dilution: 1.3 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 ( 85} 189 .042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (YJ3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .75055 123860. 46.929 1427.1 1.2237 37550. 
Stddev .33758 1542. .445 17.7 .0542 456. 
%'RSD 44.977 1.2448 .94877 1.2390 4.4320 1.2154 

#1 .98926 122770. 47.244 1414.6 1.1853 37227. 
#2 .51185 124950. 46.614 1439.6 1.2620 37872. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802(447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
ISRef (Y_2243) (In2306) (Y_360Q) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.2318 87.939 167.04 146.23 166450. 25455. 
Stddev .0394 .097 .11 .45 2911. 331. 
%RSD .75368 .10995 .06755 .31019 1.7491 1.2984 

#1 5.2596 88.008 166.96 145.90 164390. 25221. 
#2 5.2039 87.871 167.12 146.55 168510. 25689. 

Check ? None None None None None None 
Value 
Range 

J3lt:lll3131131113 



Sample Name: 0008723-18 Acquired: 11/29/2007 18:09:54 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H3 Dilution: 1.3 Operator: SRV 
Comment: FE 

Elem Mg2790 Mn2576 Na5895 NS2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (YJ3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 31815. 4071.4 1224.7 112.42 274.74 6.4655 
Stddev 368. 20.9 16.6 .35 .40 .1214 
%RSD 1.1568 .51385 1.3521 .30876 .14509 1.8769 

#1 31555. 4056.6 1213.0 112.18 274.45 6.5513 
#2 32075. 4086.2 1236.4 112.67 275.02 6.3797 

Check ? None None None None None None 
Value 
Range 

E|em Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.9488 -6.3817 472.54 651.14 
Stddev .8955 .3839 .07 .91 
%RSD 45.949 6,0163 .01532 .13919 

#1 1.3156 -6.1102 472.49 650.50 
#2 2.5820 -6.6532 472.59 651.78 

Check ? None None None None 
Value 
Range 

:S'8999fi 3 1 1  



Sample Name: 0008723-18 Acquired: 11/29/2007 18:09:54 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID; MH24H3 Dilution: 1.3 Operator: SRV 
Comment: FE 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360,073 {94} 371,030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7770.8 10441, 136320. 22706. 
Stddev 19.6 24. 98. 60. 
%RSD .25235 .23332 .07167 .26302 

#1 7757.0 10424. 136250. 22748. 
#2 7784.7 10459. 136390. 22664. 

msmmmm 



Sample Name: 0008723-19 Acquired: 11/29/2007 18:12:46 Type: Link 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H4 Dilution: 1.25 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189 .042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.54184 145700. 52.365 1815.7 2.2915 61275. 
Stddev .14654 595. .245 5,2 .0113 276. 
%RSD 27.045 .40871 .46777 .28399 .49307 .45033 

#1 -.64545 145280. 52.539 1812.0 2.2995 61080. 
#2 -.43822 146120. 52.192 1819.3 2.2835 61470. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.2477 95.057 187.14 162.65 183790. 33366. 
Stddev .0828 .919 .90 1.01 1953. 171. 
%RSD 1.5789 ,96637 .48291 .61901 1.0626 .51367 

#1 5.3063 95.707 187.78 163.37 182410. 33245. 
#2 5.1891 94.408 186.50 161.94 185170. 33487. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008723-19 Acquired: 11/29/2007 18:12:46 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User; admin Client sample ID: MH24H4 Dilution: 1.25 Operator: SRV 
Comment: FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206. 833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 44960. 4556.3 1891.1 134.93 221.19 4.5290 
Stddev 199. 9.9 2.6 1.63 1.96 .9910 
%RSD .44235 .21799 .13663 1.2080 .88421 21.882 

#1 44820. 4563.3 1893.0 136.08 222.57 5.2298 
#2 45101. 4549,3 1889.3 133.78 219.80 3.8282 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (YJ2243) (In2306) (Y 3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.3772 -5.0969 480.98 656.24 
Stddev 1.4613 .5106 1.26 6.72 
%RSD 106.11 10.019 .26261 1.0238 

#1 .34389 -4.7358 481.87 660.99 
#2 2.4105 -5.4580 480.08 651.48 

Check ? None None None None 
Value 
Range 

fifi#MS:3-S4 



Sample Name: 0008723-19 Acquired: 11/29/2007 18:12:46 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H4 Dilution: 1.25 Operator: SRV 
Comment: FE 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224,306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7612.6 10438. 136560. 22789. 
Stddev 24.6 17. 135. 32. 
%RSD .32373 .16257 .09868 .14197 

#1; 7595.2 10426. 136460. 22767. 
#2 7630.1 10450. 136650. 22812. 



Sample Name: BLANK Acquired: 11/29/2007 18:15:36 Type; Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
I S Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.05613 25.492 -1.2308 -.43670 -.05045 21.031 
Stddev .30315 10,965 .0468 .06413 .01907 3.447 
%RSD 540.07 43.015 3.8018 14.686 37.798 16.388 

#1 .15823 33.245 -1.1977 -.48205 -.03697 23.469 
#2 -.27049 17.738 -1.2639 -.39135 -.06394 18.594 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .19653 -.49787 -.09401 .37500 36.103 13.669 
Stddev .06212 .00317 .14470 .10854 9.694 9.132 
%RSD 31.608 .63764 153.92 28.944 26.853 66.806 

#1 .15260 -.50011 .00831 .45175 42.958 20.126 
#2 .24045 -.49562 -.19633 .29825 29.247 7.2117 

Check ? None None None None None None 
Value 
Range 

fl fll.S-B 8 3BB 



Sample Name: BLANK Acquired: 11/29/2007 18:15:36 Type: Unk 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y 2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 13.138 .41793 12.429 -.41351 -.15394 .36588 
Stddev 2.001 .05855 4.770 .09156 .10868 1.1627 
%RSD 15.227 14.010 38.382 22.143 70.599 317.79 

#1 11.723 .37652 9.0554 -.47825 -.07709 1.1880 
#2 14.552 .45933 15.802 -.34876 -.23079 -.45629 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y 2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.8031 -2.5011 -.04195 .56051 
Stddev .2969 1.0951 .13559 .01768 
%RSD 16.465 43.786 323.22 3.1543 

#1 2.0130 -3.2755 -.13783 .57301 
#2 1.5932 -1.7267 .05393 .54801 

Check ? None None None None 
Value 
Range 



; Sample Name: BLANK Acquired: 11/29/2007 18:15:36 Type: Link 
! Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
I User: admin Client sample ID: BLANK Dilution:! Operator: SRV 
I Comment: 5 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8497.5 9909.9 130730. 20516. 
Stddev 46.3 67.2 5. 29! 
%RSD .54451 .67826 .00413 !4192 

#1 8464.8 9862.3 130730. 20310. 
#2 8530.2 9957.4 130730. 20722. 



Sample Name: ZCRI Acquired: 11/29/2007 18:18:21 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_37I0) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 9.9738 65.713 9.0899 .66489 5.0017 46.577 
Stddev .0446 8.964 .6440 .14891 .0737 .997 
%RSD .44691 13.642 7.0847 22.396 1.4728 2.1398 

#1 10.005 59.374 8.6345 .77018 5.0538 47.281 
#2 9.9422 72.052 9.5452 .55959 4.9496 45.872 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.8635 51.439 10.028 26.158 73.572 20.415 
Stddev .0484 .084 .306 .332 4.914 12.865 
%RSD .99512 .16234 3.0506 1.2710 6.6788 63.020 

#1 4.8977 51.498 10.245 25.923 70.098 11.318 
#2 4.8292 51.380 9.8119 26.393 77.047 29.512 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 



Sample Name; ZCRI Acquired: 11/29/2007 18:18:21 Type: QC 
Method: TAL20071129B Mode: CONC Corn Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610(131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y 2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 35.096 19.378 18.098 41.918 12.010 57.552 
Stddev 11.891 .276 7.636 .234 .821 1.279 
%RSD 33.882 1.4268 42.192 .55791 6.8359 2.2216 

#1 43.504 19.183 23.497 42.084 11.430 56.648 
#2 26.687 19.574 12.699 41.753 12.591 58.456 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) > 

Units ug/L ug/L ug/L ug/L 
Avg 31.445 25.974 52.121 62,070 
Stddev .684 .164 .142 .382 
%RSD 2.1745 .63197 .27283 .61613 

#1 30.961 25.858 52.221 62.341 
#2 31.928 26.090 52.020 61.800 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: ZCRI Acquired: 11/29/2007 18:18:21 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution:! Operator: SRV 
Comment: 3 

Int. Std, In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306(450} 3< 30.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9148.4 10637. 140820. 21679. 
Stddev 43.0 56. 1178. 282. 
%RSD .47041 .52853 .83662 1.2992 

#1 9178.8 10677. 141650. 21480. 
#2 9118.0 10597. 139990. 21878. 



Sample Name: CRI Acquired: 11/29/2007 18:21:02 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189 .042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (YJ3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 10.131 53.070 8.9114 .48460 5.0026 37.796 
Stddev .113 1.963 .2141 .10427 .0463 .033 
%RSD 1.1113 3.6984 2.4030 21.518 .92597 .08710 

#1 10.210 54.458 9.0628 .41086 5.0353 37.773 
#2 10.051 51.682 8.7600 .55833 4.9698 37.820 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.8999 51.221 10.356 25.696 53.516 20.956 
Stddev .1419 .241 .077 .461 1.542 9.283 
%RSD 2.8962 .47005 .74020 1.7953 2.8807 44.295 

#1 5.0002 51.051 10.302 26.022 54.606 27.520 
#2 4.7995 51.391 10.410 25.370 52.426 14.393 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 



Sample Name: CRI Acquired: 11/29/2007 18:21:02 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231 .604 {445} 220.353 {453} 206 .833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 34.083 18.380 18.961 41.723 12.102 59.533 
Stddev 1.941 .123 .436 .147 .735 .772 
%RSD 5.6948 .66702 2.2984 .35196 6.0763 1.2973 

#1 35.456 18.293 18.652 41.827 11.582 58.987 
#2 32.711 18.467 19.269 41.619 12.622 60.079 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Sel960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
ISRef (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 32.698 26.605 51.379 60.989 
Stddev .844 .706 .116 .000 
%RSD 2.5807 2.6518 .22624 .00078 

#1 32.102 26.106 51.461 60.989 
#2 33.295 27.104 51.297 60.989 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CRI Acquired: 11/29/200718:21:02 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CR| Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306(450} 360 .073 {94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9040.4 10484. 137970. 21851. 
Stddev 6.9 14. 178. 82. 
%RSD .07644 .13564 .12877 .37315 

#1 9045.3 10494, 138090. 21794. 
#2 9035.5 10473. 137840. 21909. 



Sample Name: ICSA Acquired: 11/29/2007 18:23:43 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152(85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.29427 254240. -.93163 -3.4642 1.3962 241750. 
Stddev .08239 13300. .95197 .0810 .0318 9046. 
%RSD 27.997 5.2311 102.18 2.3370 2.2789 3.7418 

#1 -.23601 263650. -.25848 -3.5215 1.4187 248140. 
#2 -.35253 244840. -1.6048 -3.4070 1.3737 235350. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.8527 3.0393 43.246 23.415 92837. -113.82 
Stddev .0083 .0619 .118 .181 4819. 58.06 
%RSD .44635 2.0355 .27272 .77230 5.1903 51.012 

#1 1.8469 2.9955 43.163 23.287 96245. -154,88 
#2 1.8585 3.0830 43.330 23.542 89430. -72.766 

Check ? 
Uinh 1 Smit 

Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
nign Limit 
Low Limit 



Sample Name: ICSA Acquired: 11/29/2007 18:23:43 Type: QC 
Method: TAL20071129B Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution; 1 Operator: SRV 
Comment: 13 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_371i0) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 253620. 15.379 792.41 118.210 4.3299 -1.0476 
Stddev 13188. .480 48.68 .501 3.0607 1.1323 
%RSD 5.1997 3.1204 6.1431 2,7528 70.686 108.09 

#1 262950. 15.039 826.84 18.564 2.1657 -.24691 
#2 244300. 15.718 757.99 17.855 6.4942 -1.8482 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
nign Limit 
Low Limit 

Elem Se1960 TI1908 V 2924 Zn2Q62 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y 2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -5.6268 -1.7309 -1.4035 23.528 
Stddev .6236 .8769 .0017 .443 
%RSD 11.082 50.659 .12048 1.8825 

#1 -6.0677 -2.3510 -1.4023 23.215 
#2 -5.1859 -1.1109 -1.4047 23.841 

Check ? 
LJSwK 1 iSmtt 

Chk Pass Chk Pass Chk Pass Chk Pass 
nign Limit 
Low Limit 



Sample Name: ICSA Acquired: 11/29/2007 18:23:43 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7283.9 9378.7 122590. 20219. 
Stddev .8 7.0 708. 956. 
%RSD .01073 .07486 .57783 4.7291 

#1 7284.4 9373.7 123090. 19543. 
#2 7283.3 9383.7 122090. 20895. 



Sample Name: ICSAB Acquired: 11/29/2007 18:26:30 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Ag3280 AI3961 AS1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 205.61 245890. 92.113 512.51 475,06 234650. 
Stddev .19 8363. .564 16.56 15.66 8960. 
%RSD .09059 3.4009 .61207 3.2322 3.2955 3.8186 

#1 205.47 251810. 91.715 524.22 486.13 240980. 
#2 205.74 239980. 92.512 500.79 463.99 228310. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802(447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 934.76 497.83 517.17 523.92 90155. -43.762 
Stddev 1.12 .96 .93 1.20 2916. 34.478 
%RSD .12020 .19360 .18011 .22819 3.2340 78.785 

#1 935.55 498.52 516.52 523.07 92216. -68.141 
#2 933.97 497.15 517.83 524.76 88093. -19.382 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



I 

Sample Name: ICSAB Acquired; 11/29/2007 18:26:30 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 241770. 506.39 783.04 1020.0 58.238 584.49 
Stddev 8469. 1.16 30.29 2.4 1.750 2.76 
%RSD 3:5030 .22983 3.8677 .23619 3.0044 .47209 

#1 247760. 505.57 804.46 1021.8 57.001 582.54 
#2 235780. 507.22 761.63 1018.3 59.475 586.44 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 Til 908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (!n2306) 
Units ug/L ug/L dg/L ug/L 
Avg 49.917 93.807 486.52 1018.7 
Stddev 1.372 1.387 .13 3.2 
%RSD 2.7487 1.4785 .02720 .31674 

#1 48.947 94.788 486.61 1021.0 
#2 50.887 92.827 486.42 1016.4 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

'999999313 



Sample Name: ICSAB Acquired: 11/29/2007 18:26:30 Type: QC 
Method: TAL2D071129B Mode: CQNC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606(446} 224.306(450} 360 .073(94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7337.5 9450.9 123510. 20881. 
Stddev 6.0 2.4 252. 592. 
%RSD .08159 .02515 .20434 2.8328 

#1 7333.2 9449.3 123690. 20463. 
#2 7341.7 9452.6 123330. 21300. 



Sample Name: CCV Acquired: 11/29/2007 18:29:12 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 

1 Comment: 11 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455'403 {74} 313.042 {108} 3 17.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg, - 610.77 5066,5 246.44 5003.7 121.63 12321. 
Stddev 1.74 138.3 .24 115.6 2.68 310. 
%RSD .28546 2.7296 .09902 2.3093 2.2051 2.5136 

#1 609.53 5164.3 246,62 5085.4 123.52 12539. 
#2 612.00 4968.7 246.27 4922.0 119.73 12102. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 124.34 1220.2 494.22 595.73 2438.9 12322. 
Stddev .10 .8 .55 1.22 57.7 292. 
%RSD .08294 .06227 .11129 .20526 2.3642 2.3707 

#1 124.26 1220.8 493.83 594,87 2479.6 12529. 
#2 124.41 1219.7 494.61 596.60 2398.1 12116. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

x 

asaaafl32i 



Sample Name: CCV Acquired: 11/29/2007 18:29:12 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079(121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 12045. 1236.3 12265. 1230.8 246.34 1234.1 
Stddev 294. 2.6 262. 2.3 .59 3.5 
%RSD 2.4368 .21162 2.1332 .18901 .24050 .28147 

#1 12253. 1234.5 12450. 1232.4 246.76 1231.6 
#2 11838. 1238.2 12080. 1229.1 245.92 1236.5 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 247.97 246.30 1215.1 1222.3 
Stddev .32 .84 2.1 2.7 
%RSD .12926 .33922 .17251 .22350 

#1 248.19 246.89 1213.6 1224.2 
#2 247.74 245.71 1216.5 1220.3 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

-999999322 



Sample Name: CCV Acquired: 11/29/2007 18:29:12 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8536.4 10239. 133620. 21408. 
Stddev 4.5 9. 253. 484. 
%RSD .05219 .08367 .18960 2.2623 

#1 8533.3 10245. 133800. 21065. 
#2 8539.6 10233. 133440. 21750. 



Sample Name: CCB Acquired: 11/29/2007 18:31:48 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 Asl890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 ( 85} 189.042 {478} 455.403 { 74} 313 .042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .29772 26.385 -.06909 1,5767 .02733 25.989 
Stddev .52164 .659 .82458 .0182 .03411 4.465 
%RSD 175.21 2.4995 1193.5 1.1534 124.78 17.181 

#1 -.07113 26.851 -.65216 1.5638 .00322 29.146 
#2 .66658 25.918 .51397 1.5895 .05145 22.832 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228 .616 {447} 267.716 (126} 324,754 (104} 259.940 (130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .04381 .24112 .03792 .20178 14.305 .81288 
Stddev .11546 .02764 .15551 .03368 2.113 18602 
%RSD 263.53 11.465 410.10 16.693 14.772 2288.5 

#t -.03783 .22157 -.07204 .22559 15,799 13.967 
#2 .12545 .26067 .14788 .17796 12.811 -12.341 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

99899932A 



Sample Name: CCB Acquired: 11/29/2007 18:31:48 Type: QC 
Method: TAL20071129B Mode: CQNC Corr. Factor: 1,000000 
User: admin Client sample ID: CCB Dilution:! Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 30.457 .39349 12.966 .30945 -1.2273 2.7986 
Stddev 1.173 .04232 .634 .18643 ,5085 1.3273 
%RSD 3.8502 10.755 4.8917 60.246 41.437 47.429 

#1 31.286 .36356 13.414 .44128 -1,5868 3.7372 
#2 29.628 .42341 12.517 .17762 -.86767 1.8600 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit \ 

Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 ,200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.1866 -.67403 .28689 .33978 
Stddev ,0563 .38111 .06066 .03870 
%RSD 4.7430 56,542 21.146 11.391 

#1 1.1468 -.404.54 .32978 .36715 
#2 1.2264 -.94352 .24399 .31241 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

HSSSS11325 



Sample Name: CCB Acquired: 11/29/2007 18:31:48 Type: QC 
Method: TAL20071129B Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

i 
Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8840.0 10264. 134670. 21110. 
Stddev 12.0 10. 21. 990. 
%RSD .13578 .09525 .01596 4.6887 

#1! 8831.5 10258. 134680. 20410. 
#2 8848.5 10271. 134650. 21810. 

i 

SSI! fill IS 3 2.B 



Instrument Run Log 
Instrument ID: B-ICXP6500 

tswswrfusi Seat safe ses 
TTUMAMOK TXTOSC 
o&nm-m? 

Runlog,Logbook (RCN#/Page#) : -}0 6-tJ"! 

Method: IIM05.4 SOP; US0pQ6 

Sequence: TAL20071130A1 

Data File.- TAL20071130Al.txt 

Analyst/Date: 

Reviewer/Date: > 

Analysis Start:11/30/2007 09:59:28 

Analysis End: 11/30/2007 16:54:14 

Ho lab Sample Client Sample Date Time D/F In2306 Y_ 2243 Y_3600 Y 3710 Comments 

0 SO SO 11/30/2007 09:59:28 1 100 100 100 100 

0 S S 11/30/2007 10:02:12 1 92 97 96 100 

0 ICV1 ICV 11/30/2007 10:04;51 1 96 99 99 104 

0 ICB1 ICB 11/30/2007 10:07:24 1 100 100 105 100 

0 CRDL1 CR| 11/30/2007 10:10:08 1 99 98 99 97 

0 ICS-A1 ICSA 11/30/2007 10:12:49 1 81 90 90 100 

0 ICS-AB1 ICSAB 11/30/2007 10:15:34 1 81 90 89 95 

0 CCV1 CCV 11/30/2007 10:18:15 1 93 97 97 104 

0 CCB1 CCB 11/30/2007 10:20:50 1 100 99 100 104 

0 ICPBLKQ9 PBSQ9 11/30/2007 10:23:35 1 99 98 99 98 

0 ICPLCSQ9 LCSSQ9 11/30/2007 10:26:21 1 76 * 83 84 89 

0 0008724-01 MH24H6 11/30/2007 10:29:09 1 80 100 99 105 

0 0008724-01D MH24H6D 11/30/2007 10:31:59 1 81 100 100 104 

\ o 0008724-01S MH24H6S 11/30/2007 10:34:50 1 82 98 97 99 >pc 

0 0008724-01L MH24H6L 11/30/2007 10:37:39 5 93 100 102 104 

0 0008724-02 MH24H7 11/30/2007 10:40:21 1 80 99 98 105 

0 0008724-03 MH24P8 11/30/2007 10:43:12 1 83 100 99 104 

0 0008724-04 MH24P9 11/30/2007 10:46:02 1 84 99 87 104 

0 BLANK BLANK 11/30/2007 10:48:46 1 98 99 99 98 

0 CCV2 CCV 11/30/2007 10:51:30 1 94 98 99 95 

0 CCB2 CCB 11/30/2007 10:54:06 1 100 99 100 93 

0 0008724-05 MH24Q0 11/30/2007 10:56:52 1 83 97 97 99 

0 0008724-06 MH24Q1 11/30/2007 10:59:38 1 82 93 95 97 

0 0008724-07 MH24Q2 11/30/2007 11:02:43 1 83 97 96 100 

0 0008724-08 MH24Q3 11/30/2007 11:05:28 1 83 99 9B 102 

0 0008724-09 MH24Q4 11/30/2007 11:08:20 1 85 100 99 104 

0 BLANK BLANK 11/30/2007 11:11:06 1 98 98 98 95 

0 ZCRI ZCRI 11/30/2007 11:13:49 1 101 101 102 105 

0 CRDL2 CRI 11/30/2007 11:16:31 1 100 100 102 120 

0 ICS-A2 ICSA 11/30/2007 11:19:12 1 83 91 89 95 

H;ilil§32'7 
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Scientifi 9 
fS« Md Road, Suite 98 
TttswcociBrtte TXH3S0 
«wwr.#tee»wH8fceom 

Instrument Run Log 
Instrument ID: B-ICAP6500 

Runlog,Logbook (RCUi/Pagei): 6*6 i>-106^ Analyst/Date: 

Method: ILM05 .4 SOP as.opo6 Reviewer/Date: 

Sequence: TAL20071130A1 Analysis Start ,-11/30/2007 09:59:28 

Data File: TAL20071130A1.txt Analysis End: 11/30/2007 16:54:14 

No Lab Sample Client. Sample Date Time D/F In2306 Y 2243 Y_3600 Y_3710 Comments 

0 ICS-AB2 ICSAB 11/30/2007 11:21:58 1 81 90 90 94 

0 CCV3 CCV 11/30/2007 11:24:39 1 93 97 97 99 

0 CCB3 COB - 11/30/2007 11:27:15 1 98 98 102 89 

0 0008724-10 MH24Q5 11/30/2007 11:30:01 1 82 99 98 110 

0 0008724-11 MH24Q6 11/30/2007 11:32:47 1 83 98 98 106 

0 0008724-12 MH24Q7 11/30/2007 11:35:32 1 84 99 98 107 

0 0008724-13 MH24Q8 11/30/2007 11:38:19 1 82 93 94 99 

0 0008724-01 MH24H6 11/30/2007 11:41:19 1.7 86 100 99 106 ft 

0 0008724-01D MH24H6D 11/30/2007 11:44:11 1.7 86 99 99 111 

0 0008724-01S MH24H6S 11/30/2007 11:47:00 1.4 85 98 96 102 

0 0008724-01L MH24H6L 11/30/2007 11:49:44 8.5 94 99 100 104 

0 0008724-02 MH24H7 11/30/2007 11:52:26 1.8 85 98 96 100 
»• f 

0 BLANK BLANK 11/30/2007 11:55:17 1 96 97 98 106 

0 CCV4 CCV 11/30/2007 11:58:00 95 99 99 107 

0 CCB4 CCB 11/30/2007 12:00:37 1 100 100 100 97 

0 ICPBLKR0 PBSR0 11/30/2007 12:03:23 1 99 99 100 103 

0 ICPLCSR0 LCSSR0 11/30/2007 12:06:10 1 75 * 83 84 91 

0 0008725-01 MH24M8 11/30/2007 12:08:58 1 88 102 97 109 

0 0008725-01D MH24M8D 11/30/2007 12:11:43 1 86 99 100 103 

0 0008725-01S MH24M8S 11/30/2007 12:14:29 1 84 98 98 113 

0 BLANK BLANK 11/30/2007 12:17:12 1 97 98 108 91 

! o ZCRI ZCRI 11/30/2007 12:19:56 1 101 101 102 97 

0 GRDL3 CRI 11/30/2007 12:22:38 1 100 101 102 91 

0 ICS-A3 ICSA 11/30/2007 12:25:19' 1 81 90 89 92 

0 ICS-AB3 ICSAB 11/30/2007 12:28:05 1 81 90 90 93 

0 CCV5 CCV 11/30/2007 12:30:46 1 94 97 97 95 

0 CCB5 CCB 11/30/2007 12:33:22 1 99 99 100 101 

0 0008725-01L MH24M8L 11/30/2007 12:36:08 94 98 98 102 

0 0008725-02 MH24M9 11/30/2007 12:38:52 1 80 98 98 106 > 

0 0008725-03 MH24N0 11/30/2007 12:41:43 1 86 97 97 106 
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Instrument Run Log 
Instrument ID: B-ICAP6500 

Analyst/Data: 

Reviewer/Date: gfl r 

Analysis Start: 11/30/2007 09:59:28 

Analysis End: 11/30/2007 16:54:14 

No Lab Sample Client Sample Date Time D/F In2306 X_ 2243 Y_3600 Y_3710 Comments 

0 0008725-04 MH24N1 11/30/2007 12:44:29 1 83 96 97 101 > Zo 2, pb 

0 0008725-05 MH24N2 11/30/2007 12:47:18 1 86. 99 98 106 

0 0008725-06 MH24N3 11/30/2007 12:50:06 1 80 96 98 102 > p b  

0 0008725-07 MH24N4 11/30/2007 12:53:08 1 82 101 101 107 

0 0008725-08 MH24N5 11/30/2007 12:55:59 1 86 98 98 91 

0 0008725-09 MH24N6 11/30/2007 12:58:45 1 83 98 97 106 

0 BLANK BLANK 11/30/2007 13:01:30 1 97 98 99 86 

0 ccve CCV 11/30/2007 13:04:14 1 93 97 106 104 

0 CCB6 CCB 11/30/2007 13:06:50 1 99 100 97 93 

0 0008725-10 MH24N7 11/30/2007 13:09:36 1 84 100 105 121 * 

0 0008725-11 MH24N8 11/30/2007 13:12:30 1 84 100 103 116 

0 0008725-12 MH24N9 11/30/2007 13:15:22 1 86 98 102 111 

0 0008725-13 MH24P0 11/30/2007 13:18:07 1 1 84 97 101 108 ?2J\* pb 

0 0008725-14 MH24P1 11/30/2007 13:20:56 1 87 102 105 111 

0 BLANK BLANK 11/30/2007 13:23:42 1 88 87 91 128 * 

0 ZCRI ZCRI 11/30/2007 13:26:25 1 99 100 86 93 

0 CRDL4 CR! 11/30/2007 13:29:05 1 102 103 100 97 

0 ICS-A4 ICSA 11/30/2007 13:31:46 1 80 90 91 94 

0 ICS-AB4 ICSAB 11/30/2007 13:34:33 1 81 91 91 93 

0 CCV7 CCV 11/30/2007 13:37:15 1 94 98 99 99 

0 CCB7 CCB 11/30/2007 13:39:52 1 96 96 101 103 

0 0008725-15 MH24P2 11/30/2007 13:42:38 1 86 101 105 111 

0 0008725-16 MH24P3 11/30/2007 13:45:24 1 84 101 102 111 

0 0008725-17 MH24P4 11/30/2007 13:48:13 1 87 100 103 109 

0 0008725-18 MH24P5 11/30/2007 13:51:01 1 86 101 104 114 

0 0008725-19 MH24P6 11/30/2007 1:3:53:47 1 89 100 103 114 

0 0008725-20 MH24P7 11/30/2007 13:56:33 1 87 100 104 113 

0 0008725^02 MH24M9 11/30/2007 13:59:20 1.3 86 98 98 106 

0 0008725-04 MH24N1 11/30/2007 14:02:07 1.9 87 94 101 104 Zr\ 
0 0008725-04 MH24N1 11/30/2007 14:04:56 3.5 92 99 101 108 

mmism-mw.3f.ii 

Runlog, Logbook (RCN#/Page#) : <gT^S — 106-Q 

Method: IIM05.4 SOP: 

Sequence: TAL20071130A1 

3l^0|>06 

Data File: TAL20071130Al.txt 
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Instrument Run Log 
Instrument ID: B-ICAP6500 

Runlog, Logbook (RGN#/Page#) : s _ <06>-€>~V 

Method: IIMD5.4 SOP: 

Sequence: TAL20071130A1 

Data File: TAL20071130Al.txt 

Analyst/Date: VrvA^W"^ 

Reviewer/Date: • 

Analysis Start:11/30/2007 09:59:28 

Analysis End: 11/30/2007 16:54:14 

No Lab Sample Client Sample Date Time D/P In2306 Y_2243 YJ36Q0 Y_3710 Comments 

0 BLANK BLANK 11/30/2007 14:07:39 1 88 87 89 119 

0 CCV8 CCV 11/30/2007 14:10:24 1 93 97 100 97 

0 CCB8 CCB 11/30/2007 14:13:00 1 98 99 106 104 

0 0008725-06 MH24N3 11/30/2007 14:15:46 19 87 97 99 102 
Ph 

0 00087254)7 MH24N4 11/30/2007 14:18:28 1.3 85 102 107 113 

0 0008725-13 MH24P0 11/30/2007 14:21:20 1.8 88 97 98 102 Zf) 

0 0008725-13 MH24P0 11/30/2007 14:24:10 3:3 92 101 99 102 
p b -

0 BLANK BLANK 11/30/2007 14:26:54 1 100 101 102 105 

0 BLANK BLANK 11/30/2007 14:29:40 1 90 89 91 121 
* 

0 ZCRI ZCRI 11/30/2007 14:32:25 1 100 101 101 99 

0 CRDL5 CRI 11/30/2007 14:35:07 1 102 103 103 95 

0 ICS-A5 ICSA 11/30/2007 14:37:48 1 81 91 92 96 

0 ICS-AB5 ICSAB 11/30/2007 14:40:34 1 82 92 92 97 

0 CCV9 CCV 11/30/2007 14:43:15 1 94 98 101 102 

0 CCB9 CCB 11/30/2007 14:45:50 1 98 99 105 104 

0 0008723-01 MH24F6 11/30/2007 14:48:36 1 85 100 104 116 

0 00087234)1 D MH24F6D 11/30/2007 14:51:23 1 85 100 103 113 

0 0008723-01S MH24F6S 11/30/2007 14:54:12 1 86 100 103 107 

0 00087234)11 MH24F6L 11/30/2007 14:56:55 94 100 100 96 

0 0008723-02 MH24F7 11/30/2007 14:59:37 1 86 101 104 110 

0 0008723-03 MH24F8 11/30/2007 15:02:29 1 85 102 105 110 

0 0008723-10 MH24G5 11/30/2007 15:05:22 86 102 105 110 
>F£ 

0 0008723-11 MH24G6 11/30/2007 15:08:15 1 85 102 104 107 >pe-

0 0008723-12 MH24G7 11/30/2007 15:11:10 1 86 102 105 111 

0 BLANK BLANK 11/30/2007 15:14:02 1 100 101 101 95 

0 CCV10 CCV 11/30/2007 15:16:45 1 96 100 103 98 

0 CCB10 CCB 11/30/2007 15:19:20 1 99 99 105 106 

0 0008723-13 MH24G8 11/30/2007 15:22:06 1 82 96 99 109 > ZnJi 

0 0008723-14 MH24G9 11/30/2007 15:25:08 1 85 101 103 107 

0 0008723-15 MH24H0 11/30/2007 15:28:01 1 86 103 105 110 
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Instrument Run Log 
Instrument ID: B-ICAP6500 

Runlog,Logbook (RCN#/Page§) ;  €T6;>-(06-0^ 

Method :  ILM05.4 SOP :  

Sequence: TAL20071130A1 

3S0pQ6 

Data File: TAI.20071130Al.txt 

_Analyst/Date:  

Reviewer/Date:  

Analysis Start:  11/30/2007 09:59:28 

Analysis End: 11/30/2007 16:54:14 

; NO Lab Sample Client Sample Date Time D/F Tn2306 Y 2243 Y_3600 Y_3710 Comments 

0 0008723-16 MH24H1 11/30/2007 15:30:54 1 84 102 103 112 

0 0008723-17 MH24H2 11/30/2007 15:33:47 1 87 103 108 106 

0 BLANK BLANK 11/30/2007 15:36:38 96 97 102 107 

0 ZCRI ZCRI 11/30/2007 15:39:20 1 100 101 101 102 

0 CRDL6 CRI 11/30/2007 15:42:00 1 102 102 105 92 

0 ICS-A6 ICSA 11/30/2007 15:44:42 1 82 91 91 99 

0 ICS-AB6 ICSAB 11/30/2007 15:47:28 1 82 91 92 100 

0 CCV11 CCV 11/30/2007 15:50109 1 95 99 101 102 

0 CCB11 CCB 11/30/2007 15:52:45 1 99 100 108 109 

0 0008723-18 MH24H3 11/30/2007 15:55:32 1 86 102 104 112 >pe 

0 0008723-19 MH24H4 11/30/2007 15:58:24 1 84 102 104 115 >Pe 

0 0008723-20 MH24H5 11/30/2007 16:01:18 1 86 102 105 111 

0 0008723-10 MH24G5 11/30/2007 16:04:12 1.47 89 101 103 107 F* 
0 0008723-13 MH24G8 11/30/2007 16:07:05 1.41 84 96 101 101 I 

0 Z0008723-13 ZMH24G8 11/30/2007 16:10:06 86 96 100 104 

0 BLANK BLANK 11/30/2007 16:13:02 1 102 103 103 104 

0 ICPBLKQ8 PBSQ8 11/30/2007 16:15:49 1 101 100 102 100 

0 ICPLCSQ8 LCSSQ8 11/30/2007 16:18:38 1 77 * 85 89 105 

0 BLANK BLANK 11/30/2007 16:21:26 1 96 96 99 113 

0 CCV12 CCV 11/30/2007 16:24:09 1 95 99 100 101 

0 CCB12 CCB 11/30/2007 16:26:45 1 97 97 101 113 

0 0008723-11 MH24G6 11/30/2007 16:29:32 1.3 86 100 103 112 F£ 

0 0008723-13 MH24G8 11/30/2007 16:32:26 2.26 87 97 98 99 U\ 

0 77777 77777 11/30/2007 16:35:16 1 102 101 104 106 

0 BLANK BLANK 11/30/2007 16:38:02 1 96 95 98 115 

0 ZCRI ZCRI 11/30/2007 16:40:46 1 100 100 101 101 

0 CRDL7 CRI 11/30/2007 16:43:27 1 102 100 100 107 

0 ICS-A7 ICSA 11/30/2007 16:46:08 1 82 91 92 99 

0 ICS-AB7 ICSAB 11/30/2007 16:48:55 1 82 90 93 100 

0 CCV13 CCV 11/30/2007 16:51:37 1 95 98 98 104 
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Instrument Run Log 
Xnstrument ID: B-ICAP6500 

Runlog,Logbook (RCNj/Page#) : ^  S  - ~ 0 1 r  Analyst/Date; Vt^ oV^O1^ 

Reviewer/Date: pffff * Method': IIM05.4 SOP: 

Sequence: TAL20071130A1 

Data File: TAI.20071130Al.txt 

Analysis Start: 11/30/2007 09:59:28 

Analysis End: 11/30/2007 16:54:14 

Ho Lab Sample Client Sample Date Time D/F In2306 Y 2243 T 3600 X 3710 Comments 

0 CCB13 CCB 11/30/2007 16:54:14 98 98 104 102 

Saturday, December 01, 2007 
mmmma 332 
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Sample Name: SO Acquired: 11/30/2007 09:59:28 Type: Cal 
Method: TAL20071130A Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID: SO Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y 3600) (Y 3710) (Y 2243) (Y 3710) (Y 3710) (Y 3710) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg -.00232 .00063 -.00004 .00031 .00018 .00695 
Stddev .00001 ,00029 .00007 .00001 .00004 .00005 
%RSD .55548 46.650 174.61 3.5140 23.638 ,77164 

#1 -.00231 .00083 .00001 .00031 .00015 .00691 
#2 -.00233 .00042 -.00009 .00030 .00021 .00698 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259. 940 {130} 766.490 { 44} 
IS Ref (Y 2243) (In2306) (Y 3600) (Y 3600) (Y 3710) (Y 3710) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg .00025 .00001 .00000 .00148 .00021 -.00183 
Stddev .00001 .00001 .00003 .00002 .00017 .00048 
%RSD 5.4209 152.61 845.48 1.0392 84.438 26.208 

#1 .00024 .00000 .00003 .00149 .00033 -.00217 
#2 .00026 .00001 -.00002 .00147 ,00008 -.00149 

B18li8®S333 



Sample Name: SO Acquired: 11/30/2007 09:59:28 Type: Cal 
Method: TAL20071130A Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID: SO Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y 3710) (Y 3600) (Y 3710) (In2306) (In2306) (Y 2243) 
Units CTS/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg .00013 .00005 -J00161 -.00023 -.00014 .00011 
Stddev .00013 .00001 .00080 .00005 .00008 .00010 
%RSD 100.70 19.448 49.285 22.190 57.416 94,364 

#1 - .00023 .00004 -.00105 -.00019 -.00019 .00018 
#2 .00004 .00006 -.00218 -.00027 -.00008 .00004 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196,090 {472} 190,856 {477} 292.402 {115} 206,200 {464} 
IS Ref (Y 2243) (In2306) (Y 3600) (In2306) 
Units Cts/S Cts/S Cts/S Cts/S 
Avg .00003 -.00016 -.00009 .00130 
Stddev .00008 .00003 .00006 .00008 
%RSD 271.22 17.290 75.219 6.3759 

#1 .00009 -.00018 -.00013 .00124 
#2 -.00003 -.00014 -.00004 .00136 

•SfiHS.S.Il 3 S B  



Sample Name: SO Acquired: 11/30/2007 09:59:28 Type: Cal 
Method: TAL20071130A Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID: SO Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y_2243 Y_3600 YJ3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9290.6 10523. 138870. 18532. 
Stddev 76.5 78. 36. 109. 
%RSD .82378 .73668 .02570 .58708 

#1 9344.7 10577. 138840. 18609. 
#2 9236.5 10468. 138890. 18455. 



Sample Name: S Acquired: 11/30/2007 10:02:12 Type: Cal 
Method: TAL20071130A Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID: S Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317 .933 {106} 
IS Ref (Y 3600) (Y 3710) (Y 2243) (Y 3710) (Y 3710) (Y 3710) 
Units Cts/S Cts/S Cts7S Cts/S Cts/S Cts/S 
Avg .22396 .43440 .03513 25.454 .86841 2.7080 
Stddev .00005 .01485 .00007 1.644 ,02907 .0870 
%RSD .02379 3.4180 .20170 6,4585 3.3470 3.2141 

#1 .22392 .42390 .03508 24.291 .84786 2.6465 
#2 .22399 .44490 .03518 26.616 .88896 2.7695 

Eiem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802(447} 228.616 {447} 267.716(126} 324.754 {104} 259.940(130} 766.490( 44} 
IS Ref ' (Y 2243) (In2306) (Y 3600) (Y 3600) (Y 3710) (Y 3710) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg .37087 2.3402 .09015 .33617 .41033 .45324 
Stddev .00070 .0068 .00011 .00026 .01424 .01371 
%RSD .18836 .29003 .12579 .07688 3.4694 3.0238 

#1 .37038 2.3354 .09007 .33599 .40026 .44355 
#2 .37136 2.3450 .09023 .33636 .42040 .46293 

SSS11033fi 



Sample Name: S Acquired: 11/30/2007 10:02:12 Type: Ca| 
Method: TAL20071130A Mode: IR Corr, Factor: 1.000000 
User: admin Client sample ID: S Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257. 610 {131} 589,592 {57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y 3710) (Y 3600) (Y 3710) (In2306) (In2306) (Y 2243) 
Units Cts/S Cts/S Cts/S Cts/S Cts/S Cts/S 
Avg .26616 1.3856 1,9778 1.3532 .10573 .23818 
Stddev .00902 .0001 .0655 .0030 .00029 .00102 
%RSD 3.3895 .01069 3.3105 .21882 .27217 .42616 

#1 .25978 1.3855 1.9315 1.3511 .10553 .23746 
#2 .27254 1.3857 2.0241 1.3553 .10594 .23889 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190,856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y 2243) (In2306) (Y 3600) (In2306) 
Units Cts/S Cts/S Cts/S Cts/S 
Avg .02852 .05813 .38362 1.8135 
Stddev .00007 .00004 .00022 .0039 
%RSD .23201 .07545 .05790 .21642 

#1 .02848 .05810 .38378 1.8107 
#2 .02857 .05816 .38346 1.8163 

11111111111317 



Sample Name: S Acquired: 11/30/2007 10:02:12 Type: Cal 
Method: TAL20071130A Mode: IR Corr. Factor: 1.000000 
User: admin Client sample ID: S Dilution; 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 ( 94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8564.8 10260. 133590. 18360. 
Stddev 26.9 24. 308. 469. 
%RSD .31406 .23738 .23079 2.5520 

#1 8583.9 10277. 133810. 18691. 
#2 8545.8 10242. 133370. 18028. 



Sample Name: ICV Acquired: 11/30/2007 10:04:51 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICV Dilution: 1 Operator: SRV 
Comment: 1 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y-3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 497.14 2589.7 931.62 520.41 482.85 10058. 
Stddev .68 150,3 .37 32.61 29.82 598. 
%RSD .13629 5.8051 .03940 6.2670 6.1767 5.9506 

#1 496.66 2483.4 931.36 497.34 461.76 9634.3 
#2 497.61 2696.0 931.88 543.47 503.94 10481. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766,490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 475.73 498.25 500.24 484.70 5052.5 10024. 
Stddev .25 .05 .90 1.02 310.0 591. 
%-RSO .05288 .01077 .18072 .21128 6.1358 5.8925 

#1 475.90 498.28 499.60 483.98 4833.3 9606.4 
#2 475.55 498.21 500.88 485.43 5271.7 10442. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: ICV Acquired: 11/30/2007 10:04:51 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICV Dilution: 1 Operator: SRV 
Comment: 1 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6077.9 510.80 9967.8 494.71 941.41 987.48 
Stddev 365.3 1.12 609.0 .32 ,13 1.53 
%RSD 6.0099 .21997 6.1092 .06405 .01368 .15540 

#1 5819.6 510.00 9537.2 494.94 941.50 986.39 
#2 6336.1 511.59 10398. 494.49 941.32 988.56 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 Til 908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 944.86 972.70 503,98 992.16 
Stddev 2.41 1.73 2.14 .88 
%RSD .25499 .17775 .42535 .08835 

#1 943.15 973.92 502.46 992.77 
> 

#2 946.56 971.48 505.50 991.54 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: ICV Acquired: 11/30/2007 10:04:51 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICV Dilution: 1 Operator: SRV 
Comment: 1 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8987.3 10450. 136670. 18729. 
Stddev 12.8 10. 641. 785. 
%RSD .14220 .09165 .46912 4.1905 

#1 8996.3 10456. 137120. 19284. 
#2 8978.2 10443. 136220. 18174. 



Sample Name: ICB Acquired: 11/30/2007 10:07:24 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 Asl890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Rer (Y_3600) (Y_3710) (Y_2243) (YJ3710) (Y_3710) (Y_3710) 
un its ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .55539 -6.8772 -.32618 .98122 .10142 1.5444 
Stddev .17196 1.8769 .20521 .11249 .01251 2.9944 
%RSD 30.963 27.291 62.913 11.465 12.339 193.89 

#1 .67698 -8.2043 -.18107 .90168 .11027 -.57299 
#2 .43379 -5.5500 -.47128 1.0608 .09257 3.6618 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228,802 {447} 228 .616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.21439 .20816 -.10531 -.06525 -.53434 -29.306 
Stddev .04848 .04426 .06975 .20585 1.0500 3.530 
%RSD 22.611 21.263 66.239 315.49 196.51 12.046 

#1 -.18011 .17687 -.15463 -.21080 .20813 -31.803 
#2 -.24867 .23946 -.05598 .08031 -1.2768 -26.810 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

fl-ifissflsaa 



Sample Name: ICB Acquired: 11/30/2007 10:07:24 Type: QC 
Method: TAL20071130A Mode: CONC " Corr. Factor: 1,000000 
User: admin Client sample ID: ICB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231 .604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (YJ3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -13.700 .37318 -7.0408 .02415 .02933 1.5465 
Stddev 13.199 .09161 1.1406 .02925 .10982 .0836 
%RSD 96,343 24.549 16.200 121.16 374,46 5.4051 

#1 -23.034 .30840 -6.2342 .04483 .10699 1.6056 
#2 -4.3670 .43796 -7.8473 .00346 -.04833 1.4874 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 11 30.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units Ug/L ug/L ug/L ug/L 
Avg .47555 1.4384 .33333 -1.4300 
Stddev .61084 .3715 .16619 .1842 
%RSD 128.45 25.828 49.856 12.878 

#1 .04363 1.7011 ,21582 -1,2998 
#2 .90748 1.1757 .45084 -1.5602 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

#ai:s«i'3a3 



Sample Name: ICB Acquired; 11/30/2007 10:07:24 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9382.7 10571. 142590. 18535. 
Stddev 8.3 10. 4828. 105. 
%RSD .08856 .09454 3.3857 .56589 

#1 9376.9 10578. 146000. 18609. 
#2 9388.6 10564. 139180. 18461. 



Sample Name: CRI Acquired: 11/30/2007 10:10:08 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: adrnln Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 10.516 -15.888 9.7163 .14752 5.3700 .70615 
Stddev .247 5.432 .1829 .09960 .0682 .06596 
%RSD 2.3525 34.191 1.8827 67.518 1.2704 9.3405 

#1 10.691 -12.047 9.8456 .07709 5.3218 .75279 
#2 10.341 -19.729 9.5869 .21795 5.4183 .65951 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.9267 51.078 10.705 25.685 -1.0553 -40.239 
Stddev .0478 .161 .125 .382 .0816 20.733 
%RSD .97022 .31550 1.1706 1.4863 7.7350 51.524 

#1 4.9605 50.964 10.617 25.955 -1.1130 -25.579 
#2 4.8929 51.192 10.794 25.415 -.99759 -54.899 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 

• *aisam3*5 



Sample Name: CRI Acquired: 11/30/2007 10:10:08 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610(131} 589.592 {57} 231.604 {445} 220. .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -1.8805 16.306 -5.8873 40.958 12.591 61.112 
Stddev .6783 .055 6.4159 .026 .367 .458 
%RSD 36.069 .33901 108.98 .06313 2.9168 .74974 

#1 -1.4009 16.345 -1.3506 40.940 12.851 61.436 
#2 -2.3601 16.267 -10.424 40.977 12.331 60.788 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090(472} 190.856 {477} 292.402 (115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 33.028 26.871 52.266 56.433 
Stddev 1.384 .053 .051 .254 
%RSD 4.1917 .19650 .09664 .45056 

#1 32.049 26.908 52.231 56.253 
#2 34.007 26.833 52.302 56.613 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CRI Acquired: 11/30/2007 10:10:08 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224 .306 {450} 360,073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9285.1 10407. 137440. 18030. 
Stddev 13.0 2. 503. 134. 
%RSD .13959 .01899 .36590 .74490 

#1 9294.2 10405. 137800. 18125. 
#2 9275.9 10408. 137090. 17935. 



Sample Name: ICSA Acquired: 11/30/2007 10:12:49 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .47350 247330. -.38186 -1.5915 2.4172 235080. 
Stddev .24379 11420. .63388 .1599 .1794 14031. 
%RSD 51.486 4.6175 166.00 10.049 7.4201 5.9687 

#1 .30111 239250. -.83008 -1.4784 2.2904 225160. 
#2 .64588 255400. .06636 -1.7046 2.5441 245000. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
riign Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.6946 4.0367 44.073 24.240 93586. -105.01 
Stddev .0205 .1130 .431 .009 4228. 24.39 
%RSD .55556 2.8000 .97779 .03765 4.5177 23.225 

#1 3.6801 4.1166 44.378 24.233 90596. -87.764 
#2 3.7091 3.9568 43.768 24.246 96575. -122.25 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

aaaaaasas 



Sample Name: ICSA Acquired: 11730/2007 10:12:49 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor; 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231 .604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 249700. 16.848 761.11 20.149 6.9760 .28431 
Stddev 10925. .352 35.52 .073 2.1296 .67390 
%RSD 4.3752 2,0871 4.6669 .36028 30.527 237.03 

#1 241980. 17.096 735.99 20.097 8.4818 .76083 
#2 257430. 16.599 786.22 20.200 5.4701 -.19221 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196,090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -6.0258 -1.5119 -.11080 24.529 
Stddev 2.8402 .0873 .28500 .541 
%RSD 47.133 5.7771 257.21 2.2074 

#1 -4.0175 -1.5736 -.31233 24.912 
#2 -8.0341 -1.4501 .09072 24.146 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

;fi flBfl 11134 y 



Sample Name: 1CSA Acquired: 11/30/2007 10:12:49 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360 .073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7560.3 9531.6 124840. 18126. 
Stddev 4.0 13.1 90. 556. 
%RSD .05254 .13726 .07215 3.0656 

#1 7557.5 9540.9 124770. 18519. 
#2 7563.1 9522.4 124900. 17733. 



Sample Name: ICSAB Acquired: 11/30/2007 10:15:34 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328,068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313 .042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 208.57 250170. 94.414 523.75 490.88 238550. 
Stddev .12 4403. .227 8.54 7.53 5294. 
%RSD .05938 1.7599 .24064 1.6304 1.5345 2.2191 

#1 208.66 247060. 94.575 517.71 485.55 234800. 
#2 208.48 253280. 94.253 529.79 496.20 242290. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 955.29 493.97 516.71 520.82 95074. -113.97 
Stddev .19 .76 .64 1.08 1403. 11.70 
%RSD .02036 .15307 .12473 .20745 1.4753 10.261 

#1 955.42 493.44 517.16 520.05 94082. -105.70 
#2 955.15 494.51 516.25 521.58 96066. -122.24 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

181 S SS'H 351. 



Sample Name: ICSAB Acquired: 11/30/2007 10:15:34 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610 {131} 589.592 {57} 231 .604 {445} 220.353 {453} 206 .833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 250550. 503.94 766.79 1007.5 49.708 586.21 
Stddev 3629. .37 6.17 1.3 .496 .99 
%RSD 1.4486 .07439 .80463 .12902 .99793 .16941 

#1 247980. 503.67 762.42 1008.4 50.059 585.51 
#2 253120. 504.20 771.15 1006.6 49,357 586.91 

Check ? Ghk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 51.990 93.775 484.32 1003.7 
Stddev 1.085 .455 .06 1.2 
%RSD 2.0876 .48552 .01270 .11758 

#1 52.757 93.453 484.28 1004.6 
#2 51.223 94.097 48437 1002.9 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

:88»;fiia352 



Sample Name: ICSAB Acquired: 11/30/2007 10:15:34 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution:! Operator: SRV 
Comment: 23 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7532.7 9476.6 123940. 17557. 
Stddev 9.0 11.2 79. 219. 
%RSD .11956 .1;1817 .06353 1.2501 

#1 7526.3 9468.7 123990. 17713. 
#2 7539.1 9484.5 123880. 17402. 



: Sample Name: CCV Acquired: 11/30/2007 10:18:15 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 

i User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 621.76 4876.8 245.92 4960.6 121.38 12106. 
Stddev .06 419.5 .23 435.0 10.92 1059. 
%RSD .01009 8.6027 .09497 8.7692 8.9959 8.7453 

#1 621.81 4580.1 245.76 4653.0 113.66 11357. 
#2 621.72 5173.4 246.09 5268.2 129.10 12854. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 124.32 1222.3 498.84 599.69 2437.3 12185. 
Stddev .04 1.6 2.01 .18 214.0 1057. 
%RSD .02980 .13205 .40360 .02931 8.7792 8.6747 

#1 124.30 1223.4 497.42 599.82 2286.0 11438. 
#2 124.35 1221.2 500.27 599.57 2588.6 12933. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/30/2007 10:18:15 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11938. 1240.6 12025. 1231.4 243.57 1239.7 
Stddev 1012. 1.5 1015. 2.1 .65 2.5 
%RSD 8.4805 .11989 8.4363 .17443 .26536 .20091 

#1 11222. 1239.6 11308. 1232.9 244.02 1237.9 
#2 12654. 1241.7 12743. 1229.8 243.11 1241.4 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 246.76 248.16 1219.8 1221.9 
Stddev 2.38 .04 .6 2.5 
%RSD .96288 .01527 .05008 .20725 

#1 
#2 

Check ? 
Value 
Range 

245.08 
248.44 

Chk Pass 

248.13 
248.18 

Chk Pass 

1219.4 
1220.2 

Chk Pass 

1223.7 
1220.1 

Chk Pass 



Sample Name: CCV Acquired: 11/30/2007 10:18:15 Type: QC 
Method; TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8714.2 10240. 134310. 18581. 
Stddev 21.4 13. 204. 1194. 
%RSD .24546 .12600 .15187 6.4271 

#1 8699.1 10231. 134450, 19426. 
#2 8729.4 10249. 134160. 17737. 



Sample Name: CCB Acquired: 11/30/2007 10:20:50 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 (103} 396.152(85} 189.042 {478} 455.403 { 74} 313.042 {108} 317 .933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y 3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .86165 2.3569 .34617 1.2598 .10748 17.300 
Stddev .41029 8.3468 .41336 .0989 .06483 3.619 
%RSD 47.617 354.14 119.41 7.8503 60.321 20.919 

#1 .57153 -3.5452 .05388 1.1899 .06164 14.741 
#2 1.1518 8.2590 .63846 1.3297 .15333 19.859 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (!ln2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.01108 .55877 .13236 .11563 4.9966 2.3000 
Stddev .02963 .02954 .15513 .18120 .7519 43.160 
%RSD 267.42 5.2874 117.20 156.71 15.049 1876.5 

#1 .00987 .53788 .02267 .24375 4.4649 32.819 
#2 -.03203 .57966 .24205 -.01250 5.5283 -28.219 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: CCB Acquired: 11/30/2007 10:20:50 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206 .833 {463} 
IS Ref (YJ3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 8.0620 .47270 -4.6018 .45437 .84467 1.3183 
Stddev 4.2288 .05061 1.7804 .01614 .30936 .0346 
%RSD 52.453 10.707 38.689 3.5521 36.625 2.6259 

#1 5.0718 .43691 -3.3429 .44296 1.0634 1.3428 
#2 11.052 .50849 -5.8607 .46578 .62592 1.2938 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_36Q0) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.3215 .91918 .51402 -.96915 
Stddev .4105 .67906 .13968 .01780 
%RSD 31.063 73.877 27.174 1.8363 

#1 1.0312 .43901 .41525 -.98174 
#2 1.6117 1.3993 .61279 -.95657 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: CCB Acquired: 11/30/2007 10:20:50 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9313.5 10500. 138530. 18700. 
Stddev 20.0 19. 157. 878. 
%RSD .21499 .17940 .11343 4.6941 

#1 9327.6 10513. 138640. 19320. 
#2 9299.3 10487. 138420. 18079. 

mmmmmEss 



Sample Name; ICPBLKQ9 Acquired: 11/30/2007 10:23:35 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PBSQ9 Dilution: 1 Operator: SRV 
Comment: 121 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .34844 -8.3263 .29945 .00109 .03821 -.14128 
Stddev .09710 2.4695 1.1424 .07011 .00896 .08989 
%RSD 27.866 29.659 381.51 6405.9 23.445 63.628 

#1 .41710 -6.5801 -.50836 .05067 .04455 -.20485 
#2 .27978 -10.073 1.1073 -.04848 .03188 -.07772 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.19066 -.09155 -.07180 -.28963 -1.0903 11.717 
Stddev .05769 .06393 .06931 .23119 .0386 9.227 
%RSD 30.260 69.830 96.520 79.823 3.5395 78.748 

#1 -.23146 -.13675 -.12081 -.12615 -1.1176 18.242 
#2 -.14987 -.04634 -.02280 -.45311 -1.0630 5.1926 

Check? None None None None None None 
Value 
Range 

smmwmm 



Sample Name: ICPBLKQ9 Acquired: 11/30/2007 10:23:35 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PBSQ9 Dilution: 1 Operator: SRV 
Comment: 121 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 8.5138 .12727 -10.457 -.11977 .01570 -.05071 
Stddev 7.5780 .01644 1.671 .08381 .85979 .80908 
%RSD 89.008 12.915 15.977 69.978 5475.1 1595.5 

#1 13.872 .13890 -11.639 -.06051 .62367 -.62281 
#2 3.1554 .11565 -9.2760 -.17903 -.59226 .52139 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (ln2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.6139 .74560 -.09665 -1.3304 
Stddev .8011 .58916 .23907 .0692 
%RSD 49.634 79.017 247.36 5.2008 

#1 1.0475 .32901 .07240 -1.2815 
#2 2.1804 1.1622 -.26569 -1.3794 

Check ? None None None None 
Value 

Range 

iiilfISS! 



Sample Name: ICPBLKQ9 Acquired: 11/30/2007 10:23:35 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PBSQ9 Dilution: 1 Operator: SRV 
Comment: 121 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9211.8 10400. 138560. 17990. 
Stddev 2.1 14. 1101. 228. 
%RSD .02239 .13273 .79477 1.2690 

#1 9213.3 10410. 137780. 18151. 
#2 9210.3 10390. 139340. 17828. 



Sample Name: ICPLCSQ9 Acquired: 11/30/2007 10:26:21 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: LCSSQ9 Dilution: 1 Operator: SRV 
Comment: 122 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189 .042 {478} 455.403 { 74} 3 13.042 {108} 317.933 {106} 
IS Ref (Y_3600) (YJ3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 52.398 1016.8 2351.0 11.638 50.088 417880. 
Stddev .811 12.3 8.0 .303 .408 16425. 
%RSD 1.5469 1.2133 .34029 2.5994 .81376 3.9305 

#1 51.825 1008.1 2356.7 11.852 49.800 406270. 
#2 52.971 1025.5 2345.4 11.424 50.377 429500. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 114.59 390.98 264.95 16992. 65196. 132.05 
Stddev .04 .13 2.36 15. 764. 26.62 
%RSD .03264 .03283 .89033 .08624 1.1719 20.158 

#1 114.62 390.89 263.28 17003. 64655. 113.23 
#2 114.56 391.07 266.62 16982. 65736. 150.87 

Check ? None None None None None None 
Value 
Range 



Sample Name: ICPLCSQ9 Acquired: 11/30/2007 10:26:21 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: LCSSQ9 Dilution: 1 Operator: SRV 
Comment: 122 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 271570. 573.78 99.583 158.24 514.96 604.42 
Stddev 4251. 2.24 .291 .99 1.15 5.37 
%RSD 1.5655 .39072 .29203 .62659 .22238 .88903 

#1 268560. 572.19 99.378 157.54 515.77 608.21 
#2 274570. 575.36 99.789 158.94 514.15 600.62 

Check ? None None None . None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
I S Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg; 100,36 83.230 166.35 429.36 
Stddev .73 .556 .25 2.47 
%RSD .72565 .66783 .15039 .57482 

#1 99.850 82.836 166.17 427.62 
#2 100.88 83.623 166.52 431.11 

Check ? None None None None 
Value 
Range 



Sample Name: ICPLCSQ9 Acquired: 11/30/2007 10:26:21 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: LCSSQ9 Dilution: 1 Operator: SRV 
Comment: 122 

int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306(450} 360.073 {94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7086.6 8847.3 116940. 16458. 
Stddev 35.3 68.6 617. 81. 
%RSD .49830 .77531 .52726 .49057 

#1 7061.6 8798.8 116510. 16515. 
#2 7111.5 8895.8 117380. 16401. 

mmamsE 



Sample Name: 0008724-01 Acquired: 11/30/2007 10:29:09 Type: Unk 
Method: TAL20071130A Mode: CONC Corn Factor: 1.000000 
User: admin Client sample ID: MH24H6 Dilution: 1 Operator: SRV 
Comment: 123 

Elem Ag3280 AI3961 As1890 8a4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .52648 258480. 67.670 2457.8 .80000 65903. 
Stddev .23446 3395. .594 27.4 .02007 924. 
%RSD 44.533 1.3133 .87728 1.1132 2.5089 1.4023 

#1 .69227 256080. 67.250 2438.5 .81419 65249. 
#2 .36070 260880. 68.090 2477.2 .78580 66556. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6.8441 151.12 279.97 251.96 279010. 53864. 
Stddev .0564 .48 .19 .57 11930. 613. 
%RSD .82461 .31497 .06749 .22689 4.2758 1.1382 

#1 6.8042 151.46 280.11 252.37 270570. 53431. 
#2 6.8840 150.79 279.84 251.56 287440. 54298. 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008724-01 Acquired: 11/30/2007 10:29:09 Type: Unk • 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6 Dilution: 1 Operator: SRV 
Comment: 123 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 66069. 5994.2 4002.6 194.88 301.90 6.9520 
Stddev 1104. 6.3 66.2 .47 1.31 1.5771 
%RSD 1.6716 .10494 1.6537 .24029 .43235 22.685 

#1 65288. 5989.8 3955.8 195.21 302.82 8.0672 
#2 66850. 5998.7 4049.4 194.55 300.98 5.8369 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 Til 908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (!n2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -2.7870 -9.6407 689.72 976.95 
Stddev .6342 .6451 .00 .40 
%RSD 22.755 6.6918 .00055 .04109 

#1 -3.2355 -10.097 689.72 976.67 
#2 -2.3386 -9.1845 689.72 977.24 

Check ? None None None None 
Value 
Range 



Sample Name: 0008724-01 Acquired: 11/30/2007 10:29:09 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6 Dilution: 1 Operator: SRV 
Comment: 123 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7532.4 10576. 137500. 19374. 
Stddev 27.8 42. 30. 224. 
%-RSD .36872 .39829 .02210 1.1554 

#1 7512.7 10546. 137520, 19532. 
#2 7552.0 10606. 137480. 19216. 



Sample Name: 0008724-01D Acquired: 11/30/2007 10;31:59 Type: Unk 
Method: TAL2D071130A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6D Dilution: 1 Operator: SRV 
Comment: 124 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .28900 259480. 65.777 2469.7 .88309 65927. 
Stddev .20173 1932. .744 11.6 .07640 548. 
%RSD 69.805 .74459 1.1308 .46910 8.6520 .83103 

#1 .14635 258110. 66.303 2461.5 .82906 65539. 
#2 .43164 260840. 65.251 2477.9 .93711 66314. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6.9250 150.08 279,68 249.61 280620. 54371. 
Stddev .0270 .34 2.10 .21 6845. 347. 
%RSD .39023 .22369 .74923 .08558 2.4393 .63812 

#1 6.9059 150.31 278.20 249.76 275780. 54126. 
#2 6.9442 149.84 281.17 249.46 285460. 54617. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008724-01D Acquired: 11/30/2007 10:31:59 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6D Dilution: 1 Operator: SRV 
Comment: 124 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610(131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 65776. 5946.7 3987.5 193.58 299.14 7.0139 
Stddev 520. 27.0 18.1 .21 1.96 1.2393 
%RSD .79037 .45414 .45318 .10963 .65576 17.670 

#1 65409. 5927.6 3974.8 193.73 300.53 7.8903 
#2 66144. 5965.8 4000.3 193.43 297.75 6.1376 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090(472} 190.856(477} 292.402 (115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .30603 -10.280 685.45 969.75 
Stddev .25110 .026 .83 1.97 
%RSD 82.049 .25195 .12048 .20263 

#1 .48358 -10.262 684.87 971.14 
#2 .12848 -10.298 686.04 968.36 

Check ? None None None None 
Value 
Range 



Sample Name: 0008724-01D Acquired: 11/30/2007 10:31:59 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6D Dilution: 1 Operator: SRV 
Comment: 124 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7595.1 10630. 138260. 19342. 
Stddev 26.2 32. 76. 5. 
%RSD .34484 .30543 .05480 ,02690 

#1 7576.6 10607. 138200. 19339. 
#2 7613.6 10652. 138310. 19346. 

'989939.371 



Sample Name: 0008724-01S Acquired: 11/30/2007 10:34:50 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6S Dilution: 1 Operator: SRV 
Comment: 125 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 3" 17.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.8172 217300. 118.28 6075.6 94.411 53118. 
Stddev .3569 2753. .35 62.4 1.094 853. 
%RSD 7.4078 1.2667 .29208 1.0263 1.1588 1.6067 

#1 4.5648 215360. 118.03 6031.6 93.638 52514. 
#2 5.0695 219250. 118.52 6119.7 95.185 53721. 

Check? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (YJ5600) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 88.149 1095.1 590.41 639.42 226420. 45305. 
Stddev .105 1.7 .18 .30 8387. 580, 
%RSD .11930 .15436 .03046 .04621 3.7043 1.2808 

#1 88.224 1096.3 590.54 639.21 220480. 44895. 
#2 88.075 1093.9 590.28 639.63 232350. 45716. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008724-01S Acquired: 11/30/2007 10:34:50 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6S Dilution: 1 Operator: SRV 
Comment: 125 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610(131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ret (Y_3710) (Y 3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 53318. 5338.7 4145.4 1117.6 265.55 173.44 
Stddev 882. 15.7 49.9 .4 2.11 .69 
%RSD 1,6551 .29468 1.2048 .04025 .79379 .39989 

#1 52694. 5327.5 4110.1 1117.9 267.04 173.94 
#2 53942. 5349.8 4180.7 1117.3 264.06 172,95 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 81.730 80.078 1440.2 1684.4 
Stddev 1.391 1.427 2.0 .6 
%RSD 1.7016 1.7820 .13547 .03515 

#1 82.714 79,069 1438.8 1684.0 
#2 80.747 81.087 1441.6 1684.9 

Check ? None None None None 
Value 
Range 

!®SS:i»373 



Sample Name: 0008724-01S Acquired: 11/30/2007 10:34:50 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6S Dilution: 1 Operator: SRV 
Comment: 125 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7691.0 10410. 134680. 18438. 
Stddev 44.1 56. 172. 87. 
%RSD .57405 .53964 .12778 .47244 

#1 7659.8 10370. 134560. 18499. 
#2 7722.2 10449. 134800. 18376, 

i 



Sample Name: 0008724-01L Acquired: 11/30/2007 10:37:39 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6L Dilution: 1 Operator: SRV 
Comment: 126 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189 .042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .30913 57183. 15.596 540.48 .28226 14955. 
Stddev .11036 3534, .363 32.58 .06155 929. 
%RSD 35.700 6.1798 2.3289 6.0282 21.806 6.2090 

#1 .23109 54684. 15.339 517.44 .23874 14298. 
#2 .38716 59682. 15.853 563.52 .32578 15611. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 C02286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324,754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.4962 30.293 62.634 51.474 68506. 12101. 
Stddev .0195 .359 1.109 .499 4241. 666. 
%RSD 1.3011 1.1857 1.7699 .96848 6.1907 5.5058 

#1 1.4824 30.547 61.850 51.122 65507. 11629. 
#2 1.5099 30.039 63.417 51.827 71505. 12572. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008724-01L Acquired: 11/30/2007 10:37:39 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6L Dilution: 1 Operator: SRV 
Comment: 126 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y 3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 14803. 1374.3 870.31 38.831 61.166 1.8889 
Stddev 876. 19.8 44.40 .265 1.193 .6854 
%RSD 5.9149 1.4373 5.1014 .68312 1.9508 36.285 

#1 14184. 1360.4 838.91 39.018 62.010 2.3735 
#2 15422. 1388.3 901.70 38.643 60.323 1,4042 

Check? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 2.8145 -2.7600 149.52 197.41 
Stddev .4587 1.3085 2.55 .85 
%RSD 16.296 47.412 1.7036 .42856 ( 

#1 2.4901 -3.6852 147.72 198.01 
#2 3.1388 -1.8347 151.32 196.81 

Check ? None None None None 
Value 
Range 

mmmmmmsTE 



Sample Name: 0008724-01L Acquired: 11/30/2007 10:37:39 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6L Dilution: 1 Operator: SRV 
Comment: 126 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360 .073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8659.4 10539. 140730. 18709. 
Stddev 9.5 11. 1525. 845. 
%RSD .10930 .10117 1.0836 4.5151 

#1 8652.7 10547. 141810. 19306. 
#2 8666.1 10532. 139650. 18112. 

S9^mr377 



Sample Name: 0008724-02 Acquired: 11/30/2007 10:40:21 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H7 Dilution: 1 Operator: SRV 
Comment: 127 

E|em Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152(85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.61994 248420. 61.404 2337.2 -1.0013 56984. 
Stddev .16434 3787. .360 30.5 .0308 905. 
%RSD 26.508 1.5243 .58563 11.3037 3.0808 1.5878 

#1 -.50374 245750. 61.658 2315.6 -.97949 56344. 
#2 -.73615 251100. 61.149 2358.7 -1.0231 57624. 

Check ? None None None None None None 
Value 
Range * 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6.6011 153.54 357.10 233.57 297820. 44617. 
Stddev .1445 .07 1.18 .56 9033. 699. 
%RSD 2.1886 .04428 .33040 .24117 3.0332 1.5677 

#1 6.4990 153.58 356.27 233.97 291430. 44122. 
#2 6.7033 153.49 357.93 233.17 304200. 45111. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008724-02 Acquired: 11/30/2007 10:40:21 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H7 Dilution: 1 Operator: SRV 
Comment: 127 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_37l0) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 55433. 5699.1 3449.3 194.54 258.96 3.4513 
Stddev 1036. 4.3 64.2 .65 .51 1.4952 
%RSD 1.8680 .07513 1.8601 .33648 .19562 43.324 

#1 54701. 5696.1 3403.9 194.08 258.60 4.5086 
#2 56165. 5702.2 3494.6 195.00 259.32 2.3940 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.47156 -10.398 828.63 914.28 
Stddev .18905 .732 .60 2.17 
%RSD 40.091 7.0429 .07185 .23726 

#1 -.33788 -9.8803 828.21 912.75 
#2 -.60524 -10.916 829.05 915.82 

Check ? None None None None 
Value 
Range 



Sample Name: 0008724-02 Acquired: 11/30/2007 10:40:21 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H7 Dilution: 1 Operator: SRV 
Comment: 127 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7529.7 10529. 136490. 19433. 
Stddev 38.4 64. 432. 134. 
%'RSD .51035 .61065 .31672 .69087 

#1 7502.5 10484. 136180. 19528. 
#2 7556.9 10575. 136790. 19338. 



Sample Name: 0008724-03 Acquired: 11/30/2007 10:43:12 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P8 Dilution:! Operator: SRV 
Comment: 128 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 {85} 189.042 {478} 455.403(74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y 3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.24314 197250. 49.370 2083.4 2.7197 58707. 
Stddev .27793 2302. .756 19.1 .0582 808. 
%RSD 114.31 1.1669 1.5320 .91795 2.1404 1.3765 

#1 -.04662 195620. 49.904 2069.9 2.6786 58136. 
#2 -.43967 198870. 48.835 2097.0 2.7609 59279. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228. 616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.8321 121.52 239.97 229.42 198080. 50186. 
Stddev .0852 .23 .35 .20 3638. 694. 
%RSD 1.4603 .18785 .14793 .08798 1.8364 1.3822 

#1 5.8923 121.36 240.22 229.56 195510. 49695. 
#2 5.7718 121.68 239.72 229.28 200650. 50676. 

Check ? None None None None None None 
Value 
Range 

S#SM«.38i 



Sample Name: 0008724-03 Acquired: 11/30/200710:43:12 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID; MH24P8 Dilution: 1 Operator: SRV 
Comment: 128 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 44461. 6509.1 2080.5 173.05 213.49 3.5346 
Stddev 698. 43.8 31.7 .47 .23 1.1401 
%RSD 1.5702 .67296 1.5223 .27154 .10830 32.256 

#1 43967. 6478.1 2058.1 173.38 213.32 2.7284 
#2 44955. 6540.1 2102.9 172.71 213.65 4.3408 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 Tl 1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (ln2306) 
Units ug/L ug/L ug/L ug/L 
Avg .47649 -6.5679 392.25 731.99 
Stddev 1.0611 1.3631 .25 .75 
%RSD 222.69 20.754 .06464 ,10282 

#1 -.27383 -5.6041 392.43 731.46 
#2 1.2268 -7.5318 392.07 732.52 

Check ? None None None None 
Value 
Range 



Sample Name: 0008724-03 Acquired: 11/30/2007 10:43:12 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID; MH24P8 Dilution: 1 Operator: SRV 
Comment: 128 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7742.5 10579. 138230. 19186. 
Stddev 12.7 30. 444. 250. 
%RSD .16357 .28611 .32126 1.3046 

#1 7733.5 10557. 137910. 19363. 
#2 7751.5 10600. 138540. 19009. 



Sample Name: 0008724-04 Acquired: 11/30/2007 10:46:02 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P9 Dilution: 1 Operator: SRV 
Comment: 129 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 31 17.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 23.765 169010. 151.24 1458.2 4.3240 40840. 
Stddev 1.715 5609. 1.73 39.2 .1224 1484. 
%RSD 7.2154 3.3188 1.1454 2.6874 2.8295 3.6340 

#1 24.977 165040. 152.46 1430.5 4.2375 39791. 
#2 22.552 172970. 150.01 1486.0 4.4105 41890. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599/ K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 80.119 78.905 180.15 510.84 148220. 49135. 
Stddev .047 .123 16.56 40.29 4913. 1473. 
%RSD .05919 .15544 9.1930 7.8868 3.3147 2.9982 

#1 80.085 78.992 191,86 539.33 144750. 48094. 
#2 80.152 78.818 168.44 482.35 151700. 50177. 

Check ? None None None None None None 
Value 
Range 

MMSSSBd 

\ 



Sample Name: 0008724-04 Acquired: 11/30/2007 10:46:02 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P9 Dilution: 1 Operator: SRV 
Comment: 129 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589,592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 34141. 5039.3 1564.5 117.17 5129.0 118.73 
Stddev 1447. 452.4 42.1 .48 5.7 1.70 
%RSD 4.2377 8.9781 2.6905 .40540 .11082 1.4293 

#1 33118. 5359.2 1534.7 116.84 5125.0 119.93 
#2 35164. 4719.4 1594.2 117.51 5133.1 117.53 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 3.5785 -2.3346 285.82 5445.8 
Stddev 1.3449 .6737 25.68 15.1 
%RSD 37.583 28.858 8.9857 .27716 

#1 2.6275 -2.8110 303.98 5435.2 
#2 4.5294 -1.8582 267.66 5456.5 

Check ? None None None None 
Value 
Range 

'BM99S385 



Sample Name: 0008724-04 Acquired: 11/30/2007 10:46:02 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P9 Dilution: 1 Operator: SRV 
Comment: 129 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073{94} 371.030{91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7880.3 10508. 130460. 19153. 
Stddev 28.1 38. 12708. 363. 
%RSD .35719 .36498 9.7415 1.8956 

#1 7860.4 10480. , 121470. 19410. 
#2 7900.2 10535. 139440. 18897. 



Sample Name: BLANK Acquired: 11/30/2007 10:48:46 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189. .042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y__3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .47960 -1.6739 .10206 -.10092 .05399 -1.0234 
Stddev .15315 5.5111 .53280 .15294 .02859 3.1150 
%RSD 31.933 329.24 522.05 151.54 52.956 304.37 

#1 .58789 2.2230 -.27469 .00722 .07421 1.1792 
#2 .37130 -5.5708 .47880 -.20906 .03377 -3.2260 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 C02286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802(447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940(130} 766.490(44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.07104 -.24571 -.08850 -.06540 6.5895 44.524 
Stddev .01904 .11759 .15152 .02391 4.7089 6.344 
%RSD 26.800 47.856 171.21 36.557 71.461 14.248 

#1 -.08450 -.32885 .01864 -.08231 9.9192 49.009 
#2 -.05758 -.16256 -.19564 -.04850 3.2598 40.038 

Check ? None None None None None None 
Value 
Range 

flfl99M387 



Sample Name: BLANK Acquired: 11/30/2007 10:48:46 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Ejem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ret (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -1.6464 .04998 6.8472 -.45860 .62048 .07878 
Stddev 4.7583 .00258 1.5017 .05803 .35825 .06840 
%RSD 289.01 5.1673 21.931 12.654 57.737 86.819 

#1 1.7182 .05180 7.9091 -.41756 .36716 .03042 
#2 -5.0111 .04815 5.7854 -.49963 .87380 .12714 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .53508 -1.2461 .16355 -1.6903 
Stddev. .12572 .5401 .19041 .0460 
%RSD 23.496 43.339 116.42 2.7196 

#1 .62398 -.86423 .29819 -1.6578 
#2 .44618 -1.6280 .02891 -1.7228 

Check ? None None None None 
Value 
Range 

mmsBSBS 



Sample Name: BLANK Acquired: 11/30/2007 10:48:46 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9137.0 10431. 137860. 17928. 
Stddev 10.0 5. 177. 319. 
%-RS'D .10901 .05211 .12831 1.7812 

#1 9129.9 10427. 137980. 18153. 
#2 9144.0 10434. 137730. 17702. 



Sample Name: CCV Acquired: 11/30/2007 10:51:30 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189 ,042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L Ug/L ug/L ug/L ug/L 
Avg 619.57 5217.3 245.95 5295.8 128,69 12993. 
Stddev 4.40 112.6 1.06 113.5 3.08 321. 
%RSD .71038 2.1574 .43213 2.1436 2.3905 2.4705 

#1 622.69 5296.9 246.71 5376.1 130.87 13220. 
#2 616.46 5137.7 245.20 5215.6 126.52 12766. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 C02286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267, .716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y 3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 124.51 1224.4 493.65 607.05 2598.3 13049. 
Stddev .41 6.2 3.45 5.41 56.7 270. 
%RSD .33258 .50938 .69848 .89133 2.1814 2.0677 

#1 124.80 1228.8 496.09 610.87 2638,4 13240. 
#2 124.22 1220.0 491,22 603.22 2558.3 12858. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/30/2007 10:51:30 Type: QC 
Method: TAL20071130A Mode: CONC Corn. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206 833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 12955. 1246.0 12978. 1228.4 245.43 1241.0 
Stddev 337. 6.9 295. 7.1 1.79 4.0 
%RSD 2.6014 .55519 2.2755 .57694 .73084 .32485 

#1 13193. 1250.9 13187. 1233.4 246.70 1243.9 
#2 12717. 1241.2 12769. 1223.4 244.17 1238.2 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

V 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 1.96.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 246.58 248.01 1229.5 1214.5 
Stddev 2.39 1.15 6.8 9.2 
%RSD .96786 .46398 .55666 .75657 

#1 248.27 248.82 1234.4 1221.0 
#2 244.89 247.19 1224.7 1208.0 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

1111111331 



Sample Name: CCV Acquired: 11/30/2007 10:51:30 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230,606(446} 224.306(450} 360.073 {94} 371.030 ( 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8826.3 10343. 137100. 17862. 
Stddev 32.1 20. 400. 338. 
%RSD .36414 .19497 .29168 1.8936 

#1 8803,6 10328. 136810. 17622. 
#2 8849.1 10357. 137380. 18101. 

ff9fiflaa.332 



Sample Name: CCB Acquired: 11/30/2007 10:54:06 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 31 13.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.0005 5.6341 .46821 2.5533 .16764 11.251 
Stddev .2813 8.6149 .71849 .1110 .01113 1.074 
%RSD 28.117 152.91 153.46 4.3490 6.6388 9.5488 

#1 .80160 11.726 .97626 2.4747 .17551 10.491 
#2 1.1994 -.45755 -.03984 2.6318 .15977 12.010 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .01864 1.2548 -.04833 .48807 7.5851 36.078 
Stddev .06201 .2781 .02986 .07108 1.0069 45.907 
%RSD 332.62 22.161 61.793 14.563 13.275 127.24 

#1 .06249 1.4514 -.06945 .43781 6.8731 3.6171 
#2 -.02521 1.0581 -.02721 .53833 8.2971 68.540 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: CCB Acquired: 11/30/2007 10:54:06 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 9.0494 1.4413 4.7234 1.2613 1.3771 2.6802 
Stddev 10.564 .5799 3,1711 .0999 .2298 .4373 
%RSD 116.73 40.237 67.136 7.9202 16.689 16.317 

#1 16.519 1.0312 2.4811 1.3319 1.5397 2.9895 
#2 1.5798 1.8514 6.9658 1.1906 1.2146 2.3710 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .49669 1.2703 1.1692 -.11136 
Stddev .41335 .7213 .3582 .38937 
%RSD 83.221 56.782 30.637 349.64 

#1 .78897 .76024 .91588 .16396 
#2 .20441 1.7803 1.4224 -.38669 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

fiifillfil3a.fi 



Sample Name: CCB Acquired: 11/30/2007 10:54:06 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9334.1 10525. 138570. 17670. 
Stddev 10.7 9. 228. 551. 
%RSD .11512 .08375 .16465 3.1179 

#1 9326.5 10519. 138730. 17280. 
#2 9341.7 10532. 138410. 18059. 



Sample Name: 0008724-05 Acquired: 11/30/2007 10:56:52 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q0 Dilution: 1 Operator: SRV 
Comment: 130 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.3365 166760. 53.342 1266.8 3.9504 45962. 
StddeV .1155 4542. .440 49.3 .1346 759. 
%RSD 2.6642 2.7235 .82564 3.8923 3.4062 1.6505 

#1 4.2548 169970. 53.031 1301.7 4.0455 46498. 
#2 4.4182 163550. 53.654 1231.9 3.8552 45426. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 C02286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267. .716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 7.9371 71.925 180.38 213.77 153370. 42487. 
Stddev .0288 .129 1.34 - 1.55 3319. 1275. 
%RSD .36275 .17995 .74188 .72474 2.1640 2.9998 

#1 7.9574 71.834 179.43 212.68 155720. 43388. 
#2 7.9167 72.017 181.32 214.87 151030. 41586. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008724-05 Acquired: 11/30/200710:56:52 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q0 Dilution: 1 Operator: SRV 
Comment: 130 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 41499. 3012.1 1470.4 106.29 747.52 14.941 
Stddev 327. 45.8 47.3 .13 1.79 .045 
%RSD .78883 1.5190 3.2158 .12589 .23898 .30059 

#1 41730. 2979.8 1503.9 106.39 746.25 14.972 
#2 41268. 3044.5 1437.0 106.20 748.78 14.909 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 Til 908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -1.0606 -3.7097 358.24 1213.2 
Stddev 1.1039 .7866 2.32 3.5 
%RSD 104.08 21.203 .64702 .28642 

#1 -1.8412 -4.2659 356.60 1210.7 
#2 -.28004 -3.1535 359.88 1215.6 

Check ? None None None None 
Value 
Range 



Sample Name: 0008724-05 Acquired: 11/30/2007 10:56:52 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q0 Dilution: 1 Operator: SRV 
Comment: 130 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306(450} 360.073 ( 94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7787.2 10325. 134660. 17877. 
Stddev 43.1 71. 137. 844. 
%RSD .55354 .69013 .10188 4.7197 

#1 7756.7 10274. 134760. 18474. 
#2 7817.7 10375. 134570. 17281. 



Sample Name: 0008724-06 Acquired: 11/30/2007 10:59:38 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q1 Dilution: 1 Operator: SRV 
Comment: 131 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1023.9 57905. 7060.7 1565.5 3.2424 170140. 
Stddev ;1 137. .6 10.0 .0138 1086. 
%RSD .01427 .23577 .00848 .64035 .42644 .63842 

#1 1024.0 58002. 7060.3 1572.6 3.2326 169380. 
#2 1023.7 57809. 7061.1 1558.4 3.2522 170910. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L Ug/L ug/L ug/L 
Avg 1127.9 48.601 167.85 14891. 187720. 10807. 
Stddev 1.9 .185 .89 84. 64. 8. 
%RSD .16596 .38022 .53089 .56325 .03416 .07340 

#1 1126.5 48.471 167.22 14832. 187760. 10812. 
#2 1129.2 48.732 168.48 14950. 187670. 10801. 

Check ? None None None None None None 
Value 
Range 

'8981111111333 



Sample Name: 0008724-06 Acquired: 11/30/2007 10:59:38 Type: Unk 
Method; TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q1 Dilution: 1 Operator: SRV 
Comment: 131 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y 2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 51962. 22966. 6346.3 75.228 206160, 6161.0 
Stddev 278. 128. 27.9 .537 648. 4.5 
%RSD .53547 .55946 .43915 .71392 .31427 .07354 

#1 51765. 22875. 6366.0 75.608 205710. 6157.8 
#2 52158. 23057. 6326.6 74.848 206620. 6164.2 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y 3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 93.081 32.884 189.03 155910. 
Stddev .984 .220 .88 1198. 
%RSD 1.0574 .66766 .46422 .76855 

m 93.777 33.039 188.41 155070. 
#2 92.385 32.728 189.65 156760. 

Check ? None None None None 
Value 
Range 

lllill.jfifi 



Sample Name: 0008724-06 Acquired: 11/30/2007 10:59:38 Type: Unk 
Method: TAL20071130A Mode: CQNC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q1 Dilution: 1 Operator: SRV 
Comment: 131 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371,030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7652.3 9870.7 131500. 18105. 
Stddev .4 19.9 201. 69. 
%RSD .00541 .20172 .15298 .37907 

#1 7652.6 9856.6 131360. 18057. 
#2 7652.0 9884,8 131640. 18154. 



Sample Name: 0008724-07 Acquired: 11/30/2007 11:02:43 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q2 Dilution: 1 Operator: SRV 
Comment: 132 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933(106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y 3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 36.187 161880. 243.15 1989.9 3.3063 76676. 
Stddev .161 3111. 1.86 33.1 .0845 1489. 
%RSD .44413 1.9221 .76577 1.6638 2.5563 1.9422 

#1 36.074 159680. 244.47 1966.5 3.2466 75623. 
#2 36.301 164080. 241.84 2013.3 3.3661 77729. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267. 716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 92.721 69.188 169.82 2269.7 136830. 34944. 
Stddev .121 .235 .29 16.3 2417. 621. 
%RSD .12997 .33902 .17369 .71732 1.7661 1.7775 

#1 92.636 69.354 170.03 2281.2 135120. 34505. 
#2 92.806 69.023 169.61 2258.2 138530. 35383. 

Check ? None None None None None None 
Value 
Range 

BSfi i:SS a.8 2 



Sample Name: 0008724-07 Acquired: 11/30/2007 11:02:43 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q2 Dilution: 1 Operator: SRV 
Comment: 132 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) ()n2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L. 
Avg 43232. 3206.9 3787.4 104.51 7138.0 426.88 
Stddev 888. .8 68.0 .04 9.1 1.32 
%RSD 2.0546 .02627 1.7942 .03489 .12695 .30867 

#1 42604. 3207.5 3739.3 104.54 7144.4 427.81 
#2 43861. 3206.3 3835.4 104.49 7131.6 425.95 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 6.5467 -4.9237 257.39 8936.7 
Stddev 2.1521 1.1156 1.30 10.8 
%RSD 32.873 22.657 .50591 .12084 

#1 5.0249 -4.1349 258.31 8944.3 
#2 8.0684 -5.7125 256.47 8929.0 

Check ? None None None None 
Value 
Range 



Sample Name: 0008724-07 Acquired: 11/30/2007 11.02:43 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q2 Dilution: 1 Operator: SRV 
Comment: 132 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073(94} 371.030{91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7778.7 10264. 133960. 18631. 
Stddev 34.5 45. 931. 57. 
%RSD .44416 .43360 .69482 .30748 

#1 7754.3 10232. 133310. 18672. 
#2 7803.2 10295. 134620. 18591. 



Sample Name: 0008724-08 Acquired: 11/30/2007 11:05:28 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q3 Dilution: 1 Operator: SRV 
Comment: 133 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {: 74} 313.042 {108} 317.933 {106} 
IS Ref (Y3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .36455 193560. 50.583 1989.7 2.3297 56936. 
Stddev .00482 1844. 1.466 12.5 .0128 573. 
%RSD 1.3216 .95252 2.8982 .62653 .55116 1.0060 

#1 .36114 192250. 51.620 1980.9 2.3206 56531. 
#2 .36795 194860. 49.547 1998.5 2.3388 57341. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306)( (Y 3600) (Y_3600) (Y 3710) (YJ3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.9321 112.92 234.92 231.47 187330. 49341. 
Stddev .0020 .40 .64 .68 7243. 263. 
%RSD .03299 .35672 .27278 .29580 3.8666 .53342 

#1 5.9307 113.20 234.46 231.96 182210. 49155. 
#2 5.9335 112.63 235.37 230.99 192450. 49527. 

Check ? None None None None None None 
Value 
Range 

f l l f l l f f l l J l S  



Sample Name: 0008724-08 Acquired: 11/30/2007 11.05:28 Type: Unk 
Method: TAL20071130A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q3 Dilution: 1 Operator: SRV 
Comment: 133 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079(121} 257.610 {131} 589.592 {57} 231.604 {445} 220 .353 {453} 206.833 {463} 
I S Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 43784. 6349.4 2207.0 164.24 242.79 3.8057 
Stddev 512. 50.1 19.5 .39 .14 .0567 
%RSD 1.1695 .78983 .88512 .23932 .05658 1.4890 

#1 43422. 6314.0 2193.2 164.52 242.70 3.8458 
#2 44146. 6384.9 2220.8 163.96 242.89 3.7656 

Check ? None None None None None None 
Vaiue 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L Ug/L 
Avg -.55299 -7.6117 388.48 735.55 
Stddev 1.6615 .1115 1.20 2.67 
%RSD 300.46 1.4653 .30838 .36288 

#1 .62188 -7.5329 387.64 737.43 
#2 -1.7279 -7.6906 389.33 733.66 

Check ? None None None None 
Value 
Range 



Sample Name: 0008724-08 Acquired: 11/30/2007 1 i :05:28 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q3 Dilution: 1 Operator: SRV 
Comment: 133 

Int. Std, In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7768.4 10473. 135860. 18966. 
Stddev 36.6 39. 92. 1. 
%RSD .47160 .37286 .06745 .00527 

#1 7742.5 10445. 135800. 18966. 
#2 7794.4 10500. 135930. 18965. 



Sample Name: 0008724-09 Acquired: 11 /30/2007 11:08:20 Type: Unk 
Method: TAL20071130A Mode: CONC Corr Factor: 1.000000 
User: admin Client sample ID: MH24Q4 Dilution: 1 Operator: SRV 
Comment: 134 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .40881 161430. 50.219 1823.1 3.2806 35903. 
Stddev .23047 3914. .502 38.7 .1149 968. 
%RSD 56.376 2.4247 .99969 2.1242 3.5033 2.6961 

#1 .24584 158660. 49.864 1795.7 3.1993 35218. 
#2 .57177 164190. 50.574 1850.5 3.3618 36587. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y2243) (In2306) (Y_3600) (Y 3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.4456 87.777 178.01 204.63 154390. 38674. 
Stddev .0167 .111 .37 .18 3603. 949. 
%RSD .30748 .12687 .20696 .08960 2.3336 2.4536 

#1 5.4574 87.856 178.27 204.76 151850. 38003. 
#2 5.4337 87.699 177.75 204.50 156940. 39345. 

Check ? None None None None None None 
Value 
Range 

fifflfflfflfifijlffla 



Sample Name: 0008724-09 Acquired: 11/30/2007 11:08:20 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q4 Dilution: 1 Operator: SRV 
Comment: 134 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 31108. 5868.5 1606.8 130.27 226.37 3.7158 
Stddev 855. 27.5 38.7 .02 1.30 .0785 
%RSD 2.7494 .46877 2.4113 .01574 .57356 2.1126 

#1 30503. 5849.1 1579.4 130.28 227.29 3.6602 
#2 31713. 5888.0 1634.2 130.25 225.45 3.7713 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref <Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .52635 -3.1668 298.12 637.31 
Stddev .40246 .8887 .34 1.21 
%RSD 76.463 28.063 .11500 .19038 

#1 .24176 -3.7952 298.36 638.17 
#2 .81093 -2.5384 297.88 636.45 

Check ? None None None None 
Value 
Range 

aiiaifliia 



Sample Name: 0008724-09 Acquired: 11/30/2007 11:08:20 Type: Link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q4 Dilution: 1 Operator: SRV 
Comment: 134 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224 .306(450} 360.073 (94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7948.3 10557. 137650. 19253. 
Stddev 29.9 28. 440. 232. 
%RSD .37663 .26993 .31938 1.2027 

#1 7927.2 10537. 137340. 19417. 
#2 7969.5 10577. 137960. 19089. 

i 

! 



Sample Name: BLANK Acquired: 11/30/2007 11:11:06 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328,068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .26985 35.590 .45674 .21840 .06508 8.1231 
Stddev .25586 25.642 .28195 .14863 .02598 2.9971 
%RSD 94.814 72.047 61.731 68.056 39.925 36.896 

#1 .08893 53.721 .65611 .32349 .04671 10.242 
#2 .45077 17.459 .25737 .11330 .08346 6.0039 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 ,Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766 .490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .03724 -.22098 -.12519 .16553 45.724 17.709 
Stddev .03722 .03207 .28148 .44500 23.510 2.675 
%RSD 99.957 14.514 224.84 268.83 51.416 15.105 

#1 .06356 -.24366 -.32423 -.14913 62.348 19.600 
#2 .01092 -.19831 .07384 .48020 29.100 15.817 

Check ? None None None None None None 
Value 
Range 

.fl8B9894.il 



Sample Name: BLANK Acquired: 11/30/2007 11:11:06 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 N12316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.60504 .60414 -2.3214 -.48122 1.5976 .55223 
Stddev 11.346 .10344 1.0480 .23040 .1683 .29520 
%RSD 1875.3 17.122 45.145 47.878 10.535 53.456 

#1 7.4180 .67728 -3.0625 -.64414 1.4785 .34349 
#2 -8.6280 .53100 -1.5804 -.31830 1.7166 .76096 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 Tl 1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 2.2321 -1.1245 .14259 -.96603 
Stddev .2305 .0315 .17997 .07208 
%RSD 10.325 2.8016 126.21 7.4613 

#1 2.3950 -1.1022 .01534 -.91506 
#2 2.0691 -1.1467 .26984 -1 0170 

Check ? None None None None 
Value 
Range 

99-8SS9£12 



Sample Name: BLANK Acquired: 11/30/2007 11:11:06 Type: Urik 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y_2243 YJ3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9135.4 10415. 135910. 17629. 
Stddev 5.1 18. 6. 119. 
%RSD .05582 .17123 .00465 .67554 

#1 9131.8 10402. 135920. 17714. 
#2 9139.0 10427. 135910. 17545. 



Sample Name: ZCRI Acquired: 11/30/2007 11:13:49 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: ! Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068{103} 396.152(85} 189,042 {478} 455.403 {74} 313.042(108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 10.938 6.4717 9.8001 .43982 5.2761 6.3373 
Stddev .170 4.5222 .3641 .15667 .3895 .7130 
%RSD 1.5563 69.876 3.7157 35.622 7.3825 11.250 

#1 11.058 9.6694 10.058 .32903 5,0007 5.8331 
#2 10.818 3.2740 9.5426 .55060 5.5516 6.8414 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

• 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 (130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.9297 51.096 10.537 25.749 14.509 22.777 
Stddev .0453 .005 .356 .207 4.018 9.305 
%RSD .91923 .01027 3.3763 .80547 27.694 40.854 

#1 4.9617 51.100 10.788 25.895 11.667 16.197 
#2 4.8976 51.093 10.285 25.602 17.350 29.356 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 
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Sample Name: ZCRI Acquired: 11 /30/2007 11:13:49 Type; QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206 .833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -5.1453 17.933 -1.4526 41.122 14.515 59.926 
Stddev 1.2053 .651 5.2406 .165 .730 .325 
%RSD 23.426 3.6320 360.77 .40106 5.0291 .54220 

#1 -5.9976 17.472 2.2531 41.006 15.032 59.697 
#2 -4.2930 18.394 -5.1583 41.239 13.999 60.156 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 33.024 27.482 51.723 59.504 
Stddev .252 .084 .057 .378 
%RSD .76360 .30705 .11067 .63507 

#1 33.202 27.423 51.682 59.771 
#2 32,846 27,542 51.763 59.237 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Sfiffl'0'flil 11.5 
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Sample Name: ZCRI Acquired: 11/30/2007 11:13:49 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9459.0 10680. 141510. 18873. 
Stddev 17.0 20. 26. 841. 
%RSD .17969 .18622 .01824 4.4573 

#1 9471.0 10694. 141490, 19468. 
#2 9447.0 10666. 141530. 18278. 
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Sample Name: CRI Acquired: 11/30/2007 11:16:31 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admfn Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 (103} 396.152 { 85} 189 .042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (YJ3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 10.775 -2.4288 10.520 .13699 4.7905 .71877 
Stddev .015 4.2381 .626 .10543 1.0424 1.8755 
%RSD .13547 174.49 5.9471 76.966 21.760 260.93 

#1 10.785 -5.4256 10.962 .06244 4.0534 -.60740 
#2 10.764 .56797 10.077 .21154 5.5276 2.0449 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y 3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.8984 51.256 10.369 25.627 2.6537 13.299 
Stddev .0237 .150 .275 .387 2.2254 3.263 
%RSD ,48416 .29276 2.6490 1.5118 83,860 24.534 

#1 4.8816 51.362 10.564 25.353 1.0801 15.606 
#2 4.9151 51.150 . 10.175 25.901 4.2273 10.992 

Check? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 
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Sample Name: CRI Acquired: 11/30/2007 11: 16:31 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -7.6028 16.357 1.0427 41.366 13.197 59.190 
Stddev .0048 .140 .0864 .130 1.000 .389 
%RSD .06346 .85547 8.2903 .31496 7.5780 .65744 

#1 -7.6062 16.258 .98162 41.273 13.904 58.914 
#2 -7.5994 16.456 1.1039 41.458 12.490 59.465 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y 3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 35.252 27.307 51.371 58.144 
Stddev .205 .046 .421 .260 
%RSD .58112 .16767 .81921 .44678 

#1 35.107 27.275 51.074 58.327 
#2 35.397 27.339 51.669 57.960 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

mmmmmam 



Sample Name: CRI Acquired: 11/30/2007 11:16:31 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224. 306(450} 360.073 {94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9339.6 10548. 141020. 20121. 
Stddev 27.9 27. 956. 3142. 
%RSD .29883 .25713 .67786 15.614 

#1 9319.9 10529. 141690. 22343. 
#2 9359.4 10567. 140340. 17900. 



Sample Name: ICSA Acquired: 11/30/2007 11:19:12 Type: QC 
Method: TAL20071130A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189,042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .16765 252850. .54435 -1.6482 2.4750 241450. 
Stddev .33528 4198. .27435 .1234 .0180 204. 
%RSD 199.99 1.6603 50.400 7.4892 72591 .08439 

#1 -.06943 255820. .35035 -1.7355 2.4623 241590. 
#2 .40473 249880. .73834 -1.5610 2.4877 241310. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.6620 3.7463 45.013 24.601 95701. -113.81 
Stddev .0406 .0027 .296 .013 1168. 16.20 
%RSD 1.1100 .07158 .65841 .05336 1.2201 14.236 

#1 3.6332 3.7482 44.803 24.592 96527. -125.27 
#2 3.6907 3.7444 45.223 24.611 94876. -102.36 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

-0:SSliaii42S 



Sample Name: ICSA Acquired: 11/30/2007 11:19:12 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610(131} 589.592 { 57} 231.604 {445} 220 .353 {453} 206 .833 {463} 
IS Ref (Y_3710) (Y_3600) (Y 3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 251480. 16.818 777.95 20.028 4.7946 .01610 
Stddev 2433. .178 28.54 .533 2.9092 .04800 
%RSD .96730 1.0612 3.6690 2.6621 60.676 298.11 

#1 253200. 16.692 798.13 19.651 2.7375 -.01784 
#2 249760. 16.944 757.77 20.405 6.8517 .05005 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292 .402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L Ug/L ug/L ug/L 
Avg -6.4939 -.95705 -.16263 24.106 
Stddev 2.1213 .26861 .28442 .860 
%RSD 32.666 28.066 174.88 3.5694 

#1 -7.9939 -.76712 -.36375 23.498 
#2 -4.9940 -1.1470 .03848 24.715 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 
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Sample Name: ICSA Acquired: 11/30/2007 11:19:12 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7629.1 9572.4 123770. 17507. 
Stddev 118.6 135.8 99. 315. 
%RSD 1.5543 1.4186 .08014 1.8009 

#1 7713.0 9668.4 123840. 17730. 
#2 7545.3 9476.3 123700. 17284. 



Sample Name: ICSAB Acquired: 11/30/2007 11:21:58 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y 3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 209.39 252780. 93.071 530.00 493.69 233490. 
Stddev .83 54. 2.186 .68 1.20 937. 
%RSD .39729 .02119 2.3491 .12760 .24392 .40115 

#1 208.80 252820. 94.616 530.47 494.55 232820. 
#2 209.98 252740. 91.525 529.52 492.84 234150. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
I S R ef (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 953.02 492.39 514.97 524.46 95229. -64.244 
Stddev 2.90 1.58 1.27 3.51 141. 16.532 
%'RSD .30426 .32161 .24581 .66876 .14805 25.733 

#1 955.07 493.51 514.08 521.97 95329. -52.554 
#2 950.97 491.28 515.87 526.94 95129. -75.934 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 
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Sample Name: ICSAB Acquired: 11/30/2007 11:21:58 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Mg2790 Mn2576 Na'5895 Ni2316 P52203 Sb2068 
Line 279.079 {121} 257 .610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 251540. 503.56 788.70 1006.9 59.143 584.25 
Stddev 617. 1.57 5.71 4.4 1.554 1.98 
%RSD .24536 .31172 .72376 .43349 2.6279 .33952 

#1 251980. 502.45 792.74 1010,0 60.242 585.66 
#2 251100. 504.67 784.67 1003.8 58.044 582.85 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 51.920 92.635 484.55 1004.0 
Stddev .078 .436 .90 4.9 
%RSD .14948 .47096 .18553 .48705 

#1 51.865 92.327 483.91 1007,5 
#2 51.975 92.944 485.18 1000.6 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 
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Sample Name: ICSAB Acquired: 11/30/2007 11:21:58 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224 .306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7553.2 9521.8 124370. 17569. 
Stddev 31.0 29.0 481. 111. 
%RSD .41087 .30509 .38655 .63183 

#1 7531.3 9501.2 124710. 17491. 
#2 7575.2 9542.3 124030. 17648. 



Sample Name: CCV Acquired: 11/30/2007 11:24:39 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution:! Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 619.31 5029.1 246.20 5141.7 123.82 12503. 
Stddev 1.22 58.0 .11 78.6 1.65 160. 
%RSD .19684 1.1525 .04546 1.5281 1.3288 1.2822 

#1 618.45 4988.1 246.12 5086.1 122.65 12390. 
#2 620.18 5070.1 246.28 5197.2 124.98 12616. 

Check 7 Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 C02286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228,616 {447} 267.716 {126} 324.754 {104} 259.940 (130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 124.70 1229.2 492.63 613.78 2478.6 12562. 
Stddev .46 3.1 2.52 .62 34.2 203. 
%RSD .36640 .25154 .51064 .10137 1.3787 1.6169 

#1 125.02 1231.4 490.85 613.34 2454.4 12419. 
#2 124.37 1227.0 494.41 614.22 2502.7 12706. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 
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Sample Name: CCV Acquired: 11/30/2007 11:24:39 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220,353 {453} 206 .833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L. ug/L 
Avg 12366. 1253.9 12683. 1235.1 245.52 1242.2 
Stddev 150. 3.9 214. 1.8 .65 4.2 
%RSD 1.2161 .31181 1.6878 .14408 .26442 .34018 

#1 12260. 1251.1 12532. 1236.3 245.98 1245.2 
#2 12473. 1256.7 12835. 1233.8 245.06 1239.2 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 247.27 250.41 1240.7 1221.6 
Stddev .87 1.46 1.7 1.2 
%RSD .35159 .58126 .13346 .09632 

#1 246.66 251.44 1239.6 1222.4 
#2 247.89 249.38 1241.9 1220.7 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/30/2007 11:24:39 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8714.1 10233. 133850. 18261. 
Stddev 4.5 8. 323. 176, 
%RSD .05110 .07555 .24139 .96323 

#1 8710.9 10227. 134070. 18386. 
#2 8717.2 10238. 133620. 18137. 



Sample Name: CCB Acquired: 11/30/2007 11:27:15 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 3" 13.042 {108} 317,933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y 3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .76138 11.050 -.05990 2.2713 .13689 22.379 
Stddev ,32566 3.779 .52682 .1508 .06428 4.208 
%RSD 42.772 34.197 879.50 6.6394 46.962 18.804 

#1 .53111 13.722 .31262 2.3780 .18234 25.355 
#2 .99165 8.3782 -.43242 2.1647 .09143 19.404 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .22237 1.3324 .00168 .24043 8.3843 -.23356 
Stddev .02944 .1044 .16417 .30270 1.7128 .62471 
%RSD 13.240 7.8355 9758.9 125.90 20.428 267.47 

#1 .20155 1.2586 -.11440 .02639 9.5954 .20818 
#2 .24319 1.4063 .11777 .45447 7.1732 -.67529 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 
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Sample Name: GCB Acquired: 11/30/2007 11:27:15 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units Ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 25.271 .78808 2.8826 1.3469 .31135 2.9114 
Stddev 13.356 .22955 .1337 .3203 .68725 .9717 
%RSD 52.852 29.127 4.6375 23.779 220.74 33.374 

#1 15.827 .62576 2.9771 1.1204 .79731 3.5985 
#2 34.715 .95039 2.7881 1.5733 -.17461 2.2243 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .16099 .86337 .94534 .14560 
Stddev 1.6713 .19561 .32965 .28149 
%RSD 1038.1 22.656 34.871 193.33 

#1 -1.0208 .72505 .71224 -.05344 
#2 1.3428 1.0017 1.1784 .34464 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass ' 

High Limit 
Low Limit 

mmammam 



Sample Name: CCB Acquired: 11/30/2007 11:27:15 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S cts/s Cts/S Cts/S 
Avg 9212.6 10397. 140520. 17280. 
Stddev 80.3 72. 2082. 940. 
%RSD .87132 .69163 1.4814 5.4386 

#1 9155.9 10346. 141990. 16616. 
#2 9269.4 10448. 139050. 17945. 



Sample Name: 0008724-10 Acquired: 11/30/2007 11:30:01 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q5 Dilution: 1 Operator: SRV 
Comment: 135 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 { 85} 189.042 {478} 455 i.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .66387 158370. 51.643 1756.9 2.4107 36653. 
Stddev .05337 12008. .219 127.2 .3247 2811. 
%RSD 8.0386 7.5826 .42325 7.2384 13.469 7.6702 

#1 .70160 149870. 51.488 1666.9 2.1811 34665. 
#2 ,62613 166860. 51.798 1846.8 2.6403 38641. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228. 616 {447} 267.716 {126} 324. 754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.7916 117.14 187.42 201.64 154020. 37602. 
Stddev .1355 .31 .34 .15 11321. 2790. 
%RSD 2.3401 .26847 .17959 .07658 7.3502 7.4207 

#1 5.6957 117.36 187.18 201.75 146020. 35629. 
#2 5.8874 116.92 187.66 201.53 162030. 39575. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008724-10 Acquired: 11/30/2007 11:30:01 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q5 Dilution: 1 Operator: SRV 
Comment: 135 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 38159. 6076.7 2344.7 128.30 264.68 4.6381 
Stddev 3038. 2.3 173.1 .55 3.18 1.2453 
%RSD 7.9617 .03861 7.3820 .42694 1.2010 26.851 

#1 36011. 6078.4 2222.3 127.91 266.93 5.5187 
#2 40307. 6075.1 2467.1 128.69 262.44 3.7575 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 2.8110 -4.3943 314.42 700.34 
Stddev .1134 2.4062 .37 1.72 
%RSD 4.0331 54.757 .11740 .24571 

#1 2.7308 -2.6929 314.68 699.13 
#2 2.8911 -6.0957 314.16 701.56 

Check? None None None None 
Value 
Range 



Sample Name: 0008724-10 Acquired: 11/30/2007 11:30:01 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q5 Dilution: 1 Operator: SRV 
Comment: 135 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224 .306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7736.8 10502. 137030. 19740. 
Stddev 60.0 80. 1055. 977. 
%RSD .77492 .76607 .76963 4.9511 

#1 7694.4 10445. 136290. 20431. 
#2 7779,2 10559. 137780. 19049. 



Sample Name: 0008724-11 Acquired: 11/30/2007 11:32:47 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q6 Dilution: 1 Operator: SRV 
Comment; 136 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.4318 169350. 70.977 1996.1 2.8439 49938. 
Stddev .0085 9156. .259 99.7 .1645 2741. 
%RSD .19165 5.4067 .36556 4.9953 5.7854 5.4890 

#1 4.4258 162880. 71.160 1925.6 2.7276 48000. 
#2 4.4378 175820. 70.793 2066.6 2.9603 51877. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228 .616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
ISRef (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11.897 102.36 192.25 264.01 161590. 43600. 
Stddev .024 .13 .18 .47 8469. 2132. 
%RSD .20547 .13003 .09165 .17914 5.2407 4.8902 

#1 11.914 102.46 192.38 264.34 155600. 42092. 
#2 11.880 102.27 192.13 263.67 167580. 45107. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008724-11 Acquired: 11/30/2007 11:32:47 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q6 Dilution: 1 Operator: SRV 
Comment: 136 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 38100. 6135.7 1607.7 131.13 879.38 13.162 
Stddev 2134. 12.0 65.6 .70 3.75 .706 
%RSD 5.6004 .19489 4.0820 .53323 .42633 5.3638 

#1 36591. 6127.3 1561.3 131.63 882.03 12.663 
#2 39609. 6144.2 1654.1 130.64 876.73 13.661 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.9533 -3.0280 328.02 1653.6 
Stddev .4646 1.0534 1.30 .4 
%RSD 23.786 34.787 .39599 .02407 

#1 2.2818 -3.7729 328.94 1653.3 
#2 1.6247 -2.2832 327.10 1653.8 

Check ? None None None None 
Value 
Range 

4313 



Sample Name: 0008724-i 1 Acquired: 11/30/2007 11:32:47 Type: Link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q6 Dilution: 1 Operator: SRV 
Comment: 136 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230,606 {446} 224.306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7812.6 10409. 136180. 19312. 
Stddev 45.6 69. 380. 689. 
%RSD .58431 .66721 .27911 3.5660 

#1 7780.3 10360. 135910. 19799. 
#2 7844.9 10458. 136450. 18825. 



Sample Name: 0008724-12 Acquired: 11/30/2007 11:35:32 Type: Unk 
Method: TAL20071130A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q7 Dilution: 1 Operator: SRV 
Comment: 137 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .61242 174000. 50.701 1067.7 5.4512 25930. 
Stddev .51974 13067. .704 76.4 .3611 1918. 
%RSD 84.867 7.5094 1.3881 7.1546 6.6248 7.3951 

#1 .97993 164760. 51.199 1013.7 5.1958 24574. 
#2 .24491 183240. 50.203 1121.7 5.7065 27286. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y 2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.5015 67.978 177.17 126.64 144110. 36421. 
Stddev .0831 .257 1.39 .33 10613. 2664. 
%RSD 1.8466 .37867 .78347 .25810 7.3647 7.3146 

#1 4.4428 68.160 176.19 126.41 136610. 34538. 
#2 4.5603 67.796 178.16 126.87 151620. 38305. 

Check ? None None None None None None 
Value 
Range 

•«a»asai:i8 



Sampie Name: 0008724-12 Acquired: 11/30/2007 11:35:32 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q7 Dilution: 1 Operator: SRV 
Comment: 137 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 36408. 3265.4 1742.5 108.99 236.32 5.3635 
Stddev 2720. 27.6 116.9 .10 3.75 .4747 
%RSD 7.4714 .84635 6.7084 .08797 1.5868 8.8514 

#1 34485. 3245.8 1659.9 108.92 238.98 5.6991 
#2 38331. 3284.9 1825.2 109.05 233.67 5.0278 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.2187 -3.8599 287.99 506.08 
Stddev .5725 1.3802 .19 .27 
%RSD 46.979 35.756 .06500 .05375 

#1 1.6235 -4.8359 288.12 506.28 
#2 .81385 -2.8840 287.86 505.89 

Check? None None None None 
Value 
Range 



Sample Name: 0008724-12 Acquired: 11/30/2007 11:35:32 Type: Unk 
Method: TAL2007T130A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: MH24Q7 Dilution: 1 Operator: SRV 
Comment: 137 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7918.3 10532. 136330. 19258. 
Stddev 46.6 63. 89. 869. 
%RSD .58886 .59961 .06538 4.5108 

#1 7885.4 10487. 136390. 19872. 
#2 7951.3 10577. 136260. 18644, 

i 
i 
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Sample Name: 0008724-13 Acquired: 11/30/2007 11:38:19 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q8 Dilution: 1 Operator: SRV 
Comment: 138 

Elem Ag3280 AI3961 AS1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y 3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 878.33 51424. 6185.7 1342.4 2.8850 149310. 
Stddev .96 1855. 7.1 42.5 .1743 8430. 
%RSD .10974 3.6074 .11518 3.1685 6.0425 5.6455 

#1 879.01 50112. 6190.7 1312.3 2.7617 143350. 
#2 877.65 52735. 6180.6 1372.5 3.0083 155270. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228 .616(447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1005.3 40.396 151.22 12805. 172980. 9569.7 
Stddev 1.0 .137 .41 27. 6471. 348.0 
%RSD .09604 .33873 .27051 .21133 3.7407 3.6362 

#1 1006.0 40.493 151.51 12824. 168410. 9323.7 
#2 1004.6 40.300 150.93 12786. 177560. 9815.8 

Check ? None None None None None None 
Value 
Range 



Sample Name; 0008724-13 Acquired: 11/30/2007 11:38:19 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q8 Dilution: 1 Operator: SRV 
Comment: 138 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 46070. 20054. 5533.7 66.535 185870. 5430.9 
Stddev 2038, 3. 170.6 .036 172. 11.4 
%RSD 4.4232 .01251 3.0836 .05350 .09277 .20942 

#1 44629. 20053. 5413.0 66.560 185990. 5438.9 
#2 47511. 20056. 5654.3 66.510 185750. 5422.9 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190. 856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 83.101 30.088 163.16 146360. 
Stddev .723 .914 .18 854. 
%RSD .87036 3.0383 .11276 .58381 

#1 83.612 30.735 163.03 146970. 
#2 82.589 29.442 163.29 145760. 

Check ? None None None None 
Value 
Range 

mmMmmMAZ 



Sample Name: 0008724-13 Acquired: 11/30/2007 11:38:19 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24Q8 Dilution: 1 Operator: SRV 
Comment: 138 

Int. Std. In2306 Y 2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7687.5 9829.3 130470. 18053. 
Stddev 35.6 35.0 692. 392. 
%RSD .46345 .35591 .53051 2.1688 

#1 7662.3 9804.5 129980. 18330. 
#2 7712.7 9854.0 130960. 17776. 

Sfl. M, JO 



Sample Name: 0008724-01 Acquired: 11/30/2007 11:41:19 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6 Dilution: 1.7 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3l30 Ca3179 
Line 328.068 {103} 396.152 { 85} 189 .042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .38554 155840. 42.343 1481.1 .59985 40448. 
Stddev .18428 5590. 1.103 51.7 .08034 1342. 
%RSD 47.798 3.5867 2.6045 3.4884 13.393 3.3188 

#1 .25523 151890. 41.563 1444.6 .54305 39499. 
#2 .51585 159800. 43.123 1517.7 .65666 41398. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126}: 324.754 {104} 259.940 {130} 766.490 {44} 
I S Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.2724 88.423 173.70 157.52 174270; 32669. 
Stddev .0745 .088 .59 .19 8900. 987. 
%RSD 1.7437 .09986 .34060 .11807 5.1072 3.0219 

#1 4.2197 88.486 174.12 157.65 167970. 31971. 
#2 4.3251 88.361 173.28 157.39 180560. 33367. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008724-01 Acquired: 11/30/2007 11:41:19 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6 Dilution: 1.7 Operator: SRV 
Comment: FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610(131} 589.592 { 57} 2 • 11.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (ln2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 40146. 3766.4 2426.8 114.67 183.42 3.7081 
Stddev 1409. 13.6 79.3 .33 2.26 .8293 
%RSD 3.5095 ,36102 3.2662 .28782 1.2333 22.364 

#1 39150. 3756.8 2370.8 114.44 185.02 4.2944 
#2 41142. 3776.0 2482.9 114.90 181.83 3.1217 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090(472} 190.856(477} 292.402 (115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.0026 -5.2862 426.18 587.17 
Stddev .3879 1.2909 .19 .88 
%RSD 38.688 24.421 .04498 .15016 

#1 1.2769 -6.1990 426.04 587.79 
#2 .72833 -4.3733 426.31 586.55 

Check ? None None None None 
Value 
Range 

wmamAME 



Sample Name: 0008724-01 Acquired: 11/30/2007 11:41:19 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6 Dilution: 1.7 Operator: SRV 
Comment: FE 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306(450} 360 .073 {94} 371 .030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8010.0 10554. 137650. 19343. 
Stddev 6.7 17. 333. 428. 
%RSD .08339 .16180 .24216 2.2124 

#1 8005.3 10542. 137420. 19645. 
#2 8014.7 10566. 137890. 19040. 

-11:12SB-Jill Ilil afi 



Sample Name: 0008724-01D Acquired: 11/30/2007 11:44:11 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6D Dilution: 1.7 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455,403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.01521 143140. 39.357 1365.0 .53407 37050. 
Stddev .25259 11805. .406 107.5 .00880 3095. 
%RSD 1660.2 8.2472 1.0316 7.8756 1.6482 8.3538 

#1 .16339 134790. 39.070 1289.0 .54029 34861. 
#2 -.19382 151490. 39.644 1441.0 .52784 39238. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.9729 84.261 163.59 146.53 162240. 29993. 
Stddev .1522 .336 .08 .27 12276. 2391. 
%RSD 3.8320 .39932 .04774 .18204 7.5664 7.9711 

#1 3.8653 84,499 163.54 146.72 153560. 28302. 
#2 4.0806 84.023 163.65 146.34 170920. 31683. 

Check ? None None None None None None 
Value 
Range 

Si Sfl fflffl ddil*7 



Sample Name: 0008724-01D Acquired: 11/30/2007 11:44:11 Type: Unk 
Method: TAL20071130A Mode: CONC Corr, Factor: 1.000000 
User: admin Client sample ID: MH24H6D Dilution: 1.7 Operator: SRV 
Comment: FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 36692. 3573.8 2234.3 108.63 171.60 3.0950 
Stddev 3194. 7.3 177.7 .29 1.23 .6542 
%RSD 8.7036 .20418 7.9540 .26879 .71871 21.138 

#1 34434. 3568.7 2108.7 108.84 172.47 3.5576 
#2 38950, 3579.0 2360.0 108.42 170.73 2.6324 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -2.1336 -6.0057 403.07 556.23 
Stddev .3114 .0832 .34 .50 
%RSD 14.597 1.3847 .08510 .09054 

#1 -1.9134 -5.9469 403.31 556.59 
#2 -2.3538 -6.0645 402.83 555.88 

Check ? None None None None 
Value 
Range 

888218134 18 



Sample Name: 0008724-01D Acquired: 11/30/2007 11:44:11 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor 1.000000 
User: admin Client sample ID: MH24H6D Dilution: 1.7 Operator: SRV 
Comment: FE 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 3 71.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8016.6 10523. 137670. 19759. 
Stddev 22.8 33. 243. 1227. 
%RSD .28475 .31598 .17641 6.2072 

#1 8000.5 10499. 137500. 20626. 
#2 8032.8 10546. 137850. 18891. 



Sample Name: 0008724-01S Acquired: 11/30/2007 11:47:00 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6S Dilution: 1.4 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.1120 144740. 85.944 4076.9 62.469 35823. 
Stddev .4490 6958. .482 211.9 3.097 1717. 
%RSD 10.919 4.8074 .56049 5.1977 4.9575 4.7940 

#1 4.4295 149660. 85.604 4226.7 64.658 37038. 
#2 3.7946 139820. 86.285 3927.0 60.279 34609. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766 .490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 63.626 777.61 431.63 475.64 156150. 30166. 
Stddev .029 .62 5.76 3.64 7594. 1523. 
%RSD .04484 .07950 1.3347 .76483 4.8634 5.0474 

#1 . 63.646 777.18 427.56 473.06 161520. 31242. 
#2 63.606 778.05 435.70 478.21 150780. 29089. 

Check? None None None None None None 
Value 
Range 
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Sample Name: 0008724-01S Acquired: 11/30/2007 11:47:00 Type: Upk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6S Dilution: 1,4 Operator: SRV 
Comment: FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.; 353 {453} 206.833 {463} 
IS Ref (Y_371Q) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 35782. 4030.5 2815.6 797.36 192.74 124.26 
Stddev 1653. 28.3 138.2 .66 2.41 .65 
%RSD 4.6195 .70197 4.9083 .08255 1.2517 .52199 

#1 36951. 4010.5 2913.3 796.89 191.04 123.80 
#2 34614. 4050.5 2717.9 797.82 194.45 124.72 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 57.729 58.122 1067.9 1219.7 
Stddev 2.606 .004 12.3 3.6 
%RSD 4.5139 .00694 1.1504 .29357 

#1 55.886 58.119 1059.2 1217.1 
#2 59.571 58.124 1076.6 1222.2 

Check ? None None None None 
Value 
Range 
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Sample Name: 0008724-01S Acquired: 11/30/2007 11:47:00 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6S Dilution: 1.4 Operator: SRV 
Comment: FE 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360 .073{94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7928.6 10387. 132960. 19605. 
Stddev 30.6 39, 1283. 820. 
%RSD .38544 .37473 .96514 4.1839 

#1 7907.0 10359. 133860. 19025. 
#2 7950.2 10415. 132050. 20185. 



Sample Name: 0008724-01L Acquired: 11/30/2007 11:49:44 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6L Dilution: 8.5 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396 .152 ( 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .25317 32782. 9.4772 312.52 .20096 8655.8 
Stddev .34086 1694. .7128 16.51 .06663 424.9 
%RSD 134.64 5.1676 7.5216 5.2841 33.155 4.9094 

#1 .49419 31584. 8.9732 300.84 .24808 8355.3 
#2 .01215 33980. 9.9813 324.19 .15385 8956.2 

Check ? None None None None None None 
Value 
Range 

Elem - Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.I 516 {447} 267.716(126} 324. 754 {104} 259.940 {130} 766.490(44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .94612 18.358 37.418 32.246 38834. 6957.0 
Stddev .01172 .262 .066 .251 2036. 320.0 
%RSD 1.2392 1.4247 .17725 .77777 5.2438 4.5994 

#1 .95441 18.543 37.465 32.068 37394. 6730.7 
#2 .93783 18.173 37.371 32.423 40274. 7183.3 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008724-01L Acquired: 11/30/2007 11:49:44 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: MH24H6L Dilution: 8.5 Operator: SRV 
Comment: FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y 3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 8554.6 832.34 522.58 23.436 40.940 1.3228 
Stddev 414.0 1.05 25.89 .138 1.060 1.2689 
%RSD 4.8399 .12564 4.9549 .58813 2.5898 95.926 

#1 8261.8 833.08 504.27 23.533 41.690 2.2201 
#2 8847.4 831.60 540.89 23.338 40.190 .42556 

Check ? None None None None None None 
Value 
Range 

Ejem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (|n2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .57048 -.63376 90.380 129.66 
Stddev .32376 .83366 ,156 .96 
%RSD 56.752 131.54 .17212 .73974 

#1 .34155 -.04427 90.270 130.34 
#2 .79940 -1.2233 90.490 128.98 

Check ? None None None None 
Value 
Range 



Sample Name: 0008724-01L Acquired: 11/30/2007 11:49:44 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H6L Dilution: 8.5 Operator: SRV 
Comment: FE 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8815.5 10515. 138530. 18951. 
Stddev .8 2. 184. 676. 
%RSD .00923 .02058 .13263 3.5654 

#1 8816.0 10514. 138400. 19429. 
#2 8814.9 10517. 138660. 18473. 



Sample Name: 0008724-02 Acquired: 11/30/2007 11:52:26 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H7 Dilution: 1.8 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (YJ3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.39277 149150. 36.626 1398.2 -.55066 34424. 
Stddev .13993 2134. .397 18.7 .07033 518. 
%RSD 35.626 1.4305 1.0834 1.3383 12.773 1.5051 

#1 -.49171 147640. 36.906 1384.9 -.60039 34058. 
#2 -.29382 150660. 36.345 1411.4 -.50092 34791. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267. 716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y__2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.9576 85.199 215.04 135.59 185440. 26991. 
Stddev .1522 .041 .86 .74 5917. 354. 
%RSD 3.8462 .04834 .39843 .54513 3.1906 1.3107 

#1 3.8500 85.170 214.43 135.07 181260. 26741. 
#2 4.0652 85.228 215.64 136.12 189630. 27241. 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008724-02 Acquired: 11/30/2007 11:52:26 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H7 Dilution: 1.8 Operator: SRV 
Comment: FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610(131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 33213. 3438.0 2055.8 107.93 146.14 1.6394 
Stddev 570. 8.4 29.9 .71 .85 .8276 
%RSD 1.7158 .24530 1.4562 .65992 .58297 50.481 

#1 32810. 3432.1 2034.6 107.43 145.53 1.0542 
#2 33616. 3444.0 2077.0 108.44 146.74 2.2246 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .81761 -6.3598 488.54 512.40 
Stddev .16950 .9030 1.06 .75 
%RSD 20.731 14.198 .21643 .14614 

#1 .93747 -5.7213 487.79 512.93 
#2 .69776 -6.9983 489.28 511.87 

Check ? None None None None 
Value 
Range 

,SS9S99#57 



Sample Name: 0008724-02 Acquired: 11/30/2007 11:52:26 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H7 Dilution: 1.8 Operator: SRV 
Comment: FE 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360,073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7965.3 10388. 133750. 18496. 
Stddev 28.4 33. 48. 126. 
%RSD .35701 .31753 .03567 .67898 

#1 7945.2 10365. 133780. 18584. 
#2 7985.4 10411. 133720. 18407. 

aaaaifliss 



Sample Name: BLANK Acquired: 11/30/2007 11:55:17 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .17378 20.703 -.47833 .04826 .00777 3.4044 
Stddev .05256 12.356 .54465 .07760 .04445 1.6817 
%RSD 30.244 59.680 113.86 160.78 572.34 49.397 

#1 .21094 29.440 -.86345 .10314 .03920 4.5936 
#2 .13661 11.966 -.09321 -.00661 -.02367 2.2153 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.00890 -.20741 -.35316 .09855 26.424 27.962 
Stddev .09526 .04620 .19592 .27241 7.127 17.225 
%RSD 1070.6 22.276 55.476 276.41 26.973 61.603 

#1 -.07626 -.17474 -.49170 -.09407 31.464 15.782 
#2 .05846 -.24008 -.21463 .29118 21.384 40.142 

Check ? None None None None None None 
Value 
Range 
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Sample Name: BLANK Acquired: 11 /30/2007 11:55:17 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution; 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -1.4557 .87267 6.9426 -.37708 1.5695 .21266 
Stddev 1.4732 .01301 3.5643 .19797 .2797 .94910 
%RSD 101.21 1.4903 51.340 52.500 17.820 446.30 

#1 -2.4974 .88186 4.4222 -.51707 1.7672 .88377 
#2 -.41393 .86347 9.4630 -.23710 1.3717 -.45846 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 2.1474 -.83376 .13663 -.83664 
Stddev .7006 .01395 .39970 .09525 
%RSD 32.625 1.6730 292.54 11.385 

#1 1.6520 -.84363 -.14600 -.76929 
#2 2.6428 -.82390 .41926 -.90400 

Check ? None None None None 
Value 
Range 
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Sample Name: BLANK Acquired: 11/30/2007 11:55:17 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224 .306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8975.2 10224. 135870. 19943. 
Stddev 10.3 8. 1049. 349. 
%RSD .11454 .07595 .77205 1.7519 

#1 8967.9 10218. 136610, 19696. 
#2 8982.4 1-0229. 135130, 20190. 



Sample Name: CCV Acquired: 11/30/2007 11:58:00 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 Asl890 Ba4554 Be3l30 Ca3179 
Line 328.068(103} 396.152(85} 189.042(478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref OC-3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 621.06 4875.2 244.49 4940.9 119.84 12029. 
Stddev .42 387.5 .56 392.7 9.46 936. 
%RSD .06835 7.9482 .22900 7.9477 7.8929 7.7825 

#1i 621.36 4601.2 244.89 4663.2 113.15 11367. 
#2 620.76 5149.2 244.10 5218.5 126.53 12691. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490(44} 
I S R ef (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 123.42 1213.5 496.06 602.17 2414.8 12223. 
Stddev .28 3.3 1.78 1.07 198.9 895. 
%RSD .22382 .27006 .35983 .17849 8.2373 7.3241 

#1 123.62 1215.8 497.32 601.41 2274.1 11590. 
#2 123.23 1211.2 494.80 602.93 2555.5 12856. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 
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Sample Name; CGV Acquired: 11/30/2007 11:58:00 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11844. 1241.5 12126. 1221.0 242.52 1230.5 
Stddev 917. 1.4 929. 2.6 .82 1.4 
%RSD 7.7433 ,11318 7.6630 .21150 .33986 .11417 

#1 11195. 1242.5 11469. 1222.8 243.10 1231.5 
#2 12492. 1240.6 12783. 1219.2 241.94 1229.5 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 244.32 246.49 1225.4 1208.6 
Stddev .89 2.13 1.8 2.6 
%RSD .36267 .86301 .14446 .21298 

#1 243.69 248.00 1226.7 1210.5 
#2 244.95 244.99 1224.2 1206.8 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

MS 3 



Sample Name: CCV Acquired: 11/30/2007 11:58:00 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. |n2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360,073 { 94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8879.6 10419. 136860. 19130. 
Stddev 7.1 1. 129. 1078. 
%RSD .08005 .01406 .09448 5.6329 

#1 8884.6 10420. 136950. 19892. 
#2 8874.6 10418. 136770. 18368. 



Sample Name: CCB Acquired: 11/30/2007 12:00:37 Type: QC 
Method; TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313 .042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .81520 5.3665 .56770 3.2768 .11041 15.660 
Stddev .08982 1.2383 .47594 .2559 .03259 1.815 
%RSD 11.018 23.074 83.837 7.8106 29.514 11.590 

#1 .75169 6.2421 .23116 3.0958 .08737 16.943 
#2 ,87871 4.4909 .90425 3.4578 .13346 14.376 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 KJ7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .08694 1.7415 .53759 .23974 10.505 -.34889 
Stddev .03665 .5369 .31769 .24778 .259 11.033 
%RSD 42.151 30.827 59.094 103.35 2.4651 3162.5 

#1 .11286 2.1211 .31295 .06453 10.322 -8.1507 
#2 .06103 1.3619 .76223 .41494 10.688 7.4529 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

fiM-fiSfiJBS 



Sample Name: CCB Acquired: 11/30/2007 12:00:37 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Nj23l 6 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 20.124 1.5175 5.0908 1.6301 1.3712 2.5840 
Stddev 6.460 .3828 2.1549 .5220 .2348 .0805 
%RSD 32.104 25.225 42.329 32.022 17.127 3.1173 

#1 24.692 1.2468 6.6145 1.9992 1.5372 2.6410 
#2 15.555 1.7882 3.5671 1,2610 1.2051 2.5270 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
ISRef (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.3653 .95449 1.4779 .65903 
Stddev .3749 .05876 .5887 .34158 
%RSD 27.459 6.1559 39.836 51.831 

#1 1.6304 .99604 1.0616 .90057 
#2 1.1002 .91295 1.8942 .41750 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: CCB Acquired: 11/30/2007 12:00:37 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9352.0 10560. 138920. 18120. 
Stddev 9.7 7. 88. 22. 
%RSD .10369 .06235 .06365 .12156 

#1 9358.9 10565. 138980. 18104. 
#2 9345.2 10556. 138850. 18135. 



Sample Name: ICPBLKRO Acquired: 11/30/2007 12:03:23 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PBSR0 Dilution: 1 Operator: SRV 
Comment: 144 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396 1.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933(106} 
IS Ref (Y 3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .72639 11.935 -.39838 .86490 .09012 15.287 
Stddev , .03305 7.674 .23923 .19533 .03006 1.230 
%'RSD 4.5505 64.299 60.050 22.584 33.352 8.0437 

#1 .70302 6.5085 -.56754 .72678 .06887 14.418 
#2 .74977 17.361 -.22922 1.0030 .11138 16.157 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228. 616(447} 267.716(126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y__2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.06329 .34637 -.22265 .00125 6.0634 25.458 
Stddev .00576 .11159 .03997 .08548 .9878 50.003 
%RSD 9.0969 32.216 17.953 6811.8 16.291 196.42 

#1 -.06736 .26747 -.19439 .06170 5.3650 -9.8997 
#2 -.05921 .42527 -.25092 -.05919 6.7619 60.815 

Check ? None None None None None None 
Value 
Range 

.aisiaaifis 



Sample Name: ICPBLKRO Acquired: 11/30/2007 12:03:23 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PBSR0 Dilution: 1 Operator: SRV 
Comment: 144 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_371d) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.0734 .31404 2.9065 .45694 .80655 .61687 
Stddev .0557 .10566 .8706 .07530 .16102 .09623 
%RSD 1.3679 33.647 29.952 16.480 19.964 15.599 

#1 4.0340 .23932 3.5220 .40369 .92041 .54883 
#2 4.1128 .38875 2.2909 .51018 .69270 .68492 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 Til 908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .86409 .74260 .34045 -.55626 
Stddev .60963 .11006 .00680 .11828 
%RSD 70.552 14.820 1.9988 21.263 

#1 .43302 .82042 .33564 -.63989 
#2 1.2952 .66478 .34526 -.47263 

Check ? None None None None 
Value 
Range 

SSfifiSfl a!S9 



Sample Name: ICPBLKRO Acquired: 11/30/2007 12:03:23 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PBSR0 Dilution: 1 Operator: SRV 
Comment: 144 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9264.1 10482. 138950. 18558. 
Stddev 15.9 5. 53. 807. 
%RSD .17216 .04440 .03807 4.3460 

#1 9252.8 10486. 138990. 19128. 
#2 9275.4 10479. 138910. 17987. 



Sample Name: ICPLCSRO Acquired: 11/30/2007 12:06:10 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor 1.000000 
User: admin Client sample ID: LCSSR0 Dilution: 1 Operator: SRV 
Comment: 145 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317 .933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 52.359 983.66 2382.7 11.535 48.909 414560. 
Stddev .079 21.60 9.1 .190 1.239 16974. 
%RSD .15114 2.1961 .38367 1.6497 2.5337 4.0945 

#1 52.415 968.39 2389.1 11.400 48.033 402560. 
#2 52.303 998.94 2376.2 11.669 49.785 426560. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 115.54 396.51 265.12 17105. 63071. 146.20 
Stddev .30 1.37 1.21 251. 1792. 13.55 
%RSD .25661 .34561 .45607 1.4690 2,8408 9.2658 

#1 115.75 397.48 264.26 16927. 61804. 155.78 
#2 115.33 395.54 265.97 17283. 64338. 136.62 

Check ? None None None None None None 
Value 
Range 



Sample Name: ICPLCSRO Acquired: 11/30/2007 12:06:10 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: LCSSR0 Dilution: 1 Operator: SRV 
Comment: 145 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 264300. 575.79 88.107 161.40 521.33 608.62 
Stddev 8317. 5.70 12.199 .81 1.69 2,65 
%RSD 3.1467 .99023 13.845 .50326 .32485 .43577 

#1 258420. 571.76 79.481 161.97 522.53 610.49 
#2 270180. 579.82 96.732 160.82 520.14 606.74 

Check? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190, .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (IH2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 99.865 84.659 166.33 439.37 
Stddev 1.069 .237 1.1:2 1.71 
%RSD 1.0702 .27976 .67220 .38808 

#1 100.62 84.826 165.54 440.57 
#2 99.109 84.491 167.12 438.16 

Check ? None None None None 
Value 
Range 

•81111118111*72 



Sample Name: ICPLCSRO Acquired: 11/30/2007 12:06:10 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: LCSSR0 Dilution: 1 Operator: SRV 
Comment: 145 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360,073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7013.4 8793.7 117100. 16823. 
Stddev 69.2 78.8 105. 273. 
%RSD .98708 .89570 .08952 1.6237 

#1 6964.4 8738.0 117T70. 17016. 
#2 7062.3 8849.4 117030. 16630. 

HJHtSll S M 7.3 



Sample Name: 0008725-01 Acquired: 11/30/2007 12:08:58 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24M8 Dilution: 1 Operator: SRV 
Comment: 146 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 (103} 396.152 {85} 189 .042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y 3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.4597 112240. 71.151 1442.2 1.6785 30358. 
Stddev .1495 8303. 2.418 105.3 .1948 2112. 
%RSD 3.3524 7.3969 3.3992 7.3041 11.607 6.9555 

#1 4.3539 106370. 69.441 1367.7 1.5407 28865. 
#2 4.5654 118110. 72.861 1516.7 1.8162 31851. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267. .716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (ln2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 8.6246 75.567 147.42 187.82 133620. 29899. 
Stddev .0873 1.834 14.23 19.49 9724. 2069. 
%RSD 1.0126 2.4265 9.6529 10.378 7.2779 6.9194 

#1 8.5629 74.270 157.49 201,60 126740. 28436. 
#2 8.6864 76.863 137.36 174.03 140490. 31362. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008725-01 Acquired: 11/30/2007 12:08:58 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24M8 Dilution: 1 Operator: SRV 
Comment: 146 

Elem Mg2790 Mh2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220. .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y 2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 28413. 4116.2 1251.6 93.413 747.90 29.967 
Stddev 2008. 332.7 96.6 2.466 16.35 1.683 
%RSD 7.0660 8.0829 7.7148 2.6399 2.1862 5.6155 

#1 26993. 4351.5 1183.3 91.670 736.34 28.777 
#2 29832. 3880.9 1319.9 95.157 759.46 31.157 

Check ? None None None None None None 
Value 
Range 

-

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .66228 -2.3668 260.90 1408.2 
Stddev .06271 .1592 25.23 31.2 
%RSD 9.4686 6.7243 9.6716 2.2174 

#1 .70662 -2.4793 278.74 1386.2 
#2 .61793 -2.2542 243.06 1430.3 

Check ? None None None None 
Value 
Range 



Sample Name: 0008725-01 Acquired: 11/30/2007 12:08:58 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24M8 Dilution: 1 Operator: SRV 
Comment: 146 

Int. Std. In2306 Y 2243 Y_3600 YJ3710 
Line 230.606 {446} 224.306 {450} 360.073 ( 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8158.4 10640. 142920. 19603. 
Stddev 148.0 191. 10770. 936. 
%RSD 1.8141 1.7926 7.5356 4.7724 

#1 8263.1 10775. 135300. 20264. 
#2 8053.8 10505. 150530. 18941. 



Sample Name: 0008725-01D Acquired: 11/30/2007 12:11:43 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24M8D Dilution: 1 Operator: SRV 
Comment: 147 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.4927 115860. 71.480 1491.9 1.7253 31034. 
Stddev .0580 2201. 1.391 27.9 .0593 627. 
%RSD 1.2922 1.8997 1.9454 1.8702 3.4374 2.0190 

#1 4.4517 114310. 70.496 1472.2 1.6833 30591. 
#2 4.5338 117420. 72.463 1511.6 1.7672 31477. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 8.8024 75.828 151.46 193.36 138100. 30894. 
Stddev .0426 .284 .03 .49 2658. 645. 
%RSD .48351 .37440 .02235 .25509 1.9250 2.0890 

#1 8.7723 76.029 151.43 193.01 136220. 30438. 
#2 8.8325 75.627 151.48 193.71 139980. 31350. 

Check ? None None None None None None 
Value 
Range 

89999.9377 



Sample Name: 0008725-01D Acquired: 11/30/2007 12:11:43 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24M8D Dilution: 1 Operator: SRV 
Comment: 147 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 29051. 4141.5 1292.0 93.426 752.30 29.583 
Stddev 663. 11.2 11.4 .698 2.39 1.389 
%RSD 2.2829 .26968 .88077 .74659 .31762 4.6943 

#1 28582. 4133.6 1284.0 93.920 753.99 28.601 
#2 29520. 4149.4 1300.1 92.933 750.61 30.565 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .65955 -1.8340 267.94 1406.7 
Stddev 1.3658 .9261 .57 6.9 
%RSD 207.08 50.497 .21264 .49142 

#1 1.6253 -1.1791 267.54 1411.6 
#2 -.30620 -2.4888 268.34 1401.8 

Check ? None None None None 
Value 
Range 

liSllfifflflJ'/B 



Sample Name: 0008725-01D Acquired: 11/30/2007 12:11:43 Type: Link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24M8D Dilution: 1 Operator: SRV 
Comment: 147 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8077.4 10503. 138400. 18949. 
Stddev 40.0 47. 87. 210. 
%RSD .49563 .45037 .06312 1.1077 

#1 8049.1 10470. 138340. 19097. 
#2 8105.7 10537. 138460. 18800. 



Sample Name: 0008725-01S Acquired: 11/30/2007 12:14:29 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24M8S Dilution: 1 Operator: SRV 
Comment: 148 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396 .152 ( 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 86.509 137770. 156.31 5312.0 87.932 38198. 
Stddev .453 13909. .08 516.5 8.813 3869. 
%RSD .52325 10.095 .05125 9.7243 10.022 10.128 

#1 86.189 127940. 156.37 4946.7 81.701 35463. 
#2 86.829 147610. 156.25 5677.2 94.164 40934. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228. 616 {447} 267.716 {126} 324.754 {104} 259 .940(130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 93.301 1063.3 542.92 687.99 151970. 36523. 
Stddev .112 2.5 2.02 2.19 15174. 3656. 
%RSD .1:2037 .23785 .37279 .31880 9.9850 10.010 

#1 93.380 1065.1 541.49 686.44 141240. 33938. 
#2 93.222 1061.5 544.35 689.54 162700. 39108. 

Check ? None None None None None None 
Value 
Range 

Baa&saasa 



Sample Name: 0008725-01S Acquired: 11/30/2007 12:14:29 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24M8S Dilution: 1 Operator: SRV 
Comment: 148 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079(121} 257.610(131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 33142. 5283.1 1779.8 1089.8 959.39 202.89 
Stddev 3394. 32.9 163.1 .4 4.63 1.27 
%RSD 10.242 .62223 9.1635 .03739 .48261 .62797 

#1 30742. 5259.9 1664.5 1089.5 962.66 203.80 
#2 35543. 5306.4 1895.1 1090.0 956.11 201.99 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090(472} 190.856 {477} 292.402(115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 97.078 85.079 1186.7 2749.8 
Stddev .134 1.594 2.1 .2 
%RSD .13770 1.8739 .17973 .00854 

#1 96.983 86.206 1185.2 2749.9 
#2 97.172 83.952 1188.2 2749.6 

Check ? None None None None 
Value 
Range 

nnmm&si 



Sample Name: 0008725-01S Acquired: 11/30/2007 12:14:29 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24M8S Dilution: 1 Operator: SRV 
Comment: 148 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Qs/S Cts/S 
Avg 7850.8 10453. 136670. 20013. 
Stddev 36.3 56. 37. 1474. 
%RSD .46177 .53550 .02682 7.3636 

#1 7825.1 10413. 136690. 21055. 
#2 7876.4 10492. 136640. 18971. 

mmmmnmz 



Sample Name: BLANK Acquired: 11/30/2007 12:17:12 Type: Link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y 3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .62062 65.003 -.79839 1.3208 .09465 14.158 
Stddev .25865 23.518 .20982 .6891 .08531 4.546 
%RSD 41.677 36.180 26.280 52.171 90.135 32.112 

#1 .80352 81.633 -.65003 1.8080 .03432 17.372 
#2 .43772 48.373 -.94675 .83353 .15497 10.943 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.05228 -.30621 -.03956 -.25145 78.444 30.387 
Stddev .05939 .04619 .29429 .25292 21.829 12.339 
%RSD 113.60 15.083 743.89 100.59 27.827 40.607 

#1 -.01028 -.27355 .16853 -.43029 93.880 21.662 
#2 -.09427 -.33886 -.24766 -.07261 63.009 39.113 

Check ? None None None None None None 
Value 
Range 

IflSilSIiS 



Sample Name: BLANK Acquired: 11/30/2007 12:17:12 Type: Unk 
Method: TAL20071130A Mode: CQNC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 2C 11.604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 10.555 1.2294 3.0029 -.33521 1.5213 .33468 
Stddev 9.786 .0712 9.5292 .02851 .0181 .68608 
%RSD 92.716 5.7924 317.33 8.5055 1.1887 205.00 

#1 17.475 1.1791 9.7410 -.35537 1.5085 -.15046 
#2 3.6351 1.2798 -3.7353 -.31505 1.5341 .81981 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 I11908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 2.4315 -1.6100 .22732 -.75126 
Stddev .4070 .1940 .04175 .03068 
%RSD 16.738 12.051 18.367 4.0844 

#1 2.1437 -1.7472 .19780 -.77296 
#2 2.7193 -1.4728 .25684 -.72957 

Check ? None None None None 
Value 
Range 
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Sample Name: BLANK Acquired: 11/30/2007 12:17:12 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9075.0 10390. 144120. 16795. 
Stddev 43.6 43. 7703. 166. 
%RSD .48041 .41492 5.3447 .98827 

#1 9044.2 10360. 149570. 16913. 
#2 9105.8 10421. 138680. 16678. 



Sample Name: ZCRI Acquired: T1/30/2007 12:19:56 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11.180 29.926 9.6226 1.5657 5.5027 14.412 
Stddev .164 12.980 .5548 .4762 .1193 5.911 
%RSD 1.4690 43.374 5.7655 30.412 2.1678 41.014 

#1 11.064 20.748 10.015 1.2290 5.5871 10.232 
#2 11.297 39.104 9.2303 1.9024 5.4184 18.591 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228 .616(447} 267.716(126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.9651 51.624 10.613 26.459 45.580 52.634 
Stddev .0009 .164 .269 .220 15.218 8.039 
%RSD .01819 .31676 2.5359 .83330 33.388 15.273 

#1 4.9644 51.740 10.422 26.303 34.819 58.318 
#2 4.9657 51.509 10.803 26.615 56.341 46.950 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 
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Sample Name: ZCRl Acquired: 11/30/2007 12:19:56 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRl Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (YJ3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 14.858 18.780 -.28614 41.948 12.358 59.884 
Stddev 9.278 .219 4.7804 .184 .497 .651 
%RSD 62.445 1.1644 1670.6 .43755 4.0243 1,0878 

#1 8.2974 18.626 3.0941 42.078 12.710 59.423 
#2 21.418 18.935 -3.6664 41.818 12.006 60.345 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 Til 908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 34.099 27.760 52.618 58.863 
Stddev .440 .020 .081 .209 
%RSD 1.2906 .07219 .15472 .35470 

#1 33.788 27.746 52.676 59.011 
#2 34.410 27.774 52.561 58.716 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: ZCRI Acquired: 11/30/2007 12:19:56 Type: QC 
Method: TAIL200711I3QA Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230,606 {446} 224.306 {450} 360,073 {94} 371,030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9376.6 10618. 141170. 18210. 
Stddev 26.8 48. 342. 271. 
%RSD .28595 .45289 .24255 1,4908 

#1 9395.6 10652. 140930. 18018, 
#2 9357.7 10584. 141410. 18402, 



Sample Name: CRI Acquired: 11/30/2007 12:22:38 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L Ug/L ug/L ug/L ug/L ug/L 
Avg 11.045 -4.9251 9.9324 .35918 5.6963 1.2488 
Stddev .106 .7284 .0368 .09062 .4189 1.2571 
%RSD .95658 14.790 .37090 25.229 7.3536 100.67 

#1 11.120 -5.4402 9.9063 .42326 5.9925 2.1377 
#2 10.970 -4.4100 9.9584 .29511 5.4001 .35988 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L Ug/L 
Avg 4.9120 51.933 10.582 24.785 6.5968 12.117 
Stddev .0589 .176 .032 .212 .4513 15.473 
%RSD 1.1981 .33927 .30127 .85715 6.8412 127.70 

#1 4.8703 52.058 10.559 24.635 6.9159 1.1760 
#2 4.9536 51.809 10.604 24.935 6.2776 23.058 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 



Sample Name: CRI Acquired: 11/30/2007 12:22:38 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279,079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -5.3253 16.412 1.2818 42.036 12.068 60.237 
Stddev 1.6651 .125 .3002 .426 .156 1.325 
%RSD 31.269 .76167 23.425 1.0139 1.2965 2.2000 

#1 -4.1478 16.500 1.4941 42.338 11.958 59.300 
#2 -6.5027 16.323 1.0694 41.735 12.179 61.174 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se-1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 31.974 28.400 50.366 59519 
Stddev .452 .129 .099 .331 
%RSD 1.4136 .45572 .19724 .55605 

#1 32.293 28.491 50.436 59.753 
#2 31.654 28.308 50.295 59.285 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 
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Sample Name: CRI Acquired: 11/30/2007 12:22:38 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306(450} 360 .073(94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9359.3 10666. 143050. 17684. 
Stddev 1.1 2. 2803. 1179. 
%RSD .01212 .01645 1.9597 6.6651 

#1 9358.5 10667. 141060. 16850. 
#2 9360.1 10665. 145030. 18517. 



Sample Name: ICSA Acquired: 11/30/2007 12:25:19 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 31 13.042 {108} 317.933 {106} 
IS Ref (YJ3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .17906 266590. -1.1135 -1.5962 2.5772 248380. 
Stddev .29779 570. .9304 .0004 .0241 891. 
%RSD 166.30 .21394 83.558 .02742 .93359 .35873 

#1 .38963 266990. -.45558 -1.5959 2.5942 247750. 
#2 -.03151 266190. -1.7713 -1.5965 2.5602 249010. 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616(447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.7557 3.8228 45.131 24.020 99799. -118.34 
Stddev .0028 .1335 .126 .770 203. 35.93 
%RSD .07502 3.4924 .27989 3.2055 .20321 30.357 

#1 3.7538 3.7284 45.221 24.565 99943. -92.939 
#2 3.7577 3.9172 45.042 23.476 99656. -143.75 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 
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Sample Name: ICSA Acquired: 11/30/2007 12:25:19 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610 {131} 589.592 {57} 231.604 {445} 220. 353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 259070. 16.396 808.85 19.809 3.9143 -1.3582 
Stddev 611. .189 10,63 ,037 2.2152 1.6300 
%RSD .23598 1.1510 1.3144 .18831 56.593 120.02 

#1 259500. 16.262 816.37 19.835 2.3479 -.20556 
#2 258640. 16.529 801.34 19,782 5.4807 -2.5108 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196,090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y.2243) (Irt2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -5.0941 .91282 -.21939 24.494 
Stddev .8627 2.4699 .17752 .269 
%RSD 16.936 270.58 80.916 1.0989 

#1 -5.7041 -.83369 -.34492 24.684 
#2 -4.4841 2.6593 -.09387 24.304 

Check ? 
LJlWU 1 iirMtt 

Chk Pass Chk Pass Chk Pass Chk Pass 
nlyn Lirnil 
Low Limit 
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Sample Name: ICSA Acquired: 11/30/2007 12:25:19 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7545.9 9499.3 124180. 17212. 
Stddev 2.8 1.5 66. 66. 
%RSD .03659 .01629 .05281 .38511 

#1 7543.9 9500.4 124230. 17166. 
#2 7547.8 9498.2 124130. 17259. 



Sample Name: ICSAB Acquired: 11/30/2007 12:28:05 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189 .042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 209.51 259320. 95.323 543.98 504.63 243230. 
Stddev .26 753. .274 .10 1.14 3359. 
%RSD .12553 .29052 .28694 .01762 .22648 1.3808 

#1 209.69 258790. 95.130 543.91 503.82 240860. 
#2 209.32 259850. 95.516 544.04 505.43 245610. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267. .716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 953.34 491.07 517.44 515.26 96958. -55.347 
Stddev 1.32 .47 2.06 .02 245. 5.171 
%RSD .13848 .09660 .39757 .00348 .25235 9.3423 

#1 954.27 491.40 518.90 515.25 96785. -51.691 
#2 952.40 490.73 515.99 515.28 97131. -59.003 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit • 

M 3 5  



Sample Name: ICSAB Acquired: 11 /30/2007 12:28:05 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279,079 {121} 257.610 {131} 589.592 {57} 2< J1.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 251680. 498.18 785.20 1007.5 57.496 586.00 
Stddev 580. 1.49 .15 2.6 .725 1.71 
%RSD .23051 .29859 .01851 .25603 1.2615 .29108 

#1 251270. 499.23 785.10 1009.3 58.009 587.21 
#2 252090. 497.12 785.30 1005.7 56.983 584.79 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (YJ2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 53.574 92.999 477.96 1003.0 
Stddev 1.071 2.787 .77 4,0 
%RSD 1.9981 2.9968 .16211 .40113 

#1 52.817 94.970 478.51 1005.8 
#2 54.330 91.029 477.42 1000.1 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

mmmmmmG 



Sample Name: ICSAB Acquired: 11/30/2007 12:28:05 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Int. Std. In2306 Y_2243 Y_3600 YJ3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7551.2 9516.1 124810. 17288. 
Stddev 15.8 9.2 412. 46. 
%RSD .20901 .09664 .33019 .26364 

#1 7540.0 9509.6 124520. 17320. 
#2 7562.3 9522.6 125100. 17256. 



Sample Name: CCV Acquired: 11/30/2007 12:30:46 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189,042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 620.30 5298.0 247.50 5357.3 129.40 12966. 
Stddev 1.54 97.7 .13 70.1 1.57 197. 
%RSD .24898 1.8434 .05413 1.3086 1.2133 1.5198 

#1 621.39 5367.1 247.40 5406.9 130,51 13106. 
#2 619.21 5228.9 247.59 5307.7 128.29 12827. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 124.27 1222.1 496.43 602.15 2598.8 13159. 
Stddev .08 1.0 .33 .86 52.3 187. 
%RSD .06746 .07991 .06646 .14240 2.0124 1.4182 

#1 124.33 1222.8 496.67 602.75 2635.8 13291. 
#2 124.21 1221.5 496.20 601.54 2561.9 13027. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 
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Sample Name: CCV Acquired: 11/30/2007 12:30:46 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079(121} 257.610(131} 589.592 (57} 231.604 {445} 220,353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 12700. 1240.6 13030. 1232.6 243.97 1239.6 
Stddev 132. 1.9 161. .1 .94 1.2 
%RSD 1.0356 .15621 1.2318 .00741 .38443 .09461 

#1 12793. 1242.0 13144. 1232.6 243.31 1240.5 
#2 12607. 1239,2 12917. 1232.5 244.64 1238.8 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856(477} 292.402(115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 245.73 248.98 1223.5 1218.0 
Stddev 1.50 .03 .4 .8 
%RSD .61090 .01314 .03335 .06294 

#1 244.67 249.00 1223.8 1217.5 
#2 246.79 248.95 1223.2 1218.5 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 
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Sample Name: CCV Acquired: 11/30/2007 12:30:46 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y_2243 YJ3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8738.9 10277. 134480. 17789. 
Stddev 3.5 8. 76. 248. 
%RSD .03982 .08059 .05620 1.3960 

#1 8741.3 10271. 134430. 17614. 
#2 8736.4 10282. 134530. 17965. 



Sample Name: CCB Acquired: 11/30/2007 12:33:22 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y 3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.2375 30.145 .49292 3.3531 .17470 39.533 
Stddev .2470 .765 .51578 .2502 .05677 3.960 
%RSD 19.965 2.5392 104.64 7.4621 32.497 10.018 

#1 1.0628 30.686 .12821 3.1762 .13455 36.733 
#2 1.4122 29.604 .85763 3.5301 .21484 42.334 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802(447} 228.616 {447} 267.716(126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .21236 1.4118 .20160 .04578 15.324 .73346 
Stddev .01239 .0901 .28324 .28902 .415 51.821 
%RSD 5.8348 6.3812 140.49 631.30 2.7066 7065.2 

#1 .22112 1.4755 .00132 -.15859 15.031 -35.909 
#2 .20359 1.3481 .40188 .25015 15.618 37.376 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: CCB Acquired: 11/30/2007 12:33:22 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 27.122 1.0993 5.2869 1.3538 1.3391 2.4980 
Stddev 4.169 .1705 2.8867 .0885 .0202 .1639 
%RSD 15.373 15.507 54.601 6.5353 1.5098 6.5592 

#1 24.174 .97873 7.3281 1.2912 1.3248 2.6139 
#2 30.070 1.2198 3.2457 1.4164 1.3534 2.3822 

Check 7 Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .38770 .72000 1.1904 -.02471 
Stddev .51830 .37319 .0788 .13267 
%RSD 133.69 51.832 6.6221 536.85 

#1 .02120 .45611 1.2462 .06910 
#2 .75419 .98388 1.1347 -.11853 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

aa«aflas»2 



Sample Name: CCB Acquired: 11/30/2007 12:33:22 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9280.2 10522. 139040. 18620. 
Stddev 7.9 9 194. 293. 
%RSD ,08490 .00112 .13935 1.5753 

#1 9274.6 10522. 138900. 18828. 
#2 9285.7 10522. 139170. 18413. 



Sample Name: 0008725-01L Acquired: 11/30/2007 12:36:08 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24M8L Dilution: 1 Operator: SRV 
Comment: 149 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.2188 24219. 14.903 310.85 .34641 6500.4 
Stddev .0012 1202. .851 16.10 .02343 305.3 
%RSD .10177 4.9647 5.7097 5.1804 6.7650 4.6961 

#1 1.2179 23369. 15.505 299.46 .32984 6284.5 
#2 1.2197 25070. 14.301 322.24 .36298 6716.2 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.7082 15.040 33.207 40.011 29766. 6547.2 
Stddev .0024 .132 .116 .178 1576. 305.7 
%RSD .13894 .87509 .34784 .44555 5.2938 4.6689 

#1 1.7065 15.133 33.125 40.137 28652. 6331.0 
#2 1.7098 14.947 33.289 39.885 30880. 6763.3 

Check ? None None None None None None 
Value 
Range 

wmmmmmM. 



Sample Name: 0008725-01L Acquired: 11/30/2007 12:36:08 Type: Unk 
Method: TAL20071130A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: MH24M8L Dilution: 1 Operator: SRV 
Comment: 149 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231,604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6066.6 915.13 269.62 18.224 154.16 6.4764 
Stddev 342.6 1.83 17.53 .083 .74 .0006 
%RSD 5.6470 .20026 6.5018 .45811 .47769 .00844 

#1 5824.3 913.83 257.23 18.283 154.68 6.4760 
#2 6308.8 916.42 282.02 18.165 153.63 6,4768 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L Ug/L ug/L ug/L 
Avg .93915 -.37747 56.308 279.48 
Stddev .29715 1.4137 .199 .61 
%RSD 31,641 374.51 .35324 .21922 

#1 .72903 -1.3771 56.167 279.04 
#2 1.1493 .62216 56,449 279.91 

Check ? None None None None 
Value 
Range 



Sample Name: 0008725-01L Acquired: 11/30/2007 12:36:08 Type: Link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24M8L Dilution: 1 Operator: SRV 
Comment: 149 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360 .073 {94} 371,030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8753.8 10371. 135980. 18620. 
Stddev 15.6 36. 267. 633. 
%RSD .17817 .34960 .19664 3.3989 

#1 8742.8 10345. 136170. 19067. 
#2 8764.8 10396. 135790. 18172. 

fflSMIifcaifi 



Sample Name: 0008725-02 Acquired: 11/30/2007 12:38:52 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24M9 Dilution: 1 Operator: SRV 
Comment: >FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 7.1042 197960. 113.46 2659.6 3.7539 52001. 
Stddev .1554 5726. .27 66.5 .1106 1666. 
%RSD 2.1869 2.8924 .24093 2.4999 2.9473 3.2042 

#1 6.9943 193920. 113.27 2612.6 3.6757 50823. 
#2 7.2140 202010. 113.66 2706.6 3.8322 53179. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 KJ7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 17.939 147.76 211.69 361.53 209080. 43209. 
Stddev .009 .10 .12 .47 9605. 1189. 
%RSD .04767 .06566 .05847 .12877 4.5938 2.7507 

#1 17.933 147.69 211.77 361.20 202290. 42369. 
#2 17.945 147.83 211.60 361.86 215870. 44050. 

Check ? None None None None None None 
Value 
Range 

iisisflsa? 



Sample Name: 0008725-02 Acquired: 11/30/2007 12:38:52 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor; 1.000000 
User: admin Client sample ID: MH24M9 Dilution: 1 Operator: SRV 
Comment: >FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 39416. 8509.9 1616.7 152.77 1467.5 29.896 
Stddev 1354. 68.6 42.4 .66 1.7 .727 
%RSD 3.4360 .80643 2.6254 .42957 .11741 2.4301 

#1 38458. 8461.4 1586.7 152.31 1466.2 30.410 
#2 40373. 8558.4 1646.7 153.24 1468.7 29.383 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 2.8990 -4.0499 426.71 2788.7 
Stddev .4354 .3224 1.48 6.9 
%RSD 15.018 7.9600 .34680 .24601 

#1 2.5912 -4.2778 425.66 2783.9 
#2 3.2069 -3.8219 427.75 2793.6 

Check ? None None None None 
Value 
Range 

8N8fl9fafl8 



Sample Name: 0008725-02 Acquired: 11/30/2007 12:38:52 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24M9 Dilution: 1 Operator: SRV 
Comment: >FE 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371 .030(91} 
Units Cts/S cts/s Cts/S Cts/S 
Avg 7544.5 10385. 137050. 19413. 
Stddev 43.0 77. 625. 330. 
%RSD .57010 .74159 .45637 1.7010 

#1 7514.1 10331. 136610. 19646. 
#2 7575.0 10440. 137490. 19179, 

HiBisaifisea 



Sample Name: 0008725-03 Acquired: 11/30/2007 12:41:43 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample |D: MH24N0 Dilution: 1 Operator: SRV 
Comment: 151 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y 2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.9280 93692. 57.309 1172.5 3.4884 25317. 
Stddev .1108 6844. .325 79.6 .3100 1910. 
%RSD 5.7446 7.3052 .56742 6.7895 8.8860 7.5458 

#1 1.8497 88852. 57.079 1116.2 3.2692 23966. 
#2 2.0063 98531. 57.539 1228.8 3.7076 26667. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6.4386 65.511 100.93 144.85 92835. 23196. 
Stddev .0234 .074 .70 .94 6828. 1617. 
%RSD .36404 .11308 .69274 .65118 7.3548 6.9721 

#1 6.4221 65.563 100.44 144.18 88007. 22052. 
#2 6.4552 65.458 101.43 145.51 97663. 24339. 

Check ? None None None None None None 
Value 
Range 

BMBSBS'IB 



Sample Name: 0008725-03 Acquired: 11/30/2007 12:41:43 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N0 Dilution: 1 Operator: SRV 
Comment: 151 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y 3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 20624. 4877.7 6934.6 72.945 487.47 9.8276 
Stddev 1581. 35.1 465.7 .160 2.71 .0157 
%RSD 7.6671 .72029 6.7158 .21979 .55679 .15979 

#1 19506. 4852.9 6605.3 73.059 489.38 9.8387 
#2 21742. 4902.5 7263.9 72.832 485.55 9.8165 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
ISRef (Y 2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 2.9376 -1.4109 176.56 767.77 
Stddev .5464 .3981 .28 4.36 
%RSD 18.600 28.215 .15998 .56793 

#1 3.3239 -1.1294 176.76 770.85 
#2 2.5512 -1.6924 176.36 764.68 

Check ? None None None None 
Value 
Range 

fill M il 11 ilS 11 



Sample Name: 0008725-03 Acquired; 11 /30/2007 12:41:43 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N0 Dilution: 1 Operator: SRV 
Comment: 151 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8054.7 10330. 135020. 19043. 
Stddev 65.4 71. 58. 1035. 
%RSD .81137 .68780 .04309 5.4343 

#1 8008.5 10280. 135060. 19775. 
#2 8100.9 10380. 134980, 18311, 



Sample Name: 0008725-04 Acquired: 11/30/2007 12:44:29 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N1 Dilution: 1 Operator: SRV 
Comment: >ZN & PB 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 . Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 384.32 93419. 3203.3 3958.1 3.6687 99967. 
Stddev .68 1542. 6.0 57,8 .0135 1778. 
%RSD .17579 1.6505 .18694 1.4606 .36824 1.7781 

#1 384.80 92329. 3207.6 3917.3 3.6591 98710. 
#2 383.84 94510. 3199.1 3999,0 3.6782 101220. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y 3600) (Y_3600) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 270.57 84.445 185.26 6103.3 160320. 20512. 
Stddev .50 .012 .70 17.3 2306. 322. 
%RSD .18444 .01405 .37627 .28340 1.4384 1.5716 

#1 270.93 84.453 185.76 6091.1 158690. 20284. 
#2 270.22 84.436 184.77 6115.6 161950. 20740. 

Check ? None None None None None None 
Value 
Range 

t8ilflfel3 



Sample Name: 0008725-04 Acquired: 11/30/2007 12:44:29 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N1 Dilution: 1 Operator: SRV 
Comment: >ZN & PB 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206 .833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y 2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 33767. 29447. 4020.1 98.706 140390. 3079.9 
Stddev 687. 115. 59.1 .725 173. 3.6 
%RSD 2.0349 .39118 1.4697 .73412 .12301 .11717 

#1 33281. 29529. 3978.3 99.218 140520. 3082.5 
#2 34253. 29366. 4061.8 98.193 140270. 3077.4 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y 2243) (In2306) (Y 3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 47.016 22.504 242.05 76301. 
Stddev 1.775 .859 .47 87. 
%RSD 3.7753 3.8184 .19359 .11447 

#1 48.271 23.111 242.38 76362. 
#2 45.761 21.896 241.72 76239. 

Check ? None None None None 
Value 
Range 



Sample Name: 0008725-04 Acquired: 11/30/2007 12:44:29 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample |D: MH24N1 Dilution: 1 Operator: SRV 
Comment: >ZN & PB 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360,073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7772.6 10138. 134600. 18689. 
Stddev 26.8 41. 766. 100. 
%RSD .34447 .40596 .56923 .53333 

#1 7753.6 10109. 134050. 18760. 
#2 7791.5 10167. 135140. 18619. 



Sample Name: 0008725-05 Acquired: 11/30/2007 12:47:18 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N2 Dilution: 1 Operator: SRV 
Comment: 153 

Elem Ag3280 AI3961 AS1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
ISRef (Y 3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .78345 124090. 48.040 973.88 5.7802 24268. 
Stddev ,42684 8137. .593 59.49 .3353 1619. 
%RSD 54.482 6.5575 1.2346 6.1081 5.8014 6.6732 

#1 .48163 118340. 48.459 931.82 5.5431 23123. 
#2 1.0853 129840. 47.621 1015.9 6.0173 25413. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.9035 56.838 136.25 117.52 127500. 25469. 
Stddev .0385 .346 .17 1.12 8379. 1554. 
%RSD .98540 .60824 .12284 .95039 6.5718 6.1020 

#1 3.8763 57.082 136.37 118.31 121580. 24370. 
#2 3.9307 56.593 136.13 116.73 133430. 26568. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008725-05 Acquired: 11 /30/2007 12:47:18 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User; admin Client sample ID: MH24N2 Dilution: 1 Operator: SRV 
Comment: 153 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y 3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 29418. 2988.8 1382.7 91.785 207.50 6.0079 
Stddev 1934. 7.3 78.7 .172 2.40 .7157 
%RSD 6.5732 .24496 5.6948 .18719 1.1566 11.913 

#1 28051. 2993.9 1327.1 91.664 209.20 5.5018 
#2 30786. 2983.6 1438.4 91.907 205.81 6.5140 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
I S Ref (YJ2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.3410 -2.2751 234.47 426.96 
Stddev 2.1881 .9243 .19 .93 
%RSD 163.17 40.626 .08282 .21840 

#1 2.8882 -1.6215 234.34 427.62 
#2 -.20620 -2.9286 234.61 426.30 

Check ? None None None None 
Value 
Range 

fflfifflfiiilfe "17 



Sample Name: 0008725-05 Acquired: 11/30/2007 12:47:18 Type: Link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N2 Dilution: 1 Operator: SRV 
Comment: 153 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224 .306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8050.9 10506. 136260. 19059. 
Stddev 52.7 75. 604. 900. 
%RSD .65466 .71135 .44303 4.7235 

#1 8013.7 10453. 135840. 19696. 
#2 8088.2 10559. 136690, 18422. 

sssfiaasis 



Sample Name: 0008725-06 Acquired: 11/30/2007 12:50:06 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User; admin Client sample ID: MH24N3 Dilution: 1 Operator: SRV 
Comment: >PB 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 506.18 168450. 2111.1 2397.2 5.6806 146270. 
Stddev 2.12 1261. 6.5 13.4 .0192 6739. 
%RSD .41873 .74846 .30805 .56104 .33876 4.6071 

#1 504.68 167550. 2115.7 2387.7 5.6942 141500. 
#2 507.68 169340. 2106.5 2406.7 5.6669 151030. 

Check? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 302.45 78.163 245.36 4806.8 198370. 30389. 
Stddev .73 .426 .53 20.3 3458. 125. 
%RSD .24016 .54473 .21443 .42227 1.7433 .41067 

#1 302.97 78.464 244.99 4792.5 195920. 30300. 
#2 301.94 77.862 245.73 4821.2 200810. 30477, 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008725-06 Acquired: 11/30/2007 12:50:06 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N3 Dilution: 1 Operator: SRV 
Comment: >PB 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 70922. 9474.1 4299.0 133.12 77401. 2018.5 
Stddev 636. 9.5 23.7 ,63 80. 7.4 
%RSD .89729 .10063 .55014 .47341 .10288 .36823 

#1 70472. 9467.4 4282.3 133.57 77457. 2023.8 
#2 71372. 9480.9 4315.7 132.68 77344. 2013.3 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292,402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 40.542 17.7113 355.95 49635. • 

Stddev .490 .420 1.97 351. 
%RSD 1.2096 2.3702 .55434 .70745 

#1 40.889 17.416 354.55 49387. 
#2 40.195 18.010 357.34 49884. 

Check ? None None None None 
Value 
Range 

Hfifi MtasS2 B 



Sample Name: 0008725-06 Acquired: 11/30/2007 12:50:06 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N3 Dilution: t Operator: SRV 
Comment; >PB 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224 .306 {450} 360.073 { 94} 371.030 {91} 
Units Cis/S Cts/S Cts/S Cts/S 
Avg 7472.2 10200. 135560. 18944. 
Stddev 30.4 52. 132. 38. 
%RSD .40664 .51286 .09754 .20189 

#1 7450.7 10163. 135470. 18917. 
#2 7493.7 10237. 135660. 18971. 



Sample Name: 0008725-07 Acquired: 11/30/2007 12:53:08 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: MH24N4 Dilution: 1 Operator: SRV 
Comment: >PB 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313 .042 {108} 317.933 {106} 
I S Ref (Y__3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6.2670 205240. 161.71 2650.5 6.6771 63158. 
Stddev .0867 5898. .68 65.4 .2420 1962. 
%RSD 1.3841 2.8738 .42052 2.4675 3.6238 3.1066 

#1 6.2056 201060. 162.19 2604.2 6.5060 61771. 
#2 6.3283 209410. 161.23 2696.7 6.8482 64546. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267. .716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y__2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 20.713 127.72 229.25 309.79 207010. 47725. 
Stddev .109 1.72 .22 .38 9805. 1219. 
%RSD .52846 1.3463 .09754 .12341 4.7365 2.5541 

#1 20,791 128.93 229.41 310.06 200070. 46863. 
#2 20.636 126.50 229.09 309.52 213940. 48587. 

Check ? None None None None None None 
Value 
Range 

« « S f i f i l 5 2 2  



Sample Name: 0008725-07 Acquired: 11/30/2007 12:53:08 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N4 Dilution: 1 Operator: SRV 
Comment: >PB 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 47532. 8778.2 2303.8 183.79 1411.3 33.384 
Stddev 1514. 17.8 67.9 1.71 6.4 1.354 
%RSD 3.1856 .20334 2.9463 .93189 .45013 4.0545 

#1 46462. 8765.6 2255.8 185.00 1415.8 34.341 
#2 48603. 8790.9 2351.8 182.58 1406.9 32.427 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 5.5663 3.0841 373.11 3344.1 
Stddev .6753 .8720 .98 25.7 
%RSD 12.132 28.273 .26214 .76845 

#1 6.0438 3.7007 373.80 3362.2 
#2 5.0888 2.4676 372.42 3325.9 

Check ? None None None None 
Value 
Range 



Sample Name: 0008725-07 Acquired: 11/30/2007 12:53:08 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N4 Dilution: 1 Operator: SRV 
Comment: >PB 

Int. Std, In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7672.3 10744. 140890. 19561. 
Stddev 74.5 81. 527. 394. 
%RSD .97094 .75078 .37434 2.0151 

#1 7619.6 10687. 140520. 19840. 
#2 7724.9 10801. 141270. 19282. 

lanifflsaa 



Sample Name: 0008725-08 Acquired: 11/30/2007 12:55:59 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N5 Dilution: 1 Operator: SRV 
Comment: 156 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.7288 117980. 62.958 1131.1 3.7178 33624. 
Stddev .1330 6554. .428 66.2 .2079 1817. 
%RSD 2.3216 5.5553 .67946 5.8524 5.5913 5.4022 

#1 5.8228 122620. 62.655 1177.9 3.8648 34909. 
#2 5.6348 113350. 63.260 1084.3 3.5708 32340, 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 9.4015 53.935 105.48 202.59 112780. 31937. 
Stddev .0395 .071 .71 .03 6196. 1681. 
%RSD .42004 .13143 .67148 .01583 5.4937 5.2628 

#1 9.4294 53.885 105.98 202.57 117170. 33126. 
#2 9.3735 53.986 104.98 202.62 108400. 30749. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008725-08 Acquired: 11/30/2007 12:55:59 Type: Unk 
Method: TAL20071130A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N5 Dilution: 1 Operator: SRV 
Comment: 156 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610(131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 26219. 2926.6 1068.6 73.064 779.61 18.186 
Stddev 1352. 7.3 52.3 .046 .69 .472 
%RSD 5.1550 .24876 4.8949 .06330 .08860 2.5931 

#1 27175. 2931.8 1105.6 73.032 779.12 17.853 
#2 25263. 2921.5 1031.6 73.097 780.10 18.520 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090(472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y 3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 2.2310 -1.5635 169.44 1102.4 
Stddev 1.0779 1.2097 .40 3.4 
%RSD 48.315 77.371 .23460 .30682 

#1 2.9931 -2.4188 169.16 1104.8 
#2 1.4688 -.70810 169.73 1100.1 

Check ? None None None None 
Value 
Range 



Sample Name: 0008725-08 Acquired: 11/30/2007 12:55:59 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N5 Dilution: 1 Operator: SRV 
Comment: 156 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606(446} 224.306(450} 360.073(94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8028.8 10385. 136570. 17568. 
Stddev 33.9 51. 492. 914. 
%RSD .42254 .49229 .35998 5.2033 

#1 8004.9 10349. 136230. 16921. 
#2 8052.8 10421. 136920. 18214. 

ftJftftSSaS'27 



Sample Name: 0008725-09 Acquired: 11/30/2007 12:58:45 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N6 Dilution: 1 Operator: SRV 
Comment: 157 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042{478} 455.403{74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.3659 127860. 65.114 2438.0 3.4767 71003. 
Stddev .0845 4702. .297 90..3 .1084 2412. 
%RSD 1.9355 3.6773 .45677 3.7019 3.1190 3.3964 

#1 4.4257 124540, 64.904 2374.2 3.4001 69298. 
#2 4.3062 131190. 65.324 2501.8 3.5534 72708. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324 .754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L, ug/L ug/L ug/L 
Avg 7.8130 86.789 203.13 246.88 137440. 24369. 
Stddev .1038 .121 4.05 3.98 4800. 904. 
%RSD 1.3288 .13927 1.9914 1.6109 3.4925 3.7083 

#1 7.7396 86.874 205.99 249.70 134050. 23730. 
#2 7.8864 86,704 200.27 244.07 140840. 25008. 

Check? None None None None None None 
Value 
Range 

a 



Sample Name: 0008725-09 Acquired: 11/30/2007 12:58:45 Type: Link 
Method: TAL20071130A Mode: CONC Corr, Factor: 1.000000 
User: admin Client sample ID: MH24N6 Dilution: 1 Operator: SRV 
Comment: 157 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 41313. 4026.6 3018.5 126.46 864.19 22.352 
Stddev 1362. 61.3 108.2 .17 2.52 .778 
%RSD 3.2973 1.5214 3.5840 .13795 .29131 3.4789 

#1 40349. 4069.9 2942.0 126.58 865.97 22.902 
#2 42276. 3983.3 3095.0 126.34 862.41 21.802 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.7220 -5.8294 385.40 1471.2 
Stddev 1.9704 .7875 6.75 1.9 
%RSD 114.43 13.510 1.7516 .13007 

#1 3.1153 -6.3863 390.17 1472.5 
#2 .32869 -5.2725 380.63 1469.8 

Check ? None None None None 
Value 
Range 

-MBaSfl52'9 



Sample Name: 0008725-09 Acquired: 11/30/2007 12:58:45 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID; MH24N6 Dilution: 1 Operator: SRV 
Comment: 157 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7792.4 10435. 137120. 19544. 
Stddev 58.7 79. 2821. 183. 
%RSD .75289 .76150 2.0573 .93645 

#1 7750.9 10379. 135120. 19673. 
#2 7833.9 10492. 139110. 19415. 
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Sample Name: BLANK Acquired: 11/30/2007 13:01:30 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3'179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (YJ3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .52480 67.586 .04631 1.1424 .09502 20.382 
Stddev .00603 16.644 .27187 .1260 .01406 5.534 
%RSD 1.1486 24.627 587.07 11.029 14.796 27.154 

#1 .52906 79.355 -.14593 1.2315 .10496 24.295 
#2 .52054 55.816 .23855 1.0533 .08507 16.468 

Check? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.04661 -.19061 .01619 .20646 81.840 -7.7853 
Stddev .02416 .09848 .03008 .23355 14.242 17.430 
%RSD 51.833 51.667 185.85 113.12 17.403 223.89 

#1 -.02953 -.12097 .03746 .37160 91.910 4.5399 
#2 -.06369 -.26024 -.00508 .04132 71.769 -20.111 

Check ? None None None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/30/2007 13:01:30 Type: Link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 7.2217 1.9409 4.0822 -.23902 1.8525 -.43030 
Stddev .8137 .0072 .7457 .08492 .5135 .49921 
%RSD 11.268 .37037 18.267 35.530 27.721 116.01 

#1 7.7971 1.9460 4.6094 -.17897 2.2156 -.07730 
#2 6.6463 1.9359 3.5549 -.29907 1.4893 -.78329 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.2180 -1.2615 .38575 -.51623 
Stddev .9342 .7188 .16185 .18146 
%RSD 76.698 56.978 41.959 35.150 

#1 .55742 -1.7698 .50019 -.38792 
#2 1.8785 -.75325 .27130 -.64454 

Check ? None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/30/2007 13:01:30 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID; BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9041.6 10346. 136900. 16809. 
Stddev 30.1 47. 49. 1110. 
%RSD .33319 .45415 .03570 6.6046 

#1 9020.3 10313. 136870. 16024. 
#2 9062.9 10379. 136940. 17594. 

fflfifiS'fl'SS 3.3 



Sample Name: CCV Acquired: 11/30/2007 13:04:14 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3l79 
Line 328.068(103} 396.152(85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 589.56 5082.9 248.89 5085.6 123.40 12343. 
Stddev 38.88 266.6 3.03 273.1 6.82 667. 
%RSD 6.5948 5.2451 1.2180 5.3696 5.5238 5.4065 

#1 562.06 4894.4 251.03 4892.5 118.58 11871. 
#2 617.05 5271.4 246.74 5278.7 128.22 12815. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pas^ Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y 2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 124.19 1231.5 477.89 564.78 2525.2 12578. 
Stddev .82 15.5 33.36 37.92 149.3 664. 
%RSD .66193 1.2553 6.9808 6.7146 5.9129 5.2808 

#1 124.77 1242.4 454.30 537.96 2419.6 12108. 
#2 123.61 1220.6 501.48 591.60 2630.7 13048. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

MaililitSJ 



Sample Name: CCV Acquired: 11/30/2007 13:04:14 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11984. 1177.2 12315. 1249.5 248.02 1228.8 
Stddev 660. 79.8 633. 15.0 2,24 4.1 
%RSD 5.5057 6.7752 5.1415 1.2025 .90305 .33711 

#1 11517. 1120.8 11868. 1260.1 249.61 1231.7 
#2 12450. 1233.5 12763. 1238.9 246.44 1225.9 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 245.01 249.63 1151.1 1245.0 
Stddev .13 .93 78.4 19.6 
%RSD .05289 .37296 6.8134 1.5771 

#1 245.10 250.28 1095,6 1258.9 
#2 244.92 248.97 1206.5 1231.1 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: GCV Acquired: 11/30/2007 13:04:14 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8725.7 10360. 142200. 18730. 
Stddev 90.4 69. 7879. 837. 
%RSD 1.0357 .66297 5.5406 4.4698 

#1 8661.8 10311. 147770. 19322. 
#2 8789.6 10408. 136630. 18138. 



Sample Name: CCB Acquired: 11/30/2007 13:06:50 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag'3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 3" 13.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .97894 -17.147 -.17289 -.06926 .08118 -4.6340 
Stddev .11639 4.125 .66337 .08761 .04258 .1150 
%RSD 11.889 24.059 383.69 126.49 52.453 2.4808 

#1 1.0612 -20.064 -.64196 -.13121 ,05107 -4.5527 
#2 .89664 -14.230 .29618 -.00731 .11129 -4.7153 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y 3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.01542 -.22548 -.12718 -.44439 -1.9224 16.320 
Stddev .01138 .05194 .15672 .04538 .8080 20.033 
%RSD 73.817 23.034 123.23 10.213 42.033 122.75 

#1- • -.02347 -.26220 -.01636 -.41230 -1.3510 2.1547 
#2 -.00737 -.18875 -.23800 -.47648 -2.4937 30.486 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: CCB Acquired: 11/30/2007 13:06:50 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -15.131 .02526 -5.9798 -.44095 1.5519 2.3920 
Stddev 14.919 .05115 5.2195 .08143 .1045 .1958 
%RSD 98.603 202.51 87.285 18.467 6.7322 8.1866 

#1 -4.5812 .06143 -2.2891 -.38337 1.6258 2.5305 
#2 -25.680 -.01091 -9.6705 -.49853 1.4780 2.2536 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.2179 -.74356 .10800 -1.7582 
Stddev 1.4031 .82557 .41504 .0549 
%RSD 115.20 111.03 384.31 3.1246 

#1 2.2101 -1.3273 -.18548 -1.7193 
#2 .22579 -.15979 .40148 -1.7970 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

- Sll BiHlflS 38 



Sample Name: CCB Acquired: 11/30/2007 13:06:50 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224 .306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9643.3 11005. 137460. 17324. 
Stddev 523.0 573. 3762. 36. 
%RSD 5.4235 5.2081 2.7370 .20500 

#1 9273.5 10600. 134800. 17298. 
#2 10013. 11410. 140120. 17349, 



Sample Name: 0008725-10 Acquired: 11/30/2007 13:09:36 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: MH24N7 Dilution: 1 Operator: SRV 
Comment: 158 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396,152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.1537 167830. 121.19 1931.5 5.5256 42316. 
Stddev .2251 12642. 1.01 143.9 .4113 3252. 
%RSD 5.4180 7.5326 .83346 7.4521 7.4438 7.6841 

#1 3.9945 158890. 120.48 1829.7 5.2348 40016. 
#2 4.3128 176770. 121.91 2033.3 5.8164 44615. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 12.363 110.82 198.18 278.44 165560. 38814. 
Stddev .203 .60 5.90 7.30 10028. 2969. 
%RSD 1.6427 .54569 2.9772 2.6226 6.0568 7.6501 

#1 12.219 110.40 194.00 273.28 158470. 36714. 
#2 12.507 111.25 202,35 283.60 172650. 40913. 

Check ? None None None None None None 
Value 
Range 

-aaissfflsjffl 



Sample Name: 0008725-10 Acquired: 11/30/2007 13:09:36 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N7 Dilution: 1 Operator: SRV 
Comment: 158 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589,592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 35213. 6500.8 1248.6 170.16 992.42 20.736 
Stddev 2685. 193.5 101.0 1.63 7.06 1.074 
%RSD 7.6248 2.9760 8.0853 .95598 .71141 5.1803 

#1 33315. 6364.0 1177.2 169.01 987.42 19.977 
#2 37112. 6637.6 1320.0 171.31 997.41 21.496 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 3.1124 -1.4804 305.42 1987.9 
Stddev .5634 .2419 6.53 23.4 
%RSD 18.101 16.338 2.1395 1.1758 

#1 3.5108 -1.3094 300.80 1971.4 
#2 2.7140 -1.6514 310.04 2004.5 

Check ? None None None None 
Value 
Range 



Sample Name: 0008725-10 Acquired: 11/30/2007 13:09:36 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N7 Dilution: 1 Operator: SRV 
Comment: 158 

Int. Std, In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306(450} 360.073 {94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7800.2 10625. 143890. 21648. 
Stddev 6.8 3. 1713. 1272. 
%RSD .08735 .03163 1.1906 5.8759 

#1 7805.0 10622. 145100. 22547. 
#2 7795.4 10627. 142670. 20748. 

mmmmmAz 



Sample Name: 0008725-11 Acquired: 11/30/2007 13:12:30 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N8 Dilution: 1 Operator: SRV 
Comment: 159 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.6151 146130. 81.198 2031.9 3.7664 47045. 
Stddev .2494 12760. 1.452 170.3 .2807 3948. 
%RSD 4.4410 8.7317 1.7887 8.3836 7.4524 8.3927 

m 5.4388 137110. 82.225 1911.4 3.5679 44253. 
#2 5.7915 155160. 80.171 2152.3 3.9649 49837. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324,754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (|n2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 13.086 108.39 178.39 272.20 152090. 37953. 
Stddev .258 .02 1.47 .28 10593. 3117. 
%RSD 1.9687 .02185 .82450 .10210 6.9649 8.2135 

#1 1:2.904 108.37 177.35 272.00 144600. 35749. 
#2 13.268 108.40 179.43 272.39 159580. 40158. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008725-11 Acquired: 11/30/2007 13:12:30 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: MH24N8 Dilution: 1 Operator: SRV 
Comment: 159 

Elem Mg2790 Mn2576 Na5895 Ni23l6 Pb2203 Sb2068 
Line 279.079 {121} 257, .610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206,833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 34093. 6760.8 1142.4 137.66 995.29 22.937 
Stddev 2949. 104.6 84.0 .22 2.86 .715 
%RSD 8.6506 1.5469 7.3544 ,16273 .28722 3.1189 

#1 32008. 6686.8 1083.0 137.51 993.27 23.443 
#2 36179. 6834.7 1201.8 137.82 997.31 22.432 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190. 856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 3.2716 -3.6687 302.02 1887.2 
Stddev .7616 .2573 2.26 2.1 
%RSD 23.280 7.0128 .74833 .11302 

#1 2.7330 -3.8507 300.42 1885.7 
#2 3.8101 -3.4868 303.62 1888.8 

Chedk ? None None None None 
Value 
Range 



Sample Name: 0008725-11 Acquired: 11/30/2007 13:12:30 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N8 Dilution; 1 Operator: SRV 
Comment: 159 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7878.1 10623. 142230. 20888. 
Stddev 16.4 19. 210. 1117. 
%RSD .20825 .17462 .14746 5.3489 

#1 7866.5 10609. 142380. 21678. 
#2 7889.7 10636. 142080. 20098. 

aaaaaas&s 



Sample Name: 0008725-12 Acquired: 11/30/2007 13:15:22 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N9 Dilution: 1 Operator: SRV 
Comment: 160 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y 3710) (Y 3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11.943 100200. 107.98 1223.3 2.4006 48892. 
Stddev .122 2985. .98 32.2 .0617 1290. 
%RSD 1.0236 2.9790 .90619 2.6284 2.5723 2.6393 

#1 11.856 98089. 107.29 1200.5 2.3569 47979. 
#2 12.029 102310. 108.67 1246.0 2.4442 49804. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267. .716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 19.201 63.108 130.60 279.74 107620. 25823. 
Stddev .075 .011 .16 1.42 2981. 633. 
%RSD .39145 .01743 .12415 .50665 2.7696 2.4514 

#1 19.148 63.101 130.48 278.73 105510. 25375. 
#2 19.255 63.116 130.71 280.74 109730. 26271. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008725-12 Acquired: 11/30/2007 13:15:22 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N9 Dilution:! Operator: SRV 
Comment: 160 

Elern Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 27130. 3674.9 894.25 90.140 2014.9 49.212 
Stddev 790. 44.3 19.08 .478 8.2 2.043 
%RSD 2.9129 1.2057 2.1336 .53019 .40858 4.1522 

#1 26571. 3643.6 880.76 89.802 2009.1 47.768 
#2 27689. 3706.2 907.74 90.478 2020.7 50.657 

Check ? None None None None None None 
Value 
Range 

Elem Sel960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 2.5707 -2.5550 217.59 3578.2 
Stddev 1.2485 .5123 .26 12,9 
%RSD 48.566 20.050 .11825 .36062 

#1 1.6879 -2.9173 217.41 3569.0 
#2 3.4535 -2.1928 217.77 3587.3 

Check? None None None None 
Value 
Range 

aiiisasi? 



Sample Name: 0008725-12 Acquired: 11/30/2007 13:15:22 Type: Link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N9 Dilution: 1 Operator: SRV 
Comment: 160 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8037.9 10401. 141070. 20556. 
Stddev 8.6 13. 330. 87. 
%RSD .10690 .12974 .23404 .42502 

#1 8031.8 10410. 141310. 20618. 
#2 8044.0 10391. 140840. 20494. 

mmmsmm 



Sample Name: 0008725-13 Acquired: 11/30/2007 13:18:07 Type: Link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P0 Dilution: 1 Operator: SRV 
Comment: >ZN & PB 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189,042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 348.18 96330. 2983.4 3396.6 3.3399 83185, 
Stddev 2.66 88. 14.9 17.2 .0267 325. 
%RSD .76524 .09135 .49877 .50671 .79959 .39098 

#1 346.30 96392. 2972.8 3408.8 3.3210 83415. 
#2 350.07 96268. 2993.9 3384.4 3.3588 82955. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 263.36 79.855 183.53 5501.2 147030. 21304. 
Stddev 1.32 .244 2.78 48.7 339. 19. 
%RSD .50282 .30524 1.5133 .88543 .23073 .08985 

#1 262.43 79.682 181.57 5466.7 147270. 21317. 
#2 264.30 80.027 185.50 5535.6 146790. 21290. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008725-13 Acquired: 11/30/2007 13:18:07 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P0 Dilution: 1 Operator: SRV 
Comment: >ZN & PB 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206 .833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 31947. 23184. 3677.9 96.908 131760. 2868.7 
Stddev 123. 200. 28.3 .234 454. 14.7 
%RSD .38471 .86264 .77017 .24112 .34419 .51150 

#1 32034. 23043. 3698.0 96.743 131440. 2858.3 
#2 31860. 23326. 3657.9 97.073 132080. 2879.1 

Check ? None None None None None None 
Value 
Range 

Elem Se-1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 42.466 17.280 241.52 70874. 
Stddev .698 .897 2.22 649. 
%RSD 1.6447 5.1937 .92051 .91573 

#1 41.972 16.645 239.95 70415. 
#2 42.960 17.914 243.09 71333. 

Check? None None None None 
Value • 

Range 

si mmmsm 



Sample Name: 0008725-13 Acquired: 11/30/2007 13:18:07 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P0 Dilution: 1 Operator: SRV 
Comment: >ZN & PB 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7852.8 10301. 140230. 20290. 
Stddev 22.0 21. 410. 360. 
%RSD .27979 .20586 .29248 1.7741 

#1 7837.2 10286. 140520. 20036. 
#2 7868.3 10316. 139940. 20545. 

isiiaassi 



Sample Name: 0008725-14 Acquired: 11/30/2007 13:20:56 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P1 Dilution: 1 Operator: SRV 
Comment: 162 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317 .933 {106} 
IS Ref (YJ3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.6289 127420. 73.015 1191.9 4.8566 25000. 
Stddev .3145 908. 3.961 9.0 .0356 123. 
%RSD 8.6673 .71297 5.4248 .75618 .73222 .49046 

#1 3.8513 128060. 75.816 1198.3 4.8817 25087. 
#2 3.4065 126780. 70.214 1185.5 4.8314 24914. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.6114 75.312 145.04 223.10 131630. 32533. 
Stddev .3053 .603 1.17 14.36 1020. 224. 
%RSD 5.4407 .80000 .80623 6.4373 .77469 .68896 

#1 5.8272 74.886 144.22 233.26 132350. 32691. 
#2 5.3955 75.738 145.87 212.95 130910. 32374. 

Check ? None None None None None None 
Value 
Range 

mmmmssz 



Sample Name: 0008725-14 Acquired: 11/30/2007 13:20:56 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P1 Dilution: 1 Operator: SRV 
Comment: 162 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 26929. 4693.6 1008.0 121.03 712.88 15.620 
Stddev 142. 54.7 8.0 .82 221.43 5.524 
%RSD .52772 1.1656 .79205 .67703 31.061 35.365 

#1 27029. 4654.9 1013.6 120.45 869.46 19.526 
#2 26828. 4732.3 1002.3 121.60 556.31 11.714 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.06219 -2.2780 253.72 871.16 
Stddev .78237 .0320 2.19 162.66 
%RSD 1258.1 1.4060 .86491 18.671 

#1 -.61541 -2.3007 252.17 986.18 
#2 .49104 -2.2554 255.27 756.15 

Check ? None None None None 
Value 
Range 



Sample Name: 0008725-14 Acquired: 11/30/200713:20:56 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: MH24P1 Dilution: 1 Operator: SRV 
Comment: 162 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8082.5 10765. 145820. 20831. 
Stddev 7.7 16. 672. 280. 
%RSD .09550 .15165 .46085 1.3424 

#1 8088.0 10777. 146290. 20633. 
#2 8077.0 10754. 145340. 21028. 



Sample Name: BLANK Acquired: 11/30/2007 13:23:42 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.2107 4031.7 -1.6124 41.619 .12692 902.45 
Stddev .0722 2312.0 .0732 24.692 .12442 529.86 
%RSD 5.9649 57.347 4.5423 59.328 98.034 58.714 

#1 1.2618 5666.6 -1.5606 59.079 .21489 1277.1 
#2 1.1597 2396.8 -1.6641 24.159 .03894 527.78 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 C02286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .48085 -.57403 .38409 1.5880 4359.6 750.26 
Stddev .08585 .02834 .84853 1.1567 2504.1 416.56 
%RSD 17.854 4.9369 220.92 72.839 57.438 55.522 

#1 .54155 -.59407 .98409 2.4059 6130.3 1044.8 
#2 .42014 -.55399 -.21591 .77011 2589.0 455.70 

Check ? None None None None None None 
Value 
Range 

anasiasss 



Sample Name: BLANK Acquired: 11/30/2007 13:23:42 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 796.45 20.876 43.810 -.94979 6.0992 3.7616 
Stddev 476.61 11.521 19.734 .19992 1.7465 1.0063 
%RSD 59.843 55.188 45.044 21.049 28.635 26.751 

#1 1133.5 29.023 57.764 -1.0911 7.3341 3.0500 
#2 459.43 12.730 29.856 -.80842 4.8642 4.4731 

Check? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 4.8111 -5.3060 .77561 2.3670 
Stddev 2.6314 .1417 .50573 2.0721 
%RSD 54.695 2.6701 65.204 87.540 

#1 6.6718 -5.4062 1.1332 3.8322 
#2 2.9504 -5.2058 .41801 .90183 

Check? None None None None 
Value 
Range 

Ml fflSflBSSfi 



Sample Name: BLANK Acquired: 11/30/2007 13:23:42 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8286.9 9296.3 126090. 21496. 
Stddev 130.1 143.3 349. 3241. 
%RSD 1.5702 1.5415 .27685 15.078 

#1 8194.9 9195.0 125840. 23788. 
#2 8378.9 9397.6 1.26340. 19204. 



Sample Name: ZCRI Acquired: 11/30/2007 13:26:25 Type; QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 12.824 5,1718 10.345 .44168 5.9222 5.0053 
Stddev 1.722 5.9081 .697 .14409 .1121 .0179 
%RSD 13.430 114.24 6.7375 32.623 1.8930 .35759 

#1 14.042 9.3495 9.8519 .33980 5.8430 4.9926 
#2 11.606 .99414 10.838 .54357 6.0015 5.0179 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 C02286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.0510 52.986 12.870 29.345 19.417 -58.406 
Stddev .0754 1.098 1.828 4.498 .386 29.725 
%RSD 1.4935 2.0729 14.201 15.328 1.9884 50.894 

#1 5.1043 53.762 14.163 32.526 19.690 -79.425 
#2 4.9976 52.209 11.578 26.165 19.144 -37.387 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 

mmmssB' 
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Sample Name: ZCRI Acquired: 11/30/2007 13:26:25 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem . Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -6.2770 F 20.774 -3.4663 43.353 F 17.759 60.062 
Stddev 1.2230 2.192 13.824 .906 1.400 .457 
%RSD 19.483 10.550 398.82 2.0908 7.8803 .76052 

#1 -5.4122 22.324 6.3088 43.994 18.749 60.385 
#2 -7.1418 19.225 -13.241 42.712 16.770 59.739 

Check ? None Chk Fail None Chk Pass Chk Fail Chk Pass 
Value 15.000 10.000 
Range 30.000% 50.000% 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 34.309 27.586 59.800 64.103 
Stddev .884 .353 7.834 1.728 
%RSD 2.5756 1.2810 13.100 2.6950 

#1 34.933 27.836 65.339 65.324 
#2 33.684 27.336 54.260 62.881 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: ZCRI Acquired: 11/30/2007 13:26:25 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306(450} 360.073 (94} 3 71.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9323.9 10647. 128870. 17206. 
Stddev 93.7 90. 12937. 153. 
%RSD 1.0050 .84301 10.038 .89059 

#1 9257.7 10584. 119730. 17315. 
#2 9390.2 10711. 138020. 17098. 



Sample Name: CRI Acquired: 11/30/2007 13:29:05 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313 .042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_371'0) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11.239 7.5540 10.071 .43588 5.5880 2.6253 
Stddev .104 3.5913 .175 .01872 .0731 .5503 
%RSD .92561 47.541 1.7334 4.2958 1.3080 20.960 

#1 11.166 10.093 10.195 .42264 5.5363 3.0144 
#2 11.313 5.0146 9.9476 .44912 5.6396 2.2362 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.8409 50.537 10.772 25.584 16.685 11.582 
Stddev .0702 .286 .010 .052 1.137 3.739 
%RSD 1.4491 .56594 .09212 .20319 6.8119 32.281 

#1 4.8905 50.740 10.765 25.547 17.489 8.9382 
#2 4.7913 50.335 10,779 25.620 15.881 14.226 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 



Sample Name: CRI Acquired: 11/30/2007 13:29:05 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comments 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.07110 17.315 .32699 41.260 14.304 58.936 
Stddev 13.718 .093 7.0675 .563 .237 .500 
%RSD 19294. .53653 2161.4 1.3634 1.6549 .84762 

#1 9.6293 17.381 -4.6705 41.658 14.471 58.582 
#2 -9.7715 17.249 5.3245 40.862 14.136 59.289 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 32.619 26.670 51.936 59.025 
Stddev 1.140 .458 .382 .630 
%RSD 3.4940 1.7184 .73484 1.0668 

#1 33.425 26.994 52.206 59.470 
#2 31.813 26.346 51.666 58.579 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

wmmwmssz 



Sample Name: CRI Acquired: 11/30/2007 13:29:05 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9570.5 10915. 139690. 17877. 
Stddev 75.4 86. 1369. 174. 
%RSD .78747 .78796 .97980 .97175 

#1 9517.2 10855. 138720. 18000. 
#2 9623.8 10976. 140660. 17754. 



Sample Name: ICSA Acquired: 11/30/2007 13:31:46 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .74763 263050. 1.0459 -1,4728 2.5064 245530. 
Stddev .03014 3487. 1.0019 .2535 .0459 4618. 
%RSD 4.0312 1.3257 95.790 17.214 1.8301 1.8810 

#1 .72632 265520. 1.7543 -1.2936 2.5388 248800. 
#2 .76894 260590. .33747 -1.6521 2.4739 242260. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.7473 4.1187 43.906 23.979 96455. -59.620 
Stddev .0283 .1303 .063 .162 1341. 38.585 
%RSD .75498 3.1630 .14349 .67720 1.3901 64.718 

#1 3.7673 4.2108 43.950 23.864 97403. -86.904 
#2 3.7273 4.0265 43.861 24.094 95507. -32.337 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

it 



Sample Name: ICSA Acquired: 11/30/2007 13:31:46 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220,353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (YJ2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 253370. 16.213 813.66 20.326 3.0436 -.48116 
Stddev 3460. .063 9.59 .200 .1585 1.9468 
%RSD 1.3656 .38552 1.1784 .98255 5.2072 404.61 

#1 255820. 16.169 820.44 20.468 3.1556 -1.8578 
#2 250930. 16.257 806.88 20.185 2.9315 .89545 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit > 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402(115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -5.9867 -1.3295 -.11296 25.254 
Stddev 2.6755 .5907 .05933 .407 
%RSD 44.692 44.426 52.526 1.6099 

#1 -4.0948 -.91188 -.15491 25.542 
#2 -7.8785 -1.7472 -.07100 24.967 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSA Acquired: 11/30/2007 13:31:46 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7578.0 9613.5 126740. 17734. 
Stddev 130.1 164.8 91. 276. 
%RSD 1.7169 1.7146 .07203 1.5548 

#1 7486.0 9496.9 126810. 17539. 
#2 7670.0 9730.0 126680. 17928. 



Sample Name: ICSAB Acquired: 11/30/2007 13:34:33 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 207.43 269570. 93.659 566.86 519.76 248480. 
Stddev 1.46 10959. .180 23.60 20.59 10293. 
%RSD .70480 4.0654 .19211 4.1633 3.9613 4.1425 

#1 208.47 261820. 93.787 550.17 505.20 241210. 
#2 206.40 277320. 93.532 583.55 534.32 255760. 

Check 7 Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 943.61 487.32 508.56 518.35 98988. -66.203 
Stddev .36 .68 5.11 3.35 4081. 32.888 
%RSD .03849 .13942 1.0043 .64642 4.1228 49.678 

#1 943.87 487.80 512.17 520.72 96102. -42.948 
#2 943.36 486.84 504.95 515.98 101870. -89.459 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

mmmmsse? 



Sample Name: ICSAB Acquired: 11/30/2007 13:34:33 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 260620. 493.88 839.19 1005.1 55,871 574.96 
Stddev 10572. 4.96 18.34 2.4 2.242 .23 
%RSD 4.0565 1.0052 2.1849 .23963 4.0127 .04028 

#1 253140. 497.39 826.23 1006.8 57.456 575.12 
#2 268090. 490.37 852.16 1003.4 54.286 574.80 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 49.973 92.728 475.04 1001.5 
Stddev 2.972 1.553 5.00 5.7 
%RSD 5.9480 1.6753 1.0517 .56753 

#1 47.871 93.826 478.57 1005.6 
#2 52.074 91.629 471.51 997.52 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

mmmmsBB 



Sample Name: ICSAB Acquired: 11/30/2007 13:34:33 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7613.0 9646.7 126450. 17009. 
Stddev 24.3 18.7 1112. 548. 
%RSD .31897 .19426 .87896 3.2226 

#1 7595.9 9633.4 125670. 17397. 
#2 . 7630.2 9660.0 127240. 16622. 



Sample Name: CCV Acquired; 11/30/2007 13:37:15 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3l79 
Line 328.068 {103} 396.152(85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_371 0) (Y_2243) (Y 3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 611.21 5207.2 246.39 5280.8 126.12 12595. 
Stddev 2.37 71.5 .27 57.6 1.23 127. 
%RSD .38739 1.3737 .10820 1.0914 .97608 1.0111 

#1 609.53 5156.6 246.58 5240.0 125.25 12505. 
#2 612,88 5257.8 246.20 5321.5 126.99 12685. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802(447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 123.72 1215.9 490.31 609.92 2521.5 12959. 
Stddev .58 7.9 2.20 4.73 33.0 72. 
%RSD .47016 .64908 .44952 .77618 1.3085 .55372 

#1 123.31 1210.3 488.76 606.57 2498.2 12908. 
#2 124.14 1221.5 491.87 613.26 2544.8 13010. 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/30/2007 13:37:15 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 12184. 1218.0 12761. 1233.5 242.39 1232.5 
Stddev 122. 4.3 100. 6.8 .45 5.9 
%RSD 1.0048 .34944 .78572 .55143 .18709 .47557 

#1 12097. 1215.0 12690. 1228.7 242.07 1228.4 
#2 12270. 1221.0 12832. 1238.3 242.71 1236.6 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1;960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 245.46 248.26 1197.3 1218.7 
Stddev 1.28 1.08 4.5 9.0 
%RSD .52181 .43383 .37765 .73685 

#1 244.55 247.50 1194.1 1212.4 
#2 246,36 249.02 1200.4 1225.1 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/30/2007 13:37:15 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8775.0 10346. 137200. 18421. 
Stddev 40.3 34. 430. 86. 
%RSD .45896 .33289 .31341 .46822 

#1 8803.5 10370. 137510. 18482. 
#2 8746.6 10322. 136900. 18360. 



Sample Name: CCB Acquired: 11/30/2007 13:39:52 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 AS1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y 3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .84359 -18.037 -.64258 -.09427 .04682 -8.4272 
Stddev .03790 .701 .47857 .00358 .00861 1.3521 
%RSD 4.4921 3.8853 74.476 3.7979 18.386 16.044 

#1 .87039 -18.532 -.98098 -.09680 .04074 -7.4712 
#2 .81680 -17.541 -.30418 -.09174 .05291 -9.3833 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 KJ7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.01621 -.17148 .01657 -.45984 -2.1721 27.133 
Stddev .00958 .02337 .24851 .12514 .1175 12.315 
%RSD 59,097 13.626 1500.0 27.213 5.4087 45.389 

#1 -.02298 -.18801 .19229 • -.37136 -2,0891 35.841 
#2 -.00944 -.15496 -.15915 -.54833 -2.2552 18.425 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: CCB Acquired: 11/30/2007 13:39:52 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206 .833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -16.913 .01773 8.8553 -.50921 .72002 1.3291 
Stddev 11.422 .00117 .6428 .08978 .20212 .2085 
%RSD 67.537 6.6130 7.2593 17.631 28.072 15.687 

#1 -8.8358 .01856 9.3099 -.44573 86294 1.1817 
#2 -24.989 .01690 8.4008 -.57270 .57710 1.4765 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit -

Elem Se1960 Til 908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.7036 -.32612 -.01326 -1.7363 
Stddev .0434 .31665 .10694 .0191 
%RSD 2.5457 97.096 806.41 1.1006 

#1 1.7342 -.10222 -.08888 -1.7498 
#2 1.6729 -.55003 .06236 -1.7228 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

IISHfiiSlS'57ii  



Sample Name: CCB Acquired: 11/30/2007 13:39:52 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8987.7 10237. 140430. 19054. 
Stddev 33.2 56. 418. 173. 
%RSD .36994 .54558 .29743 .90724 

#1 8964.2 10197. 140720. 19177. 
#2 9011.3 10276. 140130. 18932. 



Sample Name: 0008725-15 Acquired: 11/30/2007 13:42:38 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P2 Dilution: 1 Operator: SRV 
Comment: 163 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.9703 139940. 69.794 1762.0 3.1470 44577. 
Stddev .4480 1347. .128 12.1 .0332 474. 
%RSD 9.0129 .96256 .18359 .68798 1.0547 1.0644 

#1 5.2870 138990. 69.704 1753.4 3.1235 44242. 
#2 4.6535 140890. 69.885 1770.5 3.1704 44913. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_371Q) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11.059 91.296 162.13 235.44 141530. 35908. 
Stddev .172 1.475 3.82 2.34 1369. 236. 
%RSD 1.5525 1.6161 2.3556 .99409 .96702 .65635 

#1 10.937 90.252 159.43 233.79 140560. 35741. 
#2 11.180 92.339 164.83 237.10 142500. 36075. 

Check ? None None None None None None 
Value 
Range 

SUB fl fit A57B 



Sample Name: 0008725-15 Acquired: 11/30/2007 13:42:38 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P2 Dilution: 1 Operator: SRV 
Comment: 163 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y 3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 33041. 5111.2 1192.7 124.30 820.35 18.223 
Stddev 363. 101.6 11.8 2.30 11.54 .247 
%RSD 1.0981 1.9886 .98713 1.8484 1.4068 1.3528 

#1 32784. 5039.4 1184.3 122.67 812.19 18.049 
#2 33298, 5183.1 1201.0 125.92 828.51 18.397 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (!n2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.0166 -4.3028 271.73 1588.4 
Stddev .9603 .2911 5.29 23.6 
%RSD 94.461 6.7656 1.9455 1.4839 

#1 1.6956 -4.5087 267.99 1571.8 
#2 .33756 -4.0970 275.47 1605.1 

Check ? None None None None 
Value 
Range 

®iSl»S577 



Sample Name: 0008725-15 Acquired: 11/30/2007 13:42:38 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P2 Dilution: 1 Operator: SRV 
Comment: 163 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S cts/s 
Avg 7977.6 10623. 145490. 20653. 
Stddev 48.1 21. 1278. 31. 
%RSD .60352 .19365 .87847 .14888 

#1 8011.6 10637. 146390. 20632. 
#2 7943.5 10608. 144580. 20675. 

98SM157S 



Sample Name: 0008725-16 Acquired: 11/30/2007 13:45:24 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P3 Dilution: 1 Operator: SRV 
Comment: 164 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396 .152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 52.034 144860. 351.38 2827.5 4.2473 79704. 
Stddev .595 5305. 2.47 97.3 .1285 2789. 
%RSD 1.1427 3.6623 .70177 3.4424 3.0248 3.4994 

#1 52.455 141110. 349.64 2758.7 4.1564 77732. 
#2 51.614 148620. 353.12 2896.3 4.3381 81676. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616(447} 267.716(126} 324.754 (104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 155.06 118.64 193.69 979.70 162390. 32521. 
Stddev 1.06 .58 .17 4.16 3567. 1151. 
%RSD .68537 .49229 .08782 .42489 2.1962 3.5406 

#1 154.31 118.23 193.56 976.76 159870. 31707. 
#2 155.81 119.05 193.81 982.64 164920. 33336. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008725-16 Acquired: 11/30/2007 13:45:24 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P3 Dilution: 1 Operator: SRV 
Comment: 164 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 43688. 9897.7 1116.7 140.59 10328. 312.66 
Stddev 1702. 50.8 35.5 .76 79, 1.10 
%RSD 3.8949 .51285 3.1825 .54120 .76601 .35073 

#1 42485. 9861.8 1091.5 140.05 10272. 311.89 
#2 44892. 9933.6 1141.8 141.13 10384. 313.44 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 7.9702 2.1998 321.59 26707. 
Stddev .3244 .1465 .70 267. 
%RSD 4.0701 6.6586 .21872 .99832 

#1 7.7409 2.3033 321.09 26519. 
#2 8.1996 2.0962 322.08 26896. 

Check ? None None None None 
Value 
Range 

fill OS 5 831 



Sample Name: 0008725-16 Acquired: 11/30/2007 13:45:24 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P3 Dilution: 1 Operator: SRV 
Comment: 164 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7820.7 10643. 142040. 20477. 
Stddev 14.8 8. 809. 240. 
%RSD .18881 .07270 .56951 1.1723 

#1 7831.1 10649. 141470. 20646. 
#2 7810.2 10638. 142610. 20307. 

matoB&sBi 



Sample Name: 0008725-17 Acquired: 11/30/2007 13:48:13 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P4 Dilution: 1 Operator: SRV 
Comment: 165 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.1708 82236. 44.908 1063.1 4.1811 35806. 
Stddev .2277 1845. .559 24.4 .0829 714. 
%RSD 7.1811 2.2438 1.2442 2.2912 1.9829 1.9939 

#1 3.3318 83541. 45.304 1080.4 4.2397 36311. 
#2 3.0098 80931. 44.513 1045.9 4.1225 35301. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 7.1803 53.325 94.360 162.15 86772. 25568. 
Stddev .3425 .037 .888 .85 1874. 570. 
%RSD 4.7702 .06916 .94154 .52171 2.1593 2.2288 

#1 7.4225 53.299 93.732 161.55 88097. 25971. 
#2 6.9381 53.351 94.989 162.75 85447. 25165. 

Check ? None None None None None None 
Value 
Range 

mmmssm 



Sample Name: 0008725-17 Acquired: 11/30/2007 13:48:13 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User admin Client sample ID: MH24P4 Dilution: 1 Operator: SRV 
Comment: 165 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610(131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
I S Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 21305. 3485.9 707.00 85.202 457.37 8.5640 
Stddev 503. 63.0 13.88 .757 12.78 .8233 
%RSD 2.3627 1.8081 1.9631 .88830 2,7937 9.6137 

#1 21661. 3441.4 716.81 84.667 466.41 7.9819 
#2 20949. 3530.5 697.18 85.737 448.34 9.1462 

Check? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090(472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 3.1476 -2.3550 138.90 895.30 
Stddev ,0362 .6568 1.39 46.69 
%RSD 1.1515 27.891 .99998 5.2152 

#1 3.1219 -1.8905 137.92 928.32 
#2 3.1732 -2.8194 139.89 862.29 

Check ? None None None None 
Value 
Range 

asaa-i'ssBs 



Sample Name: 0008725-17 Acquired: 11/30/2007 13:48:13 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P4 Dilution: 1 Operator: SRV 
Comment: 165 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 3 71.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8162.4 10596. 142950. 20584. 
Stddev 7.0 10. 543. 522. 
%RSD .08539 .09327 .38010 2.5347 

#1 8167.3 10603. 143330. 20215. 
#2 8157.5 10589. 142560. 20953. 



Sample Name: 0008725-18 Acquired: 11/30/2007 13:51:01 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P5 Dilution: 1 Operator: SRV 
Comment: 166 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152(85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.5402 104620. 76.773 1427.7 4.5745 32540. 
Stddev .2958 2267. .995 25.8 .0389 738. 
%RSD 6.5153 2.1665 1.2958 1.8079 .84997 2.2672 

#1 4.7494 103020. 76.069 1409.4 4.5470 32018. 
#2 4.3311 106220. 77.476 1445.9 4.6020 33062. 

Check ? None None None None None None 
Value / 

Range 

Elem Cd2288 C02286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 7,8533 78.195 128.55 225.79 114490. 29879. 
Stddev .0260 .253 1.49 2.18 2524. 604. 
%RSD .33067 .32321 1.161:7 .96705 2.2043 2.0214 

#1 7.8717 78.017 127.50 224.25 112700. 29452. 
#2 7.8350 78.374 129.61 227.33 116270. 30306. 

Check? None None None None None None 
Value 
Range 

Minasss 



Sample Name: 0008725-18 Acquired: 11/30/2007 1,3:51:01 Type: Link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P5 Dilution:! Operator: SRV 
Comment: 166 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079(121} 257.610(131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 24622. 5175.0 769.22 109.56 525.93 10.186 
Stddev 517. 91.4 12.84 .01 .77 1.508 
%RSD 2.0982 1.7656 1.6690 .00543 .14669 14.805 

#1 24257. 5110.4 760.15 109.55 525.39 11.253 
#2 24988. 5239.6 778.30 109.56 526,48 9.1198 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 3.3716 -.24392 211.49 1044.1 
Stddev 1.2262 .58006 3.26 .0 
%RSD 36.369 237.81 1.5416 .00356 

#1 4.2386 .16625 209.18 1044.1 
#2 2.5045 -.65408 213.79 1044.1 

Check? None None None None 
Value 
Range 

SfiSSSSSBB 



Sample Name: 0008725-18 Acquired: 11/30/2007 13:51:01 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P5 Dilution: 1 Operator: SRV 
Comment: 166 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8070.5 10647. 144350. 21131. 
Stddev 3.9 13. 698. 142. 
%RSD .04849 .12022 .48348 .67115 

#1 8067.7 10638. 144850. 21232. 
#2 8073.2 10656. 143860. 21031; 



Sample Name: 0008725-19 Acquired: 11/30/2007 13:53:47 Type: Unk 
Method: TAL2Q071130A Mode: CONC . Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P6 Dilution: 1 Operator: SRV 
Comment: 167 

/ 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y 3710) (Y_2243) (Y_3710) (Y 3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.3154 56661. 60.117 1312.9 3.2707 20939. 
Stddev .2006 2854. .363 58.3 .1361 1026. 
%RSD 6.0503 5.0375 .60457 4.4372 4.1614 4.8980 

#1 3.1736 54643. 60.374 1271.7 3.1745 20214, 
#2 3.4573 58679. 59.860 1354.1 3.3670 21664, 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_37l0) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.5314 63.383 77.107 118.64 78313. 17636. 
Stddev .0975 .574 .241 .13 3860. 781. 
%RSD 2.1511 .90503 .31292 .10828 4.9289 4.4256 

#1 4.4625 62.978 76.937 118.73 75584. 17084. 
#2 4.6004 63.789 77.278 118.55 81042. 18188. 

Check ? None None None None None None 
Value 
Range 

•BlliililllfSBSl 



Sample Name: 0008725-19 Acquired: 11/30/2007 13:53:47 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P6 Dilution: 1 Operator: SRV 
Comment: 167 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220 .353 {453} 206. 833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 13628. 5169.0 4842.1 68.642 319.63 5.7999 
Stddev 719. 96.6 192.8 1.122 3.51 .2429 
%RSD 5.2751 1.8695 3.9815 1.6347 1.0982 4.1875 

#1 13120. 5100.7 4705.8 67.849 317.15 5.9716 
#2 14136. 5237.4 4978.4 69.435 322.11 5.6282 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 3.6838 -.94603 167.13 455.86 
Stddev .5937 .86215 1.91 5.05 
%RSD 16.117 91.133 1.1448 1.1073 

#1 4.1036 -1.5557 165.78 452.29 
#2 3.2640 -.33641 168.49 459.43 

Check ? None None None None 
Value 
Range 

ifffliaassa 



Sample Name: 0008725-19 Acquired: 11/30/2007 13:53:47 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample JD: MH24P6 Dilution: 1 Operator: SRV 
Comment: 167 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8309.8 10550. 142650. 20808. 
Stddev 44.3 41. 967. 530. 
%RSD .53315 .39091 .67762 2.5469 

#1 8341,1 10579. 143340. 21183. 
#2 8278.5 10521. 141970. 20433. 



Sample Name: 0008725-20 Acquired: 11/30/2007 13:56:33 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P7 Dilution: 1 Operator: SRV 
Comment: 168 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.6194 91247. 63.485 1500.9 4.5130 34564. 
Stddev .1503 3774. .435 58.8 .1944 1363. 
%RSD 3.2542 4.1364 .68545 3.9160 4.3079 3.9446 

#1 4.7257 88578. 63.177 1459.3 4.3756 33600. 
#2 4.5131 93916. 63.792 1542.4 4.6505 35528. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line- 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6.6611 65.842 107.17 193.74 104970. 26615. 
Stddev '.0371 .036 2.00 1.58 4232. 1019. 
%RSD .55711 .05525 1.8701 .81301 4.0316 3.8282 

#1 6.6348 65.816 105.75 192.63 101970. 25895. 
#2 6.6873 65.867 108.58 194.85 107960. 27336. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008725-20 Acquired: 11/30/2007 13:56:33 Type: Unk 
Method: TAL20071130A Mode: GONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P7 Dilution: 1 Operator: SRV 
Comment: 168 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220. .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 20535. 5043.1 662.43 99.076 471.78 9.8760 
Stddev 852. 63.7 39.04 .182 2.88 .5906 
%RSD 4.1501 1.2635 5.8931 .18342 .61099 5.9801 

#1 19932. 4998.1 634.82 98.947 469.74 10.294 
#2 21138. 5088.2 690.03 99.204 473.82 9.4584 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 2.1372 -1.0632 181.55 731.47 
Stddev 1.1235 .5780 2.84 3.90 
%RSD 52.569 54.364 1.5660 .53275 

#1 1.3428 -1.4719 179.54 728.72 
#2 2.9317 -.65447 183.56 734.23 

Check ? None None None None 
Value 
Range 



Sample Name: 0008725-20 Acquired: 11/30/2007 13:56:33 Type: Link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P7 Dilution: 1 Operator: SRV 
Comment: 168 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8119.7 10632. 142610. 20751. 
Stddev 13.9 11. 1593. 344. 
%RSD .17124 .10182 1.1168 1,6562 

#1 8109.9 10624. 143740. 20994. 
#2 8129.6 10639. 141490. 20508. 



Sample Name: 0008725-02 Acquired: 11/30/2007 13:59:20 Type: Unk 
Method: TAL20071130A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: MH24M9 Dilution: 1.3 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189. .042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .01994 123680. 31.667 1163.9 -.34669 28574. 
Stddev .05817 7982. 1.393 72.2 .01915 1751. 
%RSD 291.64 6.4539 4.3997 6.2037 5.5242 6.1287 

#1 -.02119 118040. 32.652 1112.9 -.33315 27335. 
#2 .06108 129330. 30.682 1215.0 -.36024 29812. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267. 716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
I S R ef (Y_2243) (In2306) (Y 3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.4064 71.834 182.32 114.50 155700. 22514. 
Stddev .0049 .839 1.01 .05 10021. 1379. 
%RSD .14276 1.1680 .55337 .04778 6.4358 61262 

#1 3.4099 72.427 183.03 114.54 148620. 21539. 
#2 3.4030 71.241 181.60 114.46 162790. 23489. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008725-02 Acquired: 11/30/2007 13:59:20 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admjn Client sample ID: MH24M9 Dilution: 1.3 Operator: SRV 
Comment: FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231 .604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y 3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 27000. 2933.5 1719.6 92.354 124.87 1.3122 
Stddev 1733. 3.6 107.8 .250 .86 .4394 
%RSD 6.4172 .12155 6.2687 .27035 .68550 33.484 

#1 25775, 2936.0 1643.4 92^530 125.48 1.0015 
#2 28226. 2930.9 1795.8 92.177 124.27 1.6229 

Check ? None None None None None None 
Value 
Range 

Elem Se'1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.53211 -4,8218 410.66 446.50 
Stddev .34129 1.0301 2.54 3.89 
%RSD 64.140 21.364 .61821 .87233 

#1 -.77344 -5.5502 412.45 449.25 
#2 -.29077 -4.0934 408.86 443.74 

Check ? None None None None 
Value 
Range 



Sample Name: 0008725-02 Acquired: 11/30/2007 13:59:20 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24M9 Dilution: 1.3 Operator: SRV 
Comment: FE 

Int Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8038.8 10436. 135880. 19063. 
Stddev 49.9 68. 706. 924. 
%RSD .62127 .65179 .51973 4.8465 

#1 8003.5 10388. 135380. 19716. 
#2 8074.1 10484. 136380. 18410. 

•mmmmsm 



Sample Name: 0008725-04 Acquired: 11/30/2007 14:02:07 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N1 Dilution: 1.9 Operator: SRV 
Comment: ZN 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317. 933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 196.99 50548. 1744.7 2135.6 2.0279 54262. 
Stddev 1.91 2164. 20.0 99.3 .0659 2551. 
%RSD .97004 4.2818 1.1479 4.6494 3.2473 4.7011 

#1 198.34 49018. 1758.8 2065.4 1,9814 52458. 
#2 195.63 52079. 1730.5 2205.9 2.0745 56066. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 147.76 43.935 93.633 3079.1 87264. 11053. 
Stddev 1.72 .507 1.832 28.6 3867. 478. 
%RSD 1.1663 1.1534 1.9569 .92736 4.4317 4.3210 

#1 148.97 44.293 94.929 3099.3 84529. 10715. 
#2 146.54 43.577 92.338 3058.9 89998. 11391. 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008725-04 Acquired: 11/30/2007 14:02:07 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N1 Dilution: 1.9 Operator: SRV 
Comment: ZN 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 18126. 16946. 2177.9 51.235 75183. 1685.3 
Stddev 800. 162. 101.7 .794 729. 22.0 
%RSD 4.4152 .95857 4.6674 1.5490 .96960 1.3038 

#1 17560. 17061. 2106.0 51.796 75698. 1700.9 
#2 18692. 16832. 2249.7 50.674 74667. 1669.8 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 25.040 12.152 123.18 43732. 
Stddev .441 .871 1.66 214. 
%RSD 1.7622 7.1691 1.3473 .48851 

#1 24.728 12.768 124.35 43883. 
#2 25.352 11.536 122.01 43581. 

Check? None None None None 
Value 
Range 

'Sfflfisaassa 



Sample Name: 0008725-04 Acquired: 11/30/2007 14:02:07 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N1 Dilution: 1.9 Operator: SRV 
Comment: ZN 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8153.1 10084. 141590. 18859. 
Stddev 80.6 128. 1309. 731. 
%RSD .98874 1.2695 .92477 3.8773 

#1 8096.1 9993.5 140660. 19376. 
#2 8210.1 10175. 142520. 18342. 



Sample Name: 0008725-04 Acquired: 11/30/2007 14:04:56 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N1 Dilution: 3.5 Operator: SRV 
Comment: PB 

Elem Ag3280 AI3961 As1890 Ba4554 Be3l30 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313. .042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (YJ5710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 114.89 26928. 951.33 1143.0 1.0949 29310. 
Stddev .29 1256. 2.44 56.0 .0769 1375. 
%RSD .25406 4.6657 .25627 4.8989 7.0236 4.6908 

#1 114.68 26039. 953.05 1103.4 1.0405 28338. 
#2 115.09 27816. 949.61 1182.6 1.1492 30282. 

Check? None None None None None None 
Value 
Range 

Elem Cd2288 CQ2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228. 616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 81.026 23.704 55.172 1765.3 47093. 5914.8 
Stddev .293 .184 .283 6.5 2227. 294.9 
%RSD .36128 .77516 .51245 .36876 4.7281 4,9850 

#1 81.233 23.834 54,972 1760.7 45519. 5706.3 
#2 80.819 23.574 55.372 1769.9 48668. 6123.3 

Check ? None None None None None None 
Value 
Range 

ssMffssa-fl 



Sample Name: 0008725-04 Acquired: 11/30/200714:04:56 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N1 Dilution: 3.5 Operator: SRV 
Comment: PB 

Elem Mg2790 Mn2576 Na5895 NS2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 9835.3 10053. 1167.4 27.870 41362. 924.56 
Stddev 464.8 53. 62.2 .153 225. 3.08 
%RSD 4.7262 .52520 5.3274 .54749 .54443 .33293 

#1 9506.6 10015. 1123.5 27.978 41521. 926.74 
#2 10164. 10090. 1211.4 27.762 41203. 922.39 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 14.150 6.5956 71.149 25223. 
Stddev 1.120 .3974 .551 123. 
%RSD 7.9173 6.0249 .77487 .48680 

#1 14.943 6.8766 70.759 25310. 
#2 13.358 6.3146 71.539 25136. 

Check ? None None None None 
Value 
Range 

-flsamassi 



Sample Name: 0008725-04 Acquired: 11/30/2007 14:04:56 Type: Unk 
Method: TAL20071130A Mode: CONC Corr, Factor: 1.000000 
User: admin Client sample ID: MH24N1 Dilution: 3.5 Operator: SRV 
Comment: PB 

Int. Std. In2306 Y_2243 Y 3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073{94} 371.030{91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8592.2 10432. 140000. 19545. 
Stddev 26.5 2. 391. 692. 
%RSD .30873 .01929 .27915 3.5388 

#1 8573.4 10431. 140280. 20034. 
#2 8611.0 10434. 139730. 19055. 



Sample Name: BLANK Acquired: 11/30/2007 14:07:39 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
I S Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.2114 -7.1706 -1.4715 -.16760 .00588 -5.9764 
Stddev .5296 3.3514 .4011 ,05324 .02249 2.4065 
%RSD 43.717 46.739 27.258 31.765 382.72 40.266 

#1 1.5859 -9.5404 -1.7551 -.12995 -.01003 -4.2748 
#2 .83695 -4.8008 -1.1879 -.20524 .02178 -7.6780 

Check ? None None None None None None 
Value • 

Range 

Elem Cd2288 C02286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .30874 -.44330 -.28416 .04163 3.3095 29.542 
Stddev .02221 .00303 .18987 .12756 .2831 4.894 
%RSD 7.1943 .68412 66.817 306.43 8.5553 16.567 

#1 .32445 -.44116 -.14990 .13182 3.1093 26.082 
#2 ,29303 -.44545 -.41842 -.04857 3.5097 33.003 

Check ? None None None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/30/2007 14:07:39 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -12.760 .31556 13,325 -1.1544 2.4743 3.4286 
Stddev 5.198 .09840 2.545 .0575 1.1397 1.0910 
%RSD 40.736 31.184 19.097 4.9840 46.063 31.821 

#1 -9.0843 .38514 15.124 -1.1137 1.6684 2.6572 
#2 -16.435 .24598 11.526 -1.1951 3.2802 4.2001 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 5.3496 -4.9410 -.17131 -1.3094 
Stddev .3699 .5848 .27220 .0559 
%RSD 6.9135 11.835 158.90 4.2706 

#1 5.0881 -5.3545 .02117 -1.3490 
#2 5.6112 -4.5275 -.36378 -1.2699 

Check? None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/30/2007 14:07:39 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8325.4 9327.5 124200. 19823. 
Stddev 91.4 122.7 1342. 3388. 
%RSD 1.0981 1.3158 1,0809 17.089 

#1 8260.8 9240.7 123250. 22219. 
#2 8390.1 9414.3 125150. 17428. 



Sample Name: CCV Acquired: 11/30/2007 14:10:24 Type: QC 
Method: TAL2007113QA Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution:! Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 635.62 5370.4 255.56 5320.2 129.21 13299. 
Stddev 7.61 160.2 .84 151.0 3.31 359. 
%RSD . 1.1979 2.9837 .32857 2.8387 2.5595 2.6974 

#1 630.24 5483.7 256.16 5427.0 131.55 13552. 
#2 641.01 5257.1 254.97 5213.5 126.87 13045. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 C02286 Cr2677 CU3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324 .754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 128.80 1273.4 518.28 636:10 2605.8 13123. 
Stddev .42 7.1 4.44 8.65 75.2 431. 
%RSD .32250 .55664 .85652 1.3603 2.8867 3.2812 

#1 129.10 1278.4 515.14 629.98 2658.9 13428. 
#2 128.51 1268.4 521.42 642.22 2552.6 12819. 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/30/2007 14:10:24 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231,604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 13026. 1290.8 13110. 1292.5 264.14 1263.5 
Stddev 337. 13.1 387. 9.1 2.40 1.2 
%RSD 2.5906 1.0166 2.9527 .70116 .90848 .09132 

#1 13264. 1281.5 13383. 1298.9 265.84 1262.7 
#2 12787. 1300.0 12836. 1286.1 262.45 1264.4 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 250.00 259.57 1264.7 1294.1 
Stddev 1.57 1.17 13.0 17.7 
%RSD .62877 .45172 1.0260 1.3642 

#1 251.11 260.40 1255.6 1306.6 
#2 248.89 258.74 1273.9 1281.6 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/30/2007 14:10:24 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y 2243 Y 3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8665.7 10264. 137020. 18117. 
Stddev 7.1 23. 2429. 224. 
%RSD .08237 .22576 1.7728 1.2350 

#1 8670.7 10280. 138740. 17959. 
#2 8660.6 10248. 135310. 18276. 



Sample Name: CCB Acquired: 11/30/2007 14:13:00 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317 .933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.1444 -8.1857 -.54725 .04986 -.01166 -7.0878 
Stddev .0422 1.7429 .63403 .16081 .01098 .9436 
%RSD 3.6831 21.292 115.86 322.54 94.190 13.312 

#1 1.1742 -6.9533 -.99557 -.06385 -.01943 -6.4206 
#2 1.1146 -9.4181 -.09892 .16356 -.00389 -7.7550 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .03009 -.19855 -.28868 -.68891 -1.4502 -10.813 
Stddev .02021 .05288 .41163 .08218 .6033 .713 
%RSD 67.188 26.635 142.59 11.929 41.603 6.5896 

#1 .04438 -.23595 .00239 -.63080 -1.0236 -11.317 
#2 .01579 -.16116 -.57974 -.74701 -1.8769 -10.309 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: CCB Acquired: 11/30/2007 14:13:00 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610(131} 589.592 { 57} 231.604 {445} 220 .353 {453} 206 .833 {463} 
IS Ref (YJ3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -6.9762 .02576 4.1332 -.19087 1.2109 2.1071 
Stddev 1.9357 .01567 1.5363 .10097 .3860 1.3658 
%RSD 27.747 60.815 37.170 52.898 31.875 64.818 

#1 -5.6075 .03684 3.0468 -.26227 .93797 3.0728 
#2 -8.3449 .01468 5.2195 -.11948 1.4838 1.1413 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090(472} 190 .856(477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.3840 -1.2349 .31674 -1.6335 
Stddev .1772 .1496 .07249 .0724 
%RSD 12.807 12.116 22.887 4.4319 

#1 1.5094 -1.1291 .26548 -1.6847 
#2 1.2587 -1.3407 .36800 -1.5823 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: CCB Acquired: 11/30/2007 14:13:00 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample I'D: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9153.4 10502. 145460. 19018. 
Stddev 22.6 4. 1685. 374. 
%RSD .24722 .03459 1.1582 1.9685 

#1 9169,4 10500. 146650. 19282. 
#2 9137.4 10505. 144260. 18753. 



Sample Name: 0008725-06 Acquired: 11/30/2007 14:15:46 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N3 Dilution: 1.9 Operator: SRV 
Comment: PB 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455 .403 {74} 3" 13.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 272.41 91080. 1138.8 1294.7 3.1518 83140. 
Stddev .31 2686. .1 34.4 .1301 2447. 
%RSD .11507 2.9490 .01005 2.6535 4.1287 2.9434 

#1 272.63 89181. 1138.9 1270.4 3.0598 81410. 
#2 272.19 92979. 1138.7 1319,0 3.2438 84871. 

Check ? None None None None None None 
Value 
Range 

-

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324, 754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y 3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 163.49 39.665 132.67 2493.1 111440. 16512. 
Stddev .07 .022 .48 7.0 3381. 391. 
%RSD .04287 .05655 .36544 .28259 3.0340 2.3701 

#1 163.44 39.649 132.33 2498.1 109050. 16235. 
#2 1,63.54 39.681 133.02 2488.1 113830. 16788. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008725-06 Acquired: 11/30/2007 14:15:46 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N3 Dilution: 1.9 Operator: SRV 
Comment: PB 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589,592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 37772. 5163.0 2298.8 67.599 40251. 1095.7 
Stddev 1271. 17.6 53.3 .306 67. .3 
%RSD 3.3641 .34168 2.3181 .45324 .16561 .02552 

#1 36874. 5150.6 2261,1 67.382 40204. 1095.5 
#2 38671. 5175.5 2336.4 67.816 40298. 1095.9 

Check? None None None None None None 
Value 
Range 

Elem Se1960 Til 908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 20.532 8.8328 187.52 26878. 
Stddev .582 .4402 .11 52. 
%RSD 2.8340 4.9836 .06048 .19383 

#1 20.121 9.1441 187.44 26841. 
#2 20.944 8.5215 187.60 26915. 

Check ? None None None None 
Value 
Range 



Sample Name: 0008725-06 Acquired: 11/30/2007 14:15:46 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N3 Dilution: 1.9 Operator: SRV 
Comment: PB 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8106.2 10314. 137760. 18719; 
Stddev 15.4 29. 86. 375. 
%'RSD .19021 .27844 .06258 2.0042 

#1 8095.3 10293. 137700. 18985. 
#2 8117.1 10334. 137820. 18454. 

•®sa»a»eiA 



Sample Name: 0008725-07 Acquired: 11/30/2007 14:18:28 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N4 Dilution: 1.3 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.8145 155630. 133.20 2021.0 5.0403 47672. 
Stddev .0386 4745. .34 56.6 .1543 1520. 
%RSD .66474 3.0489 .25727 2.8025 3.0624 3.1890 

#1 5.8418 152270. 132.96 1981.0 4.9311 46597. 
#2 5.7871 158980. 133.44 2061.1 5.1494 48747. 

Check? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 16.772 100.30 177.74 248.25 157470. 36295. 
Stddev .173 .70 3.94 .98 4518. 1037. 
%RSD 1.0314 .70252 2.2163 .39522 2.8690 2.8574 

#1 16.649 99.797 174.96 247.56 154270. 35562. 
#2 16.894 100.79 180.53 248.95 160660. 37028. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008725-07 Acquired: 11/30/2007 14:18:28 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N4 Dilution: 1.3 Operator: SRV 
Comment: FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y.3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 35578. 6807.3 1757.7 143.81 1168.7 28.947 
Stddev 1168. 133.2 52.6 1.26 13.6 .585 
%RSD 3.2818 1.9569 2.9942 .87813 1.1643 2.0205 

#1 34752. 6713.1 1720.5 142.91 1178.3 28.534 
#2 36403. 6901.5 1794.9 144.70 1159.1 29.361 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 3.9914 2.3028 287.75 2658.7 
Stddev .1776 .0194 4.71 6,3 
%RSD 4.4486 .84306 1.6372 .23668 

#1 4.1170 2.2890 284.41 2654.2 
#2 3.8659 2.3165 291.08 2663.1 

Check ? None None None None 
Value 
Range 

HfflS'SfflliBiB 



Sample Name: 0008725-07 Acquired: 11/30/2007 14:18:28 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24N4 Dilution: 1.3 Operator: SRV 
Comment: FE 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224 .306 {450} 360,073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7974.4 10824. 146930. 20793. 
Stddev 4.4 3. 1681. 384, 
%RSD .05457 .02579 1.1443 1.8459 

#1 7977.5 10826. 148120. 21064. 
#2 7971.4 10822. 145750. 20521. 



Sample Name: 0008725-13 Acquired: 11/30/2007 14:21:20 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P0 Dilution: 1.8 Operator: SRV 
Comment: ZN 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 209.92 61107. 1722.6 2143.9 2.1024 52973. 
Stddev .91 1440. 15.4 61.5 ,0680 1483. 
%RSD .43442 2.3558 .89630 2.8669 3.2327 2.7999 

#1 209.27 60089. 1733.5 2100.5 2.0543 51925. 
#2 210.56 62124. 1711.7 2187.4 2,1504 54022. 

Check? None None None None None None 
Value 
Range 

Elem Cd2288 C02286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228. 616 {447} 267.716 {126}: 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (102306) (Y_3600) (Y_3600) (YJ3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 152.61 44.447 110.32 3273.6 94875. 13534. 
Stddev 1.30 .621 .05 14.9 2451. 363. 
%RSD .85434 1.3960 .04271 .45539 2.5831 2.6814 

#1 153.53 44.886 110.35 3284.1 93142. 13278. 
#2 151.69 44.009 110.28 3263.1 96608. 13791. 

Check ? None None None None None None 
Value 
Range 

imasflsis. 



Sample Name: 0008725-13 Acquired: 11/30/2007 14:21:20 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P0 Dilution: 1.8 Operator: SRV 
Comment: ZN 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079(121} 257.610(131} 589.592 {57} 231.604(445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 20213. 15139. 2340.1 53.834 75070. 1664.7 
Stddev 591. 4. 67.9 .520 648. 17.9 
%RSD 2.9257 .02857 2.9017 .96610 .86358 1.0775 

#1 19795. 15136. 2292.1 54.202 75528. 1677.3 
#2 20631. 15142. 2388.2 53.466 74611. 1652.0 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 Til 908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 23.118 9.7973 144.10 43061. 
Stddev .697 .8605 .47 133. 
%RSD 3.0145 8.7831 .32340 .30800 

#1 23.611 9.1888 144.43 42967. 
#2 22.625 10.406 143.77 43154. 

Check ? None None None None 
Value 
Range 



Sample Name: 0008725-13 Acquired: 11/30/2007 14:21:20 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P0 Dilution: 1.8 Operator: SRV 
Comment: ZN 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306(450} 360.073 {94} 371.030 ( 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8269.8 10327. 136940. 18852. 
Stddev 63.9 76, 405. 279. 
%RSD .77218 .73747 .29576 1.4788 

#1 8224.7 10273. 136650. 19049. 
#2 8315.0 10381. 137220, 18655. 

fifi'SS:® IB 



Sample Name: 0008725-13 Acquired: 11 /30/2007 14:24:10 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P0 Dilution: 3.3 Operator: SRV 
Comment: PB 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317,933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 118.04 35621. 952.72 1246.6 1.3107 31048. 
Stddev 2.28 1439. 2.47 53.1 .0469 1393. 
%RSD 1.9336 4.0388 .25976 4.2562 3.5783 4.4866 

#1 119,65 34604. 950.97 1:209.1 1,2776 30063. 
#2 116.43 36638. 954,47 1284.2 1.3439 32033. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 84.843 24.212 62.997 1804.0 56071. 7791.3 
Stddev .106 .108 1.135 36.0 2366. 324.2 
%RSD .12484 .44583 1.8016 1.9957 4.2197 4.1616 

#1 84.768 24.135 63.799 1829.5 54398, 7562.0 
#2 84.918 24.288 62.194 1778.6 57744. 8020.6 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008725-13 Acquired: 11730/2007 14:24:10 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P0 Dilution: 3.3 Operator: SRV 
Comment: PB 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589,592 {57} 231.604 {445} 220.353 {453} 206.833"{463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11887. 8869.2 1346.2 29.613 42115. 927.22 
Stddev 566. 145.2 62.8 .070 74. 1.64 
%RSD 4.7599 1.6366 4.6687 .23685 .17559 .17701 

#1 11487. 8971.8 1301.7 29.662 42168. 926.06 
#2 12287. 8766.5 1390.6 29.563 42063. 928.38 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 2n2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206,200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 12.659 5.3209 80.582 24980. 
Stddev .378 1.1442 1.762 54. 
%RSD 2.9870 21.503 2.1867 .21485 

#1 12.392 6.1299 81.828 25018. 
#2 12.926 4.5118 79.336 24942. 

Check ? None None None None 
Value 
Range 

fflaaaaasss 



Sample Name: 0008725-13 Acquired: 11/30/2007 14:24:10 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24P0 Dilution: 3.3 Operator: SRV 
Comment: PB 

Int. Std. In2306 YJ2243 Y_3600 YJ3710 
Line 230.606 {446} 224.306 {450} 360,073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8638.4 10635. 139640. 18438. 
Stddev 1.7 16. 2374. 774. 
%RSD .01914 .15041 1.7004 4.1977 

#1 8639.6 10647. 137960. 18985. 
#2 8637.2 10624. 141310. 17890. 



Sample Name: BLANK Acquired: 11/30/2007 14:26:54 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 176 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152(85} 189.042 (478} 455.403 { 74} 313.042 (108} 317.933 (106} 
ISRef (Y_3600) (Y_3710) (Y.2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .91911 .39307 .98469 .16512 .05790 3.7813 
Stddev .24997 6.8071 .20640 .07333 .04997 .9447 
%RSD 27.197 1731.8 20.961 44.409 86.312 24.983 

#1 .74236 5.2064 1.1306 .21697 .02256 3.1133 
#2 1.0959 -4.4203 .83874 .11327 .09323 4.4493 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616(447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y__3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.02634 .00704 -.45611 -.02453 10.178 -4.1507 
Stddev .09884 .01005 .37571 .09838 1.249 17.245 
%RSD . 375.28 142.75 82.373 401.04 12.271 415.47 

#1 -.09622 .01415 -.72177 .04503 11.061 8.0432 
#2 .04355 -.00007 -.19044 -.09409 9.2950 -16.345 

Check ? None None None None None None 
Value -

Range 



Sample Name: BLANK Acquired: 11/30/2007 14:26:54 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 176 

Elem Mg2790 Mn2576 N05895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y 3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -9.3213 2.9401 9.6904 .02593 48.935 .11709 
Stddev 6.0913 .6837 3.4827 .00495 5.940 .43684 
%RSD 65.347 23.253 35.940 19.079 12.139 373.09 

#1 -13.628 2.4567 12.153 .02243 44.735 .42598 
#2 -5.0142 3.4235 7.2277 .02943 53.135 -.19181 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090(472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .68687 .27391 .15672 28.940 
Stddev 2.1623 .12908 ,37786 4.112 
%RSD 314.81 47.123 241.1.1 14.210 

#1 2.2159 .36518 .42391 26.032 
#2 -.84212 .18264 -.11047 31.848 

Check? None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/30/2007 14:26:54 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: ! Operator: SRV 
Comment: 176 

Int. Std. In2306 Y__2243 Y 3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9352.2 10650. 142260. 18971. 
Stddev 26.2 38. 651. 685. 
%RSD .27972 .35589 .45767 3.6101 

#1 9370.7 10677. 141800. 19456. 
#2 9333.7 10623. 142720. 18487. 



Sample Name: BLANK Acquired; 11/30/2007 14:29:40 Type: Link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189. 042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y__3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.3655 -10.744 -1.3698 -.08584 -.00645 -3.2143 
Stddev .4315 2.204 .5617 .14529 .02866 1.3095 
%RSD 31.603 20.510 41.003 169.25 444.01 40.740 

#1 1.0603 -12.303 -1.7670 .01689 -.02672 -4.1403 
#2 1.6706 -9.1861 -.97267 -.18858 .01381 -2.2884 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766.490 { 44} 
IS Ref (Y__2243) (102306) (YJ3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .33085 -.45646 -.01689 -.30141 5,6768 10.387 
Stddev .02635 .15715 .20115 .03823 .8745 15.310 
%RSD 7.9641 34.428 1190.9 12.682 15.404 147.39 

#1 .34948 -.56758 -.15913 -.32844 5.0585 21.213 
#2 .31222 -.34534 .12535 -.27438 6.2951 -.43848 

Check ? None None None None None None 
Value 
Range 

fl S :B I! fit S £'2*7 



Sample Name; BLANK Acquired; 11/30/2007 14:29:40 Type: Unk 
Method: TAL20071130A Mode; CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610 {131} 589.592 {57} 231.604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L • ug/L ug/L ug/L ug/L ug/L 
Avg -7.9649 .87069 11.091 -1.0198 3.8963 2.9053 
Stddev 1.3865 .04945 3.122 .3536 .1136 .8303 
%RSD 17.408 5.6795 28.146 34.672 2.9154 28.580 

#1 -8.9453 .83572 13.299 -1.2698 3.9766 2.3181 
#2 -6.9844 .90566 8.8840 -.76975 3.8160 3.4924 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 4.5746 -4.4693 .15085 -.12355 
Stddev .0410 1.2189 .27133 .03717 
%RSD .89687 27.272 179.87 30.087 

#1 4.6036 -5.3312 -.04102 -.09727 
#2 4.5456 -3.6074 .34271 -.14984 

Check ? None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/30/2007 14:29:40 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360 .073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8507.7 9563.6 127400. 20248. 
Stddev 101.2 140.5 1155. 3124. 
%RSD 1.1900 1.4692 .90624 15.429 

#1 8436.1 9464.3 126590. 22457. 
#2 8579,3 9663.0 128220. 18039. 



Sample Name: ZCRI Acquired: 11/30/2007 14:32:25 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (YJ3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11.540 -12.570 9.9174 -.06124 5.6226 -3.1733 
Stddev .394 4.513 .2865 .10139 .1549 .0344 
%RSD 3.4130 35.905 2.8884 165.57 2.7542 1.0830 

#1 11.818 -15.761 9.7148 .01046 5.5131 -3.1976 
#2 11.261 -9.3787 10.120 -.13293 5.7321 -3.1490 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y 3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.1406 52.837 11.067 26.514 1.5037 5.2453 
Stddev .0193 .016 .431 .338 .7151 19.649 
%RSD .37589 .03071 3.8972 1.2750 47.555 374.60 

#1 5.1269 52.825 11.372 26.275 .99809 -8.6486 
#2 5.1542 52.848 10.762 26.753 2.0094 19.139 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 

013 S13 HE 3S 



Sample Name: ZCRI Acquired: 11/30/2007 14:32:25 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 SP2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220. 353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -6.2198 17.724 1.5522 43.071 F 15.357 61.219 
Stddev 8.4288 .150 3.1528 .024 .387 1.137 
%RSD 135.52 .84489 203.12 .05667 2.5208 1.8572 

#1 -.25975 17.618 -.67719 43.054 15.631 60.415 
#2 -12.180 17.830 3.7816 43.088 15.083 62.023 

Check ? None Chk Pass None Chk Pass Chk Fail Chk Pass 
Value 10.000 
Range 50.000% 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 33.636 28.212 53.618 62.622 
Stddev 1.810 .167 .136 .470 
%RSD 5.3801 .59075 .25280 .75106 

#1 ' 32.356 28.095 53.714 62.955 
#2 34.916 28.330 53.522 62.289 

CheCk ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

m mmmst 



Sample Name: ZCRI Acquired: 11/30/2007 14:32:25 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y 2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units cts/s Cts/S Cts/S Cts/S 
Avg 9321.1 10610. 139880. 18026. 
Stddev 70.1 67. 465. 507. 
%RSD .75160 .63022 .33275 2.8144 

#1 9370.6 10658. 140210. 18385. 
#2 9271.6 10563. 139550. 17668. 



Sample Name: CRI Acquired: 11/30/2007 14:35:07 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11.044 -8.3023 9.4152 -.15346 5.3544 -3.9370 
Stddev .349 2.6418 .1110 .24856 .1736 .5116 
%RSD 3.1629 31.820 1.1790 161.97 3.2428 12.995 

#1 10.797 -10.170 9.4937 -.32922 5.4772 -3.5753 
#2 11.292 -6.4343 9.3367 .02230 5.2316 -4.2988 

Check? Chk Pass None Chk Pass None Chk Pass None 
Value -

Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.8272 50.326 10.299 24.627 -1.5007 -13.229 
Stddev ,1155 .030 .018 .308 .5884 56.329 
%RSD 2.3932 .05936 .17095 1.2506 39.209 425.80 

#1 4.9089 50.347 10.287 24.845 -1.9168 -53.059 
#2 4.7455 50.304 10.312 24.410 -1.0846 26.601 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 

99i898S33 



Sample Name; CRI Acquired; 11/30/2007 14:35:07 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231,604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -20.318 16.166 10.467 41.137 12.856 58.801 
Stddev 12.055 .023 2.474 .051 .567 .034 
%RSD 59.332 .14056 23.639 .12363 4.4113 .05814 

#1 -28.842 16.182 8.7170 41.173 13.257 58.777 
#2 -11.794 16.150 12.216 41.101 12.455 58.825 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090(472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 33.102 27.457 50.974 57.476 
Stddev .475 .771 .284 .345 
%RSD 1.4341 2.8086 .55725 .59946 

#1 33.438 26.912 50.773 57.720 
#2 32.767 28.002 51.175 57.232 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

SSls0ilS3il 



Sample Name: CRI Acquired: 11/30/2007 14:35:07 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9561.8 10882. 143250. 18331. 
Stddev 21.1 50. 670. 1000. 
%RSD .22059 .45533 .46762 5.4532 

#1 9576.8 10917. 142780, 17624. 
#2 9546.9 10847. 143730, 19038. 



Sample Name: ICSA Acquired: 11/30/2007 14:37:48 Type: QC 
Method; TAL20071130A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .60530 260010. 1.4702 -1.4610 2.4714 241500. 
Stddev .17962 631. 1.2911 .0854 .0197 1812. 
%RSD 29.674 .24264 87.817 5.8462 .79521 .75017 

#1 .47829 260460. .55727 -1.5214 2.4575 240220. 
#2 .73230 259570. 2.3832 -1.4006 2.4853 242780. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228 .616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.7695 3.9929 43.721 23.017 95082. -111.01 
Stddev .0169 .0719 .217 .049 397. 19.41 
%RSD .44846 1.8015 .49707 .21094 .41771 17.488 

#1 3.7576 3.9420 43.567 22.982 95363. -97.282 
#2 3.7815 4.0438 43.874 23.051 94802. -124.74 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSA N Acquired: 11/30/2007 14:37:48 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 246980. 15.933 798.12 20.265 3.1468 -.10245 
Stddev 1257. .040 2.04 .035 .3888 .94817 
%RSD .50888 .24967 .25511 .17126 12.357 925.47 

#1 247870. 15.905 799.56 20.290 2.8718 .56801 
#2 246090. 15.961 796.68 20.240 3.4217 -.77291 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 Til 908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (IH2306) 
Units ug/L ug/L ug/L ug/L 
Avg -4.2644 -1.1828 -.06674 24.375 
Stddev .6019 .8532 .32447 .088 
%'RSD 14.116 72.132 486.19 .36231 

#1 -4.6900 -1.7861 -.29617 24.437 
#2 -3.8387 -.57951 .16270 24.313 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSA Acquired: 11/30/2007 14:37:48 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Qs/S Cts/S Cts/S 
Avg 7621.7 9646.9 127950. 17898. 
Stddev 27.8 30.4 143. 24. 
%RSD .36504 .31502 .11152 .13513 

#1 7602.0 9625.4 128050. 17881. 
#2 7641,4 9668.4 127850. 17915. 



Sample Name: ICSAB Acquired: 11/30/2007 14:40:34 Type: QC 
Method: TAL20071130A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 203.67 253080. 92.797 535.51 485.25 225860. 
Stddev 1.69 2234. .437 4.68 3.75 11975. 
%RSD .82906 .88276 .47041 .87423 .77252 5.3017 

#1 204.86 254660. 92.488 538.82 487.90 217390. 
#2 202.47 251500. 93.105 532.20 482.60 234330. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 931.79 479:06 497.66 507.65 92185. -123.32 
Stddev .91 .22 1.91 1.79 812. 2.74 
%RSD .09763 .04507 .38338 .35252 .88129 2.2230 

#1 932.44 479.21 499.01 508.91 92760. -125.26 
#2 931.15 478.90 496.31 506.38 91611. -121.38 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSAB Acquired: 11/30/2007 14:40:34 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206, ,833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 241230. 483.78 788.38 989.97 56.261 568.74 
Stddev 1782. 2.11 8.79 .77 1.442 .30 
%RSD .73878 .43608 1.1153 .07810 2.5622 .05292 

#1 242500. 485.28 794.60 990.52 55.242 568.53 
#2 239970. 482.29 782.17 989,43 57.281 568.95 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206,200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 50.048 92.315 464.66 981.34 
Stddev .224 1.059 .99 1.42 
%RSD .44756 1.1476 .21407 .14475 

#1 50.207 91.566 465.36 982.35 
#2 49.890 93.064 463.95 980.34 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

liiilflSIfl 



Sample Name: ICSAB Acquired: 11/30/2007 14:40:34 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution:! Operator: SRV 
Comment: 23 

Int. Std. In2306 Y 2243 Y_3600 Y 3710 
Line 230.606(446} 224.306(450} 360.073 { 94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7682.8 9698.0 128230. 18105. 
Stddev 2.5 4.8 528. 130. 
%RSD .03234 .04936 .41175 .71752 

#1 7681.0 9701.4 127860. 18013. 
#2 7684.5 9694.6 128600. 18197. 



Sample Name: CCV Acquired: 11/30/2007 14:43:15 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution:! Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 Asl890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455,403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 595.76 5035.6 242.97 5101.3 120.76 12126. 
Stddev 1.11 90.1 1.08 108.8 2.41 231. 
%RSD .18555 1.7894 .44364 2.1332 1.9960 1.9040 

#1 594.98 4971.9 243.74 5024.3 119.06 11962. 
#2 596.54 5099.3 242.21 5178.2 122.47 12289. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Valiie 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
I S R ef (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 121.53 1192.2 476.60 595.26 2414.1 12466. 
Stddev .29 5.5 .72 1.66 48.9 " 284. 
%RSD .23806 .46048 .15142 .27850 2.0264 2.2761 

#1 121.73 1196.1 476.09 594.09 2379.5 12265. 
#2 121.32 1188.4 477.11 596.43 2448.7 12666. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/30/2007 14:43:15 Type: QC 
Method: TAL20071130A Mode: CONC Corr, Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11585. 1183.4 12295. 1212.8 238.72 1211.7 
Stddev 200. 2.9 233. 5.0 1.06 3.9 
%RSD 1.7291 .24672 1.8951 .41249 .44526 .32400 

#1 11443. 1181.4 12130. 1216.3 239.47 1214.5 
#2 11726. 1185.5 12460. 1209.3 237.97 1208.9 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Sel960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 238.68 243.89 1162.7 1194.4 
Stddev 1.74 .77 2.5 6.9 
%RSD .72694 .31439 .21558 .57463 

#1 239.91 243,34 1160.9 1199.2 
#2 237.46 244.43 1164.4 1189.5 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/30/2007 14:43:15 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360 .073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8844.6 10432. 139870. 18940. 
Stddev 25.7 20. 892. 140. 
%RSD .29045 .19198 .63744 .74151 

#1 8826.4 T0418. 140510. 19039. 
#2 8862.7 10446. 139240. 18840. 



Sample Name: CCB Acquired: 11/30/2007 14:45:50 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396 i.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .91545 -9.6959 -.85555 .06400 .04505 -5.1032 
Stddev .00686 5.6439 .19151 .06991 .04028 .0973 
%RSD .74899 58.209 22.384 109.24 89.419 1.9064 

#1 .91060 -13.687 -.72013 .11344 .07353 -5.0344 
#2 .92030 -5.7051 -.99096 .01456 .01656 -5.1720 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940(130} 766.490(44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y 3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L Ug/L ug/L 
Avg .06231 -.28449 -.27223 -.69109 -1.2258 10.477 
Stddev .00787 .13768 .20316 .07090 .5526 25.552 
%RSD 12.623 48.395 74.631 10.258 45.083 243.89 

#1 .05675 -.38185 -.41588 -.74123 -.83506 28.545 
#2 .06787 -.18714 -.12857 -.64096 -1.6166 -7.5912 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

'ttlfiSiS45 



Sample Name: GCB Acquired: 11/30/2007 14:45:50 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -12.057 .04638 4.4517 -.31055 1.1386 2.5680 
Stddev .646 .01398 3.6658 .26828 .3976 .5116 
%RSD 5.3559 30.143 82.346 86.387 34.920 19.922 

#1 -11.600 .05627 7.0438 -.12085 .85744 2.9298 
#2 -12.513 .03650 1.8596 -.50026 1.4197 2.2063 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090. {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.8246 -.65155 .00033 -1.7806 
Stddev .5723 .17593 .42772 .0555 
%RSD 31.366 27.002 128080. 3.1170 

#1 2.2293 -.77595 .30278 -1.8198 
#2 1.4199 -.52715 -.30211 -1.7413 

Check? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

lififfllBJE 



Sample Name: CCB Acquired: 11/30/2007 14:45:50 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9144.4 10418. 144650. 20019. 
Stddev 29.5 25. 1614. 956. 
%RSD .32252 .23622 1.1161 4.7749 

#1 9165.2 10435. 145790. 19343. 
#2 9123.5 10400. 143500. 20695. 



Sample Name: 0008723-01 Acquired: 11/30/2007 14:48:36 Type: Unk 
Method: TAL20071130A Mode: GONC Corr. Factor: 1.000000 
User: admin Client sample I'D; MH24F6 Dilution: 1 Operator: SRV 
Comment: 177 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 (103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L Ug/L 
Avg 105.95 127690. 670.83 1826.8 2.6231 68034. 
Stddev 1.40 889. 2.10 15.8 .0492 188. 
%RSD 1.3177 .69608 .31269 .86745 1.8742 .27628 

#1 104.96 128320. 669.35 1838.0 2.6579 68167. 
#2 106.94 127070. 672.32 1815.6 2.5884 67901. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg: 96.549 98.582 175.67 1034.5 151590. 32350. 
Stddev .748 .973 2.60 12.3 388. 231. 
%RSD .77449 .98686 1.4816 1.1860 .25610 .71312 

#1 96.020 97.894 173.83 1025.9 151870. 32513. 
#2 97.077 99.270 177.51 1043.2 151320. 32187. 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008723-01 Acquired: 11/30/2007 14:48:36 Type: Unk 
Method: TAL20Q71130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6 Dilution: ! Operator: SRV 
Comment: 177 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 37364. 7989.7 1533.8 138.21 9858.9 388.41 
Stddev 162. 132.6 17.4 1i.50 92.7 3.84 
%RSD .43382 1.6600 1.1369 1.0867 .94033 .98904 

#1 37479. 7895.9 1546.2 137.15 9793.4 385.69 
#2 37250. 8083.5 1521.5 139.27 9924.5 391.12 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units Ug/L ug/L ug/L ug/L 
Avg 13.497 7.0603 280.22 26910. 
Stddev .610 1.2058 4.25 299. 
%RSD 4.5216 17.079 1.5149 1.1094 

#1 1:3.929 6.2077 277.22 26698. 
#2 13.066 7.91:29 283.22 27121. 

Check? None None None None 
Value 
Range 

nsmsis 



Sample Name: 0008723-01 Acquired: 11/30/2007 14:48:36 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6 Dilution:! Operator: SRV 
Comment: 177 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224 .306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7965.5 10582. 144490. 21604. 
Stddev 6.5 8. 636. 60. 
%RSD .08173 .07415 .44008 .27970 

#1 7970.1 10577. 144940. 21561. 
#2 7960.9 10588. 144040. 21647. 



Sample Name: 0008723-01D Acquired: 11 /30/2007 14:51:23 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6D Dilution:! Operator: SRV 
Comment: 178 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152(85} 189.042(478} 455.403 {74} 313.042 {108}: 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 108.37 138250. 679.08 1973.7 2.8719 73907. 
Stddev .04 8628. 2.06 115.0 .0661 4685. 
%RSD .03627 6.2405 .30402 5.8248 2.3024 6.3394 

#1 108.40 132150. 677.62 1892.4 2.8252 70594. 
#2 108.35 144350. 680.54 2055.0 2.9187 77221. 

.Check? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324, .754 {104} 259.940 {130} 766.490(44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 97404 99.842 181.79 1065.3 162070. 34827. 
Stddev 421 .344 .07 3.2 7100. 2049. 
%RSD .43227 .34415 .03914 .29851 4.3808 5.8822 

#1 97.107 99.599 181.74 1063.1 157050. 33378. 
#2 97.702 100.09 181.84 1067.6 167090. 36275. 

Check ? None None None None None None 
Value 
Range 
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Sample Name: 0008723-01D Acquired: 11/30/2007 14:51:23 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6D Dilution: 1 Operator: SRV 
Comment: 178 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 40518. 8324.4 1666.6 141.32 9993.0 391.47 
Stddev 2582. 14.7 92.8 .06 34.9 .25 
%RSD 6.3727 ,17657 5.5675 .04352 .34932 .06288 

#1 38692. 8334.8 1601.0 141.27 9968.3 391.64 
#2 42343. 8314.0 1732.3 141.36 10018. 391.30 

Check ? None None None None None None 
Value 
Range t 

Elem Se1960 Til 908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 14.463 7.8410 287.88 27567. 
Stddev 1.099 1.0074 .53 120. 
%RSD 7.5968 12.848 .18441 .43602 

#1 15.239 8.5533 287.50 27482. 
1 

#2 13.686 7.1287 288.25 27652. 

Check ? None None None None 
Value 
Range 

mmmmm 



Sample Name: 0008723-010 Acquired: 11/30/2007 14:51:23 Type: Link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6D Dilution: 1 Operator: SRV 
Comment: 178 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Lirie 230.606 {446} 224.306 {450} 360 .073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7911.9 10594. 142910. 20477. 
Stddev 2.9 3. 582. 815. 
%RSD .03622 .02849 .40714 3.9791 

#1 7909.9 10592. 142500. 21053. 
#2 7914.0 10596. 143320. 19901. 



Sample Name: 0008723-01S Acquired: 11/30/2007 14:54:12 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor:' 1.000000 
User: admin Client sample ID: MH24F6S Dilution: 1 Operator: SRV 
Comment: 179 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455 .403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (YJ3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 150.28 129900. 625.74 5459.2 85.374 65340. 
Stddev .58 1719. 1.49 63.0 1.230 866. 
%RSD .38340 1.3234 .23830 1.1538 1.4401 1.3247 

#1 149.87 128680. 624.68 5414.7 84.505 64728. 
#2 150.68 131110. 626.79 5503.8 86.244 65952. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (YJ3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 163.30 989.85 497.18 1437.3 154470. 32546. 
Stddev .54 4.54 4.75 9.2 1979. 291. 
%RSD .33190 .45905 .95508 .63719 1.2815 .89398 

#1 162.92 986.64 493.82 1430.8 153070. 32340. 
#2 163.69 993.06 500.54 1443.7 155870. 32752. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008723-01S Acquired: 11/30/2007 14:54:12 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6S Dilution: 1 Operator: SRV 
Comment: 179 

Elem Mg279Q Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220,353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 36667. 7611.7 1844.8 1030.9 8713.3 518.15 
Stddev 511. 57.9 28.0 3.1 23.1 1.52 
%RSD 1.3946 ,76037 1.5191 .30452 .26505 .29340 

#1 36305. 7570.8 1825.0 1028.7 8697.0 517.07 
#2 37028. 7652.7 1864.6 1033.1 8729.6 519.22 

Check ? None None None None None None 
Value 
Range 

Elem Se1:960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190. .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y 2243) (In2306) (Y 3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 102.33 87.168 1072.8 20985. 
Stddev .02 1.555 9.9 23. 
%RSD .01792 1.7835 .92436 .11125 

#1 102.34 86.069 1065.8 20969. 
#2 102.31 88.268 1079.8 21002. 

Check ? None None None None 
Value 
Range 



Sample Name: 0008723-01S Acquired: 11/30/2007 14:54:12 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6S Dilution: 1 Operator: SRV 
Comment: 179 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 2: 24.306 {450} 360 .073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8018.2 10564. 142350. 19882. 
Stddev 10.3 1. 359. 10. 
%RSD .12785 .01329 .25251 .04853 

#1 8011.0 10563. 142600. 19888. 
#2 8025.5 10565. 142090. 19875. 



Sample Name: 0008723-01L Acquired: 11/30/2007 14:56:55 Type: Link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F6L Dilution:! Operator: SRV 
Comment: 180 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189. 042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y 3600) (Y_3710) (Y_2243) (Y_3710) (YJ3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 25.920 33842. 148,04 496.22 1.1380 18593. 
Stddev .353 585. 3.05 14.71 .1224 275. 
%RSD 1.3628 1.7278 2.0590 2.9643 10.753 1.4781 

#1 26.170 34256. 150.19 506.62 1.2245 18787. 
#2 25.671 33429. 145.88 485.82 1.0515 18399. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 22.043 25.408 44.125 238.25 42033. 8577.1 
Stddev .422 .760 .637 .77 654. 126.8 
%RSD 1.9141 2.9893 1.4438 .32255 1.5553 1.4786 

#1 22.341 25.945 43.675 237.70 42495. 8666.8 
#2 21.744 24.871 44.576 238.79 41571. 8487.4 

Check ? None None None None None None 
Value 
Range 

iiflfiflfifi t»"7 



Sample Name: 0008723-01L Acquired: 11/30/2007 14:56:55 Type: Unk 
Method: TAL20071130A Mode: CONC Corn Factor: 1.000000 
User: admin Client sample ID: MH24F6L Dilution: 1 Operator: SRV 
Comment: 180 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (|n2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 10263. 2059.2 404.53 34.194 2116.1 88.431 
Stddev 167. 1.2 3.73 1.082 29.5 .282 
%RSD 1.6280 .05718 .92109 3.1637 1.3944 .31926 

#1 10381. 2060.1 407.16 34.959 2136.9 88.630 
#2 10145. 2058.4 401.89 33.429 2095.2 88.231 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 3.9332 1.9301 70.637 5936.1 
Stddev .7493 2.0278 .691 80.9 
%RSD 19.050 105.06 .97765 1.3623 

#1 3.4034 .49622 70.149 5993.3 
#2 4.4630 3.3639 71.126 5878.9 

Check? None None None None 
Value 
Range 



Sample Name: 0008723-01L Acquired: 11/30/2007 14:56:55 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admjn Client sample ID: MH24F6L Dilution: 1 Operator: SRV 
Comment: 180 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360 .073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Ayg 8803.9 10685. 138450. 18086. 
Stddev 80.3 113. 229. 203. 
%RSD .91236 1.0530 .16566 1.1229 

#1 8747.1 10605. 138290. 17943. 
#2 8860.7 10765. 138610. 18230. 
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Sample Name: 0008723-02 Acquired: 11/30/2007 14:59:37 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F7 Dilution: 1 Operator: SRV 
Comment: 181 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189, 042 {478} 455.403 {74} 313.042 {108} 3" 17.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .05078 165850. 54.323 1940.6 2.3376 36264. 
Stddev .03052 837. .648 4.6 .0064 171. 
%RSD 60.100 .50473 1.1926 .23749 .27399 .47219 

#1 .02920 165260. 53.865 1937.3 2.3331 36142. 
#2 .07236 166440. 54.781 1943.8 2.3421 36385. 

Check? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267. 716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y 2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.4849 117.76 199.73 196.69 185250. 29911. 
Stddev .0158 1.23 3.67 2.71 2548. 126. 
%RSD .28761 1.0486 1.8374 1.3770 1.3756 .42126 

#1 5.4961 116.89 197.14 194.78 183450. 29822. 
#2 5>4738 118.63 202.33 198.61 187060. 30000. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008723-02 Acquired: 11/30/2007 14:59:37 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F7 Dilution: 1 Operator: SRV 
Comment: 181 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589:592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ret (Y_3710) (YJ3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 30559. 5984.8 1197.1 143.33 154.51 1.9637 
Stddev 230. 80.3 3.3 2.38 3.18 1.0894 
%RSD .75331 1.3422 .27230 1.6612 2.0570 55.475 

#1 30396. 5928.0 1194.8 141.65 152.26 1.1934 
#2 30722. 6041.6 1199.4 145.02 156.75 2.7340 

Check? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (iln2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 2.1548 -6.1159 448.44 740.39 
Stddev .4916 .2620 5.62 12.22 
%RSD 22.815 4.2838 1.2539 1.6501 

#1 1.8072 -6.3012 444.46 731.76 
#2 2.5025 -5.9307 452.41 749.03 • 

Check ? None None None None 
Value 
Range 



Sample Name: 0008723-02 Acquired: 11/30/2007 14:59:37 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F7 Dilution: 1 Operator: SRV 
Comment: 181 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8007.6 10731. 144670. 20390. 
Stddev 30.8 12. 575. 72. 
%RSD .38486 .10741 .39736 .35290 

#1 8029.4 10723. 145070. 20441. 
#2 7985.8 10739. 144260. 20339. 



Sample Name: 0008723-03 Acquired: 11/30/2007 15:02:29 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F8 Dilution: 1 Operator: SRV 
Comment: 182 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 3 17.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .45689 177540. 48.914 1771.9 2.4642 44093. 
Stddev .06339 98. .308 2.6 .0354 92. 
%RSD 13.874 .05512 .62991 .14506 1.4381 .20861 

#1 .50171 177470. 49.132 1773.7 2.4892 44028. 
#2 .41207 177610. 48.697 1770.1 2.4391 44158. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.2237 111.37 203.51 191.34 177680. 34147. 
Stddev .1349 .17 1.48 .91 2578. 3. 
%RSD 2.5831 .15648 .72535 .47646 1.4509 .00838 

#1 5.3191 111.24 202.46 191.98 179500. 34149. 
#2 5.1283 111.49 204.55 190.69 175860. 34145. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008723-03 Acquired: 11/30/2007 15:02:29 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24F8 Dilution: 1 Operator: SRV 
Comment: 182 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279,079 {121} 257.610(131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 34002. 5030.0 1673.5 159.93 190.05 3.5687 
Stddev 86. 29.6 9.1 .25 2.69 .6200 
%RSD .25171 .58940 .54204 .15606 1.4130 17.373 

#1 33941. 5009.0 1679.9 160.10 191.94 3.1303 
#2 34062. 5050,9 1667.1 159.75 188.15 4.0071 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090(472} 190.856 {477} 292.402 {115} 206 .200 {464} 
I S R ef (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L -

Avg -1.1708 -7.0618 428.59 655.28 
Stddev 1.3374 .8934 .27 1.02 
%RSD 114.24 12.651 .06225 .15546 

#1 -2.1165 -6.4301 428.40 656.00 
#2 -.22506 -7.6935 428.77 654.56 

Check ? None None None None 
Value 
Range 
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Sample Name: 0008723-03 Acquired: 11/30/2007 15:02:29 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: MH24F8 Dilution:! Operator: SRV 
Comment: 182 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7947.8 10830. 145820. 20581. 
Stddev 42.0 54. 183. 150. 
%RSD .52903 .50186 .12578 .72666 

#1 7918.0 10791. 145950. 20476. 
#2 7977.5 10868. 145690. 20687. 
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Sample Name: 0008723-10 Acquired: 11/30/2007 15:05:22 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G5 Dilution: 1 Operator: SRV 
Comment: >FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units Ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 2.0251 149450. 62.009 1806.2 -.05040 43837. 
Stddev .2134 963. .123 4.7 .03936 232. 
%RSD 10.537 .64464 .19867 .25778 78.098 .52921 

#1 2.1760 148760. 62.096 1802.9 -.02257 43673. 
#2 1.8742 150130. 61.921 1809.5 -.07824 44001. 

Check? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324. .754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 7.6787 117.63 221.16 219.11 219220. 36160. 
Stddev .0156 1.18 1.29 .67 1001. 86. 
%RSD .20311 1.0028 .58395 .30800 .45646 .23749 

#1 7.6897 116.80 220.25 21863 219930. 36100. 
#2 7.6676 118.47 222.08 219.58 218510. 36221. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008723-10 Acquired: 11/30/2007 15:05:22 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G5 Dilution: 1 Operator: SRV 
Comment: >FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y 2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 32717. 5417.0 1707.5 134.32 439.88 6,5783 
Stddev 227. 39.2 2.0 .95 2.09 .6585 
%RSD .69349 .72378 .11743 .71082 .47489 10.010 

#1 32556. 5389.2 1708.9 133.64 438.40 7.0439 
#2 32877. 5444.7 1706.0 134.99 441.36 6.1126 

Check ? None None None None None None 
Value 
Range 

Elem. Se1960 TI1908 VJ2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.2714 -7.6935 632.97 1017.1 
Stddev 1.4426 .2320 5.00 9.8 
%RSD 113.46 3.0150 .79031 .96506 

#1 .25134 -7.5295 629.43 1010.2 
#2 2.2915 -7.8575 636.50 1024.0 

Check ? None None None None 
Value 
Range 

saiisiSE? 



Sample Name: 0008723-10 Acquired: 11 /30/2007 15:05:22 Type' Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G5 Dilution: 1 Operator: SRV 
Comment: >FE 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224 .306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8024.6 10807. 145250. 20645. 
Stddev 26.2 32. 13. 208. 
%RSD .32661 .29761 .00862 1.0058 

#1 8043.1 10830. 145240. 20498. 
#2 •8006.0 10784. 145260. 20791. 

fssissess 



Sample Name: 0008723-11 Acquired: 11/30/2007 15:08:15 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G6 Dilution: 1 Operator: SRV 
Comment: 184 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152(85} 189.042(478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.3843 187500. 54.205 3018.7 1.6543 54341. 
Stddev .2559 974. .606 1.6 .0487 410. 
%RSD 18.482 .51956 1.1171 .05135 2.9424 .75446 

#1 1.2034 186810. 54.633 3019.7 1.6198 54051. 
#2 1.5652 188190. 53.777 3017.6 1.6887 54631. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490(44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.8080 128.11 304.06 183.27 201680. 45424. 
Stddev .1520 .66 2.19 1.24 951. 54. 
%RSD 2.6178 .51421 .72070 .67420 .47140 .11864 

#1 5.9155 127.64 302.51 182.40 201010. 45386. 
#2 5.7005 128.57 305.61 184.14 202350. 45463. 

Check? None None None None None None 
Value 
Range 



Sample Name: 0008723-11 Acquired: 11/30/2007 15:08:15 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G6 Dilution: 1 Operator; SRV 
Comment: 184 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L Ug/L ug/L ug/L 
Avg 48195. 5430.5 3485.0 257.03 213.01 4.2068 
Stddev 406. 62.4 9.1 1.61 1.74 .8015 
%RSD .84268 1.1488 .25987 .62763 .81522 19.052 

#1 47907. 5386.3 3478.6 255.89 211.78 3.6401 
#2 48482. 5474.6 3491.4 258.17 214.23 4.7736 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -1.2266 -10.097 479.81 765.31 
Stddev .0086 .176 2.39 3.88 
%RSD .70446 1.7382 .49877 .50703 

#1 -1.2327 -9.9733 478.11 762.57 
#2 -1.2205 -10.222 481.50 768.05 

Check ? None None None None 
Value 
Range 

7*11 



Sample Name: 0008723-11 Acquired: 11/30/2007 15:08:15 Type: Unk 
Method: TAL20071130A Mode: CONC Corn Factor: 1.000000 
User: admin Client sample ID: MH24G6 Dilution: 1 Operator: SRV 
Comment: 184 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7898.5 10806. 144280. 20118. 
Stddev 9.7 16. 338. 180. 
%RSD .12244 .14381 .23433 .89708 

#1 7905.3 10817. 144510. 19990. 
#2 7891.6 10795. 144040. 20245. 



Sample Name: 0008723-12 Acquired: 11/30/2007 15:11:10 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G7 Dilution: 1 Operator: SRV 
Comment: 185 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313 .042 {108} 317 .933 {106} 
IS Ref (Y 3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .88131 145050. 47.212 1679.5 .59759 44439. 
Stddev .03681 2905. .573 30.1 .04584 957. 
%RSD 4.1769 2.0031 1.2139 1.7941 7.6700 2.1540 

#1 .90734 143000. 47.617 1658.2 .56518 43762. 
#2 .85528 147100. 46.807 1700.9 .63000 45116. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 KJ7664 
Line 228.802 {447} 228.616 {447} 267. 716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.3964 104.21 186.17 170.00 187170. 34019. 
Stddev .0903 .23 2.72 1.27 3649. 396. 
%RSD 1.6726 .22227 1.4615 .74755 1.9493 1.1653 

#1 5.3326 104.05 184.25 169.10 184590. 33739. 
#2 5.4602 104.37 188.09 170.90 189750. 34299. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008723-12 Acquired: 11/30/2007 15:11:10 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admjn Client sample ID: MH24G7 Dilution: 1 Operator: SRV 
Comment: 185 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121},257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y 3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 33884. 4534.6 1468.4 134.06 224.53 5.0986 
Stddev 898. 68.5 38.5 .11 .48 1.4097 
%RSD 2.6490 1.5106 2.6187 .08373 .21409 27.649 

#1 33249. 4486.2 1441.3 133.98 224.87 4.1018 
#2 34518. 4583.0 1495.6 134.14 224.19 6.0954 

Check? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
ISRef (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.7058 -8.0505 498.02 712.04 
Stddev .3084 .8494 5.66 1.31 
%RSD 18.081 10.551 1.1367 .18405 

#1 1.9239 -7.4499 494.01 711.11 
#2 1.4877 -8.6512 502.02 712.96 

Check ? None None None None 
Value 
Range 1 



Sample Name: 0008723-12 Acquired: 11/30/2007 15:11:10 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G7 Dilution: 1 Operator: SRV 
Comment: 185 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230,606 {446} 224.306(450} 360. 073( 94} 371.030 (91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8020.0 10800. 144950. 20591. 
Stddev 5.7 27. 958. 85. 
%'RSD .07062 .25132 .66067 .41104 

#1 8024.0 10820. 145630. 20651. 
#2 8016.0 10781. 144270. 20531. 



Sample Name: BLANK Acquired: 11/30/2007 15:14:02 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .81916 732.97 .38528 9.5246 .03734 252.74 
Stddev .36392 422.73 .32029 4.3648 .02951 117.87 
%RSD 44.425 57.673 83.132 45.827 79.020 46.637 

#1 1.0765 1031.9 .61176 12.611 .05821 336.09 
#2 .56184 434.06 .15880 6.4382 .01648 169.39 

Check ? None None None None None None 
Value 
Range 

/ 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (ln2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.12075 .62820 1.1438 .95306 1046.8 231.23 
Stddev .11852 .11503 .3080 .12761 561.0 51.49 
%RSD 98.155 18.310 26.932 13.389 53.594 22.270 

#1 -.03694 .70953 .92594 .86283 1443.4 267.64 
#2 -.20455 .54686 1.3616 1.0433 650.07 194.82 

Check ? None None None None None None 
Value 
Range 

mmmmmsjs 



Sample Name: BLANK Acquired: 11/30/2007 15:14:02 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y 3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 183.92 36.671 23.307 .86427 2.5355 -1.3157 
Stddev 92.39 5.492 1.252 .09305 .2495 .5605 
%RSD 50.236 14.977 5.3736 10.766 9.8381 42.600 

#1 249.25 32.787 22.421 .79848 2.7119 -1.7120 
#2 118.58 40.554 24.192 .93007 2.3591 -.91939 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
ISRef (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .15049 .53376 3.6765 4.4529 
Stddev .45881 .89947 .6531 .6639 
%RSD 304.88 168.52 17.764 14.908 

#1 .47492 1.1698 3.2147 4.9223 
#2 -.17394 -.10227 4.1383 3.9835 

Check ? None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/30/2007 15:14:02 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224. 306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9367.9 10698. 140760. 18079. 
Stddev 11.1 25. 224. 644. 
%RSD .11843 .23439 .15913 3.5625 

#1 9360.1 10680. 140600. 17624. 
#2 9375.7 10716. 140920. 18534. 



Sample Name: CCV Acquired: 11/30/2007 15:16:45 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y 3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 587.86 5366.2 242.63 5335.9 125.10 12688. 
Stddev 8.82 175.1 1.42 120.5 2.81 292. 
%RSD 1.5010 3.2624 .58701 2.2583 2.2490 2.3031 

#1 581.62 5490.0 243.63 5421.1 127.09 12894. 
#2 594.10 5242.4 241.62 5250.7 123.11 12481. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 •Fe2599 K 7664 
Line 228.802 {447} 228.616(447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 121.13 1190.1 468.88 596.95 2641.9 12909. 
Stddev .17 3.4 6.73 8.71 109.9 316. 
%RSD .14287 .28565 1,4363 1.4599 4.1607 2.4495 

#1 121.25 1192.5 464.12 590.78 2719.6 13133. 
#2 121.01 1187.7 473.64 603.11 2564.2 12686. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/30/2007 15:16:45 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 12231. 1178.2 13004. 1212.6 237.18 1195.6 
Stddev 302. 14.5 295. 4.0 .81 2.1 
%RSD 2.4687 1.2348 2.2695 .32907 .33989 .17289 

#1 12445. 1167.9 13213. 1215.4 237.75 1197.1 
#2 12018. 1188.5 12795. 1209.8 236.61 1194.2 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 237.92 244.39 1158.1 1194.5 
Stddev .91 1.07 15.4 7,0 
%RSD .38071 .43926 1.3329 .58993 

#1 237.28 245.15 1147.2 1199.5 
#2 238.56 243.63 1169.0 1189.5 

Check? , Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/30/2007 15:16:45 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std, In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8954.9 10579. 142350. 18606. 
Stddev 18.2 4. 1627. 434. 
%RSD .20340 .04242 1.1427 2.3304 

#1 8942.0 10582. 143500. 18299. 
#2 8967.8 10575. 141200. 18912. 



Sample Name: CCB Acquired: 11/30/2007 15:19:20 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.0490 -9.6890 -.47069 .18646 .01680 -4.4524 
Stddev .1841 2.6798 .38820 .27493 .01432 .2940 
%RSD 17.551 27.658 82.474 147.44 85.192 6.6041 

#1 1.1792 -7.7941 -.19620 .38087 .02693 -4.6604 
#2 .91881 -11.584 -.74519 -.00794 .00668 -4.2445 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802(447} 228.616 {447} 267.716(126} 324.754 {104} 259 .940(130} 766.490 (44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .03877 -.19134 -.24372 -.96199 -1.0696 21.040 
Stddev .06650 .00999 .19747 .08568 .5857 14.589 
%RSD 171.56 5.2217 81.026 8.9062 54.761 69.336 

#1 .08579 -.18427 -.10408 -.90141 -.65543 31.356 
#2 -.00826 -.19840 -.38335 -1.0226 -1.4838 10.725 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

'JMBAflAflSSi 



Sample Name: CCB Acquired: 11/30/2007 15:19:20 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589,592 { 57} 231 .604 {445} 220.353 {453} 206 .833 {463} 
IS Ret (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -3.0262 .04875 2.9679 -.39301 .47056 1.3721 
Stddev 1.4900 .01405 5.9324 .03193 .18155 .5630 
%RSD 49.236 28.824 199.89 8.1249 38.581 41.029 

#1 -1.9726 .03882 7.1627 -.37043 .34219 1.7702 
#2 -4.0798 .05869 -1.2270 -.41559 .59894 .97404 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.8045 -.58027 ^.11058 -1.8173 
Stddev .1141 .21793 ,09474 .0913 
%RSD 6.3217 37.557 85.672 5.0255 

#1 1.7239 -.73437 -.04359 -1.7527 
#2 1.8852 -.42617 -.17757 -1.8819 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

filSSflSES2 



Sample Name: CCB Acquired: 11/30/2007 15:19:20 Type:QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std, In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9234.4 10508. 145000. 19677. 
Stddev 13.3 13. 1055. 24. 
%RSD .14390 .12370 .72746 .12130 

#1 9243.8 10517. 145740. 19660. 
#2 9225.0 10499. 144250. 19694. 



Sample Name: 0008723-13 Acquired: 11/30/2007 15:22:06 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User admin Client sample ID: MH24G8 Dilution: 1 Operator: SRV 
Comment: 186 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 203.08 84287. 1007.3 1939.5 1.1992 225190. 
Stddev 1.68 2124. 7.7 46.9 .0553 7454. 
%RSD .82487 2.5194 .76719 2.4206 4.6096 3.3100 

#1 201.90 82785. 1001.8 1906.3 1.1601 219920. 
#2 204.27 85788. 1012.7 1972.7 1.2383 230460. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 587.65 80.169 191.28 1563.1 208510. 16570. 
Stddev 4.38 .636 2.36 14.1 4092. 387. 
%RSD .74458 .79396 1.2322 .90281 1.9626 2.3326 

#1 584.55 79.718 189.61 1553.1 205620. 16297. 
#2 590.74 80.619 192.95 1573.1 211410. 16843. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008723-13 Acquired: 11/30/2007 15:22:06 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G8 Dilution: 1 Operator: SRV 
Comment: 186 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.: 353 {453} 206. 833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y 2243) 
Unite ug/L ug/L ug/L ug/L ug/L ^ug/L 
Avg 94430. 9657.4 3109.1 150.46 21527. 574.94 
Stddev 2321. 80.3 72.3 1.29 190. 2.09 
%RSD 2.4578 .83175 2.3268 .86025 .88297 .36288 

#1 92789. 9600.6 3057.9 149.54 21392. 573.47 
#2 96071. 9714.2 3160.2 151.37 21661. 576.42 

Check ? None None None None None None 
Value 
Range r' 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 45.276 24.308 241.83 81904. 
Stddev 1.814 1.839 2.22 1200. 
%RSD 4.0075 7.5656 .91694 1.4655 

#1 43.993 23.008 240.26 81055. 
#2 46.559 25.609 243.39 82753. 

Check ? None None None None 
Value 
Range 



Sample Name: 0008723-13 Acquired: 11/30/2007 15:22:06 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G8 Dilution: 1 Operator: SRV 
Comment: 186 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7687.6 10143. 137550. 20014. 
Stddev 18.2 18. 128. 250. 
%RSD .23653 .18161 .09336 1.2490 

#1 7700.5 10156. 137640. 20191. 
#2 7674.8 10130. 137460. 19837. 

mmmmmsm 



Sample Name: 0008723-14 Acquired: 11/30/2007 15:25:08 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G9 Dilution: 1 Operator: SRV 
Comment: 187 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455 .403 {74} 313.042 {108} 31 17.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 2.9203 204250. 65.914 3576.8 1.3840 57261. 
Stddev .1036 128. 1.665 .5 .0374 1825. 
%RSD 3.5468 .06263 2.5259 .01487 2.6990 3.1862 

#1 2.8471 204160. 64.737 3576.5 1.3576 55971. 
#2 2.9936 204340. 67.091 3577.2 1.4104 58551. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (ln2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 7.7551 132.11 368.55 226.50 195180. 40866. 
Stddev .7400 .64 3.49 1.01 29. 13. 
%RSD 9.5418 .48537 .94584 .44374 .01461 .03152 

#1 8.2783 131.65 366.08 227.21 195200. 40875. 
#2 7.2318 132.56 371.01 225.79 195160. 40856. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008723-14 Acquired: 11/30/2007 15:25:08 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G9 Dilution: 1 Operator: SRV 
Comment: 187 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079(121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 45428. 3751.9 1688.6 327.11 435.32 10.434 
Stddev 676. 4.4 16.5 .59 23.90 1.063 
%RSD 1.4887 .11735 .97585 .18007 5.4901 10.193 

#1 44950. 3748.8 1676.9 326.70 452.22 11.186 
#2 45906. 3755.1 1700.2 327.53 418.42 9.6821 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.90213 -13.744 418.23 1227.6 
Stddev 2.0829 .771 3.59 133.5 
%RSD 230.88 5.6082 .85791 10.878 

#1 -2.3749 -14.289 415.69 1322.1 
#2 .57067 -13.199 420.76 1133.2 

Check ? None None None None 
Value 
Range 

mmmEBB 



Sample Name: 0008723-14 Acquired: 11/30/2007 15:25:08 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G9 Dilution: 1 Operator: SRV 
Comment: 187 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360. .073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7912,6 10687. 142630. 20128. 
Stddev 4.1 5. 464. 285. 
%RSD .05216 .04654 .32526 1.4169 

#1 7909.7 10683. 142960. 19927. 
#2 7915.6 10690. 142300. 20330. 



Sample Name: 0008723-15 Acquired: 11/30/2007 15:28:01 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H0 Dilution: 1 Operator: SRV 
Comment: 188 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189,042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg ,96473 163510. 55.564 2000.2 1.0270 43623. 
Stddev .07601 4947. .686 69.7 .0179 1423. 
%RSD 7.8787 3.0254 1.2352 3.4832 1.7441 3.2622 

#1 1.0185 160010. 55.078 1950.9 1.0144 42617. 
#2 .91099 167000. 56.049 2049.5 1.0397 44630. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126}: 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6.2725 117.57 225.49 186.42 219850. 33567. 
Stddev .0419 ,43 .80 1.34 6276. 875. 
%RSD .66760 .36400 .35505 .72043 2.8545 2.6055 

#1 6.3021 117.26 224.92 185.47 215410. 32949. 
#2 6.2429 117.87 226.06 187.37 224280. 34186. 

Check ? None None None None None None 
Value 
Range 

SMsasa&ga 



Sample Name: 0008723-15 Acquired: 11/30/2007 15:28:01 Type: Link 
Method: TAL20071130A Mbde: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H0 Dilution: 1 Operator: SRV 
Comment: 188 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079(121} 257.610(131} 589,592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) . (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 35752. 5574.4 1801.6 138.27 289.56 4.0841 
Stddev 1138. 69.7 49.0 .36 ,11 .3233 
%RSD 3.1832 1.2497 2.7210 .26325 .03772 7.9167 

#1 34947. 5525.1 1766.9 138.01 289.64 3.8555 
#2 36556. 5623.6 1836.3 

\ 
138.52 289.49 4.3127 

Check? None None None None None None 
Value 
Range 

Elem Sel960 TI1908 VJ2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.2225 -6.3911 588.56 800.55 
Stddev 2.1077 2.0121 3.97 4.73 
%RSD 172.41 31.483 .67482 ,59102 

#1 -.26791 -7.8138 585.76 803.89 
#2 2.7129 -4.9683 591.37 797.20 

Check? None None None None 
Value 
Range 

fliasiHsai 



Sample Name: 0008723-15 Acquired: 11/30/2007 15:28:01 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor; 1.000000 
User: admin Client sample ID: MH24H0 Dilution: 1 Operator; SRV 
Comment: 188 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7992.9 10865. 144970. 20344. 
Stddev 3.5 3. 312. 64. 
%RSD .04352 .02695 .21546 .31603 

#1 7990.5 10867. 145200. 20389. 
#2 7995.4 10863. 144750. 20299. 

I 



Sample Name: 0008723-16 Acquired: 11/30/2007 15:30:54 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H1 Dilution: 1 Operator: SRV 
Comment: 189 

Eiem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 {85} 189.042 {478} 455.403 ( 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y 3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 2.2715 199680. 70.810 4024.5 .74938 55661. 
Stddev .1617 7634. 1.152 135.8 .01865 2045. 
%RSD 7.1173 3.8232 1.6261 3.3752 2.4883 3.6737 

#1 2.3858 194280. 69.996 3928.4 .76257 54215. 
#2 2.1571 205080. 71.625 4120.5 .73620 57107. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 7.8189 160.86 404.68 231.57 189820. 45449. 
Stddev .0735 .32 1.41 .41 5302. 1513. 
%RSD .94003 .20193 .34747 .17824 2.7930 3.3279 

#1 7.7670 160.63 403.69 231.86 186070. 44379. 
#2 7.8709 161.09 405.68 231.28 193560. 46518. 

Check ? None None None None None None 
Value 
Range 

asasassai 



Sample Name: 0008723-16 Acquired: 11/30/2007 15:30:54 Type: Unk 
Method: TAL20071130A Mode: CONIC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H1 Dilution: 1 Operator: SRV 
Comment: 189 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589,592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 44215. 6741.2 3681.9 378.92 441.84 7.7616 
Stddev 1598. 32.1 113.0 1.03 1.19 1.6645 
%RSD 3.6145 .47655 3.0694 .27164 .26958 21.445 

#1 43085. 6764.0 3601.9 378.19 442.68 8.9385 
#2 45345. 6718.5 3761.8 379.65 440.99 6.5846 

Check? None None None None None None 
Value 
Range 

Elem Sel960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y 2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.45627 -13.919 468.73 958.57 
Stddev 1.2243 1.955 1.33 .19 
%RSD 268.33 14.047 .28444 .01965 

#1 -1.3220 -12.536 467.78 958.44 
#2 .40945 -15.302 469.67 95870 

Check ? None None None None 
Value 
Range 



Sample Name: 0008723-16 Acquired: 11/30/2007 15:30:54 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: t.000000 
User: admin Client sample ID: MH24H1 Dilution; 1 Operator: SRV 
Comment: 189 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7868.4 10804. 143340. 20609. 
Stddev 1.2 21. 218. 274. 
%RSD .01505 .19861 .15186 1.3305 

#1 7869.3 10819. 143190. 20803. 
#2 7867.6 10789. 143490. 20415. 

H ffl'fflSS'SSais. 



Sample Name: 0008723-17 Acquired: 11/30/2007 15:33:47 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H2 Dilution: 1 Operator: SRV 
Comment: 190 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152(85} 189. .042(478} 455.403 {74} 313. 042 {108} 317.933 {106} 
IS Ref (YJ3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L Ug/L ug/L ug/L ug/L 
Avg 2.1369 134820. 55.220 1778.6 -.25674 41201. 
Stddev .0678 4967. .953 66.2 .06646 1549. 
%RSD 3.1722 3.6840 1.7255 3.7200 25.886 3.7606 

#1 2.0890 138330. 54.546 1825.3 -.30373 42296. 
#2 2.1848 131300. 55.894 1731.8 -.20974 40105. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802(447} 228.616 {447} 267, .716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y 3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6.5117 100.66 176.89 193.98 193550. 34542. 
Stddev .0420 .86 1.53 2.69 7391. 1435. 
%RSD .64440 .85848 .86539 1.3859 3.8186 4,1545 

#1 6.5414 100.05 175.80 192.08 198780. 35557. 
#2 6.4820 101.27 177.97 195.88 188330. 33527. 

Check ? None None None None None None 
Value 
Range 1 



Sample Name: 0008723-17 Acquired: 11/30/2007 15:33:47 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H2 Dilution; 1 Operator: SRV 
Comment: 190 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 33662. 4478.5 1801.7 121.50 412.90 9.5673 
Stddev 1219. 55.2 76.4 .30 3.05 .6133 
%RSD 3.6225 1.2326 4.2403 .24749 .73928 6.4102 

#1 34525. 4439.5 1855.8 121.29 410.74 9.1336 
#2 32800. 4517.5 1747.7 121.72 415.06 10.001 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 2.6200 -8.8953 481.83 877.70 
Stddev .9295 1.9752 7.39 4.77 
%RSD 35.475 22.205 1.5343 .54371 

#1 3.2772 -7.4986 476.61 874.32 
#2 1.9628 -10.292 487.06 881.07 

Check ? None None None None 
Value 
Range 



Sample Name: 0008723-17 Acquired: 11/30/2007 15:33:47 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H2 Dilution: 1 Operator: SRV 
Comment: 190 

Int. Std. In2306 Y 2243 Y 3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8131.6 10875. 149050. 20441. 
Stddev 31.3 50. 1222. 916. 
%RSD .38507 .45873 .81980 4.4828 

#1 8153.8 10910. 149920. 19793. 
#2 8109.5 10840. 148190. 21089. 

US SB SB 



Sample Name: BLANK Acquired: 11/30/2007 15:36:38 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .58352 4110.4 -.17339 50.177 .04059 1177.9 
Stddev .09361 1339.5 .25651 15.628 .03997 376.4 
%RSD 16.042 32.587 147.94 31.147 98.494 31.954 

#1 .64971 3163.3 -.35477 39.126 .01232 911.74 
#2 .51733 5057.5 .00800 61.228 .06885 1444.0 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766 i.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .15838 -.26271 2.1245 1.9943 6028.1 810.90 
Stddev .03959 .14561 1.2288 1.1640 1969.6 220.33 
%RSD 24.996 55.426 57.843 58.368 32.675 27.172 

#1 .13039 -.15975 2.9934 2.8173 4635.3 655.10 
#2 .18638 -.36567 1.2555 1.1712 7420.8 966.69 

Check ? None None None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/30/2007 15:36:38 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elenri Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {1:21} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 958.13 58.810 55.813 -.25977 .65017 1.5710 
Stddev 317.75 26.040 18.035 .07704 .70646 .6032 
%RSD 33.164 44.279 32.313 29.658 108.66 38.396 

#1 733.45 77.223 43.060 -.20529 1.1497 1.1445 
#2 1182,8 40.397 68.565 -.31425 .15063 1.9976 

Check ? None None None None None None 
Vaiue 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 2.2518 -1.9177 5.6267 1.0461 
Stddev .1298 .7308 2.5764 .7896 
%RSD 5.7643 38.108 45.788 75.485 

#1 2.3436 -1.4010 7.4485 1.6044 
#2 2.1600 -2.4345 3.8050 .48772 

Check ? None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/30/2007 15:36:38 Type: Unk 
Method: TAL20071130A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606(446} 224.306(450} 360.073 {94} 371.030 (91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9024.2 10325. 140930. 19635. 
Stddev 22.5 32. 959. 429. 
%RSD .24964 .31375 .68019 2.1870 

#1 9008.3 10302. 141600. 19938. 
#2 9040.2 10348. 140250. 19331. 



Sample Name: ZCRI Acquired: 11/30/2007 15:39:20 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11.514 43.585 9.5579 .72429 5.3614 14.017 
Stddev .211 2.627 .4565 .12288 .0946 .869 
%RSD 1.8343 6.0284 4.7758 16.966 1.7642 6.1965 

#1 11.663 45.442 9.2352 .63740 5.2945 13.403 
#2 11.365 41.727 9.8807 .81118 5.4283 14.631 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.6 16 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y 3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.0048 52.164 10.896 26.187 78.391 13.922 
Stddev .0147 .434 .045 .078 7.034 35.111 
%RSD .29461 .83146 .41384 .29768 8.9733 252.20 

#1 4.9944 52.471 10.928 26.243 83.365 38.750 
#2 5.0153 51.857 10.864 26.132 73.417 -10.905 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 



Sample Name: ZCRI Acquired: 11/30/2007 15:39:20 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257,610 {131} 589.592 {57} 231,604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 2.5122 F 19.803 10.659 42.808 13.661 59.894 
Stddev 2.9201 .374 1.438 .220 .275 .052 
%RSD 116.24 1.8898 13.487 .51297 2.0133 .08637 

#1 .44738 19.539 11.676 42.964 13.466 59.930 
#2 4.5770 20.068 9.6426 42.653 13.855 59,857 

Check ? None Chk Fail None Chk Pass Chk Pass Chk Pass 
Value 15.000 
Range 30.000% 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 33.489 27.622 53.099 60.443 
Stddev .409 1.180 .416 .995 
%RSD 1.2215 4.2721 .78404 1.6455 

#1 33.778 28.456 53.394 61.146 
#2 33.200 26.787 52.805 59.740 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: ZCRI Acquired: 11/30/2007 15:39:20 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9349.6 10655. 140640. 18710. 
Stddev 44.1 22. 196. 333. 
%RSD .47172 .20774 .13915 1.7793 

#1 9318.4 10640. 140510. 18945. 
#2 9380.8 10671. 140780. 18474. 



Sample Name: CRI Acquired: 11/30/2007 15:42:00 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396,152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11.111 5.2258 10.456 -.14870 5.6794 .34178 
Stddev .116 6.1976 .561 .12138 .4473 .72705 
%RSD 1.0466 118.60 5.3701 81.627 7.8757 212.72 

#1 11.1:93 9,6081 10.059 -.06287 5.9957 .85588 
#2 11.029 ,84343 10.853 -.23453 5.3631 -.17232 

Check? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802(447} 228.616 {447} 267. .716 {126} 324.754(104} 259. .940 {130} 766.490 { 44} 
IS Ref (Y 2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.7831 50.380 9.7619 25.199 21.131 -2.6232 
Stddev .0330 .243 .2093 .320 4.748 22.880 
%RSD .69039 ,48180 2.1438 1.2690 22.470 872.20 

#1 4.8065 50.551 9.9099 24.973 24.489 -18.802 
#2 4.7598 50.208 9.6139 25.425 17.774 13.555 

Check? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 

iMNftflVTSS 



Sample Ndme: CRI Acquired: 11/30/2007 15:42:00 Type: QC 
Method: TAL20071130A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -7.4602 16.021 -1.4676 41.016 11.899 59.511 
Stddev 1.6922 .068 1.5466 .217 .069 .572 
%RSD 22.683 .42517 105.38 .52917 .57863 .96112 

#1 -6.2637 16.069 -2.5612 40.862 11.850 59.915 
#2 -8.6568 15.973 -.37405 41.169 11.947 59.106 

Check? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
I S R ef (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 33.856 27.448 49.735 56.996 
Stddev 1.027 .401 .254 .261 
%RSD 3.0320 1:4597 .51132 .45793 

#1 34.582 27.732 49.555 57.181 
#2 33.130 27.165 49.915 56.812 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CRIi Acquired: 11/30/2007 15:42:00 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9539.6 10804. 146250. 17954. 
Stddev 8.1 21. 350. 1068. 
%RSD .08447 .19615 .23953 5.9501 

#1 9545.3 10819. 146010. 17198. 
#2 9533.9 10789. 146500. 18709. 

I •fl Mil!iE7ffl7 



Sample Name: ICSA Acquired: 11/30/2007 15:44:42 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .39865 253240. -.88584 -1.2869 2.4154 233950. 
Stddev .12860 1701. .54787 .2501 .0365 1126. 
%RSD 32.259 .67168 61.848 19.433 1.5108 .48122 

#1 .30772 252040. -1.2732 -1.1100 2.3896 233150. 
#2 .48959 254450. -.49843 -1.4637 2.4412 234740. 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802(447} 228.616(447} 267.716 {126} 324 .754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_37l0) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.6907 4.0347 43.269 24.106 91734. -75.980 
Stddev .0181 .0157 .519 .054 541. 3.457 
%RSD .48928 .38780 1.2000 .22523 .58957 4.5495 

#1 3.6779 4.0237 43.636 24.068 91351. -73.535 
#2 3.7034 4.0458 42.902 24.145 9211-6. -78.424 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSA Acquired: 11/30/2007 15:44:42 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 241210. 16.465 799.14 20,041 3.2342 -1.0804 
Stddev 1076. .1:58 5.83 .150 .4755 .0098 
%RSD .44611 .95934 .72930 .75084 14.703 .90501 

#1 240450. 16.577 795.02 19.935 3.5705 -1.0873 
#2 241970. 16.353 803.27 20.148 2.8980 -1.0735 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 Til 908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -5.1400 -.97997 .07878 23.932 
Stddev .6355 .11233 .45628 .361 
%RSD 12.363 11.463 579.20 1.5088 

#1 -4.6907 -1.0594 .40142 24.187 
#2 -5.5894 -.90054 -.24386 23.676 

Check? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name; ICSA Acquired: 11/30/2007 15:44:42 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 31 30.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7674.3 9636.8 126810. 18364. 
Stddev 19.1 14.6 835. 19. 
%RSD .24857 .15177 .65847 .10362 

#1 7660.8 9626.4 126220. 18377. 
#2 7687.8 9647.1 127400. 18350. 



Sample Name: ICSAB Acquired: 11/30/2007 15:47:28 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152(85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 204.26 246940. 93.316 523.98 472.15 226740. 
Stddev .11 6144. .087 13.00 11.37 8120. 
%RSD .05538 2.4883 .09346 2.4802 2.4081 3.5812 

#1 204.34 242590. 93.378 514.79 464.11 220990. 
#2 204.18 251280. 93.254 533.17 480.19 232480. 

Check ? 
LJimIM 1 |(M|4 

Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
nign Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940(130} 766.490(44} 
IS Ref (Y_2243) (!n2306) (Y_3600) (Y_3600) (Y 3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 934.03 480.20 499.26 508.31 89404. -75.266 
Stddev .76 .85 .52 .06 2118. 22.1.95 
%RSD .08189 .17633 .10507 .01272 2.3687 29.490 

#1 933.49 479.61 499.63 508.35 87907. -59.571 
#2 934.57 480.80 498.89 508.26 90902. -90.960 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

SliiBfiTll 



Sample Name: ICSAB Acquired: 11/30/2007 15:47:28 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment 23 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
I S Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 232970. 483.69 767.52 990.63 56.608 571.90 
Stddev 5603. 1.89 12.41 1.48 .679 .79 
%RSD 2.4049 .39123 1.6167 .14954 1.1991 .13786 

#1 229010. 485.03 758.74 989.58 57.088 571.34 
#2 236930. 482.35 776.29 991.68 56.128 572.46 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 50,396 92.409 465.30 978.97 
Stddev 1.390 .431 .33 .11 
%RSD 2.7587 .46618 .07059 .01119 

#1 49.413 92.714 465.53 978.89 
#2 51.379 92.104 465.07 979,05 

Check? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSAB Acquired: 11/30/2007 15:47:28 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7667.6 9667.5 128040. 18458. 
Stddev 2.6 8.9 53. 325. 
%RSD .03445 .09163 .04105 1.7616 

#1 7669.5 9673.8 128010. 18688. 
#2 7665.8 9661.3 128080. 18228. 



Sample Name: CCV Acquired: 11/30/2007 15:50:09 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y 3710) (Y_3710) (Y_3710) 
Units Ug/L ug/L ug/L ' ug/L ug/L ug/L 
Avg 596.17 5081.3 243.06 5160.3 121.36 12119. 
Stddev 3.55 64.3 1.15 56.8 1.29 91. 
%RSD .59592 1.2648 .47317 1.0999 1.0661 .75399 

#1 593.65 5035.8 242.24 5120.1 120.45 12054. 
#2 598.68 5126.7 243.87 5200.4 122.27 12183. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324 .754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 121.82 1188.1 475.02 595.24 2432.2 12579. 
Stddev .19 2.1 1.29 1.91 21.0 129. 
%RSD .15593 .17507 .27141 .32081 .86242 1.0288 

#1 121.68 1186.6 474.11 593.89 2417.4 12488. 
#2 121.95 1189.5 475.93 596.59 2447.1 12671. 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/30/2007 15:50:09 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206 .833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11574. 1179.6 12436. 1204.9 237.22 1216.5 
Stddev 2. 6.1 136. 2.8 .80 4,6 
%RSD .02028 .51424 1.0928 ,23534 .33752 .37548 

#1 11573. 1175.3 12340. 1202.9 236.66 1213.3 
#2 11576. 1183.9 12532. 1206.9 237.79 1219.7 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 241.37 242.70 1164.0 1178.9 
Stddev .16 .17 4.8 .1 
%RSD .06610 .07143 .41592 .00529 

#1 241.48 242.83 1160.6 1178.8 
#2 241.26 242.58 1167.5 1178.9 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

mmmmr.FIS 



Sample Name: CCV Acquired: 11/30/2007 15:50:09 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224 .306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8878.9 10415. 140040. 19013. 
Stddev 18.8 27. 497. 8. 
%RSD .21187 .26164 .35465 .04430 

#1 8892.2 10435. 140400. 19019. 
#2 8865.6 10396. 139690. 19008. 



Sample Name: CCB Acquired: 11/30/2007 15:52:45 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample |D: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .95189 -10.514 -.46897 .17453 .02914 -5.1045 
Stddev .00532 9.207 1.4278 .16891 .00060 .9071 
%RSD .55889 87.564 304.46 96.783 2.0485 17.771 

#1 .95566 -4.0042 .54064 .29397 .02956 -5.7459 
#2 .94813 -17.025 -1.4786 .05509 .02871 -4.4630 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228 .616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .09956 -.20488 -.35624 -.53493 -.01261 2.1515 
Stddev .04664 .05015 .22601 .33830 .94355 45.750 
%RSD 46.851 24.477 63.443 63.241 7481.0 2126.4 

#1 .13254 -.24033 -.19643 -.77414 -.67980 -30.198 
#2 .06658 -.16942 -.51605 -.29572 .65458 34.501 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: CCB Acquired: 11/30/2007 15:52:45 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 2: 51.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y 3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -11.630 .07725 8.7738 -.37412 1.0609 2.4681 
Stddev 12.210 .00750 1.1003 .16027 .2758 2.0001 
%RSD 104.98 9.7144 12.541 42.838 25.994 81,041 

#1 -2.9970 .08255 9.5518 -.48745 .86587 3.8824 
#2 -20.264 .07194 7.9958 -.26080 1.2559 1.0538 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
I S Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.4562 -.73654 .14949 -1.7404 
Stddev .0172 .57033 .10320 .1405 
%RSD 1.1831 77.434 69.032 8.0716 

#1 1.4440 -1.1398 .07652 -1.8398 
#2 1.4684 -.33326 .22246 -1.6411 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: CCB Acquired: 11/30/2007 15:52:45 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

int, Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360 .073 {94} 371 .030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9243.8 10496. 147820. 20633. 
Stddev 55.5 56. 2285. 424. 
%RSD .60064 .53723 1.5455 2.0559 

#1 9283.1 10536. 149430. 20334. 
#2 9204.6 10456. 146200. 20933. 



Sample Name: 0008723-18 Acquired: 11/30/2007 15:55:32 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H3 Dilution: 1 Operator: SRV 
Comment: 191 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (YJ3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (YJ3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.6097 155790. 59.816 1831.9 1.3956 44966. 
Stddev .1384 3043. .312 32.5 .0310 817. 
%RSD 8.5950 1.9529 .52083 1.7768 2.2204 1,8180 

#1 1.5118 153640. 60.036 1808.9 1.3737 44388. 
#2 1.7075 157940, 59.596 1854.9 1.4175 45544. 

Check ? None None None None None None 
Value 
Range 

, 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6.6086 109.74 203.27 174.24 202910. 32472. 
Stddev .0623 .49 1.71 2.77 2164. 575. 
%RSD .94239 .44867 .84060 1.5911 1.0665 1,7701 

#1 6.6527 109.40 202.06 172.28 201380. 32065. 
#2 6.5646 110.09 204.48 176.20 204440. 32878. 

Check ? None None None None None None 
Value 
Range 

V98S9972fl 



Sample Name: 0008723-18 Acquired: 11/30/2007 15:55:32 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H3 Dilution: 1 Operator: SRV 
Comment: 191 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231 .604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 36998. 4756.3 1485.1 141.68 344.91 8.7414 
Stddev 732. 65.4 20.3 .54 3.57 .3765 
%RSD 1.9784 1.3741 1.3699 .38435 1.0338 4.3069 

#1 36481. 4710.1 1470.7 141.29 342.39 8.4752 
#2 37516. 4802.5 1499.5 142.07 347.43 9.0076 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .94023 -6.7941 556.67 810.18 
Stddev .95761 1.7160 7.07 7.14 
%RSD 101.85 25.257 1.2709 .88163 

• 

#1 1.6174 -5.5807 551.66 805.13 
#2 .26309 -8.0075 561.67 815.23 

Check ? None None None None 
Value 
Range 



Sample Name: 0008723-18 Acquired: 11/30/2007 15:55:32 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H3 Dilution: 1 Operator: SRV 
Comment: 191 

Int. Std. In2306 Y.2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8002.5 10774. 144170. 20745. 
Stddev 1.7 13. 445. 104. 
%RSD .02172 .12453 ,30852 .49981 

#1 8003.7 10765. 144480. 20818. 
#2 8001.2 10784. 143850. 20671. 



Sample Name: 0008723-19 Acquired: 11/30/2007 15:58:24 Type; Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H4 Dilution: 1 Operator: SRV 
Comment: 192 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 {85} 189.042 {478} 455.403 ( 74} 313. .042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .46722 163950. 63.606 2067.4 2.3764 65816. 
Stddev .12122 9251. .857 106.6 .1504 3272. 
%RSD 25.945 5.6427 1.3481 5.1544 6.3304 4.9715 

#1 .55294 157410. 64.212 1992.1 2.2700 63502. 
#2 .38150 170490. 62.999 2142.8 2.4828 68129. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802(447} 228.616(447} 267.716 {126} 324.754(104} 259.940 {130} 766 i.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y 3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 6.0334 110.54 209.68 178.52 203130. 38102. 
Stddev .2559 .48 1.32 1.12 9757. 1900. 
%RSD 4.2418 .43003 .62786 .62926 4.8033 4.9859 

#1 58525 110.20 208.75 177.73 196230. 36758. 
#2 6.2144 110.87 210.61 179.31 210030. 39445. 

Check ? None None None None None None 
Value 
Range 

wmrnmyga .  



Sample Name: 0008723-19 Acquired: 11/30/200715:58:24 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H4 Dilution: 1 Operator: SRV 
Comment: 192 

Elern MO2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589 1.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 47246. 4951.2 2059.3 157.21 258.49 5.2983 
Stddev 2477. 19.0 99.8 1.67 ,82 .2887 
%RSD 5.2432 .38360 4.8476 1.0593 .31643 5,4489 

#1 45494, 4937.8 1988.7 156.03 257.91 5.0942 
#2 48997. 4964.7 2129.9 158.38 259.07 5.5025 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 Til 908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y 2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.3920 -5.7120 524.54 759.05 
Stddev 2.8325 .4020 2.27 6.23 
%RSD 203.49 7.0371 .43321 .82064 

#1 3.3949 -5.9962 522.94 754.65 
#2 -.61091 -5.4277 526.15 763.45 

Check ? None None None None 
Value 
Range 

mmaas72d 



Sample Name: 0008723-19 Acquired: 11/30/2007 15:58:24 Type: Link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H4 Dilution: 1 Operator: SRV 
Comment: 192 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.1 330 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7877.1 10753. 143860. 20976. 
Stddev 21.1 19. 151. 594. 
%RSD .26728 .17985 .10501 2.8331 

#1 7892.0 10767. 143960. 21396. 
#2 7862.3 10739. 143750. 20556. 



Sample Name: 0008723-20 Acquired: 11/30/2007 16:01:18 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H5 Dilution: 1 Operator: SRV 
Comment: 193 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189 .042 {478} 455.403 {74} 3" 13.042 {108} 317.933 {106} 
IS Ref (YJ3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .74179 138930. 54.476 1592.5 1.2007 36752. 
Stddev .28813 3067. 1.836 28.0 .0756 1047. 
%RSD 38.843 2.2078 3.3706 1.7567 6.2995 2.8486 

#1 .94553 136770. 55.774 1572.7 1.1472 36011. 
#2 .53805 141100. 53.177 1612.3 1.2542 37492. 

Check? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324. 754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.4564 108.11 213.42 180.37 193870. 35988. 
Stddev .0328 .12 2.17 .08 2795. 484. 
%RSD .60203 .10948 1.0172 .04281 1.4418 1.3438 

#1 5.4331 108.03 211.88 180.32 191890. 35646. 
#2 5.4796 108.20 214.95 180.43 195850. 36330. 

Check ? None None None None None None 
Value 

Range 



Sample Name: 0008723-20 Acquired: 11/30/2007 16:01:18 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H5 Dilution: 1 Operator: SRV 
Comment: 193 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 32923. 4778.9 1326.2 134.69 285.45 7.5814 
Stddev 884. 29.3 17.5 .34 2.36 .1286 
%RSD 2.6859 .61380 1.3176 .25524 .82801 1.6957 

#1 32297. 4758.2 1313.9 1:34.45 283.77 7.6723 
#2 33548. 4799.6 1338.6 134.93 287.12 7.4905 

Check? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .95673 -5.4860 485.96 804.75 
Stddev .09018 1.2012 3.23 5.55 
%RSD 9.4262 21.895 .66519 .69027 

#1 .89296 -4.6367 483.68 800.82 
#2 1.0205 -6.3354 488.25 808,68 

Check ? None None None None 
Value 
Range 

ffiWMaifi727 



Sample Name: 0008723-20 Acquired: 11/30/2007 16:01:18 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24H5 Dilution: 1 Operator: SRV 
Comment: 193 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224 .306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8043.6 10772. 144980. 20566. 
Stddev 7.9 1. 733. 57. 
%RSD .09857 .01117 .50537 .27778 

#1 8049.2 10772. 145490. 20606. 
#2 8038.0 10773. 144460. 20525. 



Sample Name: 0008723-10 Acquired: 11/30/2007 16:04:12 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G5 Dilution: 1.47 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 As:1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396,152 {85} M 59.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (YJ3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.2606 110830. 45.253 1337.4 .03553 32452. 
Stddev .2285 586. 1.153 3.9 .07082 135. 
%RSD 18.126 .52890 2.5478 .29011 199.33 .41672 

#1 1.4222 110410. 44.437 1334.7 .08560 32357. 
#2 1.0991 111240. 46.068 1340.2 -.01455 32548. 

Check? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.6497 83.006 164.40 156.59 168370. 27200. 
Stddev .0005 .936 .55 .00 1357. 4. 
%RSD .00854 1.1273 .33169 , .00007 .80614 .01334 

#1 5.6500 82.344 164.02 156.59 169330. 27203, 
#2 5.6493 83.668 164.79 156.59 167410. 27198. 

Check? None None None None Nbne None 
Value 
Range 

1 S 1 1 » 1 7 2 3  



Sample Name: 0008723-10 Acquired: 11/30/2007 16:04:12 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G5 Dilution: 1.47 Operator: SRV 
Comment: FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231 .604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 24151. 3991.3 1260.1 94.723 314.56 5.8563 
Stddev 58. 8.1 3.6 .556 3.03 .8285 
%RSD .23991 .20336 .28384 .58710 .96451 14.148 

#1 24110. 3985.5 1257.6 94.330 312.41 6.4422 
#2 24192. 3997.0 1262.7 95.116 316.70 5.2705 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .78844 -4.9143 461.85 715.72 
Stddev .58584 .8421 .95 6.53 
%RSD 74.304 17.136 .20476 .91206 

#1; 1.2027 -5.5097 461.18 711.10 
#2 .37419 -4.3188 462.52 720.34 

Check ? None None None None 
Value 
Range 



Sample Name: 0008723-10 Acquired: 11/30/2007 16:04:12 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G5 Dilution: 1.47 Operator: SRV 
Comment: FE 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224,306 {450} 360 .073(94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8240.0 10665. 143350. 20024. 
Stddev 47.9 44. 128. 121. 
%RSD .58081 .41179 .08955 .60486 

#1 8273.8 10696. 143440. 19939. 
#2 8206.2 10634. 143260. 20110. 

969999731 



Sample Name: 0008723-13 Acquired: 11/30/2007 16:07:05 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G8 Dilution: 1.41 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 AS1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317 .933(106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 149.87 64915. 748.40 1482.3 1.0115 174440. 
Stddev 2.72 2990. 1.28 80.1 .0009 8850. 
%RSD 1.8138 4.6065 .17053 5.4064 .09334 5.0732 

#1 147.94 67029. 747.50 1539.0 1.0121 180690. 
#2 151.79 62801. 749.30 1425.6 1.0108 168180. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 F02599 K 7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259. 940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 435.44 58.608 142.82 1127.3 162170, 12773. 
Stddev 1.21 .343 2.83 24,7 9731. 635. 
%RSD .27849 .58596 1.9814 2.1908 6.0005 4.9706 

#1 434.58 58.366 140.82 1109.8 169050. 13222. 
#2 436.29 58.851 144,82 1144.8 155290. 12324, 

Check ? None None None None None None 
Value 
Range 

a®iii®732 



Sample Name: 0008723-13 Acquired: 11/30/2007 16:07:05 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G8 Dilution: 1.41 Operator: SRV 
Comment: FE 

Elem Mg2790 Mn2576 Na5895 Ni23i6 Pb2203 Sb2068 
Line 279.079 {121} 257 610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206,833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 71623. 7270.2 2359.5 110.76 15843. 426.60 
Stddev 4086. 166.1 131.9 ,05 33. 2.66 
%RSD 5.7044 2.2852 5.5901 .04435 .21071 .62443 

#1 74512. 7152.7 2452.7 110.73 15819. 424.71 
#2 68734. 7387.7 2266.2 110.80 15866. 428.48 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 32.627 19.420 178.90 64158. 
Stddev .569 .916 2.75 508. 
%RSD 1.7439 4.7169 1.5399 .79217 

#1 33.030 18.772 176.95 63799. 
#2 32.225 20.068 180.84 64517. 

Check ? None None None None 
Value 
Range 



Sample Name: 0008723-13 Acquired: 11/30/2007 16:07:05 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G8 Dilution: 1.41 Operator: SRV 
Comment: FE 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360 .073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7862.5 10148. 138740. 19547. 
Stddev 1.3 1. 2181. 1020. 
%RSD .01635 .00707 1.5719 5.2201 

#1 7861.6 10148. 140290. 18826. 
#2 7863.4 10147. 137200. 20269. 
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Sample Name: Z0008723-13 Acquired: 11/30/2007 16:10:06 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZMH24G8 Dilution: Operator: SRV 
Comment: ZN 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396 .152 {85} 189.042 {478} 455.403 {74} 313 .042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 121.74 51900. 602.88 1192.6 .78514 141970. 
Stddev .42 447. .55 9.0 .06107 869. 
%RSD .34707 .86177 .09129 .75370 7,7778 .61201 

#1 121.44 51583. 602.49 1186.2 .74196 141350. 
#2 122.04 52216. 603.27 1199.0 .82832 142580. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228. 616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600j (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 351.23 46.389 116.56 908.43 134470. 10226. 
Stddev .47 .048 1.34 4.89 1026. 76. 
%RSD .13468 ,10365 1.1463 .53867 76272 .74676 

#1 350.90 46.355 115.61 904.97 133740. 10172. 
#2 351.56 46.423 117.50 911.89 135200. 10280. 

Check ? None None None None None None 
Value 
Range 

: ' «1#1«S735 



Sample Name: Z0008723-13 Acquired: 11/30/2007 16:10:06 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZMH24G8 Dilution: Operator: SRV 
Comment: ZN 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610 {131} 589.592 {57} 231 .604 {445} 220.353 {453} 206 .833 {463} 
IS Ref (Y_3710) (Y_3600) (Y 3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 58250. 6024.5 1899,1 87.622 12697. 343.95 
Stddev 369. 62.3 24.2 .099 28. 1.94 
%RSD .63276 1.0335 1.2730 .11247 .22069 .56389 

#1 57990. 5980.5 1882.0 87.692 12677. 342.58 
#2 58511. 6068.5 1916.1 87.553 12716. 345.33 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 28.043 16.134 144.96 52698. 
Stddev 1.387 .052 .93 163. 
%RSD 4.9460 .31996 .64205 .30868 

#1 29.024 16.098 144.30 52813. 
#2 27.063 16.171 145.62 52583. 

Check ? None None None None 
Value 
Range 

asifflfii73e 



Sample Name: Z0008723-13 Acquired: 11/30/2007 16:10:06 Type: Unk 
Method: TAL20071130A Mode: CONC Corr, Factor: 1.000000 
User: admin Client sample ID: ZMH24G8 Dilution: Operator: SRV 
Comment: ZN 

Int. Std. In2306 Y 2243 YJ3600 Y_3710 
Line 230.606 {446} 224 .306(450} 360.073(94} 371.030 ( 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8000.2 10148. 137930. 19342. 
Stddev .3 6. 875. 24. 
%RSD .00372 .06325 .63419 .12414 

#1 8000.4 10143. 138550. 19359. 
#2 8000.0 10152. 137310. 19325. 

i i 
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Sample Name: BLANK Acquired: 11/30/2007 16:13:02 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 197 

Eiem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3l79 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .97917 202.99 1.2237 4.4631 .02661 594.06 
Stddev .03673 25.06 .3132 .7321 .04375 81.82 
%RSD 3.7510 12.346 25.592 16.403 164.41 13.772 

#1 1.0051 220.71 1.4452 4.9807 .05754 651.92 
#2 .95320 185.27 1.0023 3.9454 -.00433 536.21 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259,940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .66311 -.07895 .12319 2.8247 587.86 28.629 
Stddev .36678 .01462 .08969 .1501 84.62 16.210 
%RSD 55.312 18.522 72.804 5.3143 14.394 56.622 

#1 .92246 -.06861 .18661 2.7186 647.70 40.092 
#2 .40376 -.08929 .05977 2.9309 528.03 17.167 

Check ? None None None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/30/2007 16:13:02 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 197 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 226.19 22.742 17.614 .14321 27.677 -.12766 
Stddev 24.31 1.425 .309 .16470 14.714 .65752 
%RSD 10.750 6.2647 1.7524 115.00 53.163 515.04 

#1 243.38 21.734 17.832 .25967 38.082 .33728 
#2 208.99 23.749 17.396 .02675 17.273 -.59260 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .00406 .29399 .53181 151.94 
Stddev .14016 .75208 .07473 79.44 
%RSD 3455.5 255.82 14.052 52.281 

#1 -.09505 -.23781 .47897 208.11 
#2 .10317 .82579 .58465 95.771 

Check ? None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/30/2007 16:13:02 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 197 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9574.8 10938. 143030. 18948. 
Stddev 69.1 56. 927. 499. 
%RSD .72196 .51528 .64823 2.6315 

#1 9526.0 10898. 142370. 19301. 
#2 9623.7 10978. 143680. 18596. 



Sample Name: ICPBLKQ8 Acquired: 11/30/2007 16:15:49 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PBSQ8 Dilution: 1 Operator: SRV 
Comment: 198 

Elem Ag3280 AI3961 As1890 Ba4554 Be3l30 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313. 042 {108} 317.933 {106} 
ISRef (Y 3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .53038 -8.0450 .70920 -.15979 .00210 7.4830 
Stddev .19656 3.7844 .94894 .00990 .02077 1.1643 
%RSD 37.061 47.040 133.80 6.1934 989.42 15.559 

#1 .39139 -10.721 1.3802 -.15279 .01679 8.3062 
#2 .66936 -5.3690 .03820 -.16679 -.01259 6.6597 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324,754 {104} 259. .940{130} 766.490{44} 
IS Ref (Y_2243) 

ug/L 
(In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 

Units 
(Y_2243) 

ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.00769 -.11456 -.22631 -.55247 7.3615 -17.099 
Stddev .03791 .02906 .13348 .03136 1.6439 9.692 
%RSD 492.69 25.364 58.979 5.6764 22.331 56.682 

#1 -.03450 -.13510 -.13193 -.53030 8.5239 -23.952 
#2 .01911 -.09401 -.32069 -.57465 6.1990 -10.246 

Check ? None None None None None None 
Value 
Range 

liiillliiiia*7s-i 



Sample Name: ICPBLKQ8 Acquired: 11/30/2007 16:15:49 Type: Unk 
Method: TAL20071130A Mode: CONC Corn Factor: 1.000000 
User: admin Client sample ID: PBSQ8 Dilution: 1 Operator: SRV 
Comment: 198 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -5.2716 .85895 8.1357 -.08205 4.3708 -1.3473 
Stddev 14.259 .26165 6.3959 .11705 .4288 .7924 
%RSD 270,49 30.461 78.615 142.66 9.8116 58.813 

#1 4.8111 .67393 3.6132 .00072 4.0675 -.78697 
#2 -15.354 1.0440 12.658 -.16482 4.6740 -1.9075 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190. 856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg .51013 .45992 .03556 13.846 
Stddev .38684 .13035 .06432 .562 
%RSD 75.832 28.343 180.87 4.0604 

#1 .78367 .36775 .08104 14.244 
#2 .23659 .55210 -.00992 13.448 

Check ? None None None None 
Value 
Range 



Sample Name: ICPBLKQ8 Acquired: 11/30/2007 16:15:49 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: PBSQ8 Dilution: 1 Operator: SRV 
Comment: 198 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9445.8 10643. 141980. 18595. 
Stddev 19.4 23. 315. 35. 
%RSD .20498 .21792 .22156 .18669 

#1 9432.1 10627. 141760. 18620. 
#2 9459.5 10659. 142210. 18571. 



Sample Name: ICPLCSQ8 Acquired: 11/30/2007 16:18:38 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: LCSSQ8 Dilution: 1 Operator: SRV 
Comment: 199 

E|em Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455 i.403 { 74} 313.042 {108} 317.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 81.222 1148.8 2407.0 11.679 44.274 367970. 
Stddev .989 60.3 .5 .712 2.514 21250. 
%RSD 1.2172 5.2467 .01946 6.0990 5.6779 5.7750 

#1 80.523 1106.2 2406.7 11.176 42.497 352950. 
#2 81.921 1191.5 2407.3 12.183 46.052 383000. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324. 754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 114.38 371.21 253.58 16730. 54455. 168.21 
Stddev .24 .19 4.17 199. 3082. 1.74 
%RSD .20590 .05241 1.6448 1.1912 5.6593 1.0325 

#1 114.22 371.07 250.63 16589. 52276. 166.98 
#2 114.55 371.35 256.53 16871. 56634. 169.44 

Check ? None None None None None None 
Value 
Range 



Sample Name: ICPLCSQ8 Acquired: 11/30/2007 16:18:38 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: LCSSQ8 Dilution: 1 Operator: SRV 
Comment: 199 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220 .353 {453} 206. 833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 228310. 538.24 87.025 153.19 525.75 640.72 
Stddev 14399. 8.75 .649 .29 .44 1.39 
%RSD 6.3068 1.6259 .74633 .18695 .08375 .21763 

#1 218130. 532.05 86.566 153.40 526.06 641.70 
#2 238490. 544.43 87.484 152.99 525.44 639.73 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 97.384 81.613 159.31 439.18 
Stddev 1.023 1.003 2.94 .59 
%RSD 1.0506 1.2287 1.8480 .13418 

#1 98.108 80.904 157.23 438.77 
#2 96.661 82.323 161.39 439.60 

Check ? None None None None 
Value 
Range 



Sample Name: ICPLCSQ8 Acquired: 11/30/2007 16:18:38 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor 1.000000 
User: admin Client sample ID: LCSSQ8 Dilution: 1 Operator: SRV 
Comment: 199 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7241.2 9019.6 122970. 18967. 
Stddev 45.5 52.5 734,. 741. 
%RSD .62766 .58178 .59697 3.9072 

#1 7209.1 8982.5 123490. 19491. 
#2 7273.3 9056.7 122450. 18443. 

wmmmm 



Sample Name: BLANK Acquired: 11/30/2007 16:21:26 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .86918 14.736 .17177 .17279 .73948 6530.6 
Stddev .42850 2.276 .56984 .15866 .09167 715.0 
%RSD 49.299 15.448 331.76 91.825 12.396 10.949 

#1 1.1722 13.126 .57470 .28497 .80430 7036.2 
#2 .56618 16.346 -.23117 .06060 .67466 6025.0 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267. 716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y__2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .06502 -.20454 .64332 25.016 1019.4 10.512 
Stddev .05395 .09322 .25526 17.894 102.3 15.960 
%RSD 82,976 45.578 39.678 71.530 10.035 151.83 

#1 .10317 -.27046 .82382 37.668 1091.8 21.798 
#2 .02687 -.13862 .46283 12.363 947.11 -.77386 

Check ? None None None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/30/2007 16:21:26 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079(121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3808.6 1.0754 9.9518 -.46721 1.9723 .43840 
Stddev 386.8 .6001 7.3998 .08277 .2143 1.5374 
%RSD 10.156 55.805 74.356 17.716 10.863 350.68 

#1 4082.1 1.4998 15.184 -.40868 1.8208 1.5255 
#2 3535.1 .65105 4.7194 -.52574 2.1238 -.64870 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402(115} 206.200(464} 
IS Ref (YJ2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 2.9893 -2.3784 .53058 -.62470 
Stddev .4695 .2600 .02207 .03329 
%RSD 15.707 10.930 4.1590 5.3297 

#1 3.3213 -2.5622 .51498 -.64824 
#2 2.6573 -2.1:946 .54619 -.60116 

Check ? None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/30/2007 16:21:26 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y 2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306(450} 360.073 { 94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8985.9 10245. 136480. 19965. 
Stddev 52.7 82. 617. 1526. 
%RSD .58693 .80367 .45235 7.6420 

#1 8948.6 10186. 136910. 21044. 
#2 9023.2 10303. 136040. 18886. 

SB® Sfi'S 74 9 



Sample Name: CCV Acquired: 11/30/2007 16:24:09 Type: QC 
Method: TAL2D071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ret (Y_3600) (Y_3710) (YJ2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 618.45 5325.4 245.00 5362.6 127.06 12771. 
Stddev 2.53 154.4 2.52 157.0 3.59 326. 
%RSD .40874 2.8988 1.0270 2.9281 2.8257 2.5536 

#1 620.23 5216.3 246.77 5251.6 124.52 12541. 
#2 616.66 5434.6 243.22 5473.7 129,60 13002. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 122.44 1197.4 500.66 609.15 2565.2 13254. 
Stddev .65 9.4 1.49 1.71 75.2 385. 
%RSD .53224 .78475 .29699 .28079 2.9326 2.9024 

#1 122.90 1204.0 501.71 610.36 2512.0 12982. 
#2 121.98 1190.7 499.61 607.94 2618.4 13526. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/30/2007 16:24:09 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231 .604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 12242. 1225.5 12912. 1218.6 239.85 1216.3 
Stddev 352. 4.6 323. 11.7 .84 3.1 
%RSD 2.8719 .37413 2.5043 .95834 .34937 .25408 

#1 11993. 1228.7 12684. 1226.8 240.44 1218.5 
#2 12491. 1222.2 13141. 1210.3 239.25 1214.1 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 Til 908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292 .402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 242.62 245.93 1202.1 1197.7 
Stddev 1.75 1.63 7.3 15.7 
%RSD .71997 .66478 .61045 1.3148 

#1 243.85 247.08 1207.3 1208.8 
#2 241.38 244.77 1196.9 1186.6 

Check? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

wm&mwmi 



Sample Name: CCV Acquired: 11/30/2007 16:24:09 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8958.3 10549. 138430. 18535. 
Stddev 49.4 35. 241. 326. 
%RSD .55190 .33652 .17429 1.7583 

#1 8923.3 10523. 138260. 18766. 
#2: 8993.3 10574. 138600. 18305. 



Sample Name: CCB Acquired; 11/30/2007 16:26:45 Type; QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 Asl890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.1248 -14.431 -.87763 .01150 .03257 -4.3304 
Stddev :3977 1.006 .85820 .06377 .00435 .8058 
%RSD 35.358 6.9703 97.786 554.66 13.359 18.609 

#1 .84356 -15.143 -.27079 .05659 ,02949 -4.9002 
#2 1.4060 -13.720 -1,4845 -.03359 .03564 -3.7606 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -.03018 -.11027 -.07528 -.43399 -.76099 20.125 
Stddev .03375 .06970 .26018 .11596 .84187 18.144 
%RSD 111.85 58.442 345.61 26.720 110.63 90.155 

#1 -.05404 -.06998 .10869 -.51599 -.16570 32.954 
#2 -.00631 -.16856 -.25925 -.35199 -1.3563 7.2954 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 1 

Low Limit 



Sample Name: CCB Acquired: 11/30/2007 16:26:45 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220 .353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -12.552 .15424 6.4911 -.57761 1.0988 1.2561 
Stddev 1.123 .00749 9.3489 .04369 .4724 .9916 
%RSD 8.9490 4.8533 144.03 7.5647 . 42.992 78.942 

#1 -13.347 .14895 13.102 -.54672 .76477 1.9572 
#2 -11.758 .15954 -.11952 -.60851 1.4328 .55492 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 1.6881 -.65646 .15635 -1.6502 
Stddev .3708 .51226 .07062 .0394 
%RSD 21.966 78.034 45.166 2.3856 

#1 1.9503 -1.0187 .20628 -1.6781 
#2 1.4259 -.29424 .10641 -1.6224 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

• MflaiH 15 4 



Sample Name: CCB Acquired: 11/30/2007 16:26:45 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1,000000 
User: admin Client sample ID: CCB Dilution: ! Operator: SRV 
Comment: 21 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360 .073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9002.8 10206. 139900. 20896. 
Stddev 31.3 32. 740. 107. 
%RSD .34779 .31148 .52874 .51248 

#1 9024.9 10228. 140430. 20972. 
#2 8980.7 10183. 139380. 20821. 



Sample Name: 0008723-11 Acquired: 11/30/2007 16:29:32 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G6 Dilution: 1.3 Operator: SRV 
Comment: FE 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y 3710) 
Units ug/L ug/L Ug/L ug/L ug/L ug/L 
Avg .83977 148630. 46.245 2424.1 1.2885 43235. 
Stddev .11534 3418. .027 48.4 .0792 1069. 
%RSD 13.734 2.3000 .05774 1.9947 6.1438 2.4722 

#1 .75822 146210. 46.226 2389.9 1.2325 42479, 
#2 .92133 151040. 46.264 2458.3 1.3445 43991. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.7656 103.64 250.08 153.43 159870. 36282. 
Stddev .0369 .01 1.76 .58 3983. 683. 
%RSD ,77506 .01259 .70417 .37820 2.4917 1.8825 

#1 4.7395 103.63 248.84 153.02 157050. 35799. 
#2 4,7917 103.65 251.33 153.84 162680. 36765. 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008723-11 Acquired: 11/30/2007 16:29:32 Type: Link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G6 Dilution: 1.3 Operator: SRV 
Comment: FE 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231,604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 38453. 4502.5 2845.3 207.94 174.26 4.7749 
Stddev 1147. 30.6 61.1 .55 .70 .6068 
%RSD 2.9836 .68016 2.1464 .26492 .39981 12.708 

#1 37642. 4480.8 2802.1 207.55 174.75 4.3459 
#2 39264. 4524.2 2888.4 208.33 173.77 5.2040 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.58809 -7.2824 398.19 620.76 
Stddev 1.3305 .7633 2.20 2.33 
%RSD 226.23 10.482 .55294 .37505 

#1 -1.5289 -6.7427 396.64 619.12 
#2 .35269 -7.8222 399.75 622.41 

Check ? None None None None 
Value 
Range 

mmmmmsi 



Sample Name: 0008723-11 Acquired: 11/30/2007 16:29:32 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G6 Dilution: 1.3 Operator: SRV 
Comment: FE 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S cts/s 
Avg 7993.4 10624, 142280. 20562. 
Stddev 2.8 5. 378. 346. 
%RSD .03488 .04714 .26550 1.6847 

#1 7991.5 10627. 142550. 20807. 
#2 7995.4 10620. 142020. 20317. 



Sample Name: 0008723-13 Acquired: 11/30/2007 16:32:26 Type: Unk 
Method: TAL20071130A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G8 Dilution: 2.26 Operator: SRV 
Comment: ZN 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 103.73 46668. 509.42 1073.2 .75098 129030. 
Stddev 41 603. 2.66 11.6 .01800 1014. 
%RSD .39431 1.2929 .52279 1.0812 2.3974 .78544 

#1 103.44 47094. 511.31 1081.5 .76371 129750. 
#2 104.01 46241. 507.54 1065.0 .73825 128320. 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259. .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 298.17 39.009 100.09 773.71 120890. 9186.3 
Stddev .21 .016 .24 2.66 1158. 152.3 
%RSD .06881 .04000 .24383 .34413 .95782 1.6584 

#1 298.02 38.998 100.26 775.60 121710. 9294.1 
#2 298.31 39.020 99.914 771.83 120070. 9078.6 

Check ? None None None None None None 
Value 
Range 



Sample Name: 0008723-13 Acquired: 11/30/2007 16:32:26 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G8 Dilution: 2.26 Operator: SRV 
Comment: ZN 

Elem Mg2790 Mn2576 Na5895 NI2316 Pb2203 Sb2068 
Line 279.079(121} 257.610 {131} 589.592 {57} 231 .604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (|n2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 52303. 5244.2 1723.0 74.168 10711. 290.92 
Stddev 355. 9.0 14.7 .019 13. 2.10 
%RSD .67786 .17255 .85524 .02585 .12488 .72320 

#1 52554. 5250.6 1733.4 74.154 10721. 292.41 
#2 52052. 5237.8 1712.6 74.181 10702. 289.43 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 (464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 23.889 12.658 124.85 45114. 
Stddev 1.506 1.402 .17 31. 
%RSD 6.3034 11.076 .13987 .06881 

#1 22.824 13.650 124.98 45136. 
#2 24.953 11.667 124.73 45092. 

Check ? None None None None 
Value 
Range 
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Sample Name: 0008723-13 Acquired: 11/30/2007 16:32:26 Type: Urtk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: MH24G8 Dilution: 2.26 Operator: SRV 
Comment: ZN 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360 .073 {94} 371,030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8158.9 10212. 136930. 18609. 
Stddev 7.5 3. 402. 133. 
%RSD .09139 .02730 .29338 .71504 

#1 8153.6 10214. 136640. 18515. 
#2 8164.2 10210. 137210. 18703. 



Sample Name: ZZZZZ Acquired: 11/30/2007 16:35:16 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: 77777 Dilution: 1 Operator: SRV 
Comment: 

Elem Ag3280 AI3961 AS1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
ISRef (Y 3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .98773 164.79 1.0430 3.2534 .01407 328.32 
Stddev .02857 12.34 .3676 .1117 .02968 20.11 
%RSD 2.8929 7.4865 35.249 3.4340 210.89 6.1260 

#1 1.0079 173.52 1.3030 3.3324 -.00691 342.54 
#2 .96752 156.07 .78304 3.1744 .03506 314.10 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y 2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .22447 -.05774 .06030 1.2216 373.51 27.323 
Stddev .11731 .15842 .22096 .1102 30.84 5.566 
%RSD 52.261 274.39 366.41 9.0219 8.2574 20.371 

#1 .30742 .05429 .21654 1.1436 395.32 23.387 
#2 .14152 -.16976 -.09594 1.2995 351.70 31.259 

Check ? None None None None None None 
Value 
Range 

mmmmmmz 



Sample Name: 77777 Acquired: 11/30/2007 16:35:16 Type: Unk 
Method: TAL2Q071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: 77777 Dilution: 1 Operator: SRV 
Comment: 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220,353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 121.23 13.981 8.1668 -.00989 15.123 -1.2647 
Stddev 1.20 .189 1.7395 .06805 3.837 .0723 
%RSD .99171 1.3530 21.300 687.79 25.374 5.7141 

#1 122.08 13.848 6.9368 .03822 17.836 -1.3158 
#2 120.38 14.115 9.3968 -.05801 12.409 -1.2136 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -.03252 .43256 .69645 67.406 
Stddev .25971 .08207 .11851 16.886 
%RSD 798.53 18.974 17.016 25.051 

#1 -.21616 .37453 .61265 79.346 
#2 .15112 .49060 .78025 55.466 

Check ? None None None None 
Value 
Range 



Sample Name: 77777 Acquired: 11/30/2007 16:35:16 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZZZZZ Dilution: 1 Operator: SRV 
Comment: 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360,073 {94} 371,030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9534.0 10744. 146770. 19312. 
Stddev 25.5 13. 3357. 693. 
%RSD .26745 .11819 2.2874 3.5878 

#1 9515.9 10735. 144390. 19801. 
#2 9552.0 10753. 149140. 18822. 



Sample Name: BLANK Acquired: 11/30/2007 16:38:02 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189 .042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y__3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.2205 •6.0742 -.82381 -.10650 .02414 -3.7079 
Stddev .2954 7.3661 .63333 .17525 .02004 1.9357 
%RSD 24.202 121.27 76.878 164.55 83.016 52.205 

#1 1.4293 -11.283 -.37598 -.23042 .03831 -5.0767 
#2 1.0116 -.8656 -1.2716 .01742 .00997 -2.3392 

Check ? None None None None None None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .07677 -.31083 -.00091 -.57964 5.6145 15.933 
Stddev .00595 .05913 .05263 .06574 1.8152 4.029 
%RSD 7.7517 19.024 5775.0 11.342 32.330 25.288 

#1 .07256 -.35265 -.03813 -.62613 4.3310 13.084 
#2 .08098 -.26902 .03631 -.53315 6.8981 18.782 

Check ? None None None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/30/2007 16:38:02 Type: link 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admjn Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y 2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -7.9193 .25946 15.803 -.55166 .77308 .60855 
Stddev 15.829 .03634 6.089 .02756 .86891 .44647 
%RSD 199.88 14.005 38.533 4.9958 112.40 73.367 

#1 -19.112 .23377 20.109 -.57114 1.3875 .29285 
#2 3.2733 .28516 11.497 -.53217 .15867 .92425 

Check ? None None None None None None 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196,090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_360Q) (In2306) 
Units ug/L " ug/L ug/L ug/L 
Avg 2.0167 -1.7588 .04973 -.79621 
Stddev 1.4073 1.1931 .45115 .02698 
%RSD 69,781 67.838 907.11 . 3.3884 

#1 1.0216 -2.6024 .36874 -.77713 
#2 3.0118 -.91510 -.26928 -.81528 

Check ? None None None None 
Value 
Range 



Sample Name: BLANK Acquired: 11/30/2007 16:38:02 Type: Unk 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: BLANK Dilution: 1 Operator: SRV 
Comment: 5 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306(450} 360.073(94} 371.030(91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8981.2 10138. 136230. 20061. 
Stddev 55.7 99. 333. 1782. 
%RSD .62005 .97879 .24447 8.8807 

#1 8941.8 10067. 135990. 21321. 
#2 9020.6 10208. 136460. 18801. 



Sample Name: ZCRI Acquired: 11/30/2007 16:40:46 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution; 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As 1890 Ba4554 Be3130 Ca3179 
Line 328.068(103} 396.152(85} 189.042 {478} 455.403 {74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11.269 -13.035 9.9780 -.01140 5.4725 1,0013 
Stddev .332 6.479 .2063 .02283 .0195 2.0100 
%RSD 2.9449 49.703 2.0673 200.18 .35557 200.74 

#1 11.504 -8.4538 10.124 .00474 5.4588 -.42000 
#2 11.035 -17.616 9.8321 -.02755 5.4863 2.4226 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716(126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 5.0293 50.834 11.004 25.362 5.9179 -22.469 
Stddev .0699 1.397 .355 .213 .1257 15.693 
%RSD 1.3890 2.7478 3.2221 .84132 2.1239 69.846 

#1 5.0786 51.821 11.255 25.513 5.8291 -33.566 
#2 4.9799 49.846 10.753 25.211 6.0068 -11.372 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 

WMBSSW7SB 



Sample Name: ZCRI Acquired: 11/30/2007 16:40:46 Type: QC 
Method: TAL20071130A Mode: CONG Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206 .833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -19.924 16.829 5.7952 41.761 12.715 59.272 
Stddev 4.423 .002 1.7352 1.248 .668 .677 
%RSD 22.202 .01307 29.943 2.9875 5.2519 1.1416 

#1 -16.796 16.827 4.5682 42.643 13.187 59.751 
#2 -23.051 16.831 7.0222 40.879 12.243 58.794 

Check ? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (|n2306) 
Units Ug/L ug/L ug/L ug/L 
Avg 33.807 28.152 51.976 60.359 
Stddev 1.547 All .084 2.441 
%RSD 4.5765 1.6928 .16244 4.0441 

#1 34.901 28.489 52.035 62.085 
#2 32.713 27.815 51.916 58.633 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

m IIB&BWBIFISS 



Sample Name: ZCRI Acquired: 11/30/2007 16:40:46 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ZCRI Dilution: 1 Operator: SRV 
Comment: 3 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9473.3 10709. 140340. 18525. 
Stddev 172.3 202. 163. 264. 
%RSD 1.8188 1.8888 .11637 1.4246 

#1 9351.5 10566. 140450. 18711. 
#2 9595.1 10852, 140220. 18338. 



Sample Name: CRI Acquired: 11/30/2007 16:43:27 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 {74} 313 .042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11.524 -7.1963 9.3677 -.09437 4.8537 -3.5797 
Stddev .065 5.7173 .9028 .14135 .1695 1.1506 
%RSD .56240 79.448 9.6370 149.78 3.4921 32.142 

#1 11.478 -11.239 8.7293 .00558 4.9735 -4.3932 
#2 11.570 -3.1536 10.006 -.19433 4.7338 -2.7661 

Check ? Chk Pass None Chk Pass None Chk Pass None 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 4.9221 50.220 10.230 25.341 2.2646 -2.1520 
Stddev .0401 .070 .066 .551 .8218 7.5046 
%RSD .81512 .13912 .64530 2.1748 36.290 348.72 

#1 4.9504 50.270 10.183 25.731 2.8458 3.1545 
#2 4.8937 50.171 10.276 24,951 1.6835 -7.4585 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass None None 
Value 
Range 

mmmwni 



Sample Name: CRI Acquired: 11/30/2007 16:43:27 Type: QC 
Method: TAL20071130A Mode; CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comment: 3 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257 .610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y 2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg -3.5297 16.273 10.656 40.816 12.403 59.418 
Stddev 6.1516 .079 .070 .201 .043 .762 
%RSD 174.28 .48801 .66003 .49165 .34321 1.2823 

#1 -7.8795 16.329 10.606 40.675 12.372 58.879 
#2 .82010 16.216 10.706 40.958 12.433 59.957 

Check? None Chk Pass None Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 34.666 27.811 51.454 56.585 
Stddev .189 .323 .576 .104 
%RSD .54591 1.1601 1.1194 .18423 

#1 34.532 28.039 51.861 56.659 
#2 34.799 27.583 51.047 56.511 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

wmmwww2 



Sample Name: CRI Acquired: 11/30/2007 16:43:27 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CRI Dilution: 1 Operator: SRV 
Comments 

Int. Std. In2306 Y 2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 9482.5 10618. 140230. 20246. 
Stddev 19.4 17. 1278. 574. 
%-RSD .20501 .15859 .91149 2.8366 

#1 9496.3 10629. 139320. 19839. 
#2 9468.8 10606. 141130. 20652. 



Sample Name: ICSA Acquired: 11/30/2007 16:46:08 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Ag328Q AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 { 85} 189.042 {478} 455.403 { 74} 313 .042 {108} 317.933 {106} 
IS Ref (Y_360Q) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .51694 256270. .05217 -1.4053 2.4263 232470. 
Stddev .02959 3110. .92063 .1928 .0191 5242. 
%RSD 5.7233 1.2135 1764,7 13.721 .78670 2.2547 

#1 .53786 254070. -.59881 -1.2690 2.4398 228760. 
#2 .49602 258470. .70315 -1.5417 2.4128 236180. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259 .940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.7295 3.8634 44.193 23.312 92438. -90.667 
Stddev .1461 .1601 .106 .589 992. 1.011 
%RSD 3.9171 4.1451 .24062 2.5282 1.0733 1.1145 

#1 3.8328 3.9766 44.269 23.729 91736. -89.953 
#2 3.6262 3.7501 44.118 22.896 93139. -91.382 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSA Acquired: 11/30/2007 16:46:08 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 
Comment: 13 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079(121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y 3710) (ln2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 237350. 16.057 799.48 20.319 2.5149 -.56409 
Stddev 1631. .079 12.58 .079 .4441 .61359 
%RSD .68693 .49215 1.5742 .38814 17.659 108.78 

#1 236200. 16.112 790.58 20.375 2.8289 -.99797 
#2 238510. 16.001 808.38 20.263 2.2008 -.13022 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 Til 908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292,402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg -2.6630 -.32730 .17251 24.139 
Stddev .4731 .53165 .19341 .237 
%RSD 17.764 162.43 112.12 .98091 

#1 -2.9975 -.70324 .03574 23,972 
#2 -2.3285 .04863 .30927 24.307 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
nign Limit 
Low Limit 

aassasTTs 



Sample Name: ICSA Acquired: 11/30/2007 16:46:08 Type: QC 

Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 

User: admin Client sample ID: ICSA Dilution: 1 Operator: SRV 

Comment: 13 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306 {450} 360.073{94} 371.030{91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7638.7 9598.3 127510. 18312. 
Stddev 9.7 10.5 119. 93. 
%RSD .12671 .10975 .09326 .50972 

#1 7645.5 9605.7 127420. 18378. 
#2 7631.8 9590.8 127590. 18246. 



Sample Name: ICSAB Acquired: 11/30/2007 16:48:55 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line. 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313 .042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 208.96 256120. 93.319 544.74 486.62 233270. 
Stddev 10,33 13511. .318 28.28 24.34 13143. 
%RSD 4.9422 5.2755 .34030 5.1910 5.0026 5.6343 

#1 201.66 246560. 93.544 524.74 469.40 223980. 
#2 216.26 265670. 93.095 564.73 503.83 242570. 

Check ? 
LIImU 1' JAY* JF 

Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
nign Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K 7664 
Line 228.802(447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 {44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 945.33 481.22 511.05 514.05 92152. -107.44 
Stddev 3.00 .30 24.88 26.97 4614. 23.48 
%RSD .31739 .06329 4.8685 5.2474 5.0071 21.851 

#1 943.21 481.01 493.46 494.97 88889. -90.839 
#2 947.45 481.44 528.65 533.12 95415. -124.04 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

mmmsTjy 



Sample Name: ICSAB Acquired: 11/30/2007 16:48:55 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment: 23 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121)257 .610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
ISRef (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 236970. 491.25 792.54 992.30 55.323 580.60 
Stddev 12167. 23.93 41.41 1.96 1.236 3.28 
%RSD 5.1346 4.8703 5,2252 .19712 2.2332 .56490 

#1 228360. 474.34 763.26 990.92 56.196 578.28 
#2 245570. 508.17 821.82 993.69 54.449 582.92 

Check? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 Til 908 V_2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 51.047 91.364 473.31 970.86 
Stddev 1.604 1.384 24.70 1.94 
%RSD 3.1420 1.5147 5.2189 .19943 

#1 49.913 90.386 455.84 969.49 
#2 52.181 92.343 490.77 972.23 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: ICSAB Acquired: 11/30/2007 16:48:55 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: ICSAB Dilution: 1 Operator: SRV 
Comment; 23 

Int. Std. In2306 Y_2243 Y_3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 {94} 371.030 {91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 7612.0 9527.5 125680. 18073. 
Stddev 17.3 27.8 5177. 727. 
%RSD .22737 .29138 4.1197 4.0227 

#1 7624.2 9547.1 129340. 18587. 
#2 7599.8 9507.9 122010. 17559. 



Sample Name: CCV Acquired: 11/30/2007 16:51:37 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Ag3280 AI3961 AsT890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 3' 17.933 {106} 
ISRef (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Ayg 604.28 5052.0 242.80 5157.5 119.20 11941. 
Stddev 14.16 105.0 .62 107.4 2.42 219. 
%RSD 2.3425 2.0785 .25710 2.0830 2.0278 1,8334 

#1 614.29 4977.7 243.24 5081.5 117.49 11786. 
#2 594.27 5126.2 242.35 5233.4 120.91 12096. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Cd2288 Co2286 Cr2677 CU3247 Fe2599 K 7664 
Line 228.802 {447} 228.616 {447} 267 .716 {126} 324.754 {104} 259.940 {130} 7 66.490 {44} 
IS Ref (Y_2243) 

ug/L 
(In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 

Units 
(Y_2243) 

ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 122.29 1183.5 480.18 610.52 2397.0 12482. 
Stddev .66 3.4 13.64 16.15 56.6 247. 
%RSD .53607 .28750 2.8405 2.6456 2.3617 1.9771 

#1 122.75 ' 1185.9 489.83 621.94 2357.0 12307. 
#2 121.82 1181.1 470.54 599.10 2437.0 12656. 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/30/2007 16:51:37 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 {57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y.J3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 11498. 1201.7 12528. 1200.1 236.92 1220.7 
Stddev 219. 33.6 236. 3.4 .69 1.7 
%RSD 1.9083 2.7984 1.8857 .28073 .28952 .13524 

#1 11342. 1225.4 12361. 1202.5 237.41 1221.9 
#2 11653. 1177.9 12695. 1197.8 236.44 1219.5 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 

Elem Se1960 TI1908 V_2924 Zn2062 
Line 196.090 {472} 190.856 {477} 292.402 {115} 206.200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 242.89 241.93 1191.3 1166.0 
Stddev 2.22 1.54 31.7 2.3 
%RSD .91496 .63465 2.6591 .19870 

#1 244.47 243.01 1213.7 1167.7 
#2 241.32 240.84 1168.9 1164.4 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
Value 
Range 



Sample Name: CCV Acquired: 11/30/2007 16:51:37 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCV Dilution: 1 Operator: SRV 
Comment: 11 

Int. Std. In2306 Y_2243 Y 3600 Y 3710 
Line 230.606 {446} 224.306 {450} 360.073 { 94} 371,030 { 91} 
Units Cts/S Cts/S Cts/S Cts/S 
Avg 8875.8 10347. 137560. 19095. 
Stddev 25.5 27. 2753. 298. 
%RSD .28706 ,257iO 2.0010 1.5631 

#1 8857.8 10328. 135620. 19307. 
#2 8893.8 10366. 139510. 18884. 



Sample Name: CCB Acquired: 11/30/2007 16:54:14 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Elem Ag3280 AI3961 As1890 Ba4554 Be3130 Ca3179 
Line 328.068 {103} 396.152 {85} 189.042 {478} 455.403 { 74} 313.042 {108} 317.933 {106} 
IS Ref (Y_3600) (Y_3710) (Y_2243) (Y_3710) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 1.3701 13.559 -.74068 2.7567 .13940 17.942 
Stddev .0417 .331 .36188 .5291 .04603 2.671 
%RSD 3.0400 2.4382 48.858 19.191 33.024 14.886 

#1 1.3995 13.792 -.99657 2.3826 .10684 16.053 
#2 1.3406 13.325 -.48479 3.1308 .17195 19.830 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Cd2288 Co2286 Cr2677 Cu3247 Fe2599 K_7664 
Line 228.802 {447} 228.616 {447} 267.716 {126} 324.754 {104} 259.940 {130} 766.490 { 44} 
IS Ref (Y_2243) (In2306) (Y_3600) (Y_3600) (Y_3710) (Y_3710) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg .17243 .64802 .20080 -.20778 8.6974 -30.265 
Stddev .02041 .01646 .08864 .06649 1.8708 15.687 
%RSD 11.835 2.5406 44.145 32.001 21.510 51.833 

#1 .18686 .65967 .26348 -.25480 7.3745 -19.173 
#2 .15800 .63638 .13812 -.16076 10.020 -41.358 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

HSU fl'Sl-STB 3 



Sample Name: CCB Acquired: 11/30/2007 16:54:14 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

» . 

Elem Mg2790 Mn2576 Na5895 Ni2316 Pb2203 Sb2068 
Line 279.079 {121} 257.610 {131} 589.592 { 57} 231.604 {445} 220.353 {453} 206.833 {463} 
IS Ref (Y_3710) (Y_3600) (Y_3710) (In2306) (In2306) (Y_2243) 
Units ug/L ug/L ug/L ug/L ug/L ug/L 
Avg 3.7061 .99366 24.223 .52918 1.2203 2.8084 
Stddev 11.701 .10143 9.144 .26597 .5554 .4032 
%RSD 315.71 10.208 37.748 50.262 45.511 14.356 

#1 11.980 .92193 17.757 .71725 1.6130 3.0935 
#2 -4.5675 1.0654 30.688 .34111 .82758 2.5233 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 

Elem Se1960 TI1908 V 2924 Zn2062 
Line 196.090 {472} 190 .856 {477} 292.402 {115} 206 .200 {464} 
IS Ref (Y_2243) (In2306) (Y_3600) (In2306) 
Units ug/L ug/L ug/L ug/L 
Avg 2.3478 -.27930 1.2241 -.37860 
Stddev .5400 .12061 .1600 .04458 
%RSD 23.001 43.184 13.069 11.776 

#1 2.7296 -.19401 1.3372 -.41012 
#2 1.9659 -.36458 1.1110 -.34707 

Check ? Chk Pass Chk Pass Chk Pass Chk Pass 
High Limit 
Low Limit 



Sample Name: CCB Acquired: 11/30/2007 16:54:14 Type: QC 
Method: TAL20071130A Mode: CONC Corr. Factor: 1.000000 
User: admin Client sample ID: CCB Dilution: 1 Operator: SRV 
Comment: 21 

Int. Std. In2306 Y_2243 Y_3600 Y_3710 
Line 230.606 {446} 224.306(450} 360.073 {94} 371.030(91} 
Units Cts/S Cts/S cts/s Cts/S 
Avg 9156.0 10369. 142530. 18818. 
Stddev 9.7 5. 1800. 236. 
%RSD .10617 .04862 1.2627 1.2550 

#1 9149.2 10366. 143800. 18985. 
#2 9162.9 10373. 141250. 18651. 
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I Sample Digestion - Logbook 
ICP^AES 

• EE Scientific • Sample Digestion - Logbook 
ICP^AES 1544 Sawdust Road, Suite SOS 

The Woodlands, TX 77580 
281-292-5277 

Sample Digestion - Logbook 
ICP^AES 

Effective Area Type Number Version RCN 

09-Nov-06 QA FORM 2FORM05 1.0 675-0813 

ID 
£8 
IS 
s 

Method:  ̂
Prep Start Date &Time: ill 2^01*, 41SP 
Prep End Date &Time: I I I ^MIOT" II "ftT) 

SOP: 3 VQjpOl 
LCS ID: 
MS ID: 

jfVfr6&30 
I / Dissolved Circle One:< 

Prep Code: 
Temperature of Hot Block: 44 "C 

HV 
Sample Matrix: 
Prep Batch ID: 
Thermometer ID: j_ 
Others: 

Lab 
Sample ID 

Client 
Sample ID 

Sample 
Aliquot 
G/mL 

Final 
Volume 
(mL) 

Dil. 

HCl 
Added 
(ml) 

(cone. / 
1:1) 

HN03 
Added 
(ml) 

(cone. / 
1:1) 

LCS 
Added 

(Hi) 

MS 
Added 

(P0 

h2o2 

Added 
(ml) 

Color 
•sssSbassadESj 

Clarity Texture 

Comments Lab 
Sample ID 

Client 
Sample ID 

Sample 
Aliquot 
G/mL 

Final 
Volume 
(mL) 

Dil. 

HCl 
Added 
(ml) 

(cone. / 
1:1) 

HN03 
Added 
(ml) 

(cone. / 
1:1) 

LCS 
Added 

(Hi) 

MS 
Added 

(P0 

h2o2 

Added 
(ml) Ink/Fin Ini./Fin Ini./Fin 

Comments 

3<.Pi3UsQ% j>6S<§& VOO too 1 10 S ftO WA WA M 813 * 1& f 

Tcpicxqs <LCSS§>& t'Cl — 
/ •  

\+\ tO/3 OA / ....... 
J -oi 0 FdD VHP xjl 

- as FdS i»oo (jrw A 
• 02- l»02r HA 

- 03 F8 1-03 / 
- ° h  

Fi i-01 / 
-vr C)o i / 

t» to / 
- O A  1-03 / 
- og (-0 2- / 

> - o<\ I (•03 
* I r f V t n t 

J > * i 
K .  

. .  .  

Spiked by: 3LE 
Received for analysis by/Date: V \ A 

Spike verified By: Digested By : 
Reviewed by/Date: rt*  ̂ U|-U||V) 

COLOR : Red =1; Blue = 2; Yellow = 3; Green = 4; Orange = 5; Violet = 6 ; White = 7; Brown = 8; Grey = 9; Black = 10; Colorless= 11. 
CLARITY : Clear = A; Cloudy = B; Opaque = C TEXTURE: Fine = F; Medium = M; Coarse =R 
ARTIFACTS : If Artifacts are present, enter "Artifacts" and describe in the Comments column. 
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Sample Digestion - Logbook 
ICP-AES 

Effective Area Type Number Version RCN 
09-Nov-06 OA | FORM 2FORM05 1.0 675-0813 

IS 
00 
IS 
ST 

Method: Ml HO1'̂  B 
Prep Start Date &Time: 
Prep End Date &Time: 

III ?u\Cn icr.co 
M\2M|C-j'|i 

SOP: .gSOpei 
LCS ID: 
MS ID: 

0 
C&rrpr^coir 

Circle One:(Total1/ Dissolved 
Prep Code: 

Sample Matrix: CpTA 
Prep Batch IDinYflrUtLfflfe 
Thermometer ID: I 

Lab 
Sample ID 

Client 
Sample ID 

Sample 
Aliquot 
G/mL 

Final 
Volume 
(mL) Dil. 

HC1 
Added 
(ml) 

(coiic. / 
1:1)  

HN03 
Added 
(ml) 

(conc. / 
1:1)  

LCS 
Added 

Oil) 

MS 
Added 

0*1) 

h2o2 
Added 
(ml) 

Color Clarity Texture 

Comments 
Lab 

Sample ID 
Client 

Sample ID 

Sample 
Aliquot 
G/mL 

Final 
Volume 
(mL) Dil. 

HC1 
Added 
(ml) 

(coiic. / 
1:1)  

HN03 
Added 
(ml) 

(conc. / 
1:1)  

LCS 
Added 

Oil) 

MS 
Added 

0*1) 

h2o2 
Added 
(ml) InL/Fin Ini./Fin Ini./Fin 

Comments 

ew&m io I  <01 100 < fO SflO fift VIA 1 $3 B1 « M _ -j 

- M. I'Ofc 
— I* 06 
-l2> C)8 t *03 j 

- IM 41 10 • r 
j 

— IS" H*0 I'M 
i 

i j 
J* I(» HI I'OJ 

i 
! l 

• <T RO MOM 
I 
i 

... |<2 MS (• 13 

\ci HM 1 ' 1 1  
-20 * HS- I ' 10 V, / / •J ) !> f r t \ / s i J* L-—— 

' 

opuuu oy. 
Received for analysis by/Date: \< \ TO (oT Reviewed by/Date : FVCh \\\laT o") 

COLOR : Red-1: Blue = 2; Yellow = 3; Green = 4; Orange —5; Violet = 6; White = 7; Brown = 8; Grey = 9; Black= 10; Colorless= 11. 
CLARITY : Clear = A; Cloudy = B; Opaque = C TEXTURE; Fine = F; Medium = M; Coarse =R 
ARTIFACTS : If Artifacts are present, enter "Artifacts" and describe in the Comments column. 
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lA4Kffi!5!Rraa 
1544 Sawdust Road, Suite 505 

The Woodlands, TX 77380 
281-292-5277 

CLP ILM05.3 ICP-AES Instrument Run Log 
Instrument ED: B-ICP6500 

Effective Area Type Number Version RCN 
25-Mar-07 MET FORM 2FORM03 1.0 665-0716 

START DATE: ull/lloi- START TIME: END DATE: lllxlfOT END TIME: 1 

SEOUENCE: -7 AL'Z-OOT 1! 2A&1 CALIBRATION ED: - ANALYTICAL METHOD: 

SOP: 330pAC CALSTDID ICV/CCV ED: 6,9&> -ST -01 / 68 -̂56-dt 

ICB/CCBID: 6^6CRIED: 2%HN03ED: -5 if-04 

ICSA ID: 6*6 -0~t ICSAB ID: -<5 -̂04 ISTD ID: <SR6 

CLIENTSAMPLE ID LAB SAMPLE ID | DILUTION PREP BATCH ID COMMENTS 

/oddLft ttifid. P fiYTlbu [&L I -
/vyiftlLf ̂ rL t— >e - ̂  &TIO - 2.0 4or l?(k L-

Off\dL QG0 9>\2-3-01 to 20 
i 

^ Arievui 5  ̂AjAwfiu/r 1 <+ioHiLdt -to rfcSflR 

T>\ lotion t?- GOO) *423-l5-» •Twnl ti Rom tbllL Qwds Qy? 
1 Jj-

yynl <̂ 3V, HM03 

600* 323-l&-> 1*3*  ̂
\ * 

T M ,W| 
\ 

it# tfrrul 23 /ml W. HMO a -

O
0 o

 
O

 
O

 TX.3 -1  ̂  ̂* "* S Pi* A/*jdl \' 4 W & •?*/.!iNld » -
D \ ll 

-

i "— 

f 

NOTES: 

ANALYST/DATE: V* ~V- REVIEWER/DATE: 
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EB Scientific 
1544 Sswiusl Roatf, SOlte SOS 
me wosdtarefa, TX 773BO 
{281)29245277 
www t̂oisiaiSfeostn 

Instrument Run Log 
Instrument ID: B-ICAP6500 

Runlag, Logbook {RCNi/Page#) : ^6 

Method: ILM05.4 SOP: >£6p64, • 

Sequence: TAL20071129B1 

Data File: TAL20071129Bl.txt 

No Lab Sample Client Sample Date Time D/F In2306 Y_ 2243 Y_3600 Y_3710 Comments 

0 SO SO 11/29/07 14:55:48 1 100 100 100 100 

0 S S 11/29/07 14:58:33 1 92 97 96 96 

0 ICV1 ICV 11/29/07 15:01:12 1 96 99 • 97 100 

0 ICB1 ICB 11/29/07 15:03:45 1 100 99 100 101 

0 CRDL1 CRI 11/29/07 15:06:30 1 100 99 99 100 

0 ICS-A1 ICSA 11/29/0 7 15:09:11 1 82 91 89 97 

0 ICS-AB1 ICSAB 11/29/07 15:11:57 1 81 90 90 98 

0 CCV1 CCV 11/29/07 15:14:38 1 94 98 97 100 

0 CCB1 CCB 11/29/07 15:17:14 1 99 100 99 101 ^01 Oh 

0 0008712-01 MH23Y1 11/29/07 15:19:59 1 84 99 98 107 

0 0008712-01D MH23Y1D 11/29/07 15:22:50 1 85 101 99 109 

0 0008712-01S MH23Y1S 11/29/07 15:25:42 1 84 101 100 110 

0 0008712-01L MH23Y1L 11/29/07 15:28:31 5 96 102 101 105 i I 
0 0008712-03 MH23Z7 11/29/07 15:31:14 1 85 100 98 109 ! i 
0 0008712-06 MH24A0 11/29/07 15:34:07 1 86 103 101 109 J, 

0 77777 77777 11/29/07 15:36:58 1 102 103 103 103 

0 77777 77777 11/29/07 15:39:43 1 77 * 85 86 96 

0 0008723-04 MH24F9 11/29/07 15:42:32 1 85 99 99 105 

0 BLANK BLANK 11/29/07 15:45:10 1 98 99 99 102 

0 CCV2 CCV 11/29/07 15:47:53 1 97 101 101 104 

0 CCB2 CCB 11/29/07 15:50:29 1 101 101 102 100 

0 0008723-05 MH24G0 11/29/07 15:53:30 1 84 99 98 108 

0 0008723-06 MH24G1 11/29/07 15:56:21 1 84 99 99 108 

0 0008723-07 MH24G2 11/29/07 15:59:12 1 85 100 100 ' 112 

0 0008723-08 MH24G3 11/29/07 16:02:04 1 86 101 102 108 

0 0008723-09 MH24G4 11/29/07 16:04:53 1 86 102 101 109 

0 BLANK BLANK 11/29/07 16:07:44 1 98 100 101 105 

0 ZCRI ZCRI 11/29/07 16:10:29 1 102 103 103 102 

0 CRDL2 CRI 11/29/07 16:13:10 1 102 102 102 102 

0 ICS-A2 ICSA 11/29/07 16:15:51 1 83 92 92 101 
£iti«J£§t itilsa 

Thursday, November 29, 2007 Page 1 o£ 3 

Analyst/Date: gfrO 

Reviewer/Da te: u|%o\<Q 

Analysis Start: 11/29/07 14:55:48 

Analysis End: 11/29/07 18:31:48 



Scientific 
*544 Sswslustite84, Suite 995 
TSe Woodlands, TX773H> 
081)292-8277 
www,a4sci»ri!!fc.i3itt» 

Instrument 
Instrument ID B-ICAP6500 

Method: ILM05.4 SOP: 2-1 Reviewer/Date: ub°Vn. 

Sequence: TAL20071129B1 Analysis Start:11/29/07 14:55:48 

Data File ; TAL20071129Bl.txt Analysts End: 11/29/07 18:31:48 

i No Lab Sample Client Sample Date Time D/F Xn2306 Y_ 2243 Y_3600 Y_3710' Comments 

, 0 1CS-AB2 ICSAB 11/29/07 16:18:38 1 82 92 91 99 

D CCV3 CCV 11/29/07 16:21:18 1 96 100 100 104 

0 CCB3 CCB 11/29/07 16:23:55 1 99 100 101 102 

0 0008710-20 MH23Z5 11/29/07 16:26:41 1 82 103 102 110 6 4&1 ph 

0 0008712-02 MH23Z6 11/29/07 16:29:31 1 85 104 102 111 ^ | 

0 0008712-04 MH23Z8 11/29/07 16:32:22 1 84 103 102 111 I 

0 0008712-05 MH23Z9 11/29/07 16:35:13 1 85 105 104 112 I 
0 0008723-14 MH24G9 11/29/07 16:38:05 1 85 101 100 109 

0 0008723-15 MH24H0 11/29/07 16:40:56 1i 86 103 102 in > pe 

0 0008723-16 MH24H1 11/29/07 16:43:47 1 85 102 101 109 

0 0008723-17 MH24H2 11/29/07 16:46:37 1 86 102 101 111 

0 0008723-18 MH24H3 11/29/07 16:49:28 1 86 103 102 no 

0 BLANK BLANK 11/29/07 16:52:18 1' 99 100 101 99 

0 GCV4 CCV 11/29/07 16:55:02 1 98 102 101 102 

0 CCB4 CCB 11/29/07 16:57:38 1 101 102 102 97 

0 0008723-19 MH24H4 11/29/07 17:00:24 1 84 101 101 111 ^ 

0 0008723-20 MH24H5 11/29/07 17:03:16 1 86 102 101 105 

0 0008723-01 MH24F6 11/29/07 17:06:09 1 86 100 100 110 

0 0008723-01D MH24F6D 11/29/07 17:08:57 1 85 100 100 110 

0 0008723-01S MH24F6S 11/29/07 17:11:46 1 86 100 101 99 ; 

o BLANK BLANK 11/29/07 17:14:28 1 96 97 99 101 

0 ZCRI ZCRI 11/29/07 17:17:12 1 104 105 105 108 

0 CRDL3 CRI 11/29/07 17:19:54 1 102 103 101 100' 

0 ICS-A3 ICSA 11/29/07 17:22:33 1 83 92 91 108; | 

0 ICS-AB3 ICSAB 11/29/07 17:25:19 1 77 * 87 91 95 S|5efa-Tkd 

0 CCV5 CCV 11/29/07 17:28:00 1 97 100 99 98 

0 CCB5 CCB 11/29/07 17:30:35 1 100' 101 101 97 

0 0008723-01L IMH24F6L 11/29/07 17:33:21 5 95 101 103 99 ; 

0 0008723-02: MH24F7 11/29/07 17:36:03 1 85 101 100 106 

0 0008723-03 MH24F8 11/29/07 17:38:55 1 86 103 102 111 

Thursday, November 29, 2007 Page 2 of 3 



ffiSaKftSS" Instrument Run Log 
Instrument ID: B-ICAP6500 

Runlog, Logbook (RCN#/Page#) : Analyst/Date: \ V ^ "Vo\o*^ t 

Method; I1M05.4 SOP: 2- jc^oG Reviewer/Date: gjjf , 

Sequence: TAL20071129B1 Analysis Start:11/29/07 14:55:48 

Data File: TAL20071129Bl.txt Analysis End: 11/29/07 18:31:48 

No Lab Sample Client Sample Date Time D/F In2306 Y_ 2243 Y_3600 Y_3710 Comments 

0 ICPBLKQ8 PBSQ8 11/29/07 17:41:47 1 103 1:03 104 103 

0 ICPLCSQ8 LCSSQ8 11/29/07 17:44:34 1 79 * 87 88 96 

0 0008723-10 MH24G5 11/29/07 17:47:22 1 86 102 101 111 ^ pA, 

0 0008723-11 MH24G6 11/29/07 17:50:14 1 85 103 101 113 

0 BLANK BLANK 11/29/07 17:53:04 1 97 97 98 98 

0 CCV6 CCV 11/29/07 17:55:48 1 100 104 103 105 

0 CCB6 CCB 11/29/07 17:58:23 1 102 102 102 106 

o 0008723-12 MH24G7 11/29/07 18:01:09 1 85 101 . 100 106 

0 0008723-13 MH24G8 11/29/07 18:04:01 1 83 97 . 97 107 

0 0008723-15 MH24H0 11/29/07 18:07:02 1.3 86 103 103 1°7 -f U 

0 0008723-18 MH24H3 11/29/07 18:09:54 1.3 89 103 102 109 I 

0 0008723-19 MH24H4 11/29/07 18:12:46 1.25 87 103 102 109 
> r'-

0 BLANK BLANK 11/29/07 18:15:36 1 97 98 98 97 

0 ZCRI ZCRI 11/29/07 18:18:21 1 105 106 106 103 

0 CRDL4 CRI 11/29/07 18:21;02 1 103 104 104 104 

0 ICS-A4 ICSA 11/29/07 18:23:43 1 83 93 92 . 94 

0 ICS-AB4 ICSAB 11/29/07 18:26:30 1 84 93 93 98 

0 CCV7 CCV 11/29/07 18:29:12 1 98 101 100 101 

0 CCB7 CCB 11/29/07 18:31:48 1 101 101 101 98 

Thursday, November 29, 2007 
MOTgiffyai 

Page 3 of 3 



K4k»usiAiiI^ 
1544 Sawdust Road, Suite 505 

The Woodlands, TX 77380 
281-292-5277 

CLP ILM05.3 ICP-AES Instrument Run Log 
Instrument ID: B-ICP6500 

Effective Area Type Number Version RCN 
25-Mar-07 MET FORM 2FORM03 1.0 66541716 

START 
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Instrument Run Log 
Instrument ID: B-ICAP6500 

Pnnlog, Logbook (RCN#/Page#): Analyst/Date: 

Method: IIM05 . 4 SOP Revi ever/Date: m 
Sequence; TAL20071130A1 Analysis Start : 11/30/2007 09:59:28 

Data File: TAL20071130Al.txt Analysis End: 11/30/2007 16:54:14 

No J.aH fiampl o Client Sample Date Time D/F In2306 Y_ 2243 Y_3600 T_3710 Comments 

0 so SO 11/30/2007 09:59:28 1 100 100 100 100 

0 s S 11/30/2007 10:02:12 1 92 97 96 100 

0 ICV1 ICV 11/30/2007 10:04:51 1 96 99 99 104 

! "0 |CB1 ICB 11/30/2007 10:07:24 1 100 100 105 100 

0 CRDL1 CRI 11/30/2007 10:10:08 1 99 98 99 97 

0 ICSrAI ICSA 11/30/2007 10:12:49 1 81 90 90 100 

0 ICS-AB1 ICSAB 11/30/2007 10:15:34 1 81 90 89 95 

0 CCV1 CCV 11/30/2007 10:18:15 1 93 97 97 104 

0 CCB1 CCB 11/30/2007 10:20:50 1 100 99 100 104 

0 ICPBLKQ9 PBSQ9 11/30/2007 10:23:35 1 99 98 99 98 

0 ICPLCSQ9 LCSSQ9 11/30/2007 10:26:21 1 76 * 83 84 89 

0 0008724-01 MH24H6 11/30/2007 10:29:09 1 80 100 99 105 >p£ 
0 0008724-01D MH24H6D 11/30/2007 10:31:59 1 81 100 100 104 

0 0008724-01S MH24H6S 11/30/2007 10:34:50 1 82 98 97 99 >f(L 
0 0008724-01L MH24H6L 11/30/2007 10:37:39 5 93 100 102 104 

0 0008724-02 MH24H7 11/30/2007 10:40:21 1 80 99 98 105 1 

0 0008724-03 MH24P8 11/30/2007 10:43:12 1 83 100 99 104 i 

0 0008724-04 MH24P9 11/30/2007 10:46:02 1 84 99 87 104 

0 BLANK BLANK 11/30/2007 10:48:46 1 98 99 99 98 

0 CCV2 CCV 11/30/2007 10:51:30 1 94 98 99 95 

0 CCB2 CCB 11/30/2007 10:54:06 1 100 99 100 93 

0 0008724-05 MH24Q0 11/30/2007 10:56:52 1 83 97 97 99 

0 0008724-06 MH24Q1 11/30/2007 10:59:38 1 82 93 95 97 

0 0008724-07 MH24Q2 11/30/2007 11:02:43 1 83 97 96 100 

0 0008724-08 MH24Q3 11/30/2007 11:05:28 1 83 99 98 102 

0 0008724-09 MH24Q4 11/30/2007 11:08:20 1 85 100 99 104 

0 BLANK BLANK 11/30/2007 11:11:06 1 98 98 98 95 

0 ZCRI ZCRI 11/30/2007 11:13:49 1 101 101 102 105 

0 CRDL2 CRI 11/30/2007 11:16:31 1 100 100 102 120 

0 ICS-A2 ICSA 11/30/2007 11:19:12 1 83 91 89 95 

• NIIMIMV7*N 
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^s^ a^ sutescs Instrument Run Log TheiMttaaM&txmsa 0 

Instrument ID: B-ICRP6500 

Runlog,Logbook (RCN#/Page#): 

Method: 112405.4 SOP; PSi0pD6 

Sequence; TAL20071130A1 

Data File; TAL20071130Al.txt 

Analyst/Date: 

Reviewer/Date; m h 

Analysis Start:11/30/2007 09:59:28 

Analysis End: 11/30/2007 16:54:14 

NO Lab Sample Client Sample Date Time D/P In2306 Y_ 2243 

O
 

O
 

<0 J
 Y_3710 Comments 

0 ICS-AB2 (CSAB 11/30/2007 11:21:58 1 81 90 90 94 

0 CCV3 CCV 11/30/2007 11:24:39 1 93 97 97 99 

0 CCB3 . CCB 11/30/2007 11:27:15 1 98 98 102 89 

0 0008724-10 MH24Q5 11/30/2007 11:30:01 1 82 99 98 110 

0 0008724-11 MH24Q6 11/30/2007 11:32:47 1 83 98 98 106 

0 0008724-12 MH24Q7 11/30/2007 11:35:32 1 84 99 98 107 

0 0008724-13 MH24Q8 11/30/2007 11:38:10 1 82 93 94 99 

0 0008724-01 MH24H6 11/30/2007 11:41:19 1.7 86 100 99 106 ft 

0 0008724-01D MH24H6D 11/30/2007 11:44:11 1.7 86 99 99 111 

0 0008724-01S MH24H6S 11/30/2007 11:47:00 1.4 85 98 96 102 

0 0008724-01L MH24H6L 11/30/2007 11:49:44 8.5 94 99 100 104 

0 0008724-02 MH24H7 11/30/2007 11:52:26 1.8 85 98 96 100 I 

0 BLANK BLANK 11/30/2007 11:55:17 1 96 97 98 106 

0 CCV4 CCV 11/30/2007 11:58:00 1 95 99 99 107 

0 CCB4 CCB 11/30/2007 12:00:37 1 100 100 100 97 

0 ICPBLKR0 PBSR0 11/30/2007 12:03:23 1 99 99 100 103 

0 ICPLCSR0 LCSSR0 11/30/2007 12:06:10 1 75 * 83 84 91 

0 0008725-01 MH24M8 11/30/2007 12:08:58 1 88 102 97 109 

0 0008725-01;D MH24M8D 11/30/2007 12:11:43 1 86 99 100 103 

0 0008725-01S MH24M8S 11/30/2007 12:14:29 1 84 98 98 113 

0 BLANK BLANK 11/30/2007 12:17:12 1 97 98 108 91 

0 ZCRl ZCRl 11/30/2007 12:19:56 1 101 101 102 97 

0 CRDL3 CRI 11/30/2007 12:22:38 1 100 101 102 91 

0 ICS A3 ICSA 11/30/2007 12:25:19 1 81 90 89 92 

0 ICSAB3 ICSAB 11/30/2007 12:28:05 1 81 90 90 93 

0 CCV5 CCV 11/30/2007 12:30:46 1 94 97 97 95 

0 CCB5 CCB 11/30/2007 12:33:22 1 99 99 100 101 

0 0008725-01L MH24M8L 11/30/2007 12:36:08. 94 98 98 102 

0 0008725-02 MH24M9 11/30/2007 12:38:52 1 80 98 98 106 > Fe 

0 0008725-03 MH24N0 11/30/2007 12:41:43 1 86 97 97 106 

Saturday, December 01, ZOO 7 Page 



Instrument Run Log TtttWMOanMt XX 77388 0 

,,,, Instrument ID: B-ICAP6500 WWJ>^giySC,COa» 

Runlog,Logbook (RON#/Page#): fi&S-106-01 Analyst/Date: 

Method: ILM05 4 SOP Reviewer/Date: 

Sequence: TAL20071130A1 
r 

Analysis Start : 11/30/2007 09:59:28 

Date File: TAI20071130Al.txt Analysis End: 11/30/2007 16:54:14 

No Lab Sample Client Sample Date Time D/F In2306 T_ 2243 Y_3600 Y_3710 Comments 

0 0008725-04 MH24N1 11/30/2007 12:44:29 1 83 96 97 101 > XO pb 

0 0008725-05 MH24N2 11/30/2007 12:47:18 1 86 99 98 106 

0 0008725-06 MH24N3 11/30/2007 12:50:06 80 96 98 102 >pb 
0 0008725-07 MH24N4 11/30/2007 12:53:08 1 82 101 101 107 

0 0008725-08 MH24N5 11/30/2007 12:55:59 86 98 98 91 

0 0008725-09 MH24N8 11/30/2007 12:58:45 1 83 98 97 106 

0 BLANK BLANK 11/30/2007 13:01:30 1 97 98 99 86 

0 CCV6 CCV 11/30/2007 13:04:14 1 93 97 106 104 

0 CCB6 CCB 11/30/2007 13:06:50 1 99 100 97 93 

0 0006725-10 MH24N7 11/30/2007 13:09:36 1 84 100 105 121 * -

0 0008725-11 MH24N8 11/30/2007 13:12:30 84 100 103 116 

0 0008725-12 MH24N9 11/30/2007 13:15:22 1 86 98 102 111 

0 0008725-13 MH24P0 11/30/2007 13:18:07 1 84 97 101 108 

0 0008725-14 MH24P1 11/30/2007 13:20:56 1 87 102 105 111 

0 BLANK BLANK 11/30/2007 13:23:42 1 88 87 91 128 * 

0 ZCRI ZCRI 11/30/2007 13:26:25 1 99 100 86 93 

0 CRDL4 CRI 11/30/2007 13:29:05 102 103 100 97 

0 ICSA4 ICSA 11/30/2007 13:31:46 80 90 91 94 

0 ICSAB4 ICSAB 11/30/2007 13:34:33 81 91 91 93 

0 CCV7 CCV 11/30/2007 13:37:15 1 94 98 99 99 

0 CCB7 CCB 11/30/2007 13:39:52 1 96 96 101 103 

0 0008725-15 MH24P2 11/30/2007 13:42:38 1 86 101 105 111 

0 0008725-16 MH24P3 11/30/2007 13:45:24; 84 101 102 111 

0 0008725-17 MH24P4 11/30/2007 13:48:13 87 100 103 109 

0 0008725-18 MH24P5 11/30/2007 13:51:01 1 86 101 104 114 

0 0008725-19 MH24P6 11/30/2007 13:53:47 1 89 100 103 114 

0 0008725-20 MH24P7 11/30/2007 13:56:33 1 87 100 104 113 

0 0008725-02 MM24M9 11/30/2007 13:59:20 1.3 86 98 98 106 p£ 
0 0008725-04 MH24N1 11/30/2007 14:02:07 1.9 87 94 101 104 Zr\ '< 
0 0008725-04 MH24N1 11/30/2007 14:04:56 3.5 92 99 101 108 

Saturday, December 01, 2007 Bags 3 of 6 



steatoses Instrument Run Log 
S2SSL. Instrumsnt ID: B-1CSS6S00 

•8 % o> 0 
n

 

1
 (RCN#/Page#): "S — lGk-Q~V Analyst/Date: If s

 _ 

0
 

J
 

Method: IIM05 .4 SOP • «3£OP06 . Reviewer /Date: 

Sequence; TAL20071130A1 Analysis Start: 11/30/2007 09:59:28 

Data File: XKL20071130A1. tact Analysis End: 11/30/2007 16:54:14 

No Lab Sample Client Sample Date Xime D/F In2306 Y J2243 r_3600 Y_3710 Comments' 

0 BLANK BLANK 11/30/2007 14:07:39 1 8B 67 89 119 

0 CCV8 CCV 11/30/2007 14:10:24 1 93 97 100 97 

0 CCB8 CCB 11/30/2007 14:13:00 1 98 99 106 104 

0 0008725-06 MH24N3 11/30/2007 14:15:46 1:9 87 97 99 102 Pb 
0 0008725-07 MH24N4 11/30/2007 14:18:28 1,3 85 102 107 113 1* 
0 0008725-13 MH24P0 11/30/2007 14:21:20 1.8 88 97 98 102 zn 

0 0008725-13 MH24P0 11/30/2007 14:24:10 3.3 92 101 99 102 pb • 
0 BLANK BLANK 11/30/2007 14:26:54 100 101 102 105 

0 BLANK BLANK 11/30/2007 14:29:40 1 90 89 91 121 * 

0 ZCRI ZCRI 11/30/2007 14:32:25 1 100 101 101 99 

0 CRDL5 CRI 11/30/2007 14:35:07 1 102 103 103 95 

0 ICS-A5 ICSA 11/30/2007 14:37:48 1 81 91 92 96 

0 ICS-AB5 ICSAB 11/30/2007 14:40:34 1 82 92 92 97 

0 CCV9 CCV 11/30/2007 14:43:15 1 94 98 101 102 

0 CCB9 CCB 11/30/2007 14:45:50 1 98 99 105 104 

0 0008723-01 MH24F6 11/30/2007 14:48:36 1 85 100 104 116 

0 0008723-01D MH24F6D 11/30/2007 14:51:23 1 85 100 103 113 

0 0008723-01S MH24F6S 11/30/2007 14:54:12 1 86 100 103 107 

0 0008723-01L MH24F6L 11/30/2007 14:56:55 94 100 100 96 

0 0008723-02 MH24F7 11/30/2007 14:59:37 1 86 101 104 110 

0 0008723-03 MH24F8 11/30/2007 15:02:29 1 85 102 105 110 

0 0008723-10 MH24G5 11/30/2007 15:05:22 1 86 102 105 110 

0 0008723-11 MH24G6 11/30/2007 15:08:15 1 85 102 104 107 >ffc 
0 0008723-12 MH24G7 11/30/2007 15:11:10 1 86 102 105 111 

0 BLANK BLANK 11/30/2007 15:14:02 1 100 101 101 95 

0 CGV10 CCV 11/30/2007 15:16:45 1 96 100 103 98 

0 CCB10 CCB 11/30/2007 15:19:20 1 99 99 105 106 

0 0008723-13 MH24G8 11/30/2007 15:22:06 1 82 96 99 109 >ZnlvP& 
0 0008723-14 MH24G9 11/30/2007 15:25:08 85 101 103 107 

0 0008723-15 MH24H0 11/30/2007 15:28:01 86 103 105 1:10 

Saturday, December 01, 2007 



Scientific 
1544 fee*, fete S3 
Tf» WCoaaft» TX TJ3S0 
C&0282-S377 
vtmjttscaz&itXHti 

Instrument Run Log 
Instrument ID: B-I-CAP 6.5.00 

Runlog, Logbook (RON#/Page#): Analyst/Date: 

Method: ILM05 .4 SOP 2S0P06 Reviever/Date: 

Sequence: TAL20071130A1 Analysis Start ; 11/30/2007 09:59:28 

Data File: TAL20071130Al.txt Analysis End: 11/30/2007 16:54:14 

No Lab Sample Client Sample Date Time D/F Xn2306 T_ _2243 

o
 

o
 

to D X_3710 Comments 

0 0008723-16 MH24H1 11/30/2007 15:30:54 1 84 102 103 112 

0 0008723-17 MH24H2 11/30/2007 15:33:47 1 87 103 108 106 

0 BLANK BLANK 11/30/2007 15:36:38 1 96 97 102 107 

0 ZCRI ZCRI 11/30/2007 15:39:20 100 101 101 102 

0 CRDL6 CRI 11/30/2007 15:42:00 102 102 105 92 

0 ICS-A6 ICSA 11/30/2007 15:44:42 1 82 91 91 99 

0 ICS-AB6 ICSAB 11/30/2007 15:47:28 1 82 91 92 100 

0 CCV11 CCV 11/30/2007 15:50:09 1 95 99 101 102 

0 CCB11 CCB 11/30/2007 15:52:45 1 99 100 108 109 

0 0008723-18 MH24H3 11/30/2007 15:55:32 1 86 102 104 112 >pe 

0 0008723-19 MH24H4 11/30/2007 15:58:24 1 84 102 104 115 > pe 

0 0008723-20 MH24H5 11/30/2007 16:01:18 1 86 102 105 111 

0 0008723-10 MH24G5 11/30/2007 16:04:12 1.47 89 101 103 107 PL 
0 0008723-13 MH24G8 11/30/2007 16:07:05 1.41 84 96 101 101 I 

0 Z0008723-13 ZMH24G8 11/30/2007 16:10:06 1 86 96 100 104 

0 BLANK BLANK 11/30/2007 16:13:02 1 102 103 103 104 

0 ICPBLKQ8 PBSQ8 11/30/2007 16:15:49 1 101 100 102 100 

: 0 ICPLCSQ8 LCSSQ8 11/30/2007 16:18:38 1 77 * 85 89 105 

0 BLANK BLANK 11/30/2007 16:21:26 1 96 96 99 113 

0 CCV12 CCV 11/30/2007 16:24:09 1 95 99 100 101 

0 CCB12 CCB 11/30/2007 16:26:45 1 97 97 101 113 

0 0008723-11 MH24G6 11/30/2007 16:29:32 1.3 86 100 103 112 re 
0 0008723-13 MH24G8 11/30/2007 16:32:26 2.26 87 97 98 99 Us 

0 77777 77777 11/30/2007 16:35:16 1 102 101 104 106 

0 BLANK BUNK 11/30/2007 16:38:02 1 96 95 98 115 

0 ZCRI ZCRI 11/30/2007 16:40:46 1 100 100 101 101 

0 CRDL7 CRI 11/30/2007 16:43:27 1 102 ioo 100 107 

0 ICS-A7 ICSA 11/30/2007 16:46:08 1 82 91 92 99 

0 1CS-AB7 ICSAB 11/30/2007 16:48:55 1 82 90 93 100 

0 CCV13 CCV 11/30/2007 16:51:37 95 98 98 104 

—MM-Saturday, December 01, 2007 Page 



5544 SwAni ttxi. SATE SOS 
TO* W&XJtoSs. TX 57333 
C6.D2S-S2T7 

Instrument Run Log 
Instrument ID: B-ICAP6500 

Runlog,Logbook (RCSf/Page#) : 'T- I0<•'~CTf Analyst/Date: Q\\O'"'\ 

aS^)pQ6 ' Reviewer/Date: £^> ' Method: IIM05.4 

Sequence: TAL20071130A1 

SOP: 

Data File: TAL20071130Al.txt 

Analysis Start: 11/30/2007 09:59:28 

Analysis End: 11/30/2007 16:54:14 

Ho Lab Sample Client Sample Date Time D/F In2306 Y 2243 Y 3600 Y 3710 Comments 

0 CCB13 CCB 11/30/2007 16:54:14 98 98 104 102 

Saturday, December 01, 2007 



lAdkWBSHsffl 
1544 SawduflRoad,S«tte 505 

TbgWpmfltmth. TX773 BO 
2M-2S2-5277 

Standards Prep Logbook 
Metals 

Effective Area Type Number Version RCN 
13-Apr-07 OA FORM 2FORM04 1.0 686-1002 

Solution Number: 
6 S T4-- <7 

Analyst:  ̂

Solution Name: 
VI HH (AC-J j 

Dilution Solvent #: ! 

Prep Date: 
11-27-0'? 

Total Vol (ml): _ 

Expiration Date: 
U-O- ' f t  i t* .  

Lab ID (Receipt Logbook) Concentration 
(mg/1 or ug/1) 

Aliquot 
(ml or 

ul) 

Final Concentration 
(mg/1 or ng/I) 

MMH (A "7 40 2'/  
/ f * 

* 

•i 

/ 

X 
/ 

/ 
/ 

.// 

NOTES 

REVIEWER (SIGN): DATE: 



lA4ktSRHHIR} 
1544 Sawdust Road, Suite 505 

The Woodlands, IX 77380 
281-292̂ 5277 

CLP ILM05.4 ICP-AES 
Sample Analysis 

Effective Area Type Number Version Page 
25-Mar-07 METALS SOP 2SOP06 1.0 Page 15 of 31 

Table 5. Solution and standards preparation chart 

2% NITRIC ACID (SO, ICB, CCB) 

STANDARD VENDOR CAT# CONC (pg/ml) SPIKE FINAL CONC (pg/ml) 
VOLUME CONC 

(mL) 
Nitric Acid EMD NX0407-2 20 2% 
Reagent water 980 

TOT. VOL. , 1000 

m® fflflsofl 



lA4kf5B5ff«S«B 
1544 S&Mhia Road, Suite 505 

TheWoodlBijds, TX 77580 ' 
281-292-5277 

Standards Prep Logbook 
Metals 

Effective Area Type Number Version RCN 
13-Apr-07 OA FORM 2FORM04 1.0 686-1002 

Solution Number: Analyst:  ̂

Solution Name: 

Dilution Solvent #: 

Prep Date: t ! i Total Vol (ml): 

Expiration Date: 

Lab ID (Receipt Logbook) Concentration 
(mg)p>r ug/I) 

Aliquot 
(ml or 
raft 

Final Concentration 
(ing/1 or ug/I) 

Ci-f tc( S*U(At«>/<ro*) ? b - 0' v'"~ir 

CM' (Xi  Sb(iT'tA7©(«rb4-^ Q. ̂ "0 ' i . v r  

cf CG. l-t ( ifO 2 .  y  

c s - \ - i  ( f \  k i  ̂  ( • )  d-vr-uX 
—-

0- f 
*** 

3> v' • 

> i i "• ( 

X ' 

.——— 

NOTES 

REVIEWER (SIGN): DATE: \ * 
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ISAA SewduaRoad. Soot SOS 
The WowflanAt, TX 773BO 

2S1-2B3-5277 

CLP ILM05.4 XCP-AES 
Sample Analysis 

Effective Area Tvoe Number Version Paee 
25-Mar-07 METALS SOP 2SOP06 1.0 Page 17 of 31 

Table 7. ICP/AES-Imtial Calibration Standard (S) 

Standard 
Name 

"Vendor & 
Catalog # 

Element 1 Initial Cone. 
ug/L 

Aliquot (uL) Final Cone. 
ug/L 

CLP-CAL-1, High Purity Al 2,000,000 . 250 10,000 
SOLA Co 500,000 2,500 

#CLP-CAL-1, Ni 500,000 2,500 
SOLA Ba 2,000,000 10,000 

Cu 250,000 1,250 
K ; 5,000,000 25,000 
Be 50,000 250 
Fe 1,000,000 5,000 
Na 5,000,000 25,000 

. Ca 5,000,000 25,000 
Mg 5,000,000 25,000 
V 500,000 2,500 
Cr 200,000 1,000 
Mn 500,000 2,500 
Zn 500,000 2,500 

CLP-CAL-1, 
SOL B 

High Purity 

CLP-CAL-1, 
SOLB 

Ag 250,000 250 1,250 

CLP-CAL-2 High Purity 

CLP-CAL-2 

Sb 1,000,000 125 2,500 

CLP-CAL-3 High Purity As 1,000,000 25 500 

CLP-CAL-3 
Cd 500,000 250 ; 

CLP-CAL-3 Pb 1,000,000 ' 500 
n 1,000,000 500 
Se 11,000,000 500 

2% Nitric Acid (uL) 49,350 
Total Volume (uL) 50,000 



|A4EESH  ̂
1544 Sswdua Road, Suite 505 

The Wowfiandi, TX 77380 
381-292-5277 

Standards Prep Logbook 
Metals 

Effective Area Type Number Version RCN 
13-Apr-07 OA FORM 2FORM04 1.0 6S6-1002 

Solution Number: 
G s t - x i - R  

Analyst:  ̂̂  

Solution Name: 

Dilution Solvent #: 
2"/. Hwoi L'̂ E -

, Prep Date: 
1 Total Vol (ml): 

lOt 
Expiration Date: 

a- iL C7 

Lab ED (Receipt Logbook) Concentration 
(tmg ĵor ug/I) 

Aliquot 
(ml or 

ul) 

Final Concentration 
(mg/1 or ug/I) 

CTR_ CA( R*7A . 5D — d \V\  "  |2-  J  

C < - P  C A L  S O  1 8  ^P\? 0 . ( 5 V T  

G M F  C F V L  2 _  (  A L O T I R & T J  ( (Too /WIY 

>"U— (CV* &3L> a.J VT" 8 

/ 
*r-» e 

-> -% y j 

/ 
/ 

NOTES 

DATE: REVIEWER (SIGN): £&. 
fflflaiaaeaa 



1544 ScwrfnflRond. Site 505 
TheWDbdlamk,TX7756D 

m-vtesart 

CLP 3X/M05.4 ICP-AES 
Sample Analysis 

Effective Area Type Number Version ! Paae 
25-Mar-07 METALS SOP ; 2SOP06 1.0 Page 18 of 31 

Table 8. ICP/AES-Contmuing Calibration Verification Standard (CCV) 

Standard 
Name 

Vendor & 
Catalog# 

Element Initial Cone. 
. ug/L . 

Aliquot (uL) ; Final Cone. 
ug/L 

CLP-CAL-1, High Purity A1 2,000,000 125 5,000 
SOLA Co. 500,000 1,250 

CLP-CAL-1, Ni 500,000 1,250 
SOLA Ba . 2,000,000 5,000 

Cu 250,000 625 
K 5,000,000 12,500 
Be 50,000 125 
Fe 1,000,000 2,500 
Na 5,000,000 12,500 
Ca 5,000,000 12,500 
Mg 5,000,000 12,500 
V 500,000 1,250 
Cr 200,000 500 

MIL 500,000 1,250 
ZQ 500,000 1,200 

CLP-CAL-1, 
SOLB 

High Purity 

CLP-CAL-1, 
SOLB 

Ag 250,000 125 : 625 

CLP-CAL-2 High Purity 

CLP-CAL-2 

Sb 1,000,000 62.5 1,250 

CLP-CAL-3 High Purity As 1,000,000 12.5 250 

CLP-CAL-3 
Cd 500,000 • 125 

CLP-CAL-3 Pb 1,000,000 250 
11 1,000,000 250 
Se 1,000,000 250 

2% Nitric Acid (uL) 49,675 
Total Volume (uL) 50,000 
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Solution Number: Analyst: 

Solution Name: Z c v  
Dilution Solvent#: 

26A f -tfV0! ( J  
Prep Date: 

IM7-4  
Total VoL (ml): 

Expiration Date: 

Lab ID (Receipt Logbook) Concentration 
(mg/I oi/ng/In 

Aliquot 
rfmiĵ r Final Concentration 

(mg/1 oiĵ g/TO 

LcVXC l l M)  CA7©^"S)  4920 ( 0  492 -1 o i S O 
• 

X 

s s y 
y -

y 
/ x 

y 
X 

/ 
/ 

fT 

/ 

' 

NOTES 

REVIEWER (SIGN): DATE: 
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CLF ILM05.4 ICP-AES 
Sample Analysis 

Effective Area Tvj«_ . >JiTtnSftr Version -Page. 
25-Mar-07 METALS SOP 2SOP06 1.0 Page 19 of 31 

Table 9. ICP/AES-Initial Calibration Verification Standard (ICV) 

Standard Vendor Element Initial Cone. Aliquot (uL) Final Cone. 
Name Cat# ug/L ug/L 

ICV-1 (1201) EPARef A1 24,820 1,000 2,482 ICV-1 (1201) 
Material Sb 9,920 992 

As 9,960 996 
ICV-1 Ba 5,020 502 
(1201) Be 4,930 493 

Cd 4,940 494 
Ca 101,800 10,180 
Cr 4,900 ! 490 
Co 4,960 496 
Cu 4,900 490 
Fe 51,070 5,107 
Pb 9,960 • 996 
Mg 60,030 6,003 
Mn 4,950 495 
Ni 4,920 492 
K 100,080 10,008 
Se 10,050 1,005 
Ag 4,950 495 
Na 100,390 10,039 
H 10,270 1,027 
V 5,010 501 
Zn 10,000 1,000 

2% Nitric Acid (uL) 9,000 
Total Volume (uL) 10,000 

liiSffllSlfi 
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Solution Number: 
6 ^ ' 5 - £ ~ 6 " >  

Analyst:  ̂ • 

Solution Name: 
E Cd £ ij 

Dilution Solvent #: 
2*/C HVOJ J 

Prep Date: Total VoL (ml): 

Expiration Date: 
(2 . -2-7-^3 

Lab ED (Receipt Logbook) Concentration 
/n l̂or ug/I) 

Aliquot 
(ml or Final Concentration 

(mg/I or ug/I) 

ci?(H ( A>«cr > ^- /  2  »  
V_y 

|(Ta 3 -ftt 

Pdt Lit)'(&-*}) I* K*o  7 

1L ? r 

C bD-itS-^) 

2K ( .6?"7-0-«» * f Qxr* 

f*  ̂

r̂\-n \ 

ys' 
/ '  . 

_ — -

NOTES 

REVIEWER (SIGN): DATE: VV 
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CLP ILM05.4 ICP-AES 
Sample Analysis 

KE Scientific I CLP ILM05.4 ICP-AES 
Sample Analysis 1S44 Snrfuafcorf, Sails SOS 

TteWooilWi.TX 77310 
281-292-5277 

CLP ILM05.4 ICP-AES 
Sample Analysis 

Effective Area Tvoe Number 1 Version Page 
25-Mar-07 METALS SOP 2SOP06 1.0 Page 20 of 31 

Table 10. ICP/MS-CRQL Check Standard (CRI) 

Standard VENDOR- Element ! CONC. Aliquot Final Cone. • 
Name CAT# - (ug/L) (uL) (ug/L) 

CRDL Detect High Purity Sb 120,000 25 60 
Limits Std # CRDL Co 100,000 50 

Se 10,000 5 
As 20,000 10 

! Cu . 50,000 25 
Ag 20,000 10 
Be 10,000 5 
Pb 6,000 3 
T1 20,000 10 
Cd 10,000 5 
Mn 30,000 15 
V 100,000 50 

A* Cr 20,000 10 
Ni 80,000 4:0 
Zn 40,000 20 

Lead 10PPM High Purity 
100028-1 

(Diluted lOOx 
to give 10PPM) 

Pb 10,000 35 7 

Selenium 10PPM High Purity 
100049-1 

(Diluted lOOx 
to give 10PPM) 

Se 10,000 , 150 30 

Thallium 10PPM High Purity 
100058-1 

(Diluted lOOx 
to give 10PPM) 

Tl 10,000 : 75 15 

Zinc 10PPM High Purity 
100068-1 

(Diluted 1 OOx 
to give 10PPM) 

Zn 10,000 200 40 

2% Nitric Acid (uL) 49,515 
Total Volume (uL) 50,000 
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Solution Number: 
S U - ' t f - o J  

Analyst: £ j. 

Solution Name: 
i L i s A- (? MfO 

Dilution Solvent #: 
2-'/ Hfth L6£C-r4. -O > 

Prep Date: f 

-
I c 

J 

. Total Vol (ml): t 
i Cn Qttc-h i 

Expiration Date: 

Lab ED (Receipt Logbook) Concentration 
(mg/1 or (jg/f) 

Aliquot 
(ml or 

u!) 

Final Concentration 
(mg/1 ovbgfi 

I C J A  Q A T - I / A  < ~ A 7 O ' K R V  1®-24P£,  60 '* (0  ,  B 
(y 

I  -

I C A I * .  6 2 / 4  7 7  A  I 0 ' 2 4 W .  " " , 4  I  
f 

L~ l&Z FVO 

Q A T I  B F 4 7 » T « F >  V  J-JA ' ( D o  R L -

/ . . -V 

/ 
- y 

y y 
y 

/ 

y 
y 

~ • 

NOTES 

REVIEWER (SIGN): DATE: . 
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QATS INORGANIC REFERENCE MATERIAL 
INTERFERENCE CHECK SAMPLE SET 

PART A (1206) WITH PART B (0203) FOR ICP-AES 

The "Certified Value" concentrations of the elements are listed in Table 1. The values are certified 
in that all results used in calculating the certified values were derived from statistically pooled 
results from the following sources: ILM05.4 Pre-award, Quarterly Blind, CLP laboratory referee, 
and QATS analysis. Preparation and analysis must be performed according to the following 
instructions: 

Part A (1206), Interferents: Pipet 10 mL of the Part A solution into a 100-mT. volumetric flask and 
dilute to volume with 2% v/v HN03. Analyze this solution, Soln. A, by ICP-AES. 

Part B (0203), Analytes, mixed with Part A (1206), Interferents: Pipet 10 mL of the Part A solution 
and 10 mL of the Part B solution into a 100-mL volumetric flask and dilute to volume with 2% v/v 
HN03. Analyze this solution, Soln. AB, by ICP-AES. 

NOTE: THIS ICS SET FOR USE WITH ILM05.4 AND REVISIONS ONLY, NOT ELM04.X. 

liable fyiCTRtil̂ P^ALUES f̂ FOR'lNlERFERENGE,GHE^^MfP l̂i 
yJCP-AES PART A (1206) AND PART A (1206) MIXED WITH P ART B (0203J 

Element Concentration (u a/L) Part A Concentration (ua/L) Part A + Part R 
A1 244100 241100 
Sb (0) 589 
As (0) 101 
Ba 2 495 
Be (0) 475 
Cd (0) 940 
Ca 234900 231100 
Cr 43 511 
Co (4) 461 
Cu (23) 548 
Fe 95600 94800 
Pb 10 61 
Mg 247500 251100 
Mn 19 502 
Ni (21) 984 
Se (0) 53 
Ag (0) 206 
T1 (0) 103 
V (0) 494 

Zn 28 1028 
() INDICATES ANALYTE VALUES THAT ARE LESS THAN THE CRQL AND THE 
VALUE IS TO BE USED AS A SET POINT FOR THE +/- 2 TIMES CRQL 
ACCEPTANCE CRITERIA CALCULATIONS. 

Q:\Forms\PEINSTR\RM ILM05 X ICP-AES ICSA(1206)B(0203).doc 
|||a||HlS 

QATS Form 20-007F096R03, 03-01-2007 
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Solution Number: Analyst ^ 
Solution Name: ) 
Dilution Solvent #: 

•3"/. H/V»I L 
Prep Date: Total VoL (ml): 

Expiration Date: 

Lab ID (Receipt Logbook) Concentration 
omg/yor ug/I) 

^uot 

uD 

Final-Concentration 
/mgti or ug/I) 

T C A ) {GIT® 

Ik 
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Table 13. ICP/AES Internal Standard Solution 

Standard 
Name 

! VENDOR-
CAT# 

Element Initial Cone. 
(ug/L) 

Aliquot 
(uL) 

Final Cone. 
(ug/L) 

Yttrium 
Environmental 

Express 
# HP1Q0067-1 

Y 1,000,000 1,000 1,000 

2%N itric Acid (uL) 999,000 
Total Volume (uL) 1,000,000 

Table 14. ICP/AES Matrix Spike Solution-Water 

Standard Vendor & Element Initial Cone. Aliquot (uL) Final Cone, in 
Name Catalog# ug/L 50ml sample 

digestate 
ug/L 

CLP-MS- Inorganic Ag 5,000 500 50 
SPK Ventures A1 200,000 2,000 

#CLP-MS - As 4,000 40 
SPK Ba 200,000 2,000 

Be 5,000 50 
Cd 5,000 50 
Co 50,000 500 
Cr3 20,000 200 
Cu 25,000 250 
Mn 50,000 500 
Ni 50,000 500 
Pb 2,000 20 
Sb 10,000 100 
Se 1,000 10 
T1 : 5,000 50 
V 50,000 500 
Zn 50,000 500 

Selenium High Purity 
#100049-1 
(lOOxdil) 

Se 10,000 200 40 

Iron High Purity 
# 10M26-1 
(lOOx dil) 

Fe 100,000 500 1,000 



Percent Solids Logbook 
Type 

FORM 
Number 

5FORM03 
Version 

1.0 
RCN 

670-0731 

TIME IN: 10 :M TEMP IN: 

TIME OUT (1):_ 

TIME OUT (2):_ 

# •o r 

TIME OUT (3):_ 

TEMP OUT (I):. 

TEMP OUT (2):. 

TEMP OUT (3): 

far C-

Oven ID: 
Method: ASTMD2216-92/SM2540G/ELM05.3 

Thermometer ID: 

6M 0±-2. 

Pan# 

A 

Lab 
Sample ID 

B 

client 
Sample ID 

C . 

iPan 
Weight (gj 

D 

Pan + Wet 
Sample (9) 

E 

Pan + Dry 
Sample #1 (g) 

F 

Pan + Dry 
Sample #2 (g) 

F 

Pan + Dry 
Sample #3 (g) 

F i 

Percent 
solids ** 

1 

I 
^uicd. 
Ph&ltGC i -$oz <— *Va N/A |  ** 

FT mz-oi'  i \>&6 1 II 07-1 1 U j 
15 —d 1 fCti I 8 6 T  i ( \ . o6 \  /<?• <J.<? 1 J? 9 vC 

16 — d p  j ((» 9 .5-̂  ' 

Aty "03 FA • I.IVH VI-32-4- te'C 
K if-2, v : f 9 i. %2»2- : II . 02-6 •̂.rar *2. -c 
1 s  -d5"  Oft) l - t w  ;  u -£J>C I0 -22J  * 
ZO - d£ Cn1 I ' f C A  ! i hurt i £A-J> ' 

\ IS -W 0*2. J • 3*3 \ i i  77- *3- A 
17- "M OFZ 1 -7W 11 - 3 ! M' /S l  9 ; 

?9 -51  Gh i &?<, ; ! i J v; sr</ ! #• 4 . i 

\ -Ti X " I  ̂ i • <? 13 : 11 > V>R-2_ ,*JP 3 1 

!  - I I  triC i - A W  i i v -CTF /  a -5Y0 ; J • g ' 

-I ? 0 I -8^*3  11 '  7^3  /rt  -  570  / * 5" * 

; 1 - i s  Gd l< f )3  ; i i  ^3t?  : / X J ' Z  
\ 38 ,~ i4  V ' fn$ 1 l i - f :̂ ! 4 i  fo 

Notes: 

Analyst/Date: "ho  /n - Reviewer/Date: frA II )o^|o7 , 

Final Dry Weight (F) is used when monitored final weights are consistent. 
**Percent solids(G) ={(F-D)/(E-D)} * 100 

aaaaaasij 



1544 Sawdust Road, SUhe S05 
The Woodlands, TX 77380 

281-292-5277 

Percent Solids Logbook 
Effective Area Type Number Version RCN 

28-Sep-06 WETCHEM FORM 5FORM03 1.0 670-0731 

DATE IN: \lj((j/iC4- TIME IN: /&'• (fP TEMP IN: I fib ( 

DATE OUT (1): f I TIME OUT (1): St 1 ftf TEMP OUT (l):_Ai_k__ 

DATE OUT (21: TIME OUT (21: TEMP OUT (21: 

DATE OUT (3): *""" TIME OUT (3): " TEMP OUT (3): *~ 

SOP: jd£ Method:ASTMD2216-92/SM2540G/ILM05.3/gQMOrQther. &%•* *- jM 
Oven ID: A Thermometer ID: Z fcR 0 " <• /t 9/<S> 

Pan# 

A 

Lab 
Sample ID 

B 

Client 
Sample ID 

C 

Pan 
Weight (g) 

D 

Pan + Wet 
Sample (g) 

E 

Pan + Dry 
Sample #1 (g) 

F 

Pan + Dry 
Sample #2 (g) 

F 

Pan + Dry 
Sample #3 (g) 

F 

Percent 
solids ** 

1 

5H mi-ic Kb 1 I S M  i t - s e n  
Kl/*\ fvl/A - (f 

k€ -K Hi \ > * n  H 22S r Q \ > M  

.̂1 -|t? ( q ^ i  » i .  i H 16'lSl It - ?T 

- i ?  m 1  <§30  i 1 • 2S* Id - 2 3 *  4  

- 13r ) • « « '  Ihcts 1 $ 5Q i 22 .j 

Hi < "9 0 > f 05" M 6 6  1 jt-i <4$ Id  -Cot"  N / • * 3 L 9  

j 

i 

• '* t —... <,*• •—. • _______ 

Notes: 

Analyst/Date: ft. I Reviewer/Date: -

Final Dry Weight (F) is used when monitored final weights are consistent 
* ̂ Percent solids(G) ={(F-D)/(E-D)} * 100 

P84  



Express 
• US Airbill ^ ab31 c,flS7 4flQb 

1 From 

Date li/Vy nt 
Sender's 

i L ff'A -3;.̂ WV 

Company 
\ 

_A. 
. -r>-' 

n 

Address A7 A i W l - .  
DeptTRoor/Suite/Room 

City I 
—, i I j >• 

State ZIP L 

2 Your Internal Billing Reference 

3 To 
Recipients 
Name i Phone I • •• , 

Company 

Recipients 
Address ' * \vU< \ uA  r--v \ 
Wa cannot deliver to P.O. .boxes or P.O. ZIP codes. 

Address J \ J \ W L 

Oept/Roor/Suite/Room 

To request a package be held at a specific FedEx location, print FedEx address here. 

-»n •• 1 «» i "** VJ 
City State ZIP 

L 
8631 9857 4806 

372-3 

a .  DEDD Recipient's Copy 
4a Express Package Service Packages up to 150 lbs. 

• FedEx Priority Overnight 
Next business morning * Friday 
shipments will be delivered on Monday 
unless SATURDAY Delivery is selected. 

• FedEx Standard Overnight 
Next business afternoon* 
Saturday Delivery NOT available. 

FedEx Express Saver 

• FedEx First Overnight 
Earliest next business morning 
delivery to select locations* 
Saturday Delivery NOT available. 

•
FedEx 2Day 
Second business day* Thursday 
shipments will be delivered on Monday 
unless SATURDAY Delivery is selected. 

FedEx Envelope rate not available. Minimum charge: One-pound 

•
reucx express 
Third business day* 
Saturday Delivery NOT available. 

4b Express Freight Service 

•
FedEx 1 Day Freight* .—. FedEx 2Day Freight 
Next business day** Fnday Second business day. Thu 
shipments will be delivered on Monday — ohinmontc u»iii K« riaihiarari • 
unless SATURDAY Delivery is selected. 

" Call for Confirmation: 

Packages over 150 lbs. 

•
FedEx 3Day Freight 
Third business day.** 

a...p..o,,u>...» uo ucimvoiou uu ...unuoy Saturday Delivery NOT available, 
unless SATURDAY Delivery is selected. 

** To most locations. 

5 Packaging 

• FedEx 
Envelope* 

• FedEx Pak* • FedEx • FedEx XT 
Includes FedEx Small Pak. — Rox — Tithe — 
FedEx Large Pak, and FedEx Sturdy Pak. 

Other 

* Declared value limit $500. 

6 Special Handling 

• SATURDAY Delivery 
Not available for 
FedEx Standard Overnight, 
FedEx First Overnight, FedEx Express 
Saver, or FedEx 3Day Freight 

Include FedEx address in Section 1 
1 r-, HOLD Weekday 
I I at FedEx Location 

Ndtavailable for 
FedEx First Overnight 

—j HOLD Saturday 

Does this shipment contain dangerous goods? 
One box m 

n Yes 
'—I As per attached 

at FedEx Location 
Available ONLY for FedEx Priority 
Overnight and FedEx 2Day 
to select locations. 

p*| No 

Dangerous goods (including dry ice) cannot be shipped in FedEx packaging. 

n Yes 
. _ I—I Shipper's Declaration 
Shipper's Declaration. not required. 

I Dry Ice 
I 1 Drv'ce, 9. Uf 

I I Cargo Aircraft Only 

Enter FedEx Accl No. or Credit Card No. below. 
7 Payment Bill to: 

D itaft 0 Recipient Q Third Party Q Credit Cerd 
Section Iwill 
.be billed. 

Obtain Recip. I I 
Acct No. 

~P\ Cash/Check 

Total Packages 

4 
Total Declared ValueT 

$ .00 
Our liability is limited to $100 unless you declare a higher value. See back for details. 

Total Weight pis 

in 

CQ 
a 
a 
£2 
Offl 
a 
IB 

CL 
O 
X 
b 
o 
3 

8 Residential Delivery Signature Options If you require a signature, check Direct or Indirect 

No Signature 

• Required 
Package may be left 
without obtaining a 
signature for delivery. 

Rev. Date 10/06*Part#158281'©1994-2006 FadEx-PRINTED IN U.S.A. SRY 

Direct Signature 

•
Someone at recipient's 
address may sign for 
delivery. F 

Indirect Signature 

•
If no one is available at 
recipient's address, someone 
at a neighboring address may 
sign for delivery. Fee applies. 

5SDl 
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Case No:36948 Richardson Flat Tailing 

Sample ID: UE13-56A1-0.5 
Date; 11/6/2007 Time: 10:15 

Sample No: MH24H4 
Analysis: TM 
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EE Scientific Sample Loa-in Report 
Printed: 11/16/2007 2:41:40PM 

1544 Sawdust Road, Suite 505 
The Woodlands, TX 77380 
(281) 292-5277 
WWW. a4scientific. pom 

WORK ORDER = 0008723 

Client: NAZY ABOUSAEEDI Project: ILM05.4 
COMPUTER SCIENCES CORPORATION Project Number: CLP SAMPLES 
15000 CONFERENCE CENTER DRIVE Courier/Airbill #: Fed Ex / 863198574806 
CHANTILLY VA 201513819 COC/TR#: 80656029251112070002 

Lab Sample Client Sample Matrix #Cont Case SPG Sampled Received Analysis TAT Comments 

0008723-01 MH24F6 Soil 1 36948 MH24F6 11/06/07 12:20 11/16/0710:11 ILM05.4-TOTAL ICPAES 
Solids, Dry Weight 

21 SDG FIRST SX MS/DUP 
21 

0008723-02 MH24F7 Soil 1 36948 MH24F6 11/06/07 12:30 11/16/07 10:11 ILM05.4-TOTAL ICPAES 
Solids, Dry Weight 

21 
21 

0008723-03 MH24F8 Soil 1 36948 MH24F6 11/06/07 12:45 11/16/07 10:11 ILM05.4-TOTAL ICPAES 
Solids, Dry Weight 

21 
21 

0008723-04 MH24F9 Soil 1 36948 MH24F6 11/06/07 13:40 11/16/07 10:11 ILM05.4-TOTAL ICPAES 
Solids, Dry Weight 

21 
21 

0008723-05 MH24G0 Soil 1 36948 MH24F6 11/06/07 13:20 11/16/0710:11 ILM05.4-TOTAL ICPAES 
Solids, Dry Weight 

21 
21 

0008723-06 MH24G1 Soil 1 36948 MH24F6 11/06/07 13:10 11/16/07 10:11 ILM05.4-TOTAL ICPAES 
Solids, Dry Weight 

21 
21 

0008723-07 MH24G2 Soil 1 36948 MH24F6 11/06/07 13:00 11/16/07 10:11 ILM05.4-TOTAL ICPAES 
Solids, Dry Weight 

21 
21 

0008723-08 MH24G3 Soil 1 36948 MH24F6 11/06/07 11:20 11/16/07 10:11 ILM05.4-TOTAL ICPAES 
Solids, Dry Weight 

21 
21 

0008723-09 MH24G4 Soil 1 36948 MH24F6 11/06/07 14:20 11/16/0710:11 ILM05.4-TOTAL ICPAES 
Solids, Dry Weight 

21 
21 

0008723-10 MH24G5 Soil 1 36948 MH24F6 11/06/07 11:10 11/16/07 10:11 ILM05.4-TOTAL ICPAES 
Solids, Dry Weight 

21 
21 

0008723-11 MH24G6 Soil 1 36948 MH24F6 11/06/07 14:30 11/16/07 10:11 ILM05.4-TOTAL ICPAES 
Solids, Dry Weight 

2.1 
21 

0008723-12 MH24G7 Soil 1 36948 MH24F6 11/06/07 10:40 11/16/07 10:11 ILM05.4-TOTAL ICPAES 
Solids, Dry Weight 

21 
21 

^ 0008723-13 
m 
Bjf 

MH24G8 Soil 1 36948 MH24F6 11/06/07 14:00 11/16/07 10:11 ILM05.4-TOTAL ICPAES 
Solids, Cry Weight 

21 
21 

0008723-14 
M 

MH24G9 Soil 1 36948 MH24F6 11/06/07 14:50 11/16/07 10:11 ILM05.4-TOTAL ICPAES 
Solids, Dry Weight 

21 
21 

g 0008723-15 
60' 

MH24H0 Soil 1 36948 MH24F6 11/06/07 10:30 11/16/07 10:11 ILM05.4-TOTAL ICPAES 
Solids, Dry Weight 

21 
21 

Page 1 of 2 



GB Scientific 
1544 Sawdust Road, Suite 505 
The Woodlands, TX 77380 
(281) 292-5277 
www. a4scientjfic. corn 

Sample Loa-in Report 
Printed: 11/16/2007 2:41:40PM 

WORK ORDER = 0008723 

Client: NAZY ABOUSAEEDI Project: ILM05.4 
COMPUTER SCIENCES CORPORATION Project Number: CLP SAMPLES 
15000 CONFERENCE CENTER DRIVE Courier/Airbill #: Fed Ex / 863198574806 
CHANTILLY VA 201513819 COC/TR#: 80656029251112070002 

Lab Sample Client Sample Matrix #Cont Case SPG Sampled Received analysis TAT Comments 
OO08723-16 MH24H1 Soil 1 36948 MH24F6 11/06/0714:40 11/16/07 10:11 ILM05.4-TOTAL ICPAES 

Solids, Dry Weight 
21 
21 

0008723-17 MH24H2 Soil 1 36948 MH24F6 11/06/07 12:30 11/16/07 10:11 ILM05.4-TOTAL ICPAES 
Solids, Dry Weight 

21 
21 

0008723-18 MH24H3 Soil 1 36948 MH24F6 11/06/07 10:50 11/16/07 10:11 ILM05.4-TOTAL ICPAES 
Solids, Dry Weight 

21 
21 

0008723-19 MH24H4 Soil 1 36948 MH24F6 11/06/07 10:15 11/16/07 10:11 ILM05.4-TOTAL ICPAES 
Solids, Dry Weight 

21 
21 

0008723-20 MH24H5 Soil 1 36948 MH24F6 11/06/07 08:25 11/16/0710:11 ILM05.4-TOTAL ICPAES 21 SDG FINAL SX 
Solids, Dry Weight 21 

^viewed By Date/ / Page 2 of 2 



lA4l4BBBHffl 
1544 Sawdust Road, Suite 505 

The Woodlands, TX 77380 
281-292-5277 

Sample Custody Logbook 
Cooler A 

Effective Area Type Number Version RCN 
i 25-Jime-06 QA FORM 6FORM06 1.0 671-0802 

Sample Custodian Check in: 

SAMPLED) CONTAINER 
TYPE & NO. 

\-2iplceX 
k><Kg^ 

Login Thermometer ID: T7 QI ̂  1r Work Order: <f?2.3 

DATE/TIME 
SIGNED IN 

11 •' 0 0 

SIGNED IN 
BY 

SAMPLE ID CONTAINER 
TYPE & NO. 

DATE/TIME 
SIGNED IN 

SIGNED IN 
BY 

A 7.2.3-OJ-
- 2.0 

Analyst Checkout/Check in: 

SAMPLE 
ID 

CONTAINER 
TYPE 

QUANT1 
TY 

SIGNED 
OUT BY 

DATE/ 
TIME 

SIGNED 
OUT 

PREP OR 
I ANALYSIS 

SIGNED 
IN BY 

DATE/ 
TIME 

SIGNED 
IN 

REMARKS 

oq.  23 -01  
& - 2.6 

lecJt 20 11(1$ 16T 
l /l :R 

ZJ> 
t 

Of .o c • 

,— 

) 

( ( /  7f) ff\<t 111 

Container type: 40ml, 2WM, 4WM, 8WM, 16WM, 32WM, 1L Amber, 80 Amber, 1L Poly, 16 Poly, 
Other. 

Empty containers must be returned to the SAMPLE CUSTODIAN and documented as empty. 
flSfi»«SS25 

PI 32 
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jschulze@a4scientific.com 

From: "Kramer, Caroline" <ckramer5@fedcsc.com> 
To: <jschulze@a4scientific.com>; <pradeep@a4scientific.com> 
Cc: <beard.carol@epa.gov> 
Sent: Friday, November 16, 2007 3:06 PM 
Subject: Region 08 | Case 36948 | Lab A4 | Issue Multiple | FINAL 

Jessica, 
***Summary Start*** 
-Missing/broken custody seals-
Issue 1: The cooler custody seals were absent for all coolers received 
on 11/16/07. 
Resolution 1: Per Region 8, the laboratory will note the issue in the 
SDG Narrative and proceed with the analysis of the samples. 

-Missing temperature blank-
Issue 2: There was no temperature blank received for the coolers 
received on 11/16. Cooler temperatures were determined to be 5,4,4 and 
5. 
Resolution 2: In accordance with previous direction from Region 8, the 
laboratory will note the issue and the method used to determine the 
cooler temperature in the SDG Narrative and proceed with the analysis of 
the samples. 

-Discrepancies with tags, jars, and/or TR/COC-
Issue 3: The tag numbers on the physical tags do not match up with the 
tag numbers listed on the TR/COC. 
Resolution 3: In accordance with previous direction from Region 8, the 
laboratory will note the issue in the SDFG Narrative and proceed with 
the analysis of the sample using the sample tag number attached to the 
sample container. 

-Insufficient/inappropriate designation of laboratory QC-
Issue 4: Per scheduling lab QC is required; however there were no 
samples designated on the TR/COC. 
Resolution 4: In accordance with previous direction from Region 8, the 
laboratory will select a sample for lab QC as long as the sample is not 
a PE, blank, or rinsate sample. The laboratory will note the issue in 
the SDG Narrative, notify the SMO coordinator of the sample selected of 
lab QC, and proceed with the analysis of the samples. 
***Summary End*** 

Please let me know if you have any questions or problems. 
Thank you, 

Caroline L. Kramer 
ckramer5 @fedcsc. com 
Computer Sciences Corporation (CSC) 
703.818.4248 

11/20/2007 

mailto:ckramer5@fedcsc.com
mailto:jschulze@a4scientific.com
mailto:pradeep@a4scientific.com
mailto:beard.carol@epa.gov
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This is a PRIVATE message. If you are not the intended recipient, please 
delete without copying and kindly advise us by e-mail of the mistake in 
delivery. NOTE: Regardless of content, this e-mail shall not operate to 
bind CSC to any order or Other contract unless pursuant to explicit 
written agreement or government initiative expressly permitting the use 
of e-mail for such purpose. 

Original Message 
From: Beard.Carol@epamail.epa. gov [mailto:Beard-Carol@epamari.epa.gov] 
Sent: Friday, November 16,2007 2:11 PM 
To: Kramer, Caroline 
Subject: Re: Region 08 | Case 36948 j Lab A41 Issue Multiple 

Caroline - For Issue # 1 : Please have the lab note this in the case 
narrative and proceed with the analyses. Thanks! Carol 

"Kramer, 
Caroline" 
<ckramer5 @fedcsc To 
.com> Carol Beard/EPR/R8/U SEPA/U S@EP A 

cc 
11/16/2007 11:50 
AM Subject 

Region 08 | Case 36948 j Lab A4 | 
Issue Multiple 

Carol, 
A4 is reporting the following issues regarding Case 36948. Please 
advise on how the lab should proceed for issue 1, issues 2-4 can be 
resolved using standard answers. 

-Missing/broken custody seals-
Issue 1: The cooler custody seals were absent for all coolers received 
on 11/16/07. 

-Missing temperature blank-
Issue 2: There was no temperature blank received for the coolers 
received on 11/16. Cooler temperatures were determined to be 5,4,4 and 
5. 
Resolution 2: In accordance with previous direction from Region 8, the 
laboratory will note the issue and the method used to determine the 
cooler temperature in the SDG Narrative and proceed with the analysis of 
the samples. 

-Discrepancies with tags, jars, and/or TR/COC-
Issue 3: The tag numbers on the physical tags do not match up with the 
tag numbers listed on the TR/COC. 
Resolution 3: In accordance with previous direction from Region 8, the 
laboratory will note the issue in the SDFG Narrative and proceed with 
eth analysis of the sample using the sample tag number attached to the 
sample container. 

11/20/2007 

mailto:Beard.Carol@epamail.epa
mailto:Beard-Carol@epamari.epa.gov


-Insufficient/inappropriate designation of laboratory QC-
Issue 4: Per scheduling lab QC is required; however there were no 
samples designated on the TR/COC. 
Resolution 4: In accordance with previous direction from Region 8, the 
laboratory will select a sample for lab QC as long as the sample is not 
a PE, blank, or rinsate sample. The laboratory will note the issue in 
the SDG Narrative, notify the SMO coordinator of the sample selected of 
lab QC, and proceed with the analysis of the samples. 

Please let me know if you have any questions or problems. 
Thank you, 

Caroline L. Kramer 
ckramer5@fedcsc.com 
Computer Sciences Corporation (CSC) 
703.818.4248 

From: j schulze@a4scientific.com [mailtoyschulze@a4scientific.com] 
Sent: Friday, November 16,2007 1:34 PM 
To: Kramer, Caroline 
Cc: pradeep@a4scientific.com: pakanati 
Subject: case 36948 

Caroline, 

Lab received four coolers on 11/16/2007. 

Issue 1: Cooler Custody seals were absent for all coolers received. 

Issue 2: Cooler Temperature blank was absent for all coolers received. 
Cooler temperatures were 5,4,4 and 5. 

Issue 3; Physical sample tag numbers do not match with listed TR/COC 
tag numbers. 

Issue 4: Per Scheduling Lab QC is required, however per TR/COC's Lab QC 
is not designated. 

Please let me know if you have any questions. 
Thanks. 

Jessica Schulze 
A4 Scientific Inc. 
1544 Sawdust Rd. Suite 505 
The Woodlands, Texas 77380 
(281) 292-5277 

mailto:mailtoyschulze@a4scientific.com
mailto:pradeep@a4scientific.com



